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environment. This product generates, uses, and can radiate radio frequency energy and, if 
not installed and used in accordance with the instruction manual, may cause harmful inter¬ 
ference to radio communications. Operation of this product in a residential area is likely to 
cause harmful interference, in which case you will be required to correct the interference at 
your own expense. 

The authority to operate this product is conditioned by the requirements that no modifica¬ 
tions be made to the equipment unless the changes or modifications are expressly approved 
by Acterna. 
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This Class A digital apparatus complies with Canadian ICES-003. 
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92/31/EEC and 93/68/EEC for electromagnetic compatibility. A copy of the Declaration of 
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Low Voltage Directive Compliance 
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Important safety instructions 


The following tabie defines safety terms. Faiiure to observe these precautions 
whiie using the Stealth Digital Analyzer \/\o\a\es the intended use of this product. 

Safety definitions 


Term 

Description 

DANGER 

Indicates an imminentiy hazardous situation which, if not 
avoided, wiii result in death or serious injury. 

WARNING 

Indicates a potentiaiiy hazardous situation which, if not 
avoided, could result in death or serious injury. 

CAUTION 

Indicates a potentially hazardous situation which, if not 
avoided, may result in minor or moderate injury. It may also 
be used to alert against unsafe practices. 


When using the product, basic safety precautions shouid aiways be foilowed to 

reduce the risk of fire, shock, and injury to persons, inciuding the foiiowing: 

1 Read and follow all warning notices and Instructions marked on the 
product and Included In the manual. 

2 Use only the AC Adapter/Charger supplied with the product. 

3 Do not use AC Adapter/Charger outdoors or In wet or damp locations. 

4 Connect the AC Adapter/Charger to the correct mains voltage, as 
Indicated on the ratings label. 

5 This product Is Intended to be used with a 3-wlre grounding-type 
plug—a plug that has a grounding pin. This safety feature Is vital to 
the safe operation of the Instrument. Do not defeat the purpose of the 
grounding-type plug by modifying the plug or using an adapter. 

6 Do not allow anything to rest on the power cord, and do not locate the 
product where persons can walk on the power cord. 

7 Avoid using this product during an electrical storm. There may be a 
remote risk of electric shock from lightning. 

8 Do not use this product In the vicinity of a gas leak or In any explosive 
environment. 







9 Do not attempt to service this product yourseif, as opening or 
removing covers may expose you to dangerous, high voitage 
points and other hazards. Refer aii servicing to quaiified 
service personnei. 

10 CAUTION: Danger of expiosion if battery is incorrectiy 
repiaced. Repiace oniy with Acterna P/N 1118-00-0358. 
Dispose of used batteries according to the manufacturer’s 
instructions. 

Save these instructions 
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Preface 


The Stealth Digital Analyzer (SDA) is the new base platform for Acterna’s 
family of signal analysis and sweep meters. This manual will guide you 
through the theory and operation of the SDA headend and field units, 
providing in-depth, step-by-step configuration, operation, and feature 
descriptions. 


ABOUT THE MANUAL 


Section I Introduction 

Chapter 1 introduces you to the new SDA family of CATV test equipment. In 
this chapter, you learn about the features and capabilities of the SDA field 
and headend units, and about the various options available. 

Section II Field Units 

Chapter 2, "Description and Basic Operation," describes the SDA-5000’s 
user interface and its basic modes of operation. You also learn basic 
configuration procedures and what you need to print files and screen shots. 

Chapters, "Channel Plans," shows you how to configure your unit's channel 
plan capability, edit channel plan parameters, create, copy and edit channel 
plans, and how to configure a digital carrier. 
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Chapter 4, "Field Sweeping with the SDA-5000," begins with coverage of 
test point compensation and how to configure your SDA-5000. Sweep 
configuration is covered in detail, after which you learn how to connect to 
amplifier test points and how to conduct forward, reverse, sweepless, and 
loopback sweeps. This chapter also describes reverse amplifier alignment. 

Chapters, "Reverse Path Troubleshooting," describes the problems most 
common to the return path, offers tips to help you more quickly trace the 
trouble, and shows you how to use the Zero Span mode to look at TDMA 
signals. 

Chapters, "Measuring System Performance," explains how to evaluate 
system performance by measuring key parameters. Operations covered 
include Level, Tilt, Scan, Carrier-to-Noise ratio (C/N), Hum, Modulation- 
Demodulation, Composite Second Order (CSO) and Composite Triple Beat 
(CTB). 

Chapter 7, "Spectrum Analyzer Mode," describes the SDA-5000’s spectrum 
analysis capabilities and how it can assist you in general troubleshooting 
and in examining TDMA signals with the Zero Span mode. CSO/CTB mode 
is covered as well. 

Chapters, "PathTrak Field View (OPTS)," shows you how to use PathTrak 
mode for return path troubleshooting by comparing spectrum measurements 
at the node with current conditions at the headend. 

Chapters, "Digital Analysis (0AM View 0PT4)," explains how to use the 
new 0AM digital channel tool. You’ll learn to measure the most critical 
characteristics of a digital channel, and how to use a spectrum view of 
ingress. You’ll also learn how to use the constellation view to assist you in 
your troubleshooting efforts and how to use the equalizer to correct the 
effects of reflections in the transmission path. 

Chapter 10, "Automatic Test," explains how to perform automatic system 
tests, an easy way to acquire proof-of-performance compliance data. You 
learn how to create test locations and how to edit location parameters, as 
well as how to set testing schedules and how to view and print test reports. 

Chapter 11, "Files," describes how to store, view, or print files created from 
field measurement data. Sweep reference files and measurement files are 
covered, along with the procedure for comparing a reference file with a "live" 
sweep in the field. 

Chapter 12, "Maintenance," covers the routine maintenance tasks that a 
service technician can perform in the field. Inspection, connector 
replacement, battery terminal cleaning, general cleaning, and calibration are 
all covered. The chapter ends with a list of Acterna service centers 
worldwide. 


xxii 




Preface: About the Manual 


Section III Headend Units 

Chapter 13, "Description and Basic Operation of the SDA-5500 and SDA- 
5510," describes the user interface and basic modes of operation for the 
SDA headend units (SDA-5500 and SDA-5510). You aiso iearn basic 
configuration procedures and what you need to print fiies and screen shots. 

Chapter 14, "SDA-5500/SDA-5510 Sweep Configuration," shows you how 
to configure the SDA-5500 for forward sweep and for reverse sweep, it 
covers wiring connections, teiemetry and frequency settings, channei pian 
creation and editing, and how to test the transmitter setup. You’ii aiso find 
important information about using the SDA-5500 and SDA-5510 together. In 
addition, this chapter includes a section on sweep history and theory that wiii 
deepen your understanding of what sweeping is and how it works. 

Section IV Appendices 

Appendix A, "Application Notes," contains the fuli text of four appiication 
notes that heip to ciarify many of the issues covered in other chapters in the 
manuai. The four appiication notes are: "Forward Sweep and Baiance," 
"Reverse Sweep and Baiance," "Return Path Troubieshooting," and 
"Proofing and Testing." 

Appendix B, "Specifications," iists the technicai specifications for each unit. 

Appendix C, "Status Indicators and Icons," provides a descriptive iist of 
indicators and icons that you’ii find on the SDA's screens and used 
throughout the manuai. 

Appendix D, "User and Error Messages," describes many of the messages 
that appear on-screen indicating a probiem in operation or a maifunctioning 
unit. 

The G/ossary defines many of the terms used throughout the manuai. 

Document Conventions 

Throughout this manuai, typeface conventions have been adopted to heip 
you quickiy iearn to use the instrument and its associated software: 

Soft key and soft key icon names are in bold italic 

Keypad key names and the names of icons other than soft icons are in bold 

Menu and screen names are in UPPERCASE 

Menu items, the options you can seiect, are in italic, except when they 
appear as the iead-in to a bulieted list item, when they're bold 
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Additional, important information appears throughout the manual in the form 
of Tips, Notes, Cautions, and See Also references: 


NOTE: Notes provide additional information related to the 
text. They are designed to increase your understanding of 
the subject matter. 


TIP: Tips suggest an action (an alternative method or 
shortcut) you can perform to help make the related 
procedure easier or quicker. They are designed to show 
you how to increase your efficiency. 


CAUTION ! Cautions warn you about hazardous 
procedures, pitfalls to avoid, and procedures that must be 
done that might not be immediately obvious. They are 
designed to help you avoid costly or dangerous mistakes. 


See Also 

> Cross references point you to locations anywhere in the 
manual where related information appears. 

Keystroke Conventions 

You frequently need to press several keys in succession to access the 
functions of the SDA units. When that is the case, the manual will tell you 
something like "press the Function and 2 def keys." 

This means that you should first press the Function key, release it, and then 
press the 2 def key. 
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Chapter 1 

The SDA Family 


INTRODUCTION 


The Stealth Digital Analyzer (SDA) cable network measurement tools test a 
wide range of critical parameters, helping you prove and maintain your 
system’s performance. Advanced features include tools to support 
preventative maintenance programs for improving network quality. 
Applications include aligning amplifiers such as optical nodes, testing the 
performance of both forward and reverse path networks, finding and fixing 
sources of reverse path ingress, measuring signal quality (both continuous 
and bursty digital carriers), and fulfilling FCC and CENELEC proof-of- 
performance requirements. 

You can perform comprehensive troubleshooting and preventative 
maintenance tests with accuracy and ease using Acterna’s SDA products: 

• Quickly check frequency response, signal levels, hum, carrier-to-noise 
(C/N) ratio, depth of modulation, and monitor the general performance of 
the cable system 

• Perform tests without interfering with CATV subscribers' service 

• Evaluate system performance precisely and diagnose and eliminate 
problems quickly to maintain quality operation of your CATV system 
equipment. 

Acterna's Stealth Sweep System consists of at least two major components: 
a headend transmitter and a field receiver. 






The SDA Family: Introduction 


NOTE: One benefit of the SDA products is the increased 
sweep speed provided by the new SDA Stealth Sweep and 
SDA 7ransm/f operating modes. 

Keep in mind that in order to take advantage of these new 
features, you must be using SDA equipment both in the 
headend (SDA-5500 or SDA-5510) and in the fieid (SDA- 
5000). 


Field Unit 

In one iightweight package, the SDA-5000 is a powerfui muitipurpose 
troubieshooting assistant: 

• A muitipurpose forward and reverse sweep tooi 

• An advanced fieid spectrum anaiyzer that can measure ingress and 
noise to 5 microsecond bursts 

• A digitai carrier anaiysis tooi capabie of dispiaying digitai signai 
performance characteristics 

Headend Units 

To check the frequency response of your system, the SDA-5500 headend 
transmitter injects iow-ievei signais in the forward downstream path, 
inserting signais in vacant channei or spectrum areas. It also monitors the 
cable system's carrier levels in occupied spectrum areas for use in the non¬ 
interfering Sweepless Sweep, where the carrier itself is used as the sweep 
signal. In addition to generating carriers and using existing channels for 
sweep test signals, the SDA-5500 sends headend signal level readings to 
the downstream receivers with every sweep update. This technique enables 
the receivers to compensate for any signal level changes, maintaining the 
utmost measurement accuracy. The SDA-5510 performs reverse sweep 
functions only, but unlike the SDA-5500, it allows multiple receivers to work 
with one headend unit. The SDA-5500 and SDA-5510 can be used together 
using separate telemetry data carriers. 
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The SDA Family: Field Unit (SDA-5000) 


FIELD UNIT (SDA-5000) 


The SDA field receivers conduct a battery of signal level measurements, 
including a full scan of the cable spectrum to 1 GHz, in addition to 
performing sweep reception. A proprietary digital signal processing (DSP) 
technique measures hum and carrier-to-noise (C/N) ratio on modulated 
carriers. 

The receivers are streamlined, hand-held instruments weighing 
approximately 7.5 pounds. A 320 X 240 backlighted dot matrix LCD shows 
measurement data in both graphical and numerical formats. An extended- 
life Nickel Metal Hydride (NiMH) battery (typically 4-5 hours operating time) 
is standard. 

Features of the SDA-5000 include: 

• Fast scanning and spectrum analysis for ingress and noise detection 
(catch bursty noise as fast as 5 microseconds) 

• A desired/undesired TDMA (Time Division Multiple Access) digital carrier 
analysis allowing you to see the quality and performance of cable 
modems and digital set-top boxes in the reverse path 

• Simple operation through the expanded and redesigned Navigator 
interface 

• Built in pre-amp for reverse path alignment and analysis that reduces the 
jumper cables and assorted boxes you must carry and simplifies 
alignment methods. The pre-amp also allows you to better see ingress 
and noise from high value test points 

These features address advanced services such as Internet, IP telephony, 
digital video, QAM analysis, and DVB. 

Acterna offers current Stealth customers upgrade paths for units already 
purchased. 

Quickly find entry points for ingress and noise 

• Fast peak detection circuits see ingress from even transient noise 
sources 

• Programmable dwell-time in spectrum mode 

• “Dwell” on each frequency longer to find more of the noise more quickly 

• Zero span offers infinite dwell 

• Fast spectrum scanning makes searching for ingress interactive, 
eliminating the wait for the trace to ‘acquire’ 
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• Observe noise signals clearly with the built-in pre-amp. Instead of 
needing to guess about a signal that is just above the noise floor, the 
built-in pre-amp allows you to clearly see and diagnose noise 

• Easily see the difference between meter-induced intermodulation and 
system intermodulation and CPD (common path distortion). A built-in 
low-pass filter strips away higher power forward path signals to examine 
just the reverse path 

• Save money, connections, and time. Carry just one box with all the tools 
needed to find ingress 

Pinpoint return path probiems by anaiyzing digitai 
return path signais at any point in the fieid 

• D/U (desired/undesired) measures signal quality in-service and in- 
channeiwhen you’re examining TDMA signals 

• See data packet collisions 

• View relative transmission levels for all the transmitters present in a 
cascade 

• See how heavy network traffic is in a given amplifier cascade 

• Level measurements allow you to align both TDMA and continuous 
digital channels 

Aiign return path amps more quickiy and with fewer 
errors 


• Adjust return path amplifier tilt and gain 

• Display injection levels and absolute headend signal levels 

• Calculate system gain and tilt automatically 

• Reliably measure reverse sweep and level with an improved test point 
compensation setup 

• Compensate for test point loss in complex two-way amps using 
improved, informative displays 

The SDA-5000 field meter also offers interoperability with Acterna’s 
PathTrak Performance Monitoring System. Interoperability is an exciting 
feature that enables you to solve return path ingress problems more 
effectively. Node spectrum data received at the PathTrak System can be 
broadcast to the field unit, allowing you to compare local (field) spectrum 
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The SDA Family: Headend Units (SDA-5500 and SDA-5510) 


measurements with remote (PathTrak System/headend) spectrum 
measurements. 

New Features and Benefits of the SDA-5000 

• Faster forward sweep with ail signals, including 64/256 QAM carriers 

• QAM digitai anaiysis (QPT4) 

• Improved interoperation with SteaithWare 

• CW ioopback 

• Sweep ioopback 

• Efficient, practicai, graphicai test point compensation configuration 


HEADEND UNITS (SDA-5500 AND SDA-5510) 


SDA-5500 Stealth Sweep Transceiver 

The SDA-5500 is a standard 19" rack mount unit weighing approximateiy 
fifteen pounds. Its 320 X 240 dot matrix LCD shows measurement data in 
both graphicai and numericai form. It is a fuil-featured signai anaiysis meter 
with a compiete spectrum dispiay and an anaiog representation of singie 
channei measurement data. When tuned to a specific channei, a 
comprehensive set of information is provided, inciuding: 

• tuned channei 

• video frequency and ievei 

• audio frequency and ievei 

• differences between video and audio carrier ieveis 

The SDA-5500 performs essentiai cabie TV system preventive maintenance 
tests with accuracy and ease. Signai ieveis, hum, C/N, and, in tandem with 
the SDA-5000, frequency response, can be quickiy tested without interfering 
with subscribers’ service. 

The Sweep System is made up of two components: the fieid unit (SDA- 
5000), and one or both of the headend units {SDA-5500 and SDA-5510). 
Sweep response is tested by injecting a iow-ievei signai in vacant spectrum 
areas and by monitoring cabie system carrier ieveis in occupied spectrum 
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areas. In addition to generating the sweep test signai, the SDA-5500 
continuously monitors the system carriers, it sends headend ievei readings 
to the field receiver with every sweep update, in this way, any headend ievei 
changes are compensated for by the receiver, maintaining measurement 
accuracy. 

Sweep response measurements won't be affected by changing signai leveis 
in the headend. The SDA-5500 has the measurement capability of the SDA- 
5000 so you can keep an eye on headend ievels. 

With the Reverse Sweep option (OPT2), a transmitter is built into the hand- 
heid sweep receiver. The headend sweep transmitter (SDA-5500) is set up 
to receive the reverse sweep sent from the fieid. When a reverse sweep is 
activated from a field test point, the headend transmitter receives the 
teiemetry signai indicating which receiver is sending the sweep. The 
headend transmitter measures the sweep and sends the resuits to the fieid 
via its teiemetry signai. The fieid receiver with the tagged seriai number then 
dispiays the sweep response as measured in the headend. 

New Features and Benefits of the SDA-5500 

• Faster forward sweep with ail signals, including 64/256 QAM carriers 

• New Navigator user interface 

SDA-5510 Stealth Reverse Sweep Manager 

The SDA-5510 is a standard 19" rack mount unit weighing approximateiy 
fifteen pounds. Its 320 X 240 dot matrix LCD shows measurement data in 
both graphicai and numerical form. It is a fuli-featured signai anaiysis meter, 
with a compiete spectrum dispiay and an anaiog representation of singie 
channel measurement data. When it's tuned to a specific channel, 
comprehensive information is provided: 

• tuned channei 

• video frequency and Ievei 

• audio frequency and ievei 

• differences between video and audio carrier ievels. 

The SDA-5510 handles the reverse sweep job for up to 10 technicians. 

By adding the SDA-5510 to the Sweep System, you take responsibility for 
single-user reverse sweep away from the SDA-5500. This speeds the 
reverse sweep rate and increases the forward sweep speed. In addition, the 
SDA-5510 sends out reverse ingress/noise information with every update of 
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its forward telemetry, so reverse telemetry need not be received to check the 
reverse ingress ccndition. 

Reverse Sweep Alignment 

Reverse sweep alignment provides an eptimum view of the frequency 
response in the uncccupied reverse spectrum, leaving nothing to chance. A 
reverse sweep can uncover mismatch problems that reveal themselves as 
standing waves or as diplex filter roll-offs that can severely hamper the 
carriage of services in the reverse band. 

Ingress Detection and Troubleshooting 

The SDA-5510 prcvides feedback to the field about the current condition of 
noise and ingress in the headend. Even if the noise or ingress is swamping 
the telemetry, a picture of the headend noise/ingress is sent out for display to 
the receiver via a special forward telemetry carrier. 

Easy To Read Noise/Ingress Display 

The headend instrument continuously displays the noise/ingress 
performance of connected ncdes, providing a quick, easy way fcr you to 
verify performance. In additien, the current reverse testing activity can be 
menitored. 

The SDA-5510 also performs essential cable TV system preventive 
maintenance tests with accuracy and ease. Reverse signal levels, hum, C/N, 
and frequency response can be quickly tested without subscriber 
interference. 


OPTIONS 


The SDA-5000 can be equipped with several optiens that extend and 
enhance its operatien. 


• SDA-OPT1: 

• SDA-OPT2: 

• SDA-OPT3A: 

• SDA-OPT4A: 


Reverse Sweep Receiver 
Pertable Sweep Transmitter 
PathTrak Field View 

64/256 QAM, DVB-C, ITU-T J.83 Annex A 
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• SDA-0PT4B: 

• SDA-0PT5: 

• SDA-0PT6: 


64/256 QAM, DVS-031, ITU-T J.83 Annex B 
75 Ohm BNC Connector option 
Portable Reverse Sweep Manager 


The following optional accessories are available: 

• SDA-CASE1: Replacement soft carrying case for units without the 

QAM View option installed 

• SDA-CASE2: Replacement soft carrying case for units with the QAM 

View option installed 

• SDA-NIMH: Spare extended-life battery 

• SDA-NIMCA: Universal charger/AC adapter for the extended-life 

battery 

• SDA-NIMK: Extended-life battery kit, including extended-life battery, 

universal charger/AC adapter, and soft carrying case 




Chapter 2 

Description and Basic Operation 


INTRODUCTION 


This chapter introduces you to the SDA-5000. The user interface is covered 
first, beginning with the redesigned Navigator menu, foiiowed by an 
expianation of the buttons and keys on the front panei. Covered next are the 
unit’s operationai modes, inciuding ievei measurements, sweep, proof-of- 
performance measurements (inciuding QAM anaiysis), the spectrum 
anaiysis tooi, and compatibiiity with Acterna’s PathTrak performance 
monitoring system. 

Generai configuration items such as setting the shut-off timeout period, 
setting the time and date format, and so on, are discussed next. Configuring 
measurement variabies, and brief introductions to channei pian, sweep, and 
PathTrak configuration foiiow. 

Next, you'ii find information about diagnostic functions that enable you to 
reset the unit to the original factory configuration, test the LCD, and check 
the unit’s Internal transmitter functions. Finally, you’ll learn how to print 
measurement screen information and stored files. 
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USER INTERFACE ELEMENTS 


The SDA-5000 has two primary user interface eiements, the Navigator 
(shown in Fig. 2-1), and the traditionai key controis (shown in Fig. 2-2). 

The Navigator Interface 

The Navigator is an easy to use seif-guided graphicai user interface. It can 
be dispiayed at any time by pressing the Nav support key (see Fig. 

2-2). There are four tabs on the ieft side of the screen, each of which, when 
seiected, dispiays a set of icons specific to that tab. Each of the icons takes 
you to the top-ievei menu for that function. 


NOTE: Your SDA-5000 wiil not have the fourth tab (Digitai 
Anaiysis) if it is not equipped with the QAM option (OPT4). 
In addition, the particuiar icons dispiayed vary according to 
your unit’s options. 


To move between the tabs, use the soft keys to the left of the display. 
Pressing any of the soft keys to the right of the display (or pressing the Enter 
key) takes you to the main screen for the currently selected icon. You can 
move the cursor to select icons with the diamond keys. 


NOTE: You can also select the icon you want using the 
numeric keypad on the front of the unit. Each of the ten 
number keys (and the Space and Clear keys) corresponds 
to one of the icon positions in the Navigator. If there is no 
icon on showing, the cursor won't move to that spot. 


Each of the Navigator’s icons takes you to the top-level menu for that mode 
or function. 
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Fig. 2-1 The SDA-5000 Navigator Interface Showing the 
Files and Configure Tab 


NOTE: If you’re having trouble reading the screen, there 
are two adjustments you can make: 

• Adjust screen contrast by pressing the Function key 
(the green key in the lower right corner of the unit), then 
the 9 yz key to call up the contrast slider. Use the 
diamond keys to make the desired adjustment. Then 
press the Enter key (just above the Function key) to set 
the new contrast level. 

• The LCD screen backlight is activated (or deactivated) 
by pressing the Function key twice. 


Navigator Tabs and Icons 

Page references in the following list point you to the main discussion in the 
manual. Note that the icons displayed depend on the unit's options. Your unit 
might not show all of them. 
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Files and Configure tab 

Config. page 22 

Testpoint. page 60 

View. page 200 

Info. page 32 


Sweep & Spectrum tab 

Sweep. page 64 

Spectrum. page 131 

PathTrak. page 141 

Align. page 90 

Modem C/N .page 121 


RF Measure tab 


Level. 

.page 110 

Tilt. 

.page 112 

Scan. 

.page 115 

C/N. 

.page 119 

Hum. 

.page 124 

Mod. 

.page 126 

Auto Test. 

.page 184 

Loopback. 

.page 93 

Digital Analysis (QAM OPT4) 

Digital. 

.page 153 

Equalizer. 

.page 174 

Constallation 

.page 166 

Ingress. 

.page 160 
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Arrows are 
displayed for 
one-hand 
convenience 

Soft Keys 


Enter Key 
Function Key 



Measurement 
Mode Keys 


■ Diamond 
Keys 


Fig. 2-2 The SDA-5000 Key Controls 


Key Controls 

There are five groups of keys that control the SDA field units (see Fig. 2-2): 

• Eight soft keys. In many cases, Icons that represent soft key functions 
are displayed In the LCD next to the soft key. 

• Eight measurement mode keys, plus an additional four shifted keys if 
you have the QAM option {OPT4) (see Chapter 9, Digital Analysis (QAM 
ViewOPT4), Fig. 9-2). 
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• Three support mode keys: 

• Nav calls up the Navigator menu. 

• Test accesses the AUTOTEST top-level menu. 

• PathTrak enables PathTrak functions. (This requires that your 
unit has OPTS, PathTrak Field View.) 

• Four diamond keys for scrolling menu items, cursors, values, and so on. 

• A power button 

• A sixteen button alphanumeric keypad. 

Soft Keys 

Soft keys enable you to access a set of up to eight programmable functions 
at a time. The specific functions available change as you change operational 
modes. For example, changing from the Level mode to the Tilt mode 
changes the soft key functions available to you. Icons represent many soft 
key functions. 

See Also 

> Appendix C has a complete list of these icons. 

Measurement Mode Keys 

Measurement modes are activated by pressing one of the eight keys (shown 
in Fig. 2-3) immediately below the LCD. 


■ 

1 LEVEL 

1 a tilt 

1 IHi SCAN 

1 SWEEP 1 





1 C/N 

1 ^ HUM 

1 M)) MOD 

1 SPECT 1 





Fig. 2-3 The Measurement Mode Keys 



NOTE: If you have the QAM option, the bottom four keys 
(C/N, HUM, MOD, and SPECT) have shifted functions that 
you access by pressing the green Function key before 
pressing the measurement mode key. Chapter 9, Digital 
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Analysis (QAM View 0PT4), has more information about 
these keys. 


• Press LEVEL to check the audio and video ieveis of a channei 
simuitaneousiy, or to check a specific frequency. 

• To baiance piiot Ieveis, press TILT. Nine selected video carrier levels are 
displayed. 

• Press SCAN to see absolute carrier levels on a bar graph. All carriers 
are displayed. 

• Press SWEEP to test CATV system frequency response. Low-level 
signals are injected into vacant spectrum areas by the SDA-5500, and 
system carrier reference levels in occupied spectrum areas are 
transmitted via telemetry to the SDA unit. 

• Press C/N to measure the carrier-to-noise ratio in dB on the tuned 
channel or frequency, at a preset noise frequency offset above the video 
carrier. 

• Press HUM to measure low-frequency hum modulation on the selected 
channel. You can select to view the measurement in dB or as a 
percentage. 

• Press MOD to listen to the audio modulation of the tuned channel or 
frequency (AM or FM), and measure the depth of modulation on the 
video carrier. Depth is presented as a percentage. 

• Press SPECT to activate the spectrum analyzer display, and to measure 
CSO/CTB harmonic distortions (in conjunction with the designated soft 
key). 

See Also 

> Chapters 4, Field Sweeping with the SDA-5000, 6, 

Measuring System Performance, and 7, Spectrum Analyzer 
Mode, describe these modes in detail. 

> These modes are introduced in “Basic Modes of Operation, ” 
later in this chapter (page 17). 

> Chapter 9, Digital Analysis (QAM View OPT4), covers the 
shifted functions of the measurement mode keys. 
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Alphanumeric Keypad 

The alphanumeric keypad is augmented with green icons above each key 
(see Fig. 2-4). The functions represented by these icons are selected or 
activated by first pressing the green Function key at the lower right of the 
keypad (see Fig. 2-2), then the key for the desired function. 

The alphanumeric keys are used to 

• Enter numeric values 0 through 9. The Function key makes the 0 key 
toggle between +/- when negative entries are allowed in data entry fields. 

• Enter a decimal point using the . space key. 

• Enter letters in Edit Box data fields that accept alpha characters such as 
test point names, operator names, file names, and so on. Press each key 
one, two, or three times to choose the letter desired. Pressing a key an 
extra time brings up the number assigned to the key. 

• Create a space between letters with the arrow keys. 

• Move the cursor with the arrow keys. 


NOTE: Always finish numeric entries by pressing the 
Enter key or the appropriate soft key. 


ki- 

n 

X 


Print 

File 

Configure 

Help 

*n 

7#“' 

LU 

o 

Backup 

Screen Hold 

Reference 

Information 
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V'V' 

3 

¥¥ 

TP Comp 

DVM 

Contrast 

AutoScale 

a 

■ II 

+/- 

<S] 

S' 

Insert 

Toggle ± 

Delete 

Backlight 


Fig. 2-4 The Shifted (or Second) Functions of the Keypad 
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Fig. 2-5 Top View of the SDA-5000 Showing the Three 
Cable Connection Ports 


Cable Connection Ports 

SDA units have up to three cable connection ports (see Fig. 2-5). The IN port 
allows you to connect the instrument to the cable system. When connected, 
you can perform sweep operations, standard analog measurements, and 
digital carrier average power measurements. The OPT port is a transmitter 
port used when you’re performing reverse sweep, CW Loopback, or Sweep 
Loopback measurements. The DIGI port allows you to analyze digital TV 
and forward cable modem signals. 


BASIC MODES OF OPERATION 


This section describes the modes of operation for SDA field units. Some 
modes require you to have a particular option on your SDA unit. When that is 
the case, the required option is indicated in parentheses next to the mode 
name. 

Level Measurement 

Your SDA-5000 offers several different level displays optimized for many of 
the day-to-day tasks of maintaining your cable system. 
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LEVEL mode presents a detailed display about 
a single channel. Video and audio levels are 
displayed both in bar graph and in numeric 
form. The delta between audio and video level 
is also computed. When a digital channel is 
measured, DigiCheck power measurement 
algorithms are used to accurately read 
continuous digital carrier levels across the 
entire selected channel. 


TILT mode displays level variations of 
selected carriers throughout the band. Up 
to nine selected tilt channels are measured 
and displayed at the same time. These can 
be the pilot carriers or channels. The meter 
automatically calculates tilt across these 
channels and displays their level. 




SCAN mode displays a graph of the level of all 
channels in the current channel plan, either 
with or without audio and digital carriers. This 
mode is very useful when you’re first 
connecting to a test point. It allows you to 
quickly get a general idea of system specified 
signal level accuracy. 



See Also 

> Chapter 6, Measuring System Performance, describes 
these measurement modes in detail. 


Sweep 

Sweep is the most complete way to measure the frequency response of your 
cable network. SDA products offers a complete set of sweep tools to 
maximize your productivity. Forward and reverse sweep can be used to 
troubleshoot problems in either signal path. Reverse amplifier alignment is 
designed to quickly provide you with the necessary information for setting up 
a reverse amplifier, and Sweepless Sweep can be used to gather sweep 
information even when there is no sweep transmitter available. 

• Stealth forward sweep: Forward sweep uses a headend transmitter to 
measure carrier levels and, when necessary, to inject short sweep 
pulses. When stable carriers are present, they can be referenced to 
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create a sweep response without injecting any sweep puises. This 
guarantees that no subscriber interference wiil resuit from your sweep 
testing. 

• SDA sweep: SDA sweep operates identicaliy to Steaith sweep, but it is 
much faster! It is aiso criticai to note that, for SDA sweep to work, you 
must be using SDA equipment both in the headend and in the fieid. 

• Stealth reverse sweep (OPT1): Reverse sweep uses sweep carriers 
from a fieid unit that are sent back to the headend transmitter and 
measured to caicuiate return path frequency response. Steaith offers a 
high ievei of flexibiiity in setting frequencies and ieveis to give you the 
maximum fiexibility in sweeping a return path network without creating 
any service interruptions. 

• Aligning reverse amplifiers (OPT1): This alignment mode is taiiored to 
set the gain and tiit of reverse ampiifier units. Using the SDA-5500 or 
SDA-5510 headend sweep transmitter, this screen shows the absoiute 
signai ieveis at two seiected frequencies and caiculates the gain and tilt 
of a return path system. Ali the information a technician needs to set up a 
reverse ampiifier or node is dispiayed in one iocation. 

• Sweepless Sweep: Sweepiess Sweep aiiows you to get sweep 
information even if no transmitter is available. If a transmitter is down, or 
if something is blocking the teiemetry channei, Sweepless Sweep can 
still be used. In Sweepless Sweep, the SDA field unit measures the 
stabie carrier ieveis, memorizes them, and establishes a reference. 
These Ieveis can then be compared with the Ieveis of the same carriers 
at a different point in the network, and the differences in frequency 
response can be highlighted. 

• Loopback Sweep (OPT2): The fuii sweep iocai Loopback test enables 
you to perform a rough frequency response, gain, and loss test on active 
and passive devices in the field using a single meter. 

See Also 

> Chapters 4, Field Sweeping with the SDA-5000, and 13, 
SDA-5500/SDA-5510 Sweep Configuration, together 
provide a complete description of the SDA family’s sweep 
capability. 

Proof-of-Performance Measurement Tools 

The SDA-5000 provides an extensive suite of toois for troubleshooting and 
for performing proof-of-performance tests. Carrier-to-noise, hum, and depth 
of moduiation are aii caicuiated on unscrambied anaiog video channeis in- 
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service and in-channel. This allows you to measure the performance 
customers really experience, all without any service interruption. 

Carrier-to-noise is measured using an 
advanced “quiet line” algorithm. The meter 
searches for a line of video with no active 
signal (this typically happens on one or more 
lines during vertical sync of an analog video 
channel). This allows the noise measurement 
to be made in the middle of the channel rather 
than in an unused side band, so the reading 
reflects what the CATV subscriber actually 
sees. 


Hum is also measured in-service using 
DSP algorithms. Pre-programmed filters 
help isolate power supply problems to 1- 
times power-frequency, 2-times power- 
frequency, or all low frequency 
components. 


Depth of modulation can be measured in- 
service. This display also allows the user to 
listen to either AM or FM audio carriers to help 
identify a signal or to troubleshoot some types 
of problems. If a steady ingress source is 
found, this feature can be used to help find out 
what is leaking into the cable network. 


The SDA-5000 also offers the capability to perform these proof-of- 
performance tests on an automated basis. You can perform a complete 
battery of tests for any or all channels in the channel plan. The meter can 
perform these tests immediately, or it can perform a set of tests over any set 
of intervals you desire. This is useful when you’re running the 24-hour tests 
required by the FCC in the US, and by other international governing bodies. 

See Also 

> Chapter 6, Measuring System Performance, discusses the 
proof-of-performance measurement tools in detail. 

> Chapter 10, Automatic Test, explains how to run 24-hour 
and interval tests. 
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Spectrum Analysis 

The SDA-5000 features an advanced spectrum analysis capability. This is a 
simple but extensive tool for tracking down hard-to-find problems in the 
cable network. The following list describes the features of this tool: 

The spectrum analyzer works over the entire 5 
MHz to 1 GHz frequency range. 

Tuning can be by channel or by frequency. 
Several convenient frequency spans are 
available, from 3 to 50 MHz. 


Maximum hold and dwell time can be varied to 
track down intermittent signals. 


A low-pass filter and preamplifier are available 
to help find difficult return path problems. 

The spectrum mode includes a very powerful Zero Span mode display that 
you can use to measure and analyze TDMA (Time Division Multiple Access) 
digital channels and difficult ingress signals. Zero Span mode allows you to 
perform in-service and in-channel D/U (desired/undesired) measurements 
on TDMA channels. You can also see different transmitter levels individually, 
view data “collisions,” and see how heavy the traffic is on the coax. 

You can also measure CSO (composite second order) and CTB (composite 
triple beat) using Spectrum mode. These measurements can help you find 
the source of inter-modulation problems and confirm compliance with 
system performance specifications. 

See Also 

> Chapter 7, Spectrum Analyzer Mode, covers the spectrum 
analysis capability of the SDA-5000. 

PathTrak Mode (OPTS Field View) 

The PathTrak mode display looks very similar 
to the Spectrum Analyzer display. However, the 
PathTrak mode has two measurement traces 
(Local and Remote) that are displayed 
simultaneously along with a Peak Hold trace. 
You can toggle the Peak Hold trace to 
reference either the Local or Remote trace. 
Simultaneous display of both traces allows you 
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to toggle between the Local and Remote traces to compare measurement 
data so you can quickly determine If an Ingress problem exists, and If It does, 
you can Isolate Its source. 


2 


See Also 

> Chapter 8, PathTrak Field View (OPTS), discusses the 
PathTrak Mode in detaii. 


CONFIGURING THE SDA- 


This section describes the configuration options you access from the 
CONFIGURE menu. Global, Measurements, and Diagnostic configuration 
are discussed here In detail. Channel Plan, Sweep Receiver, and PathTrak 
configuration are covered briefly in this chapter, and in detail In their 
respective chapters later In the manual. 


To call up the CONFIGURE menu shown in Fig. 2-6, turn the unit on and 
then either 


• Press the Nav support key (see Fig. 2-2), select the Files and Configure 
tab, then the crossed-tool Config icon 


or 


• Press the Function and 3 ghi keys 


NOTE: If the internal transmitter requires self-calibration, 
you will see a prompt to perform a self-calibration of the 
Internal transmitter. See page 30 for instructions on how to 
do this. 
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Fig. 2-6 The CONFIGURE Menu 

Global Configuration 

Selecting the GLOBAL option calls up the menu shown in Fig. 2-7. This 
menu contains twelve items, described in the list that follows. 

• Operator Name: Enter your name, which will appear in the header 
section of the Auto Test report (see “Auto Test Results” in Chapter 10, 
Automatic Test). 

• Contrast Level: Adjust the contrast level of the LCD to the desired 
level. The level varies on a scale from 1 to 15. 

• Shut-off Time-out Period: To conserve battery life, you can adjust the 
automatic shut-off feature to turn off the meter after a pre-set interval of 
inactivity of 1,3, or 5 minutes, or choose Always On. 
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Fig. 2-7 The GLOBAL Menu 

• Backlight Time-out Period: You can also conserve battery life using 
the screen backlight’s automatic time-out. The time-out period is 
programmable: Always Off, 5 sec, 10 sec, or Always On. (You can turn 
the backlight on or off manually at any time by pressing the Function key 
twice.) 

• Time: Use the numeric entry keys to enter the time in HH:MM:SS 
format. The time is set using a 24 hour scheme (for example, 18:05:30 
for 6:05 and 30 seconds PM). 

• Date Format: Use the up and down diamond keys to select the date 
format. When you change the date format, the new format will appear 
everywhere the date is displayed or printed. The following formats are 
available: 

MM/DOT/Y 

DD.MM.YY 

YY.MM.DD 

• Date: Use the numeric entry keys to enter the date. Select Date Format, 
Next.. . te determine which date display fermat is used. 

• Printer: Sets the printer interface. Use the up and down diamond keys 
to choose between Diconix, Seiko, IBM, or Epson. 
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The required serial printer configuration is as follows: 

• Baud rate consistent with SDA-5000 Receiver (9600 or 19.2K 
recommended) 

• 8 data bits 

• 1 stop bit 

• No parity 

• Flow control - hardware handshaking 

Printing to a parallel printer requires a serial-to-parallel converter such as 
the one manufactured by Black Box Corp. (Phone 412-746-5500). The 
setup is the same as the serial printer configuration. 

• Lines/Page: Use this option to specify the number of lines per page 
(min 30, max 255) for text printouts. This determines the number of lines 
printed before a form feed command is sent. For no form feeds, enter 
zero (0) here. 

• Baud Rate: The baud or bit rate establishes the speed of 
communications between the SDA-5000 receiver and another device. 
Baud values available are 1200, 2400, 4800, 9600, and 19.2k. 

• Beeps: Use the diamond keys to turn on or off key-press clicks and 
instrument beep functions. 

• Splash Screen: Use this option to enable or disable the splash screen 
that appears when you turn on the unit. 

• Diagnostics: To enter Diagnostics mode, highlight this option and press 
the Enter key. 

See Also 

> The “Diagnostics” section iater in this chapter covers 
diagnostics configuration in detaii (page 29). 

Measurements Configuration (Inciuding QAM OPT4) 

When you select MEASUREMENT from the CONFIGURE menu shown in 
Fig. 2-6, you'll see options for adjusting seven variables. If you have the 
QAM option (OPT4), you will see an additional four items, as described 
below (see Figure 2.8). Use the up and down arrow keys to scroll through 
the list, and change the variables as indicated in the Edit Box. 
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Fig. 2-8 The MEASUREMENT Menu 


NOTE: The Test Point Compensation item has been 
moved to another menu, TESTPOINT, accessibie from the 
Navigator or by pressing the Function and 7 stu keys. 


• Temperature Units: Seiect the desired temperature units (degrees 
Ceisius or degrees Fahrenheit). 

• Signai Level Units: Select the units to be used for checking signal 
power levels (dBmV, dBuV, and dBm). 

• Frequency Tuning Step Size: Adjust the Tuning Step Size using the up 
and down diamond keys or the numeric entry keys (0.01 to 100.00 MHz 
in 10 kHz steps). 

• Fundamental Hum Frequency: Select the fundamental hum frequency 
to be measured (60 Hz, 50 Hz, 1 Hz, or. Auto). With Auto selected, the 
unit will automatically switch to 50 Hz on PAL type plans and 60 Hz for 
NTSC plans. 1 Hz is used in the case of a 1 Hz power supply. 

• Scan Rate: Two scan rates are available in the Scan mode. Normal and 
Fast. The Fast scan feature allows for rapid scan displays, but sacrifices 
accuracy. The Normal scan rate is slower but more accurate. 

• Scan Audio Carriers: Omitting the audio carriers during the scan 
produces a faster scan. 

• C/N Calibration: To obtain a valid carrier-to-noise measurement, the 
measurement algorithm incorporates a noise floor calibration. To perform 
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the calibration, select C/N calibration and press the Enter key. To get a 
valid measurement, the program prompts you to be sure that no cable is 
connected to the RF IN connector. After the measurement is verified, 
press the OK soft key to perform the calibration. When the calibration is 
complete, the screen displays the noise floor, expressed in the currently 
selected units (e.g. dBmV). 

Digital Analysis (QAM OPT4) Options 

• Digital Signal Quality Meas: This option enables you to select the 
digital signal quality measurement you want to use: 

• MER (modulation error ratio) is analogous to an analog carrier-to-noise 
measurement 
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• EVM (error vector magnitude) is MER data presented in a percentage 
format. 


• Number of Constellation Points: You can set the number of 
constellation points displayed in Constellation mode to 2000, 4000, or 
8000. The unit defaults to 4000. 


• Velocity of Propagation: The velocity of propagation is the ratio of the 
speed at which light travels down a length of cable compared to its 
absolute speed. It is determined by the dielectric material used to 
separate the two conductors and is usually specified by the cable 
manufacturer. After you have consulted the manufacturer's 
specifications, enter a value between 0.00 and 1.00. 

• Distance Units: In Equalizer Mode, this option enables you to set the 
units for measuring the distance to the fault in either feet or meters. This 
option defaults to feet. 


Channel Plan Configuration 

Selecting the CHANNEL PLAN option from the CONFIGURE menu takes 
you to a screen where you can set nine channel plan configuration options. 
These options allow you to 

• Select a channel plan 

• Set the video signal type 

• Set the channel tuning sequence 

• Build a channel plan 

• Edit a channel plan 
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• Delete unused channels 

• Build sweep points 

• Specify Auto Test measurements 

• Edit Limits 

• Edit Digital Limits 

• Remotely copy a plan from another Instrument 

See Also 

> Chapters, Channel Plans, covers these options in detail. 

Sweep Configuration 

The SWEEP option of the CONFIGURE main menu enables you to establish 
the operating parameters that you want for a specific sweeping application. 
The first screen in this menu offers the options and choices available In 
either the Stealth, Stealth (SDA COMPATIBLE), Transmit, Transmit (SDA 
COMPATIBLE), Loopback, or Sweepless modes of sweeping. Stealth mode 
sweeping Is the default setup. The number of options available to you 
changes depending on which sweep mode you select. 

See Also 

> Chapter 4, Field Sweeping with the SDA-5000, covers 
sweep configuration and operation in detail. 

PathTrak Configuration (OPTS) 

From the PATHTRAK option of the CONFIGURE main menu you can set the 
parameters that allow communication between Acterna's PathTrak 
performance monitoring system and the SDA field unit. 

The PathTrak mode provides increased troubleshooting accuracy by 
allowing you to compare spectrum measurements at the node with the 
current conditions at the headend. 

Options available to you from the PATHTRAK main menu enable you to set 
the Telemetry Frequency used to transmit data, and to view the list of nodes 
currently available from the PathTrak system. 
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See Also 

> Chapters, PathTrak Field View (OPTS), covers PathTrak 
configuration and operation in detaii. 


Diagnostics 

Frem the DIAGNOSTICS menu shewn in Fig. 2-9, you can reset the 
instrument to original factory configuration, test the LCD, or, when 
applicable, check the field unit’s internal transmitter functions. 

• Default to Factory Settings: Scroll to Default to Factory Settings and 
press the Enter key to automatically set all parameters to the factory 
default values. The changes will take effect after power is cycled. 
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CAUTION ! Executing this function will cause all saved 
files, configurations, and memory to be lost. 
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Fig. 2-9 The DIAGNOSTICS Menu 


• Display Test: This option allows you to test the operation of the display. 
Select Display Test and press the Enter key to call up the screen shown 
in Fig. 2-10. This test merely checks the on/off properties of the screen. 
You have two options, which operate as follows: 

• Any left soft key toggles the screen on and off. 

• Any right soft key moves to the previous screen. 
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Fig. 2-10 The DISPLAY TEST Screen 

Transmitter Diagnostics: Highlight this option and press the Enter key 
to access the internal transmitter diagnostic features shown in Fig. 
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Fig. 2-11 The Transmitter Diagnostics Screen 


Transmitter On/Off: When turned on, this feature provides a CW RF 
signal that can be used for troubleshooting or during installation. The 
signal is present only when the diagnostics screen is displayed. 
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• Transmitter Attenuator: Use the up and down diamond keys to enter 
the amount of attenuation for the CW transmitted signai to a maximum of 
30 dB in 2.0 dB increments. 


CAUTION ! If you set the transmitter test frequencies too 
ciose to the CATV carrier whiie you're connected to the 
CATV system, you can create significant interference to the 
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• Transmitter Frequency: Enter the frequency for the transmitted signai 
to the nearest 0.01 MHz using the numericai keys and the Enter key. 
The up and down diamond keys change the frequency in the increments 
estabiished during setup. 

• Sweep Telemetry On/Off: When it’s turned on, the SDA-5000 wiil 
moduiate the CW signai as it does the teiemetry signai. 

• Calibrate Transmitter: To calibrate transmitter output, press the Enter 
key. You’ll see the screen shown in Fig. 2-12. You will be asked to shunt 
or jumper with coax the input (IN) and output (OPT) terminals of the 
meter with a short length of cable. When you’re done, press the OK soft 
key. 
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Fig. 2-12 Calibrating Transmitter Output 


If you test without a cable attached, the error shown in Fig. 2-13 occurs. 
Check your F connectors, BNC connectors (if used), and the cable itself. 
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Fig. 2-13 Calibrate Error (Missing Jumper Cabie) 

If your connections are correct and you still get the error screen, contact an 
authorized Acterna Service Center. 

See Also 

> Chapter 12, Maintenance, has a list of Acterna service 
centers worldwide. 

System Information 

You can view the system information for your unit by selecting the Info icon 
from the Navigator’s Files and Configure tab. Doing so takes you to the 
INFO screen where you’ll find the following information: 

• model number 

• serial number 

• firmware version number 

• most recent calibration date 

• currently selected channel plan Type (NCTA, PAL, SECAM) 

• current temperature 

• percentage of memory used 

• the options the unit has 
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PRINTING MEASUREMENTS AND FILES 


This section describes the procedures for printing screens or fiies from your 
fieid unit. Before printing, be sure the printer is properiy attached. 


NOTE: Interface the SDA-5000 to a PC with an SDA-to- 
PC cable, P/N 1217-50-0158. The SDA-to-SDA interface 
cabie is P/N 1217-50-0149. The SDA-to-Printer interface 
cable is P/N 1217-50-0159. These three cables are 
different. Pin-outs and connector types are available by 
calling Acterna Customer Service at the appropriate 
number for your iocation as listed in Chapter 12 
(page 209). 


• To print any measurement mode screen, press the Function and Print 
(1 abc) keys. 

• To print a file, press the Nav support mode key and use the arrow keys to 
select View mode. Use the soft keys or press the Function and Print 

(1 abc) keys. 

See Also 

> The “Global Configuration” section eariier in this chapter 
discusses setting up your unit for printing to a seriai or 
parallet printer (page 23). 
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Chapter 3 

Channel Plans 


INTRODUCTION 


Using a channel plan, the SDA field unit memorizes the frequencies of active 
channels en your system. 


NOTE: Separate channel plans are required for: 

• general measurements (tilt, level, and so on) 

• reverse sweep 

• leopback sweep 

Changing the channel plan on the field unit has no effect on 
the sweep. The headend unit's channel plan is used by 
default. 


Before you begin, be sure that: 

• You have completed the basic setup as described in: 

• “Global Configuration” (Chapter 2, page 23) 

• “Measurements Configuration” (Chapter 2, page 25) 

• “Sweep Cenfiguratien” (Chapter 4, page 64) 

• You are thoroughly familiar with the instrument’s functiens, controls, and 
indicators. 
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CHANNEL PLAN CONFIGURATION 


To begin, turn the power on and go to the CONFIGURE menu, either by 
pressing the Nav key, seiecting the Fiies & Configure tab, and then the 
Config icon, or by pressing the green Function key and then 3 ghi. 

Depending on your unit's options, the CONFiGURE menu includes up to six 
items (see Fig. 3-1). Use the arrow keys to seiect the CHANNEL PLAN item 
and then press any soft key. 

The screen dispiays the top-ievei CHANNEL PLAN menu shown in Fig. 

3-2. 
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NOTE: If you have the QAM option, the CHANNEL PLAN 
menu wiil have an Edit Digitai Limits option in addition to 
those shown in Fig. 3-2. 


From this menu you can access submenus that will let you accomplish the 
following tasks: 

• Select a channel plan 

• Set the video signal type 

• Set the channel tuning sequence 

• Build the channel plan 

• Edit the channel plan 

• Delete unused channels 

• Build sweep points 

• Specify Auto Test measurements 

• Edit limits 

• Edit Digital Limits 

• Copy a remote plan from another instrument 

The remainder of this chapter will take you through the procedures to 
configure each of these functions. 
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Fig. 3-1 The CONFIGURE Menu 
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Fig. 3-2 The CHANNEL PLAN Menu Options 


NOTE: If your SDA instrument does not have the QAM 
option (0PT4), you wiii not see the Edit Digitai Limits. This 
menu item applies oniy to QAM signais. 
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SETTING CHANNEL PLAN PARAMETERS 


To set the channel plan parameters, follow the prompts in the Edit Box and 
the directions In the following sections. 
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NOTE: The Return soft key in the upper left moves the 
menu back one screen. Press the soft key next to the Edit 
Box at the lower right to enter each Channel Plan 
submenu. 


Select Channel Plan 

Selecting the top Item, Select Channel Plan, takes you to the screen shown 
In Fig. 3-3. This Is a list of existing channel plans. If this is the first time 
you’ve used your SDA field unit, the only channel plan shown is the standard 
NCTA plan. 


See Also 

> The “Build Channel Plan” section later in this chapter shows 
you how to create and name new channel plans, and add 
them to the list displayed here (page 40). 
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Fig. 3-3 Select a Channel Plan 
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1. Scroll through the list to the plan yeu want te view, then 
press the Lead sett key. 



2. Press the Info soft key at the upper right of the display to 
view the CHANNEL PLAN INFO screen (see Fig. 3-4). This 
Is a view-enly screen, which displays main features of the 
plan specified In the top line. 
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Fig. 3-4 Channel Plan Info 



3. Press the Delete seft key to delete a plan. 



To confirm that you do want to delete the selected plan, 
press the OK soft key. 



If yeu change your mind before you hit OK, you can press 
the STOP key te prevent the deletion. 

Press the Return soft key to return te the screen shown in 
Fig. 3-2, the CHANNEL PLAN menu. 


Video Signal Type 

Frem the CHANNEL PLAN menu (Fig. 3.2), select VIdec Signal Type and 
press the Enter key. The up and down diamond keys toggle between NTSC, 
PAL, and SECAM In the Edit Box. 

Select the signal type cempatible with your system, and press the Enter key 
again. The screen returns to the CHANNEL PLAN menu. 
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See Also 

> For more information about these signal types, see the 
Glossary at the end of this manual. 

Channel Tuning Sequence 

At the CHANNEL PLAN menu (Fig. 3.2), select Channel Tuning Sequence 
and press the Enter key. The up and down diamond keys toggle between 
Numeric Order and Frequency Order. 

Select the Item desired, press the Enter key again, then use the up or down 
diamond keys to scroll to the next parameter. 

Build Channel Plan 

From the CHANNEL PLAN menu, select Build Channel Plan. The SDA unit 
creates a channel plan by memorizing the active channels in the system, 
and by identifying by default those that are not active. 


CAUTION ! Be sure that the SDA Is correctly connected to 
the cable system at COAX IN. 


NOTE: Channels <-10 dBmV will not be recognized as 
aetive channels. 



As prompted by the Edit Box, press the Continue soft key, 
and the screen shown In Fig. 3-5, BUILD PLAN STEP 1, 
appears. 
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Fig. 3-5 The BUILD PLAN STEP 1 Screen 



2. The screen prompts you to name the plan. Use the 
alphanumeric keys and the diamond keys to make your 
entry, then press the OK soft key to accept it. The screen 
warns you if there is already a plan with that name entered 
in the unit. After you enter a name for the plan, the BUILD 
PLAN STEP 2 screen appears (see Fig. 3-6). 


See Also 

> For help using the alphanumeric keypad for text entry, see 
the section “Alphanumeric Keypad” in Chapter 2 (page 16). 


3 


NOTE: If you make a mistake or change your mind about 
the name you entered, you can press the OK soft key 
again to overwrite it. 

Pressing the Stop soft key before you press OK discards 
any entry you made in the edit box and returns you to the 
STEP 1 screen. 
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Fig. 3-6 The BUILD PLAN STEP 2 Screen 



At the STEP 2 screen, use the up and down diamond keys 
to select a base channel plan to use for building the new 
plan. Press the OK soft key to accept your selection. The 
screen shown in Fig. 3-7, BUILD PLAN STEP 3, is 
displayed. 
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Fig. 3-7 The BUILD PLAN STEP 3 Screen 


4. At the STEP 3 screen, enter the upper frequency at which to 
stop searching for channels. Use the keypad or the up and 
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down diamond keys to set the frequency, press the Enter 
key, then press the OK soft key. As the plan starts, you’ll see 
the basic plan information and the channels being 
programmed into the plan. 


CAUTION ! You must press the Enter key to register this 
frequency as the upper limit. 


When it's building the channel plan, the SDA sequences through all 
channels in the selected base plan up to the Stop Frequency you entered. 

To halt the process, press the Stop soft key. 

When the channel plan is complete, the screen displays the name and 
format for the plan, and the number of enabled channels. The display also 
confirms that the first and last enabled channels are tilt enabled. 


NOTE: The following section discusses the Tilt Channel 
option. 


Press the OK soft key and you're returned to the main CHANNEL PLAN 
screen shown in Fig. 3-2. 


Edit Channel Plan 


This feature enables you to scroll through the entire list of channels in the 
plan, select each channel, and edit parameters for each. You can also add 
and delete channels from your plan. 



From the main CHANNEL PLAN menu, select Edit Channel 
Plan and press the icon to the right of the Edit Box. The 
EDIT CHANNEL PLAN screen appears (see Fig. 3-8). 
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Fig. 3-8 The EDIT CHANNEL PLAN Screen 


The eight columns of this screen display the following information about 
each channel in the plan, left to right: 

Enabled; Type; Channel; Label; Frequency; Sweep; Tilt; Scrambled 


NOTE: A check mark in the left margin means that the 
channel is enabled; SWP, TLT, and SCR channels have 
asterisks to indicate that status. 

You can set the sweep, tilt, and scrambled attributes from 
this screen using the soft keys to the right of the display, or 
you can edit them from the EDIT CHANNEL menu. 



Press the Edit Channel soft key, and the screen in Fig. 
3-9, EDIT CHANNEL, appears. 


The EDIT CHANNEL screen presents, one-at-a-time, a 
listing of the channels in the current plan in numerical or 
frequency order, depending on the channel tuning sequence 
you selected (see “Channel Tuning Sequence” on page 40). 


NOTE: For each channel there is a list of up to 12 
parameters you can examine or adjust. Use the up and 
down diamond keys to scroll, select, and to uncover the 
10th, 11th, and 12th parameters, if present. 
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Use the left and right diamond keys, or the two arrow icons 
at the upper right corner, to scroll through the list of 
channels. 


LaNRIGURE 


EO I T l^Mf=H\lf\ll=l 






m □!-! 

□□□ 








Types 

TU 


Frequency (MHz)! 

115.28 

Channel Numbers 

Labels 

99 

Suieep Channels 

Ves 


Measurement BU (MHz)! 

4.000 


Noise Offset (MHz)! 

+2.50 


Tilt Channel! 

No 





3 


Fig. 3-9 The EDIT CHANNEL Screen 


NOTE: If you want to configure a digital carrier in your 
channel plan, follow the instructions in the section 
“Configuring a Digital Carrier” at the end of this section. 



3. Select the parameter you want to change. (The following 
section, “Editable Parameters,” provides a description of 
each parameter.) You make adjustments to the highlighted 
parameter by pressing the Enter soft key, making the 
changes, then pressing Enter again. 



4. Press the Add soft key to add a new channel to the plan. 
The new channel will be assigned the next channel number 
from the one being viewed, and a frequency set to the 
smallest in the channel plan (5 MHz). 



5. Press the Delete soft key to remove the current channel 
from the plan. The screen warns you about the deletion. 

6. When you have finished editing the channel/frequency in 
this screen, press the Return soft key to return to the EDIT 
CHANNEL PLAN menu. 
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Editable Parameters 

• Enabled: This enables the instrument to monitor the channel. Select 
Yes or No. If the channel is not enabled it will not be included in any 
measurement mode. At least one channel must be enabled. 


3 


• Type: When you select Type, the program offers six choices in the Edit 
Box. Press the Enter soft key to highlight choices, and use the up and 
down diamond keys to make the choice. For each of the choices 
described below, the screen displays the appropriate channel 
parameters for you edit if necessary. Channel type shows in the upper 
display to the left of the channel number. 

The six choices are described below. Table 3-1, “Carrier Types and 
Parameters,” lists the parameters you can set for each type. The parameters 
are described following Table 3-1. 


ririr • Digital Carrier (DIGITAL): Digital Carrier can be used for 

continuous digital carriers. DIGI is supported only in the Level, 
Sweep, Spectrum, and Scan measurement modes. An RMS 
detection mode measures the level of a digital channel. 

JUU • QAM Digital Stream (QAM): Use QAM for QAM 64 or 256 
digital carriers. 



Video + Dual Audio Channels (DUAL): DUAL is a European 
system, incorporating video plus two independent audio carriers. 


Single Carrier (SINGLE): SNGL can be used as a carrier for FM 
or data. 


• Video Channel (TV): Video Channel includes the standard video 
L M carrier with audio carrier offset. 

• Sweep Insertion Point (SWEEP): This type enables the 
channel for use as a sweep insertion point. 
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Table 3-1 Carrier Types and Parameters 



Digital 

Carrier 

(DIGI) 

QAM 

Digital 

Stream 

(QAM) 

Video + 
Dual 
Audio 
Channels 
(DUAL) 

Single 

Carrier 

(SNGL) 

Video 

Channel 

(TV) 

Sweep 

Insertion 

Point 

(SWP) 

Enabled 

✓ 

✓ 

✓ 

✓ 

✓ 

✓ 

Type 

✓ 

✓ 

✓ 

✓ 

✓ 

✓ 

Frequency (MHz) 

✓ 

✓ 

✓ 

✓ 

✓ 

✓ 

Channel Number 

✓ 

✓ 

✓ 

✓ 

✓ 


Label 

✓ 

✓ 

✓ 

✓ 

✓ 


Sweep Channel 

✓ 

✓ 

✓ 

✓ 

✓ 


Measurement 
Bandwidth (MHz) 

✓ 


✓ 

✓ 

✓ 


Noise Offset (MHz) 

✓ 

✓ 

✓ 

✓ 

✓ 


Tilt Channel 



✓ 

✓ 

✓ 


Scrambled 



✓ 


✓ 


Audio Offset 1 
(MHz) 



✓ 


✓ 


Audio Offset 2 
(MHz) 



✓ 




Modulation 


✓ 





Symbol Rate 


✓ 





Standard 


✓ 





Spectrum Inversion 


✓ 






• Frequency (MHz): This parameter sets the frequency of the carrier (for 
TV and DUAL types, this is the frequency of the video carrier). Press the 
Enter soft key and enter the frequency by using the numeric keypad or 
the up and down diamond keys. Then press the Enter soft key to commit 
the entry. 
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• Channel Number: This is the channel number of the carrier. Change 
the channel number by pressing the Enter soft key and using the 
numeric keypad or the up and down diamond keys. Press the Enter soft 
key to save the entry. 

• Label: You can create a distinctive label of up to four characters to 
attach to the channel's number. The label associates the channel's 
number to programming. Use the Enter soft key, the keypad or the up 
and down diamond keys. The diamond keys allow you to use special 
characters. The label appears to the left of the channel number on most 
screens. 

• Sweep Channel: Sweep Channel designates whether the channel will 
be used for Sweep measurements. Use the Enter soft key and the up 
and down diamond keys to select Yes or No. 

• Measurement Bandwidth (MHz): To edit the bandwidth, select 
Measurement BW. Adjust bandwidth by using the up and down arrow 
keys or by entering a value using the numeric keypad. Use the Enter soft 
key to start and finish. On a digital channel, this is the bandwidth of the 
carrier to be measured. 


NOTE: In the United States, the FCC specification for C/N 
measurements is a bandwidth of 4.00 MHz. Cable 
Television organizations outside of the United States may 
have different requirements. 


• Noise Offset (MHz): The frequency at which the noise level is 
measured is the carrier frequency plus the noise offset. To adjust the 
noise offset, select Noise Offset (MHz). Adjust the offset by using the up 
and down diamond keys or by entering a value using the numeric 
keypad. Use the Enter soft key to start and finish. 

• Tilt Channel: Tilt Channel designates whether or not the channel is to 
be used for the Tilt mode. Up to nine channels can be designated as Tilt 
channels. Use the up and down diamond keys to select either Yes or No 
and the Enter soft key to begin and end data entry. 

• Scrambled: The Scrambled item indicates whether the channel is 
scrambled. Use the Enter soft key to begin editing, and the diamond 
keys to select either Yes or No. Press Enter again to save the setting. 
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TIP: To increase sweep speeds, a stable audio carrier can 
be used as a sweep point. 

Sweeping and measuring a scrambled channel is slower 
than an unscrambled channel. Add a “SINGLE” type 
channel at the frequency of the audio carrier and enable 
this channel for sweep. For a scrambled channel, a 
diamond appears in the LCD title bar to the left of the 
channel-type indicator on most screens. 


• Audio Offset 1 (MHz): This setting specifies the audio offset of the 
channel. Use the up and down diamond keys or the keypad to edit the 
setting and the Enter soft key to begin and end the entry. 

• Audio Offset 2 (MHz): This specifies the offset for the second audio 
carrier of a Dual channel. Use the up and down diamond keys or the 
keypad and the Enter soft key to begin and end the entry. 

• Modulation: This setting is used to specify the QAM modulation used. 
You can select either 64 or 256 QAM. 

• Symbol Rate: This specifies the information rate of the channel. This 
rate is expressed in “millions of symbols per second” (Msym/s) and may 
be edited in the Digital Summary Mode. The default for 64 QAM is 5.057. 
The default for 256 QAM is 5.360. Edits to the default symbol rate should 
be made only when more accurate data is obtained from equipment 
specifications or further analysis of the signal. 

• Standard: Standard refers to the signal standard used. Annex A is used 
primarily in Europe, Annex B is used in the US, and Annex C is used in 
Japan. If your channel plan is NCTA, the unit defaults to Annex B; if your 
plan is PAL, it defaults to Annex A. Your choices are Annex A (DVB), 
Annex A (DAVIC), Annex B, and Annex C. 

• Spectrum Inversion: Spectrum Inversion designates whether or not the 
signal is inverted. 

Configuring a Digital Carrier 

This section walks you through the process for setting up digital channels in 
your channel plan. 


NOTE: The SDA now simplifies digital channel setup. 
When you’re changing a TV type channel to DIGI or QAM, 
the unit automatically sets the frequency to the center of 
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the digital channel’s bandwidth, and changes the 
Measurement BW setting appropriately. If you change from 
a DIGI or QAM channel to a TV type, the units also adjusts 
these settings for you. 
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1. From the EDIT CHANNEL PLAN screen (Fig. 3-8), select the channel 
that you are going to configure as digital, then press the Edit Channel 
soft key or the Enter keypad key. 

2. Highlight the Type item from the list of parameters and press Enter. 

3. Use the diamond keys to select DIGI. 

4. The Frequency (MHz) line in the parameters list will default to the 
center frequency of the digital channel bandwidth. 

5. Using the numeric keypad, enter the center frequency of the digital 
carrier, then press the Enter soft key. 

6. Highlight the Measurement BW (MHz) item from the parameters list. 

7. Using the numeric keypad, type the bandwidth of the digital carrier, 
and then press the Enter soft key. 

8. Now select the Enabled line from the parameters list and verify that 
the setting is Yes. 

9. Press the Exit soft key. 

10. Highlight the next channel to be configured as digital, and repeat this 
procedure. 


Configuring for inverted Spectrum 

• Inverted Spectrum and Signal “Lock”: During the modulation and 
demodulation of the forward transmission of a digital stream, the 
spectrum inverts many times - meaning that it “flips” or mirrors the image 
of itself. If the SDA does not properly “lock” onto a selected QAM 
channel, the cause may be spectrum inversion. 


TIP: You can configure individual QAM channels in the 
Channel Plan to correct inverted spectrums when they 
occur (See Base Channel Plans and Spectrum Inversion 
below). 


• Base Channel Plans and Spectrum Inversion: When you select the 
Base Channel Plan used by the SDA (NCTA, PAL-UK, etc.), you are also 
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selecting the unit's default setting for Inverted Spectrum, which is simply 
“Yes” or “No”. 


• For example, when you select the NCTA channel plan, the SDA defaults 
to Annex B and defaults to “No” regarding Inverted Spectrum because 
the occurrence of spectrum inversion is not anticipated. If spectrum 
inversion does occur, however, the setting can be edited to “Yes” on the 
Edit Channel screen. 


• The PAL-UK channel plan defaults to Annex A and to “Yes” for Inverted 
Spectrum because spectrum inversion is anticipated with PAL-UK 
channels. All other Base Channel Plans default to “No” for Inverted 
Spectrum (because spectrum inversion is not anticipated). 
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Fig. 3-10 EDIT CHANNEL Menu Screen (Type: QAM) 


Configuring a QAM Digitai Stream Channei 

1. From the EDIT CHANNEL PLAN screen, select the channel to be 
configured as a QAM Digital Stream channel and press the Enter key 
on the keypad. 

2. Press the down diamond key to highlight Type from the EDIT 
CHANNEL menu and press Enter to edit the current selection. Use 
the down diamond key to select QAM Digital Stream and press Enter 
(see Figure 3-10). 

3. Press the down diamond key to highlight Modulation and press Enter 
to edit the current selection. Use the down diamond key to select 64 or 
256 QAM and press Enter. 
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4. Press the down diamond key to highlight Standard and press Enter to 
edit the current selection. Use the down diamond key to select the 
appropriate Signal Standard and press Enter. 
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Fig. 3-11 EDIT CHANNEL Menu Screen (Inverted Spectrum) 

5. To edit other channel parameters on the menu as necessary (such as 
Frequency, Channel Number, Label, Sweep Channel, Symbol Rate, 
and Noise Offset) follow the same process: Press the down diamond 
key to highlight the selection to be edited, press Enter, use the down 
diamond key to edit the parameter or the keypad to enter the 
appropriate data, and press Enter to select it. 

6. If the default setting for Inverted Spectrum is incorrect, press the 
diamond key to highlight Inverted Spectrum and press Enter to edit 
the current selection. Use the down diamond key to select the 
alternate choice, and press Enter (see Figure 3-11). 

7. Repeat this process as necessary to configure each QAM Digital 
Stream channel in your channel plan. 

Inverted Spectrum Features 

• Frequency Tuning: When frequency tuning in the QAM measurement 
modes, the QAM signal is demodulated as a non-inverted spectrum. 

• Channel Plans: When using the soft key to add a new channel to the 
channel plan, the new channel will be assigned the next channel 
number. If the initial channel is a QAM channel, the new channel will 
receive the initial setting for Inverted Spectrum. 
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• When copying channel plans from unit to unit: 

• If both units have the current firmware, all of the channel plan 
Information, Including Inverted Spectrum, Is maintained. 

• If the unit sending the channel plan Is older than SDA v2.5 (no Inverted 
Spectrum option), the Inverted Spectrum setting for all QAM channels 
will be defaulted to “No”. 

• If the unit receiving the channel plan Is older than SDA v2.5 and the 
sending unit is SDA v2.5 or above, the Inverted Spectrum setting will 
be omitted. 

• StealthWare: StealthWare does not support the Inverted Spectrum 

setting. 

• When receiving a channel plan from StealthWare, units with SDA v2.5 
or above will default to an Inverted Spectrum setting of “No”. 

• When sending channel plans to StealthWare, the Inverted Spectrum 
setting In QAM channels will be Ignored. 

Delete Unused Channels 


CAUTION ! Never delete unused channels until sweep 
points are made. 

After the plan has been built, you can delete unused channels. If 
appropriate. Doing this frees memory for other uses and cleans up the 
channel plan. 

1. Select Delete Unused Channels In the CHANNEL PLAN menu (see 
Fig. 3-2), and press the Continue soft key. 

2. The screen warns you that the deletion cannot be undone, that ALL 
channels not enabled will be deleted. 

3. Press the QK soft key to delete unused channels, then press the QK 
soft key again to return to CHANNEL PLAN menu. 

Specify Auto Measurements 

This option enables you to specify one or all of three measurements (C/N, 
Hum, Mod) for inclusion with any TV channels In your plan. 
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1. Select Specify Auto Measurements from the CHANNEL 
PLAN menu and press the Continue soft key. The screen 
shown in Fig. 3-12, AUTO MEASUREMENTS, appears. 
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Fig. 3-12 The Auto Measurements Screen 


2. Use the up and down diamond keys to scroll through the 
listed channels. 



3. Use the bottom right icon's soft key to program all three 
measurements for a channel, or use the C/N, Hum, and 
MOD soft keys separately. When the lower right icon 
changes to a slotted circle, you can use it to cancel all three 
tests for a selected channel. 



4. Press the backup icon soft key at the upper left to return to 
the CHANNEL PLAN menu. 


NOTE: Keep in mind: 

• C/N, hum, and modulation cannot be measured on a 
scrambled channel or a digital carrier. 

• Hum measurements include all components < 1 kHz. 

• Hum is measured in either % or dB, as established 
during setup. 
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CAUTION ! Units cannot be changed after the Auto Test 
has been completed! 


Edit Limits 


Use the Edit Limits option of the CHANNEL PLAN menu to establish 
standards to be incorporated into an Auto Test. As the Auto Test 
measurements are running, the program compares measured values to the 
limits you set for Video Level, Level Delta values. Digital Level, and Max 24- 
hour Level deviation. 



1. From the CHANNEL PLAN menu shown in Fig. 3-2, scroll to 
the Edit Limits item and press the Continue soft key. The 
screen shown in Fig. 3-13, EDIT LIMITS, appears. 
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CONFIGURE 


I 


1=0 IT LIMITS 




Limits 


Min Uideo Lemuel (dBmU) 


MdX Uideo Level c.dBmU>! +15.0 
Max Delta Uideo Levels (dB>: 10.0 
Min Delta U/fi <dB): +10.0 
Max Delta U/P <dB): +17.0 
Max Delta PdJ Chans CdB): 3.0 
Min Digital Level <dBmU): +0.0 
Max Digital Level <dBmU): +15.0 
24 Hour Uideo Deviation <dB)! 8.0 






Fig. 3-13 The Edit Limits Screen 


2. Use the up and down diamond keys to select the limit to be 
edited. 



3. Press the Enter soft key to begin, then use the numeric 
keypad or the up and down diamond keys to make the entry. 
When you have made the adjustment, press the Enter soft 
key again to save the setting and update the display. 
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NOTE: You can use the Factory icon soft key at the upper 
right of the screen to set FCC (US) recommended default 
values automatically. 


NOTE: You cannot use the Factory Icon to set FCC 
recommended values when you’re setting Digital Limits. 
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Edit Digital Limits 

The Edit Digital Limits option on the CHANNEL PLAN menu appears only If 
your SDA unit Is equipped with the QAM option (OPT4). The parameters you 
set here are compared to the measurements displayed In the Digital 
Summary and digital Detail screens In QAM Mode. 


See Also 

> Chapters, Digital Analysis (QAM View QPT4), describes 
these modes in detail. 



From the CHANNEL PLAN menu shown In Fig. 3-2, scroll to 
the Edit Digital Limits Item and press the Continue soft key. 
The screen shown In Fig. 3-14, EDIT DIGITAL LIMITS, 
appears. 
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I Digital Limits I 

Min Sis Quality 64 QPM CdB>: 
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Max Pre-FEC BER: 

Max Post-FEC BER: 

Max Equalizer Stress: 

Max Carrier Offset <kHz): 

Max Symb Rate Offset <kHz): 

le-OS 

le-09 

Med 

30.0 

10.0 




Fig. 3-14 The Edit Digital Limits Screen 
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2. Use the up and down diamond keys to select the limit to be 
edited. 



3. Press the Enter soft key to begin, then use the numeric 
keypad or the up and down diamond keys to make the entry. 
When you have made the adjustment, press the Enter soft 
key again to save the setting and update the display. 


NOTE: You can use the Factory icon soft key at the upper 
right of the screen to set all measurements in this screen to 
the factory recommended default values. 


Copy Remote Plan 

This selection enables you to copy a channel plan from one meter to 
another. 
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1. Confirm that each unit’s baud setting is the same. Although the default 
is 9600, Acterna recommends a baud of 19.2k for copying plans. Then 
connect a cable between the serial ports of two meters (this is a 
special cable from Acterna). 

2. From the CHANNEL PLAN menu, scroll to the Copy Remote Plan 
item, and press the Enter soft key next to the Edit Box. A list of plans 
located in the remote meter’s memory appears on the screen. 

3. Select the plan that you want to copy and press the Copy soft key. 

4. The selected plan is transferred from the remote meter and stored in 
the meter that you are operating. 

5. If there is a problem with the transfer, the screen notifies you. 
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Chapter 4 

Field Sweeping with the SDA-5000 


INTRODUCTION 


This chapter explains the SDA field units’ sweep function. You’ll first be 
introduced to test point compensation. Next you learn how to configure the 
field unit to compensate for test point losses and how to calculate those 
losses. Configuring your receiver for sweep is covered next, after which you 
learn about connecting the SDA-5000 to test points and how to perform 
forward and reverse sweeps in the field. Finally, Sweepless and Loopback 
sweeping are discussed. 

See Also 

> Chapter 14, “SDA-5500/SDA-5510 Sweep Configuration,” 
covers the sweep process in detaii, as weii as providing 
information about how the headend and fieid units work 
together to sweep the system. 


TEST POINT COMPENSATION 


In aligning a cable network, the important levels, the ones you should care 
about, are the system levels within the coax and amplifiers. However, in 
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order to perform tests without cutting off service, it is necessary to use test 
points. Test points are ports that tap off enough signai for monitoring, but 
ieave most of the signai in the system where it is needed. Typicai test points 
have 20-30dB of ioss between the signai being measured and the port 
output. 

Additionaiiy, it is sometimes necessary to inject or read signais in iocations 
other than the exact point of interest. If a signai is to be injected into a 
reverse ampiifier, there are usuaiiy some internai amplifier iosses between 
the test point and the actuai amp input. It is aiso sometimes necessary to 
use externai pieces of hardware to combine or spiit signais from the fieid 
meter before you connect to the system being tested. 

Test point compensation accounts for these factors and ailows the meter to 
dispiay true system ieveis, even though hardware between the system and 
the meter may affect what the meter reaily sees. For exampie, if a forward 
test point were 30dB iower than the coax iine it tapped into, normai meter 
readings wouid be 30dB beiow reai system ieveis. Using test point 
compensation, you can cancei out this effect. Though this simpie exampie 
wouid be easy to work out in your head, more compiex configurations can be 
far more chaiienging. Meter test point compensation can heip insure that you 
interpret meter resuits correctiy, with accurate resuits. 

Test Point Compensation Configuration 


NOTE: Test point compensation configuration has been 
significantiy changed and improved over previous 
impiementations. The new graphicai dispiays for forward 
and reverse test point compensation provide an at-a- 
giance, simpiified schematic of the test point connections 
you must make and where test point iosses are generated. 
This information is designed to heip you better see 
reiationships among the various entries, and to heip you 
enter correct data for each test point ioss iocation. 


Test point compensation aiiows the SDA-5000 to show actuai ieveis in the 
cabie network, even though some iosses exist between the meter and the 
network iines. The SDA-5000 aiiows for separate adjustment of both forward 
and reverse test point iosses. The foiiowing steps show you how to configure 
the SDA-5000 for test point compensation. 

1. 1 .To adjust and review these ieveis, press the and 7 stu keys to cali 

up the FWD COMPENSATION screen shown in Fig. 4-1. (You can 
aiso use the NAVIGATOR interface’s TESTPOINT item to get to the 
FWD COMPENSATION screen.) 
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Use the top right-hand soft key to toggle between 
forward and reverse test point displays. 

Use the top left-hand soft key to return to the previous 
screen. 

Use the bottom right-hand soft key to enter the current 
value from the Edit Box into the test point loss table. 

2. The forward test point display has two entries: 

• The top item (EXTERNAL) is to allow for external pads, coupling 
networks, or any amplifiers you might use. It is important to note that a 
pad has a positive value (loss), while an amplifier has a negative value. 

• You should enter the amplifier test point loss in the second line 
(PROBE). Typically this is 20, 25, or 30dB. Positive values represent 
loss, and are the norm. A negative value represents an amplifier. 

Fig. 4-3 shows a 20dB test point, and an external splitter provides 3.5dB 
additional loss. 




Fig. 4-1 The FWD COMPENSATION Screen 

3. The reverse test point display contains more adjustments and 
information (see Fig. 4-2). 

The soft keys for this screen have the same function as those on the 
FWD COMPENSATION screen, with the addition of an Information 
soft key. 
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Press this soft key to call up the TESTPOINT INFO 
screen shown in Fig. 4-4. This screen provides 
information for telemetry and sweep about transmitted 
output levels, total losses, and actual and desired levels 
and the delta between them. 


4. To accurately calculate reverse test point loss, it’s helpful to have a 
block diagram of the amplifier to be adjusted. When you're balancing 
constant inputs to the hybrid, the Internal entry represents the internal 
losses from the injecticn pcint to the hybrid. These losses (the top 
entry box in the display) arise from the various splitters, diplexers, and 
so on, in the amplifier between the injection point and the amplifier 
input. Test point, or probe, loss (the entry box third from the top in the 
display) is the DC value of the test point. 



Fig. 4-2 The REV COMPENSATION Screen 


CAUTION ! Resistive test points should not be used for 
reverse sweep. You might get inaccurate results because 
of the presence of standing waves. 


External losses represent the components used tc connect to the test 
point. For these values, positive numbers represent loss, which is the 
norm. Negative values represent gain (a very rare event). This value 
is entered in the box second from the tcp in the display. 

Add all test point losses tc get a total. 
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As an example, consider the amplifier shown in Fig. 4-3: 


Test Point 



Fig. 4-3 Test Point Compensation Values 

Measured at the test points available at the output of the amplifier, the 
forward test point loss is 20dB. If you're balancing constant inputs to 
the hybrid, the reverse test point loss is 20dB for the test point, plus 
1 .OdB for a diplexer, plus 3.5dB for a splitter, plus the pad value at the 
input to the reverse amplifier (for example, assume 3dB). This would 
be entered as 20dB of test point loss and 7.5dB of “internal” losses. 
This value would be entered in the top data box in the display. In this 
configuration, a splitter would be required to combine the two output 
ports of the SDA-5000. This would be entered as 3.5dB of loss in the 
external entry for both forward and reverse test point compensation. 

5. The telemetry and sweep generation and injection levels are 
displayed in the TESTPOINT INFO screen (see Fig. 4-4). The 
generated levels are calculated based on the desired system levels 
set at the main SWEEP configuration menu (see “Sweep 
Configuration” on page 64), and the test point losses entered here. 
The telemetry level is calculated precisely for a specific frequency and 
level. This value can be used with the headend display to perform 
absolute level alignment, so it is calculated to 0.1 dB resolution. 
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Fig. 4-4 Telemetry and Sweep Generation and Injection Levels 

The sweep injection ievei is a nominai vaiue that is not corrected for 
transmitter calibration because more than one frequency is used for 
the pulses. For this reason, it is displayed only to the nearest 2dB. 

When test point compensation changes, the output level of the 
transmitter changes automatically to keep the system level of the 
injected pulses the same. For example, if the test point values in Fig. 
4-3 changed to 25dB, the transmitted output levels would move to 
approximately 47dBmV to keep the system levels close to the same. 


SWEEP RECEIVER CONFIGURATION 


This section covers the configuration for sweeping, and presents details of 
using the various controls and indicators provided by the SDA-5000 to 
improve your efficiency. 

Sweep Configuration 

The SWEEP menu of the CONFIGURE main menu enables you to establish 
the operating parameters that you want for a specific sweeping application 
(see Fig. 4-5). The first menu in this screen offers the options and choices 
available in Stealth, Stealth (SDA COMPATIBLE), Transmit, Transmit (SDA 
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COMPATIBLE), Loopback, or Sweepless sweep modes. The number of 
options available to you changes depending on which sweep mode you 
select. Table 4-1, “Sweep Options,” lists your choices. 


he Edit Box is 
sed for data - 
ntry and mode 
nd option 
election 


LDNRIGURIE 


[© 


Sweep Mode 


Sweep Limit, l^'^ariable 
Show Horizontal Markers 
Forward Telemetry Fre^ <3ST) 
Forward Telemetry Fre^ <3HRl/) 
Rei/erse Sweep Operation 
Sweep Direction 
Rei/erse Lei/els. . . 

Sweep File Oi/erlay 



Fig. 4-5 The SWEEP Menu (Stealth Mode) 


NOTE: When SDA Sweep mode is selected, Forward 
Telemetry Freq (3ST) and Forward Telemetry Freq (3FIRV) 
become Forward Telemetry Freq (5500) and Forward 
Telemetry Freq (5510) to remind you that you must be 
using SDA equipment in both the headend and in the field 
to use SDA Sweep mode. 


NOTE: Stealth mode sweeping is the default setup. 
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Table 4-1 Sweep Options 
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SWEEP Menu Options 

• Sweep Mode: Use the up and down diamond keys to select Stealth, 
Stealth (SDA COMPATIBLE), Transmit, Transmit (SDA COMPATIBLE), 
Loopback, or Sweepless. Table 4-1 lists the range of choices in each 
mode for each of the SDA options. 

• Sweep Limit Variable: The Sweep Limit Variable is x in the response 
flatness expression (n/10 + x) used during sweep measurements to 
compare actual system response to the formula, x is adjustable from 0.0 
to 5.0 (the default is 1.0). Use the up and down diamond keys or the 
numeric keypad to enter a value. 

• Show Horizontal Markers: The horizontal markers continuously track 
maximum and minimum values in the area of the graph between the 
vertical markers (see Fig. 4-10). Use the up and down diamond keys to 
display the markers. 

• Forward Telemetry Frequency: Use the up and down diamond keys or 
the numeric keypad to enter the forward telemetry frequency 
corresponding to the SDA-5500. 


NOTE: For successful Stealth mode operation, the SDA- 
5000 telemetry frequency must match the transmit 
telemetry frequency setting of the SDA-5500 transmitter. 


CAUTION ! Do not place the telemetry signal too close to 
the diplex filter cut-off frequency. Roll-off may attenuate the 
telemetry signal to the degree that communication fails. 
This same caution applies to placing the signal in the high- 
end roll-off region. 


• Forward Telemetry Frequency: Use the up and down diamond keys or 
the numeric keypad to enter the forward telemetry frequency 
corresponding to the SDA-5510. 


NOTE: For successful operation, the SDA-5000 telemetry 
frequency must match the forward telemetry frequency 
setting of the SDA-5510. 


CAUTION ! To prevent the SDA-5510 reverse sweep from 
contending with the SDA-5500, disable the SDA-5500's 
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reverse sweep and reverse noise features. This wili speed 
up the SDA-5500’s forward sweep. Aiso, be sure the 
teiemetry frequencies of the headend units are different. 


• Forward Sweep Insertion Level (Transmit and SDA Compatible 
Transmit (OPT2) modes only): This is the ievei at which sweep 
insertion points wili be inserted; 40 or 50 dBmV is the max. Sweep points 
shouid be 14-16 dB beiow the video reference level. Sweep points fali on 
the video and/or audio frequency of unused channeis by defauit, but can 
be moved. 

• Forward Telemetry Level (Transmit and SDA Compatible Transmit 
(OPT2) modes only): This setting determines the ievei of the teiemetry 
signal (FSK). This should be set 10 dB below the video reference Ievei. 
The teiemetry ievei is adjustabie from 20-50 dBmV in 2 dB increments. 
The max is 50 dBmV, however some oider units may have a max of 40 
dBmV. 

• Enable Reverse Sweep (Transmit and SDA Compatible Transmit 
(OPT2) modes only): This setting aiiows reverse sweep to operate in 
the Transmitter. If it's disabied, forward sweep wiii be faster but reverse 
sweep wiii be inoperable. 

• Enable Live Headend Ingress View (Transmit and SDA Compatible 
Transmit (OPT2) modes only): When enabled, this setting aiiows 
reverse noise to be transmitted on the forward teiemetry. If it's disabled, 
the forward sweep will be faster. 

• Reverse Sweep Operation (Stealth and SDA Compatible Stealth 
modes only): Select Single User for reverse operations associated with 
a SDA-5500. Seiect Muitipie Users for reverse operations associated 
with a SDA-5510. 

• Sweep Direction (Stealth and SDA Compatible Stealth modes only): 

There are two possible sweep directions on SDA-5000 field units with the 
reverse sweep option (OPT1): Forward and Reverse. Use the Edit Box to 
select the direction desired, and then press the Enter key. 


NOTE: When sweeping, you can change direction by 
simply pressing the left diamond key for reverse, or the 
right diamond key for forward sweeping. 
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• Reverse Telemetry Level (Transmit and SDA Compatible Transmit 
(OPT2) modes only): The reverse telemetry level is the level of the 
carrier that the SDA-5000 uses to transmit telemetry data. Use the Edit 
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Box to set the Reverse Telemetry Level to an appropriate value. When 
adjusting the Reverse Telemetry Level, set the level to the desired 
Insertion level after loss. The value used includes test point 
compensation. 

• Reverse Levels: This option takes you to the REV COMPENSATION 
screen. From this screen you can set test point losses and the reverse 
telemetry and reverse sweep insertion levels. 

• The reverse telemetry level is the level of the carrier that the SDA-5000 
uses to transmit telemetry data. Use the Edit Box to set the Reverse 
Telemetry Level to an appropriate value. When adjusting the Reverse 
Telemetry Level, set the level to the desired insertion level after loss. 
The value used includes test point compensation. 


NOTE: The frequency of the reverse telemetry carrier is 
set on the headend unit. There is no Reverse Telemetry 
Frequency setting available from the field unit. 


• The reverse sweep insertion level is the level at which the unit inserts 
(transmits) sweep points. All sweep points are inserted at the same 
level. Use the Edit Box to set the Reverse Sweep Insertion Level to an 
appropriate value. (Typically this is at a maximum of -rSO dBmV to 
overcome test point loss, not including the test point compensation 
setting.) 


NOTE: The reverse sweep plan, which is set on the 
headend unit, defines the frequencies at which the sweep 
points are inserted. The sweep point frequencies cannot be 
adjusted on the field unit. 


• Reverse Sweep Plans (Transmit and SDA Compatible Transmit 
(OPT2) modes only): Reverse sweep plans are built and/or edited for 
the upstream direction. The reverse channel plan must be set up on the 
Transmitter. It will be automatically communicated to the field unit via the 
forward telemetry. 

• Sweep File Overlay: Sweep file overlay enables you to view a stored 
sweep response simultaneously with a “live” sweep response for direct 
comparison. The sweep file overlay option must be enabled for viewing 
both traces simultaneously. With this option disabled, stored files are 
displayed for normal viewing without the live response superimposed. If 
the sweep file overlay option is enabled, the live response overlays the 
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Stored response during viewing. Use the up and down diamond keys to 
enabie the option. 

• Include Audio Carriers (Transmit (OPT2) and Sweepiess modes 
only): This seiection aiiows the audio carriers to be exciuded, resulting 
in a faster sweep. Use the up and down diamond keys to include (Yes) or 
exclude (No) audio carriers. 

• Sweep Insertion Level (Loopback (OPT2) mode only): This is the 
level transmitted for each Loopback sweep point. The value entered here 
is determined by the signal level units specified in the MEASUREMENT 
configuration screen (see “Measurements Configuration” in Chapter 2, 
page 25). This level is adjustable from 20 dBmV to 50 dBmV with a 
stepsize of 2; the default is 20 dBmV. 

• Loopback Sweep Plans (Loopback (OPT2) mode only): This 
selection allows you to create and edit the Loopback Sweep Plan. 


CONSIDERATIONS FOR SWEEP IN THE FIELD 


The Sweep function has four operating modes, Stealth, Transmit, Loopback, 
and Sweepless. The current sweep mode is indicated in the upper right- 
hand corner of the screen (see Fig. 4-10). The Stealth mode allows sweep 
insertion points to be injected in vacant spectrum areas. The Loopback 
mode enables you to perform a rough frequency response, gain, and loss 
test on active and passive devices in the field. The Sweepless mode only 
measures actual system carriers. Any system carrier can be used as a data 
point, even scrambled or digital carriers. In either mode, a previously stored 
response can be used as a reference to the current measurement. Sweep 
references are selected in the File setup menu (see “Sweep References” in 
Chapter 11, page 201). The Transmit mode operates the same as the Scan 
mode with these exceptions: sweep telemetry is transmitted, sweep points 
are injected, and sweep point levels are displayed (see “Scan 
Measurements” in Chapter 6, page 115). 

Connecting the SDA-5000 to a Test Point 

This section covers signal level issues and shows you how to interface with 
different network architectures. 
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Signal Level Considerations 

At amplifier test points, the same basic connection and signal level rules 
apply to the SDA-5000 as apply to the headend unit. Too much signal level 
on the input of the unit can cause inconsistent sweep readings. The forward 
telemetry level should be 0dBmV±12dB at the input of the SDA-5000. This 
can be verified by checking the lower right corner of the unit’s display while 
sweeping forward (see “Forward Sweep Operation” on page 75). If the 
telemetry level is too high, adding in-line attenuators or pads on the unit’s 
input is a quick way to reduce signal level. 

See Also 

> Chapter 14, “SDA-5500/SDA-5510 Sweep Considerations” 
discusses the connection and signal level issues for 
headend units. 

If both the SDA-5500 and SDA-5510 units are in service, telemetry 
frequencies for both the headend and field units must be entered during the 
setup of the field units. 


NOTE: The field units must also be set to the multiple user 
mode (if you’re using the SDA-5510), even if only one of 
the maximum ten people are sweeping. 


Wiring and Leveis: Forward Sweep 

Only one cable is required for forward sweep testing. Simply connect a test 
point from the output of the amplifier to be aligned or tested to the IN port of 
the SDA field unit. If the video carriers in the signal are above +20 dBmV in 
the signal after test point loss, then you should use an inline pad to drop the 
level to no more than +1 OdBmV video carrier levels. (Typically this will be the 
case only when direct connections to an amplifier output are used.) 


NOTE: Remember, as stated previously, too much signal 
level on the input can cause inconsistent sweep readings. 
The forward telemetry level should be OdBmV ± 12dB on 
the input of the SDA field unit. This can be verified by 
checking the lower right corner of the unit’s display while 
sweeping forward. Inline pads provide a quick way to 
reduce the signal level on the input. 
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Wiring and Leveis: Reverse Sweep (SDA-5000 0PT1) 

You can use several connection methods for reverse sweep, depending on 
system engineering methods and equipment. 

• Split band networks: Most networks are split band network 
architectures, where one set of frequencies is used for forward signals 
(typically the higher frequencies above 50-80MHz), and another set is 
used for reverse path signals (typically the lower frequencies from 5MHz 
to below the start of forward path signals at 30-65MHz). These signals 
are combined on the same piece of coax, and special amplifiers increase 
selected bands in different directions. In a split band system, the most 
reliable and accurate method is to use two test points, one for forward 
path signals (to receive the sweep telemetry signal), and a second for 
reverse path signal injection. An example of this connection is shown in 
Fig. 4-6. 


Amplifier Station 


H 

- 


H 

L 

- 


L 



Fig. 4-6 SDA-5000 Connected in a Network with Two Test Points 

When two separate test points are not available, you can use a splitter or 
diplex filter to combine the two SDA field unit ports and connect them to a 
single point. An example of this connection is shown in Fig. 4-7. 
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It is important to use a directional test point of some sort for reverse sweep 
injection. False standing waves and level inaccuracies can result from trying 
to sweep with resistive reverse test points. This is not a sweep system 
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problem, but an artifact of the type of test point used and impedance 
mismatches in the network. 

If the video carriers at the forward test point are above +20dBmV, then use a 
pad to drop the levels. (Typically this will be the case only when there are 
direct connections to an amplifier output.) 


Ampiifiar Station 




Fig. 4-7 SDA-5000 Connection in a Network with One Bi-directional Test 

Point 


• Dual cable networks: Dual cable networks are a second type of 
forward/reverse network. Although this is a less common configuration, it 
can also be swept in both directions. 

Two separate pieces of coax are run to all points in the network. One is used 
for forward path signals, the other for reverse path signals. This type of 
network is more expensive to build, but it offers more return bandwidth. 

Two cables can be used to sweep this type of system in both directions with 
the same setup. A sample setup is shown in Fig. 4-9. 
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SDA-5510 


Note: Pads may be omitted if not required 
for proper levels. 

Reverse path ALC must be turned off. 


Forward Path Lines 



SDA-5000 






Fig. 4-9 Dual Cable Network Test Setup 

The same information about ieveis and directionai test points appiy to a duai 
cabie network as to a spiit band network. 

Sweep Setup 

Before you attempt a sweep in the fieid, configure and check the settings 
described in this section. 

1. Cali up the CONFIGURE menu (use either the Navigator or the 
Configure (Function and 3 ghi) key on the keypad) and seiect 
SWEEP from the iist. 

2. At the SWEEP menu, use the arrow keys to seiect Steaith mode if it is 
not aiready seiected. (Steaith wiii appear in the Edit Box when it’s 
selected.) 

3. Forward Telemetry Frequency: Use the up and down diamond keys or 
the numeric keypad to enter the forward telemetry frequency 
corresponding to that of the headend unit. 

4. If you’re using reverse sweep (SDA-5000 OPT 1), you need to 
configure the following additional settings: 
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Reverse Sweep Operation: 

• Select Single User for operation with an SDA-5500. 

• Select Multiple Users for operation with an SDA-5510. 

Reverse Telemetry Level: 

This should be calculated by the system engineer and set before you start 
sweep testing. This value is the system level for telemetry signals after test 
point connection losses. Reverse test point compensation can then be used 
to create the correct input levels for various amplifiers and test points. 

Reverse Sweep Insertion Level: 

This value should also be calculated by the system engineer and set before 
you begin sweep testing. It is the required input level to the amplifier for 
reverse sweep signals. Generally, reverse telemetry and reverse sweep 
levels will be the same. Reverse test point compensation can then be used 
to create the correct input levels for various amplifiers and test points. 

See Also 

> “Reverse Injection Levels” (page 83) and “Test Point 
Compensation Configuration” (page 60) provide more 
information. 


NOTE: The information in the following sections regarding 
sweep operation is valid for both Stealth and SDA 
Compatible Stealth sweeping. 

However, keep in mind that for SDA Compatible Stealth 
sweep to work, you must be using SDA equipment in both 
the headend (SDA-5500 and/or SDA-5510) and in the field 
(SDA-5000). 


Forward Sweep Operation 

You can get to the SWEEP screen (see Fig. 4-10) through the NAVIGATOR 
or by pressing the SWEEP measurement mode key under lower right corner 
of the screen. 

This screen provides the following information (numbers correspond to 
figure callouts: 
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1. The vertical light bar just above REF at the top of the graph blinks on 
and off with each trace refresh. 

2. The ref level in dB appears in the left top of the graph. 

3. The scale in dB/div appears next to the ref level in the middle top of 
the graph. 

4. The upper right corner identifies the kind of sweep: FWD or REV; 
STEALTH, SDA STEALTH, or SWEEPLESS. 

5. Horizontal markers enclose the min/max vertical deflection of the 
sweep trace. You can choose to display them from the SWEEP menu 
(see “Sweep Menu Options” on page 67). 

6. You can move the vertical markers with the arrows along both sides, 
or you can activate the marker and type in the frequency, then press 

Enter. 

7. The title of the current sweep reference is at the lower right corner. If 
there is no current reference, this entry reads None. 

8-9. The numbers at the A and B lines are the frequency positions of the 
two vertical markers, followed by their relative levels in dB and the 
difference between those levels. 

Soft Key Icons: 

10. Calls up the LEVEL submenu 

11. Calls up the FREQ submenu 

12. Calls up the LIMIT submenu 

13. Calls up the TILT submenu 
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Fig. 4-10 The SWEEP Screen 


NOTE: Most of the displays in this section use these same 
icons and submenus. The text explains how to use the new 
ones as they appear. 

Appendix C contains a listing of the icons referenced 
throughout this manual. 


Forward SWEEP Screens 

The next four figures and their accompanying descriptions show you how to 
make maximum use of the forward sweep features that your SDA-5000 
provides. The screens covered are Frequency, Level, Limit, and Tilt. 


Frequency Screen 

You set the sweep frequency limits on the screen shown in Fig. 4-11. 



Call up the frequency screen from the SWEEP screen (Fig. 4- 
10) by pressing the soft key in the lower left corner. 
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When the lower Start Frequency icon is highlighted, set the 
lower frequency limit. Press the Enter key to begin, then use 
the up or down diamond keys, or the numeric keypad, to enter 
the frequency, and then press Enter again. 


NOTE: Entering a value outside the sweep plan made in 
the SDA-5500 will cause the start or stop frequencies to 
default to the channel plan start or stop frequency. 



Fig. 4-11 The SWEEP Frequency Screen 


When the Stop Frequency icon is highlighted, set the upper 
frequency limit. Press the Enter key to begin, then use the up or 
down diamond keys, or the numeric keypad, to enter the 
frequency, and then press Enter again. 

You can return to values previously set with the icon in the lower 
right of the display. 

When you’re finished, press the soft key next to the Frequency 
Submenu icon on the left side of the display to return to the 
SWEEP screen. 

Before you can store a reference sweep, you must wait for enough traces to 
accumulate and verify a stable sweep. At that time, the icon (above and to 
the left of OdB at the top of the screen in Fig. 4-11), will disappear. The unit 
has then developed stable data for use. 
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Level Screen 


You can set the reference levels from the screen shewn In Fig. 4-12, or you 
can use the dlamend keys. 



Call up the level screen from the SWEEP screen (Fig. 4-10) by 
pressing the soft key above the Frequency Submenu Icen. 



Press the soft key next te the Reference Level Icen en the right 
side ef the display for manual reference level adjustment. Use 
the up or down diamond keys, or the numeric keypad, to enter 
the level, and then press Enter. Nete the changes In the graph 
as you adjust the values. 


I? — II Press the Autescale soft key to auto reference the level. This 
autematically sets the scale te a convenient level for optimum 
viewing In the center of the screen. 


Press the Scale soft key to adjust the graph’s scaling. Use the 
>) up and down diamond keys to scroll through the values 

available (1,2, 5, and 10 dB/dIv). Typically, this value should be 
set te 2 dB/div fer proper sweep displays. Notice what happens 
to the display as you change the scale factor. The change takes 
effect frcm the center of the screen. 


II Press the Level Submenu icen to return to the main SWEEP 
screen. 



Fig. 4-12 The SWEEP Level Screen 
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Limit Screen 

The screen shown in Fig. 4-13 is where you set the vaiue for n in the 
equation n/10-rx, and set the Limit in dB. 


NOTE: You set the x in n/10-i-x from the main SWEEP 
menu’s Sweep Limit Variabie option. (See “SWEEP Menu 
Options” on page 67.) 



Cali up the iimit screen from the SWEEP screen (Fig. 4-10) by 
pressing the top soft key on the right side of the screen. 



Press the soft key next to the Ampiifier icon to set the ampiifier 
number. Use the up and down diamond keys to make the 
adjustment. 



Use the Limit Set icon to manualiy edit the iimit number in +/- 
dB; adjust with the up and down diamond keys. 


NOTE: In Loopback mode, the Amplifier and Limit Set 
icons do not appear. 


NOTE: There should be no need to edit the limit number 
because the unit calculates the value automatically. 
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Fig. 4-13 The SWEEP Limit Screen 
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Press the Enable/Disable icen te turn the limit en er off. Notice 
LIMIT box immediately to the left of the LIMIT icon under the 
Icwer right corner of the graph. 



When you’re done here, use the Limit Submenu icon to return 
to the main SWEEP screen. 


NOTE: Notice the Limit box at the lower right cf the graph 
next to the Limit Submenu icon. A check mark means pass, 
an X means fail. 


Tilt Screen 

The Tilt screen (shown in Fig. 4-14) is used to set Tilt values for the sweep. 


NOTE: This wcrks only if at least 2 tilt channels have been 
programmed into the channel plan. 



Call up the tilt screen from the SWEEP screen (Fig. 4-10) by 
pressing the bottom soft key cn the right side of the screen. 

Use the Enabled/Disabled icon to turn Tilt compensation on and 
off, and to set the Tilt compensation value. Enter values using 
the up and dewn diamond keys or the alphanumeric keypad; 
press the Enter key when you’re done. (Enter positive values 
for a negative delta and negative values fcr a pcsitive delta.) 


B Press the Tilt Submenu soft key to return to the Sweep main 
menu. 
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Fig. 4-14: The SWEEP Tilt Screen 

Reverse Sweep Operation (SDA-5000 OPT1) 

Sweeping the reverse path is a iittie different from sweeping the forward 
path. Because the system is designed with appropriate spacing for the 
forward high frequency range, the reverse path might not require 
amplification at each station. The iower frequencies are not attenuated in 
cable as much as the higher frequencies, in sweeping the forward path, the 
amplifier is aiigned such that its output is within certain iimits (the ampiifier 
compensates for the cabie before it). However, in sweeping the reverse 
path, the ampiifier is aiigned such that the response at the headend is within 
certain iimits from this amplifier aiignment point. In the reverse path, the 
amplifier compensates for ioss characteristics in the cabie after of it. 

It is best to transmit the sweep from the ampiifier test point and measure it in 
the headend. This ensures that the system is properiy aligned to carry 
signais in the reverse path. 


NOTE: The information in the foilowing sections regarding 
sweep operation is vaiid for both Steaith and SDA 
Compatibie Steaith sweeping. 

However, keep in mind that for SDA Compatibie Steaith 
sweep to work, you must be using SDA equipment in both 
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the headend (SDA-5500 and/or SDA-5510) and in the field 
(SDA-5000). 


See Also 

> Chapter 14, “SDA-5500/SDA-5510 Sweep Considerations,” 
goes into more detail about the concept of reverse 
sweeping. 

> “Reverse Sweep and Balance” in Appendix A provides 
more information about reverse sweep setup, operation, 
troubleshooting, and tips & hints (page 318). 

Reverse Sweep 

To sweep the reverse path, you first need to set the following options from 
the main SWEEP menu: 

1. Adjust the reverse telemetry level. 

2. Adjust the reverse sweep insertion level. 

3. Set the sweep direction to reverse. 

The sections that follow explain procedures for doing this, and then cover 
each of the functions and screens involved in conducting a reverse sweep. 

See Also 

> Point 4 in “Sweep Setup” covers reverse sweep setup 
issues (page 74). 

> Also, “Sweep Configuration, ” covers the SWEEP menu 
options you need to set before beginning your sweep 
(page 64). 

Reverse Injection Levels 

The reverse sweep signal level is controlled by the Reverse Levels settings 
which are set at the main SWEEP menu (see “SWEEP Menu Options” in the 
“Sweep Configuration” section on page 67). It is important to remember that 
the levels set in these menus are the system levels after all test point losses, 
not the transmitter output level. 


83 



Field Sweeping with the SDA-5000: Considerations for Sweep in the Field 


See Also 

> “Test Point Compensation Configuration” provides an 
exampie of test point toss catcutation (page 60). 


CAUTION ! Setting the correct reverse sweep signal level 
Is critical to achieving accurate results witheut creating 
Interference for reverse path services. 


In general, both the reverse telemetry and reverse sweep levels can be set 
to the same value and system specs. For reliable operation, the reverse 
telemetry frequency should have a S/N ratio of about 20dB. Higher levels will 
preduce more accurate readings, but yeu must be careful not to drive the 
return path lasers or amplifiers Inte clipping. Lewer levels might not provide 
adequate S/N ratios for stable readings. 

Setting the Sweep Direction 

You can get to the reverse SWEEP screen (see Fig. 4-15) through the 
NAVIGATOR er by pressing the SWEEP measurement mode key under 
lewer right corner of the screen. To be sure yeu’re at the reverse SWEEP 
screen, hit the left diamond key. Use the up and down diamond keys te set 
the directlen to Reverse. 


NOTE: Sweep direction Is Indicated in the upper right 
hand corner of the Sweep screen. The letters FWD or REV 
respectively represent a forward or reverse sweep In 
pregress. The twe small arrows also Indicate the sweep 
directlen. When they're pointing right, a forward sweep Is In 
pregress, and when they're peinting left, a reverse sweep 
Is In pregress. 


NOTE: Many of the Icons and other display features of the 
reverse SWEEP screen are Identical to those shown in Fig. 
4-10. 

Appendix C contains a list of the icons appearing in this 
manual. 
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This icon shows whether the unit is 
Sweep or Noise enabied , 



Sweep 
direction is 
indicated here 


Fig. 4-15 Reverse SWEEP Screen 

Notice the small icon at the upper right corner of the graph. This icon shows 
whether the unit is Sweep or Noise enabled. (Fig. 4-18 shows a Noise 
enabled screen.) 

Press the Sweep Enable soft key to display the reverse sweep 
trace. 

Press the Noise Enable soft key to display the noise trace. 


Use the Frequency Submenu icon to call up the Frequency 
screen. 

Use the Level Submenu icon to call up the Level screen. 



Reverse SWEEP Screens 

The next five figures and their accompanying descriptions show you how to 
make maximum use of the reverse sweep features that your SDA-5000 
provides. The screens covered are Frequency, Level, Noise, Noise Level, 
and Noise Frequency. 
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Reverse Frequency Screen 

From the Frequency screen you can set the start and stop reverse 
frequencies (see Fig. 4-16). 
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Fig. 4-16 The Reverse SWEEP Frequency Screen 



Cali up the frequency screen from the SWEEP screen by 
pressing the soft key in the iower ieft corner. 



Use the Start Frequency icon to set the iower frequency iimit. 
Set the vaiue with either the numeric keypad or the up and 
down diamond keys. Save your setting by pressing the Enter 
key. 



Use the Stop Frequency icon to set the upper frequency iimit. 
Set the value with either the Aiphanumeric keypad or the up 
and down diamond keys. Save your setting by pressing the 
Enter key. 



You can return to vaiues previously set with the icon in the iower 
right of the dispiay and to zoom between the markers. 



When you’re finished, press the soft key next to the Frequency 
Submenu icon on the ieft side of the dispiay to return to the 
SWEEP screen. 


Reverse Level Screen 

You can set the reference ieveis from the screen shown in Fig. 4-17 or by 
using the up and down diamond keys. 
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Call up the level screen from the SWEEP screen (Fig. 4-10) by 
pressing the soft key above the Frequency Submenu icon. 


=3^ Press the soft key next to the Reference Level icon on the right 
-MJJ side of the display for manual reference level adjustment. Use 
the up or down diamond keys, or the numeric keypad, to enter 
the level, and then press Enter. Note the changes in the graph 
as you adjust the values. 
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Fig. 4-17 The Reverse SWEEP Level Screen 

Press the Autoscale soft key to auto reference the level. This 
automatically sets the scale to a convenient level for optimum 
viewing in the center of the screen. You can also perform 
autoscaling by pressing the Function and Enter keys. 

Press the Scale soft key to adjust the graph’s scaling. Use the 
up and down diamond keys to scroll through the values 
available (1,2,5, and 10 dB/div). Notice what happens to the 
display as you change the scale factor. The change takes effect 
frem the center of the screen. 

Press the Level Submenu icon to return to the main SWEEP 
menu. 

Reverse Noise Screen 

The noise screen enables you to check the noise levels in the headend while 
you’re in the field. If noise is enabled in the headend, you can get to the main 
noise screen (see Fig. 4-18), by pressing the Noise Enable seft key when 
you’re running a reverse sweep. 
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Field Sweeping with the SDA-5000: Considerations for Sweep in the Field 


The display will change to a noise response indicating the noise level at the 
marker frequencies. 


See Also 

> For more information, see “The Noise Mode” in Appendix A 
(page 331). 



Press the Noise Enable soft key to display the noise trace. 



Press the Sweep Enable soft key to display the reverse sweep 
trace. 



Use the Frequency Submenu icon to call up the Noise 
Frequency screen. 



Use the Level Submenu icon to call up the Noise Level screen. 
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Fig. 4-18 The Reverse SWEEP Noise Screen 


Reverse Noise Level Screen 

Use the screen shown in Fig. 4-19 to adjust the reference levels. 

m Press the soft key next to the Reference Level icon on the right 
side of the display for manual reference level adjustment. Use 
the up or down diamond keys, or the numeric keypad, to enter 
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the level, and then press Enter. Note the changes In the graph 
as you adjust the values. 



Fig. 4-19 The Reverse SWEEP Noise Level Screen 


I? _ II Press the Autoscale soft key to auto reference the level. This 
automatically sets the scale to a convenient level for optimum 
viewing In the center of the screen. 

B Press the Scale soft key to adjust the graph’s scaling. Use the 
up and down diamond keys to scroll through the values 
available (1,2, 5, and 10 dB/dIv). Typically, 10 dB/dIv Is 
appropriate for viewing. Notice what happens to the display as 
you change the scale factor. Note the changes to the display as 
you change the values. 

j' q— II Press the Level Submenu Icon to return to the main SWEEP 
menu. 


Reverse Noise Frequency Screen 

From the screen shown in Fig. 4-20 you can set the start and stop 
frequencies. 

Use the Start Frequency icon to set the lower frequency limit. 
Set the value with either the Alphanumeric keypad or the up 
and down arrow keys. Save your setting by pressing the Enter 
key. 



Use the Stop Frequency Icon to set the upper frequency limit. 
Set the value with either the Alphanumeric keypad or the up 
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and down diamond keys. Save your setting by pressing the 
Enter key. 



^ 35.CZ)CZ)(Z)mihz +3.‘7.dB. m-y • 

start Fre<iuenc^!I ' 


Fig. 4-20 The Reverse SWEEP Noise Frequency Screen 

D You can return to values previously set with the icon in the lower 
right of the dispiay. 

B When you’re finished, press the soft key next to the Frequency 
Submenu icon on the ieft side of the dispiay to return to the 
SWEEP menu. 

Reverse Amplifier Alignment Screens 

To ensure the proper operation of the reverse path, the ampiifiers must be 
correctiy aiigned so that the digitai signais are not clipped or compressed. 
You get to the Reverse Ampiifier Aiignment mode using the Navigator’s 
ALiGN option. The screens and descriptions shown in this section enabie 
you to aiign the ampiifiers. 

See Also 

> For more information, see “The Noise Mode” in Appendix A 
(page 331). 

REV ALIGNMENT Main Screen 

Use the screen shown in Fig. 4-21 to set the low and high frequencies for tiit/ 
gain. 
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Use the LO soft key to set the low frequency for tilt/gain to the 
current marker. 



Use the HI sett key to set the high frequency for tilt/gain to the 
current marker. 
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Fig. 4-21 The REV ALIGNMENT Main Screen 


D 


The upper soft icon on the right side of the display does not 
have an assigned function in this screen. 

Use the Level Submenu icon to enter the Reverse Amplifier 
Alignment Level screen. 


REV ALIGNMENT Level Screen 


Use the screen shown in Fig. 4-22 to adjust the reverse amplifier reference 
level. 



Press the soft key next te the Reference Level icen on the right 
side of the display for manual reference level adjustment. Use 
the up or down diamond keys, or the numeric keypad, to enter 
the level, and then press Enter. Nete the changes in the graph 
as you adjust the values. 


I? — II Press the Autoscale soft key to auto reference the level. This 
autematically sets the scale te a convenient level for optimum 
viewing in the center of the screen. 



Press the Scale soft key to adjust the graph’s scaling. Use the 
up and down diamond keys to scroll through the values 
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Field Sweeping with the SDA-5000: Sweepless Sweep 


available (1,2,5, and 10 dB/div). Notice what happens to the 
display as you change the scale factor. Note the changes to the 
display as you change the values. 


Press the Level Submenu icon to return to the main REV 
ALIGNMENT screen. 
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Fig. 4-22 REV ALIGNMENT Level Menu 


SWEEPLESS SWEEP 


Sweepless sweep allows you to get sweep information even if no transmitter 
is available. In Sweepless sweep, the SDA-5000 measures the stable carrier 
levels and memorizes them. You can then compare these levels with the 
levels of the same carriers at a different point in the network, and the 
differences in frequency response can be highlighted. 

After connecting to the test point and calculating test point loss as described 
in “Test Point Compensation Configuration” (page 60), enter the main 
SWEEP menu and use the up and down diamond keys until Sweepless 
appears in the Edit Box. 
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With sweepless sweep selected, the sweep display measures active carriers 
to create the sweep response. When sweep is first entered, the first set of 
sweep readings will be used as a “NONE” reference. This is just a startup 

















Field Sweeping with the SDA-5000: Loopback Sweep (0PT2) 


mode. Sweepless sweep must always be performed using references. After 
several traces have been acquired, press the Function and 6 pqr keys to 
store a reference. This will now be used as a sample of the ‘perfect’ system 
levels against which other test points will be compared. 

See Also 

> “Sweep References” in Chapter 11 has more information 
about storing sweep references (page 201). 

When you reach another test point, press Sweep again. If the desired 
reference Is not already in use, press the Function and 6 pqr keys to select 
the appropriate reference. The sweep display will now show the level of 
carriers at this point relative to the levels at the point where the reference 
was stored. 

It Is Important to remember that Sweepless sweep data Is only as stable as 
the carrier levels In your system. Because no transmitter is available to 
cancel out headend drift, any change that happens in a channel level will 
show up as a frequency response problem. For this reason it is very 
important to use only stable channels as sweep points for sweepless sweep. 
Also, you won't see a frequency response where there are no carriers. 


LOOPBACK SWEEP (OPT2) 


Loopback sweep is a new feature of the SDA-5000 with OPT2 (transmit). 
With Loopbacktesting, you can perform a rough frequency response, gain, 
and loss test on active and passive devices in the field. It can be used for 
amplifier pre-alignment and for testing amplifiers In Isolation from the rest of 
the system. It Is also useful for testing the Integrity of a cable before It Is 
Installed. 

You set the sweep Insertion level and create the loopback sweep plan from 
the main SWEEP configuration menu after selecting Loopback as the sweep 
mode. 

After connecting to the test point, use the up and down diamond keys to 
select Loopback from the main SWEEP menu. 

The Loopback SWEEP screen shown in Fig. 4-23 is displayed when you 
press the Sweep measurement mode key after you have selected Loopback 
from the main SWEEP menu. 
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Fig. 4-23 The Loopback SWEEP Screen 


The title of the current Loopback sweep reference is at the bottom right of 
the screen. If no sweep reference is selected, this will read NONE. If a 
previously stored reference is selected, all levels are displayed in dB. When 
the reference is NONE, levels are displayed in the units selected at the 
MEASUREMENT configuration screen during Global setup (see 
“Measurements Configuration” in Chapter 2, page 25). 


See Also 

> “Sweep References” in Chapter 11 has more information 
about storing sweep references (page 201). 


The Frequency, Level, Limits, and Tilt submenus are available in Loopback 
mode, and function as they do in for forward Stealth sweep, with the 
exception that under the Limit submenu, the Amplifier and Limit Set soft keys 
are not available. 


See Also 

> “Forward Sweep Operation” eariier in this chapter expiains 
the operation of the Frequency, Level, Limits, and Sweep 
submenus (page 75). 
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Chapter 5 

Reverse Path Troubleshooting 


INTRODUCTION 


This chapter outlines some reverse path troubleshooting problems and 
discusses techniques you can employ with the SDA-5000. For future 
application notes outlining more techniques, please see your local Acterna 
CATV sales representative. 

Table 5-1 offers some ideas on the best application of the SDA-5000’s 
capabilities to help you troubleshoot reverse path problems. 


Table 5-1 Troubleshooting Reverse Path Problems 


Problem 

Use This Tool 

Ingress 

Spectrum mode 

Modem channel high BER 

Zero Span mode 

Signal levels unbalanced 

Reverse alignment techniques 

Poor signal level In some channels 

Reverse sweep mode 

Return path Ingress 

PathTrak mode (OPTS) or Noise mode 







Reverse Path Troubleshooting: Problems in Advanced Services 



For two-way systems, ingress and noise are far greater probiems in the 
reverse path than they are in the forward path. The reasons— accumulation 
of noise, many diverse ingress sources, random noise, physical plant 
problems, and CSO intermodulation—are fairly common: 

• Accumulation of Noise: Accumulation of noise means that problems 
compound far more quickly than in the forward path. In a forward path 
network, noise or interference generated at one point in the network 
affects everyone "downstream" from the noise source (see Fig. 5-1). 


5 


Fig. 5-1 Customers Affected by a Forward Path Ingress 
Source 

In order to limit these problems, hardline and better quality equipment 
are used at the upstream connections, and less expensive equipment is 
used downstream. 

In the reverse path system, however, a noise problem affects everyone 
in the same "leg" of the network all the way back to the headend receiver 
(see Fig. 5-2). This means that the concept “quality first close to the 
headend and cost first close to the customer” no longer works. 
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Reverse Path Troubleshooting: Problems in Advanced Services 



Fig. 5-2 Customers Affected by a Return Path Ingress 
Source 

To see how this affects noise fioors, think about how much of the network 
can inject noise that affects a given customer. For forward path signais, 
the oniy potential problem areas are the direct path from the customer’s 
home to the headend. For reverse path signals, problems can come from 
anywhere in the area served by one headend receiver. 

• Many Diverse Ingress Sources: There are an increasing and varied 
number of RF energy transmitters in the reverse path bands. CB radio, 
short-wave, ham, paging, and land mobile all use the same frequencies 
as a cable reverse path. Rather than a few transmitters (even at high 
power) at known locations (where better care can be taken with 
shielding), there are lots of transmitters that can be right next to the 
network that are not controlled. 

• Random Noise: Noise can be generated by non-transmitters too. 
Electric motor switching, welding, computers, even power supply 
switching can have energy in the reverse path band. 

• Physical Plant Problems: Small cracks in powered coax or dissimilar 
metal "diodes" can create CPD (common path distortion) or noise. 




Reverse Path Troubleshooting: Problems in Advanced Services 


• CSO (Composite Second Order) Intermodulation: A clustering of 
second-order beats in the videe bandwidth can cause distertien in the 
system. 

Problems in Troubleshooting the Reverse Path 

Troubleshooting noise in the reverse path is more complex than it is in the 
forward path, and can require far more time and energy te correct, as well as 
being much more frustrating. 

When a customer experiences a preblem with the reverse path, there is a 
much wider area that must be searched to find it compared to a forward path 
problem. In the forward path, the problem must be somewhere in the direct 
line from the customer to the headend. A reverse path problem, however, 
can be caused anywhere in the entire area served by this customer's 
receiver. This means there are many more test points to check, a far greater 
possibility for error, and much more money can be wasted if the preblem 
remains incorrectly diagnosed. The forward path technique of "walking back 
up the system" and replacing everything until the problem goes away simply 
doesn't work. You must have a teol that accurately indicates whether the 
problem is "here" or "there." 

The problem is that the sources of interference come and go. CB, ham, and 
mobile transmitters are net continuous, and they move around. Switching 
noise is transient, and may last only a few microseconds, but repeat at 
irregular intervals and render a network useless. As you can see, there is a 
lot of ground to cover when you're searching for reverse path problems. 

To have any chance of successfully troubleshooting reverse noise preblems, 
you need a fast (peak detecting) spectrum analysis display. You need to be 
able to catch transient noise spikes. It is also essential to have a "peak hold" 
capability so that a passing burst can be captured and viewed—because 
you can't find the source of something yeu can't see. These are the bare 
minimum criteria, but many other toels can help even the odds when a 
system does battle with ingress. 

Finally, tracking down one source of ingress is relatively easy, but tracking 
many sources together at the same frequency poses a much more difficult 
problem. 

Improving Accuracy and Reducing Wasted Time 

The following list describes the steps yeu can take to improve the accuracy 
with which you trace reverse path problems and thus reduce the time you 
spend returning trouble-free service te your customers: 
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• Compare the headend noise spectrum to the local spectrum. This allows 
you to determine whether a problem you see in the field matches the 
headend problem. 

• Use Dwell Time in spectrum analysis. The more time a meter spends 
looking for ingress, the more likely it is to catch a random/transient 
problem. 

• Fast scanning gets data in real time, and makes diagnosis much faster. 

• Low-pass filters allow you to separate intermod problems from forward 
channels so you can make a correct diagnosis of CPD. 

• Use preamps so that you can use an amp test point and still see noise 
accurately above the test equipment noise floor. This way, the reverse 
network won't have to be taken down to get a high level signal for 
analysis. 

• Using the SDA-5000 means you have fewer things to carry, which in turn 
means less work. Long battery life means fewer trips back to the 
headend or truck for a new battery. Light weight means faster connection 
times. 

Tools for Combating Reverse Ingress 

The following list outlines the tool options you can select for your reverse 
path troubleshooting tasks: 

• An SLM/sweep meter with spectrum display is the best solution. 

• A spectrum analyzer with battery and filters means more stuff to carry, 
but it still works. 

• You can also use a spectrum analyzer in the headend, a spare video 
channel, a modulator, and a TV. You’ll have to disconnect the legs of the 
return path and look at the noise to see if the problem went away. This is 
the least desirable of your options because it creates service outages 
and it doesn't work very well. 
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CPD (COMMON PATH DISTORTION) ANALYSIS 


CPD (Common Path Distortion) is a form of intermodulation distortion that 
occurs as the RF spectrum is mixed as it passes through a non-linear 
junction. This phenomenon results in beat products that appear in the 
reverse spectrum and impair communication. 

CPD has a variety of causes, including corrosion at a dissimilar metals 
interface, bad solder connections, and even loose hold-down screws on 
amplifier modules or motherboards. The following quotes from the SCTE- 
List (used by permission of the authors) provide some practical insight into 
causes and methods for combating CPD. 

“Other distortion-generating mechanisms include the use of feed-through 
connectors and cable with copper-clad aluminum center conductor. When 
an active or passive device's seizing screw cuts through the cable's center 
conductor and penetrates the copper, the screw will make contact with the 
aluminum. The result can be a dissimilar metals interface (depending on the 
composition of the seizing screw) that may create a diode effect. This is a 
good case for using only pin connectors in the RF distribution plant. 

One possible cause of distortion in the reverse path that is not well 
understood may be related to the isolation (or lack thereof) between the 
downstream amplifier module output and the reverse amplifier module input 
in the same housing. Considering the high feeder levels now available with 
Mini Bridgers, DAs, and similar multi-output feeder amps, it is possible that 
the isolation in the diplex filter may be insufficient, particularly when single- 
ended circuitry is used in the reverse amp module. This would result in the 
downstream spectrum being present at the reverse module input, albeit at a 
fairly low level, but which may be enough to cause beats to be generated in 
the reverse amp." (Ron FIranac, FISA, (Rhranac@aol.com)) 

“My experiences with CPD have been due to corrosion or oxidation on 
connections. So, one thing that should indicate that you are getting close is 
the white powder that is a symptom of oxidation of aluminum housings; often 
aluminum darkens when oxidation is taking place. These instances can be 
due to port caps left off, missing gaskets or gaskets which have slipped out 
of their channel, warped or cracked housings or cracked or broken 
connectors. Seals have to be air-tight, otherwise, normal heating/cooling 
cycles can bring in moist air which dumps its moisture when the temperature 
cools. One of the symptoms associated with CPD is hum in the signal. This 
is due to the semi-conductor properties of some of the junk which forms 
when connections oxidize. CPD can also be a symptom when coax 
experiences annular cracks (although usually the ingress is more noticeable 
than the CPD). 
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Technicians need to be abie to associate seemingiy “unconnected” 
symptoms. For exampie, someone notices a minor amount of hum in the 
picture of a customer; two biocks away error rates start going up on a data 
modem or DMX box. Somewhere in the area you find a connector cracked at 
the housing entry which has aiiowed moisture entry and oxidation to occur. 
Note that this can and does happen to F connectors in homes or institutions. 

To soive such probiems, the source of the moisture ingress needs to be 
found and removed, the moisture removed and the oxidation or corrosion 
removed. It’s iikeiy to be cheaper, easier and faster to remove and repiace 
an entire device (tap, directionai coupier or ampiifier) than to determine and 
fix the cause of the moisture ingress. If a bad F connector is found, it is good 
practice to aiso repiace the device to which the F connector was attached. In 
the case of F connectors, relocation of equipment to be out of the path of 
water and/or use of higher cost F connectors with better water seals is 
recommended (it's silly to save 25 cents on an F connector and generate a 
50 dollar trouble call). (David Devereaux-Weber, University of Wisconsin - 
Madison, (djdevere@facstaff.wisc.edu)) 

Recommended Setup for CPD Analysis 

If the test point is not band limited to the reverse spectrum (in other words, 
on the low band side of a diplex filter) a low pass filter may be needed to 
eliminate the possibility of instrument related intermodulation products that 
mimic CPD. The susceptibility to intermod is dependent on the total number 
of carriers present on the input to the instrument. The measurement 
technique is similar to using a band pass filter for intermodulation tests 
(composite second/third order). 

See Also 

> "CSO/CTB Measurements” in Chapter 6 explains how to 
make composite second/third order measurements 
(page 128). 

The objective is to avoid bombarding the RF input of the instrument with a 
large number of relatively high level signals (typically 78 channels in a 550 
MHz system), while looking for low level signals. The problem is that when 
attenuation is removed to see the low level beat products more clearly, the 
front end of the instrument may be overloaded with the high level signals on 
the same test point, and generate beat products of its own. 

You might need a low pass filter when you're connecting the instrument to a 
bi-directional amplifier test point—a test point with both forward and reverse 
signals present. This phenomenon may present itself when performing a 
reverse noise test using the SDA-5500 transmitter. To minimize the 



Reverse Path Troubleshooting: Evaluating TDMA Return Path Signals 


likelihood of this occurring, the transmitter should be configured such that 
the video signal input level is at approximately 0 dBmV. In the event that 
instrument related intermodulation occurs, the reverse channel plan may be 
set up such that the frequencies at which the intermed products appear are 
not included. Alternatively, an SDA-5510 can be used. This instrument is 
used for reverse testing only, and as no forward signals are present on its 
input, it is not susceptible to this phenomenon. 


EVALUATING TDMA RETURN PATH SIGNALS 


Time Division Multiple Access (TDMA) is a term cemmonly used in reference 
to D-AMPS or IS-54B mobile telephone systems. Time Division Multiple 
Access implies a signal assigned to a particular frequency that has multiple 
time-slots for multiple transmitters. 

TDMA modems have specifically assigned times to send and receive 
information. The controller deciphers the messages by knewing when each 
modem is talking. 

Fig. 5-3 shows how TDMA timing works. As you can see, in this scheme 
each user is assigned a distinct time slot. 


User 



Fig. 5-3 Nominal TDMA Timing 

TDMA signals were intreduced to the commercial electronic world a few 
years age with the advent of digital cellular phones. Data compression and 
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quadrature modulation are used to increase the available modulation 
bandwidth so that a TDMA cell-phone sends the same information in one- 
third the time of an AMPS cell-phone. Through time-interleaving, three cell¬ 
phones now occupy the same frequency bandwidth that one ocoupied just a 
few years ago. 

Another area of rapid growth using TDMA Is CATV reverse path. Today’s 
CATV system includes many different signal and modulation types. Each 
advanced service can have one or many different TDMA signals assigned to 
a particular frequency. To improve the efficiency of bandwidth usage in 
cases where more than one signal is assigned to a frequency, a method of 
varying the transmit time allotted to each signal based on need—variable 
time slot TDMA—was developed. 

Variable Time Slot TDMA 

When multiple users are aocesslng a network via modems, an enormous 
amount of bandwidth would be occupied If each modem were assigned one 
frequency channel. The majority of time the user Is hooked up to a network 
Is spent Idle. Most of the bandwidth would be wasted. For example, the ratio 
of authoring a typical email to transmitting a typical email is at least a 
hundred to one. One possible answer would be to use a low transfer rate. 
This system would work If no large files need to be transmitted. A better 
answer Is variable time TDMA. Variable time TDMA gives more bandwidth 
when needed and takes just a little bandwidth the rest of the time. More 
flexibility can be achieved on cable modems beoause of the high fidelity 
connection. Therefore, unlike IS-54B, the talk times can be variable. Fig. 5-4 
illustrates that user ‘a’ is sending more data than users ‘b’ and ‘c’. 


User 



Fig. 5-4 Variable Time Slot TDMA 
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Troubleshooting TDMA 

Current reverse path troubleshooting strategies are not capable of detecting 
problems inside of a TDMA modem’s frequency allocation. While checking 
the level at each frequency is a good start for characterizing the reverse path 
performance, a spectrum graph only looks at each frequency for a small 
percentage of the total time. This leads to two uncertainties: 

• When the spectrum analyzer is at the TDMA frequency will the carrier be 
there? 

• When a signal is seen in the spectrum graph, the question of origin 
remains. Was that a carrier or some ingress? 

While installing and characterizing your system, you realized that certain 
frequencies were going to be unusable because of the frequent, 
uncontrolled ingress. The spectrum around these frequencies is wasted. 
Why spend time measuring these frequencies instead of looking at the 
frequencies the system is using? What you really want to know is, is there 
anything wrong with my modem signals? 

TDMA signals have two modulation techniques—QPSK or 16 QAM. This 
modulation includes overhead and data at the approximate rate of 2 to 4 
times the bandwidth allocated. The second modulation is pulse modulation. 
Pulse modulation allows the modem to turn off the signal when no 
transmission is required. This allows multiple modems to transmit at the 
same frequency. There are two states to these TDMA signals: 

• When all modems are idle, there should be low noise at the modem’s 
frequency. 

• When a modem is active the power level should be at a predetermined 
level. 

Both of these states must be met for optimum operation of the modem. 

Another state occurs in some of the older technology. This is called a 
collision. Collisions occur when two or more modems try to access the same 
frequency at the same time. When a collision occurs all messages are lost 
and must be retransmitted. 

Zero Span Measurements 

The best way to look at a TDMA signal is using a Zero Span on a spectrum 
analyzer. Zero Span uses the spectrum analyzer’s tuner in a special way. 
Instead of providing a frequency versus level graph. Zero Span provides a 
time versus level graph at a particular frequency. Zero Span can be thought 
of as a tuned oscilloscope, displaying the level fluctuations of only frequency 
you're interested in. It is very important to have rising edge triggering when 
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viewing TDMA signais. This wiil aiiow the capture of the TDMA events for 
anaiysis. 

Zero Span mode shows a number of parameters from a TDMA signai, 
including the power of the carrier, the noise floor, and interference. Fig. 5-5 
shows the Zero Span display of a TDMA signal with an ideal noise floor. The 
“D” marker shows the power of the TDMA desired signal. The “U” marker 
shows the power of the undesired or noise floor. Very seldom are 56 dB 
desired to undesired (“D/U”) ratios achieved. 
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Fig. 5-5 Time Domain Signal with No Ingress in Zero Span 


5 


A more realistic case is shown in Figure 5-6. This shows that the noise floor 
is much higher than in Fig. 5-5. In this case the undesired signal has 
increased in power from -43 to -SOdBmV. This would represent a 45 dB 
“D/U”. 
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Fig. 5-6 Signal with High Noise Floor in Zero Span 

Intermittent ingress aiong with the TDMA signai is a pesky probiem when 
troubiesheoting return path issues. This is a hit-or-miss game. With a 
spectrum graph you are compieteiy at the mercy of iuck. As you can see, 
when there is a signai with intermittent ingress (see Fig. 5-7), there are 
additionai puises. The “U” marker in this screen cieariy shows a peak “D/U” 
of 30 dB. The average noise fioor is stiii weii over 50 dB down. These 
impuises are a mere 10 uSec every 5 mSec. This ieaves the probabiiity of 
catching these in the spectrum graph iess than 0.2%. Hewever, they are 
readiiy apparent in the ZERO SPAN screen. 
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Fig. 5-7 Time Domain Signal with Intermittent Ingress in 
Zero Span 


Looking at TDMA signals can be confusing. Implementing return path 
modem is necessary to keep current customers and attract new revenue. 
Viewing the reverse path in a spectrum graph can give you a good idea of 
overall system health. To manage TDMA signals cost-effectively, you need a 
time domain view. TDMA desired signal power, undesired noise power and 
impulse interference could all be quantified from a Zero Span time domain 
view. 
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See Also 

> Chapter 7, "Spectrum Analyzer Mode," explains the 
operation of the Zero Span mode in more detail. 
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Chapter 6 

Measuring System Performance 


INTRODUCTION 


This chapter explains how to evaluate system performance by measuring 
key parameters, both as part of routine monitoring and corrective 
maintenance. Operations covered include performing Level, Tilt, Scan, 
Carrier-to-Noise ratio (C/N), Hum, Modulation-Demodulation, Composite 
Second Order (CSO) and Composite Triple Beat (CTB) measurements. 

A Word About Measurement Screens and Icons 

You can start these measurements from the Navigator menu or by simply 
pressing the appropriate measurement mode key. 

During many of the following measurements, you will notice that for a given 
procedure, the display remains essentially the same, but the icons that guide 
you through the test change from screen to screen within the same test. 

Press the soft key adjacent to the icon to activate that specific function. 

The icon will partially darken or “gray out” to indicate change-of-state. 
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MEASURING SIGNAL LEVELS 


You measure signal levels in the Level, Tilt, and Scan modes. In Level and 
Scan, the process measures the difference between video and audio for a 
channel and displays the difference in dB. In Tilt mode, the difference, or tilt, 
refers to the difference in dB between the upper and lower pilot channels. 
Keep in mind that measurement configuration parameters for Level, 
Frequency, and Tilt interact, and are important factors in all three 
measurements. 

Level Measurements 

With Level mode selected, you can tune by channel or frequency. 

• Tune by channel: When you press the CHAN key on the keypad, the 
channel number and label appear at the top of the display (see Fig. 

6-1). Use the left and right diamond keys to decrement and increment 
the channel number. You can also enter the channel number by using the 
numeric keys, followed by CHAN. 

• If you were in the Frequency screen, CHAN tunes to the nearest channel 
in the channel plan. 

• Tune by frequency: To tune by frequency, use the numeric keys to 
enter a frequency, followed by the FREQ key (see Fig. 6-2). Use the left 
and right diamond keys to decrement and increment the frequency. The 
step size for these frequency changes is programmed during setup. 

See Also 

> The "Measurements Configuration” section in Chapter 2 
covers setting the frequency tuning step size (page 25). 

• If you are tuning by channel, the FREQ key tunes to the video frequency 
of the current channel or to the of a digital channel. (For digital channels 
set up in the channel plan, the measurement algorithm is used.) 

In Level, Chan mode, you can measure the difference in video and audio 
level (dBmV) for a specific channel, expressed as dB. If one of the readings 
is off scale (low or high), use the up and down diamond keys to see both 
readings on the screen, or press the Function and Enter keys to Autoscale 
the readings. Use the left and right diamond keys to scroll through the 
channels one at a time. 
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Fig. 6-1 The LEVEL Measurement Mode Screen 


The following information is displayed in the Level measurement mode 
screen (numbers correspond to callouts in Fig. 6-1): 

1. Channel number or frequency 

2. Channel label, video carrier frequency, and level dBmV (or dBuV— 
this is a configuration parameter) 

3. Audio carrier frequency in MHz and level 

4. Delta between audio and video levels (dB) 

5. Graphical display of carrier levels (dBmV) 

6. Forward test point compensation (only if a non-zero value is 
programmed during setup) compensates for the test point loss or 
probe loss from the measurement result to show the signal level on 
the system. (20.0 dB in this instance.) 
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Fig. 6-2 shows the display for tuning by frequency. With only a single 
frequency involved, there is no Delta value. The display is a graphical view 
of the Level measurement, referred to dBmV. 
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Fig. 6-2 LEVEL Mode Display, Specific Frequency Only 


Note that dual audio carrier channels display two audio graphs. 

Scrambled channels have the same appearance as non-scrambled 
channels (but with a different icon—see page 46 for a list of channel type 
icons). You must designate scrambled channels in the EDIT CHANNEL 
PLAN submenu of the CHANNEL PLAN menu. 

See Also 

> The "Edit Channel Plan" section in Chapter 3 explains how 
to designate scrambled channels (page 43). 

Tilt Measurements 


Tilt \s transmission loss in a coaxial cable. Transmission loss increases in 
proportion to the square root of frequency, thus affecting the tilt. As 
displayed by an SDA field unit, Tilt mode shows levels across a band of 
channels. Tilt appears as the slope between lowest to highest channel. 
Levels for each intermediate channel should reach the line.Tilt 
compensation adjusts amplifier frequency/gain response to offset Tilt 
attenuation. 
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Tilt Compensation 

The Tilt compensation feature allows you to enter the cable loss for a 
particular section of coax and then, using the scan display, you can adjust 
the gain of the amplifier to compensate for this loss. You can turn Tilt 
compensation on or off in the TILT submenu. 

The SDA-5000 enables you to designate up to nine Tilt channels. 


See Also 

> "Edit Channel Plan " in Chapter 3 explains how to designate 
Tilt channels (page 43). 


The slope for tilt is a straight line from the lowest (in frequency) to the 
highest designated tilt channel. The low and high frequency channels are 
the pilot channels. Pilot carriers’ levels establish the slope of the tilt graph 
that you see on the LCD. 


You can enter Tilt measurement mode through the Navigator menu or by 
pressing the Tilt mode key. 

Fig. 6-3 shows the TILT screen. Use the LO and H/soft keys to select the LO 
and HI pilot channels for your Tilt adjustment. 


Use the icons in this screen as follows: 



The LO or HI icons will darken when either is selected. 



Pressing this icon brings up the following three useful functions, 
then returns the main TILT menu. 



Reference Level allows you to use the up and down diamond 
keys to make discrete adjustments to the reference level within 
in pre-set rangej+A). 



Scale allows you to adjust the dB/div on the vertical scales, 
using the up and down diamond keys to scroll through the pre¬ 
set values for best presentation on the screen. 


I? — II Establishes an optimized Autoscale presentation, based on the 
previous two settings. 
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NOTE: The Reference Value level is limited by the units 
selected and the Scale setting. 
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The Tilt adjustment uses amplifier gain to compensate for the attenuation of 
signals moving through the cable. Higher frequencies are attenuated more 
than lower frequencies. This accounts for the slope of the line in Fig. 6-3. Tilt 
mode simplifies the actual balancing by displaying a bar graph with a 
representation of up to nine video carrier levels. Tilt adjustment 
compensates for unequal attenuation, so that each channel reaches a 
customer with about the same level. 

The following information is displayed in Tilt measurement mode (numbers 
correspond to callouts in Fig. 6-3): 

1. Reference scale 

2. High and low carrier frequencies 

3. High and low carrier levels 

4. Tilt measurement 

5. Reference level 

6. Test point compensation (appears only if a non-zero value is 
programmed during setup). 


6 



1 


2 

3 

4 


Fig. 6-3 The TILT Measurement Mode Screen 
Balancing Amplifiers 

A cable system is designed for unity gain, and the output level of each type 
of amplifier (trunk, bridger/line extender) should be set or adjusted to be as 
close to the same output as possible. The amplifiers are set up with 
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specified ieveis for signais at the high and iow end of the spectrum, used for 
Automatic Gain Controi (AGC) or Automatic Siope Controi (ASC), 
respectiveiy. in the ampiifier baiancing process, these signais are measured 
and adjusted to specification. 

In practice, before adjusting compensation of the amp, first check that there 
are no probiems in the system requiring repair. Gain controi affects aii 
frequencies about equaiiy; but siope controi affects iower frequencies more 
than the high end. 

To baiance the ampiifier for Tiit: 

1. Observe the nine Tiit channeis by pressing the Tilt measurement 
mode key. To inciude or exciude a channei in the nine Tiit channeis, 
you must choose desired video carriers as Tiit Channeis in the EDIT 
CHANNEL PLAN submenu of the CHANNEL PLAN menu. 

2. Select the TILT display, and then select the HI pilot channel. 

3. Use the up and down diamond keys to adjust the reference level of 
the graph. 

Adjust amplifier tilt as follows: 

1. Switch off the amplifier, AGC, and ASC. 

2. Adjust the HI pilot channel to the specified level, using the Manual 
Gain control. 

3. Adjust the LOW pilot channel to specified level using manual Slope 
control. 

4. Because of the interaction between these controls, repeat the process 
until you have the prescribed balance. 

5. Switch AGC and ASC on and wait briefly to be sure AGC and ASC 
maintain the balance. 

Scan Measurements 

The Scan measurement mode displays the absolute carrier levels across 
part or all of the CATV spectrum. The SDA-5000 displays a bar graph 
showing the video and audio levels of carriers within the span of selected 
frequencies. The narrow vertical marker designates levels of the carrier 
being measured. Frequency, video, and audio levels, as well as the Delta 
between levels, are displayed on the bottom half of the screen. 
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Scan Rates 

Two scan rates can be selected in Scan mode, normal and fast. Select Scan 
Rate in the MEASUREMENT menu (from the Global Configuration menu). 
The fast scan feature allows for rapid scan displays, at reduced accuracy (as 
much as 2 dB on scrambled channels.) Normal scan rate is slower, but is 
much more accurate. When fast is selected, a speeding bullet icon appears 
in the upper left hand corner of the SCAN screen. 

Audio Carriers 

You can omit audio carriers for a faster scan. In the MEASUREMENT 
submenu, scroll to Scan Audio Carriers and use the up and down diamond 
keys to change to No. An “X'd out” audio icon indicator appears in the upper 
left hand corner of the SCAN screen when audio carriers are omitted. 

• Use the up and down diamond keys to change the reference level in 
dBmV. 

• Use the left and right diamond keys to move the marker. 

• At the top left of he screen are reference level value in dBmV and the 
scale in dB/div. 

• At the lower left and lower right corners of the graph you see the Start 
and Stop frequencies currently in effect for the scan. 
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Fig. 6-4 The SCAN Measurement Mode Screen 


Scan measurement includes submenus for Level and Tilt, each with 
adjustments for frequency and limits. 
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• If Tilt compensation is on, you will see a small version of the tilt icon at in 
the top center of the screen, and at the bottom-center of the screen, the 
Tilt compensation value. 

• Immediately below the graph, numerical values are displayed. 

• The basic display shows the following information: 

• Channel number 

• Video carrier frequency and level (numerical) 

• Audio carrier frequency and level (numerical) 

• Histogram graph of oarrier levels 

• Delta between audio and video levels 

• Test point compensation (appears only if a non-zero value is 
programmed during setup) 

• Limits annunciator (If out-of-toleranoe oonditions exist) 

In the LEVEL, FREQ, TILT, and LIMIT submenus, use the icons as follows: 

LEVEL Submenu 

Press to bring up the LEVEL submenu, then to return to the 
main SCAN screen. 

Press to use Auto Referenoe Level 

Press for manual Reference Level adjustment. Use either the 
numeric keys or the up and down diamond keys, then press 

Enter. 

Press to adjust the sealing of the graph. Use the up and down 
diamond keys to scroll through the available adjustments. 

Changing the scale factor changes the display. 

FREQUENCY Submenu 

Press to bring up the FREQUENCY submenu, then to return to 
the main SCAN sereen. 

When this is active, set the start frequency, and press the Enter 
key. 

When this is active, set the stop frequency, and press Enter. 


m 

f?wl 
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Pressing this resets the start and stop frequencies to full span. 
Press this to zoom to values previously set. 


TILT Submenu 


B Press to bring up the TILT submenu, then to return to the main 
SCAN screen 



Press to turn Tilt compensation on or off. 


LIMIT Submenu 




Press to bring up the LIMIT submenu, then to return to the main 
SCAN screen. 

Press to turn Limit on or off. 

Limit errors are shown as: 

<CHAN> Adjacent channel error 

VIDEO V Video level too low or high 

DVA A Delta between video and audio too low or high 

Press to run auto check. 



Fig. 6-5 The LIMITS Screen 
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The Limit feature aiiows for comparison of the current scan measurement 
with the FCC or other conformance/test iimits defined during setup and 
configuration. There are two parts to this feature: 

• When an out-of-tolerance condition exists, a set of annunciators will 
appear below the graph. Updated with each scan update, the 
annunciators indicate the following out of tolerance conditions: 

<CHAN> Adjacent Channel Error 

VIDEO V Video Level Too High or Low 

DVA A Delta between video and audio too high or low 

• You can display an aggregate result summary by pressing the L/Vn/'f soft 
key. This performs a limit check of all channels contained within the 
scan, and reports an overall pass/fail conclusion. The aggregate limit 
check is not performed with each scan update; however, you can press 
the Check soft key to run the test any time. When Limit \s off, the 
annunciators do not appear. 

• When scanning a digital channel, digital signal limits are checked against 
the limits you set in the channel plan. 


CARRIER-TO-NOISE MEASUREMENTS 


Although it's not necessary, it is good CATV engineering practice to use a 
band pass filter on the input of the SDA-5000 when making C/N 
measurements. This ensures accuracy and extends measurement range. If 
a preamplifier is used to boost test point levels prior to measurement, it 
should be placed between the band pass filter and the SDA unit. 

The C/N measurement is simply a comparison in amplitude between the 
video carrier reference signal and the noise (FCC limit: > 43 dB). The noise 
measurement should be made at a frequency offset (displacement from the 
video center frequency) of least 2 to 2.5 MHz from any other carrier on the 
system. 

The C/N measurement mode displays the carrier-to-noise ratio of the tuned 
channel or frequency. You can set C/N measurement bandwidth and the 
frequency offset for the noise measurement from the screen. A proprietary 
DSP technique allows C/N measurements, in-service, on modulated carriers 
(non-scrambled channels). The C/N measurement measures the video 
carrier level and then tune to the offset frequency, searching for a quiet line. 
After a quiet line is found, the SDA-5000 measures four consecutive frames. 
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then averages the values. This value is then corrected for the selected 
bandwidth, and the C/N ratio Is computed. 


CAUTION ! If you select C/N mode before a carrier Is 
available at the Input of the SDA-5000, the readings will be 
wrong. If this occurs, change to another mode or channel 
and then return to the channel you want. Also, be sure you 
wait long enough for the C/N calibration to finish to be sure 
you have accurate readings. 


The following information is displayed on the C/N screen: 

• Channel number 

• Channel label 

• Carrier frequency 

• Noise offset frequency 

• Noise frequency 

• Bandwidth 

• C/N ratio 
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To make a C/N measurement, select a channel, and press the C/N 
measurement mode key. 

If the result of C/N measurement Is outside the specified range, the 
numerical result will change from black to gray. 

Use the icons from this screen as follows: 



Enter AMPLIFIER/LOW-PASS FILTER submenu; return to C/N 
main menu. 



Enable or disable 13 dB amplifier 


f I'l Enable or disable 50 MFIz low-pass filter (Icon shows 
disabled) 

Enter OFFSET submenu; return to C/N main menu. 



Store current measurement offset to current channel 
parameters In current channel plan. 



Store current measurement offset to a//channels in the 
current channel plan. 
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Enter the BANDWIDTH submenu; return to C/N main menu. 

Enable or disable 13 dB amplifier 

3 Enable or disable 50 MHz low-pass filter (icon shows 
disabled) 
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Fig. 6-6 Carrier-to-Noise Measurement 


NOTE: The US FCC specification for C/N measurements 
is a bandwidth of 4.000 MHz. CATV organizations outside 
of the United States may have different requirements. 


MODEM CARRIER-TO-NOISE MEASUREMENTS 


Measuring carrier-to-noise (C/N) on return-path cable modem signals has 
never been an easy assignment. One difficulty has been the detailed set-up 
of the test equipment required to make the modem C/N measurement. The 
test equipment is usually a spectrum analyzer used in a zero-span operating 
mode, which requires you to be well acquainted with set-up parameters such 
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as trigger level threshold, sweep time, measurement bandwidth, video 
bandwidth, and resolution bandwidth. You must also be proficient at RF 
signal evaluation in the time-domain mode (versus the standard frequency 
domain mode). 

To overcome the confusing test equipment set-up process, Acterna has 
introduced a new instrument feature that allows technicians at all skill levels 
to perform accurate return-path cable modem C/N measurements. 

Why Measure Cable Modem C/N? 

The modem C/N of the return cable plant can determine whether the return 
network is capable of reliably carrying cable modem traffic. The US DOCSIS 
standard states that the C/N for upstream (return) digital signal types is 15 
dB for QPSK and 25 dB for QAM-16. Although most QPSK and QAM-16 
signals are robust enough to transmit through noisier return path 
environments, complying with the DOCSIS C/N standard will ensure that 
cable modems will reliably operate on the return network. 

Measuring Modem Carrier-to-Noise 

From the Sweep & Spectrum tab in the Navigator, select the Modem C/N 
icon. The screen shown in Fig. 6-7 will appear 
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Fig. 6-7 The Modem C/N main screen 

There are four items that you can set up for the measurement: Center 
Frequency, Pre-Amp state. Low Pass Filter State, and Measurement 
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Bandwidth. If any of these parameters change, the measurement cycle will 
start over from the beginning, so it is not necessary to force the unit to re¬ 
start its measurement manually. 


To keep the display free from clutter, not all measured values are displayed: 
Only the average power of each signal detected is displayed. If two signals 
overlap in such a way that the unit cannot determine where one ends and 
the other begins, the average power of both signals together will be 
displayed. This way, only one signal shows instead of several. 

Use diamond keys move the cursors from one signal level to another without 
traversing the empty space between in order to save time in navigation. 

Use these keys for moving the graph's reference level 
up and down. 







The A/B toggle key controls which cursor is active and can be 
moved by the diamond keys. 



This soft key takes you to the setup area for the measurement. 
When you press this key, you’re taken to a screen where you 
can set the following options: 


feyjil Center Frequency: You can edit the center frequency 
for the carrier with the up and down diamond keys or the 
numeric keypad when you enter this screen. 


^ Measurement Bandwidth: This option defaults to the 
•) NTSC modem carrier bandwidth of 2.000 MHz. Adjust 
this as necessary with the up and down diamond keys, 
or enter a value with the numeric keypad. 



Percent Cutoff: In the detailed display, this option 
enables to you limit the display to a percentage of the 
total signal level measured. If set to 50% of the total 
scan time, you will see only those signal levels that 
occur in 50% of each scan cycle. 



Display Type: Toggle between Summary and Detailed 
display. 



Use the Pre-Amp/LPF soft key to control the state of the Pre- 
Amp and the low pass filter. 


The Auto Scale soft key allows you to change the reference 
J level of the graph to show the highest measured signal at the 
top of the graph. 



The peak to valley soft key will automatically place the A marker 
on the highest measured level and the B marker on the lowest 
measured value. It will also change the active marker to the B 
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marker so that it is more convenient for the user to select the 
desired (example: worst case) noise floor level. 


^ 1 The reset soft key will cause the measurement to recycle. This 
^ J action is desired if the same input has been monitored for a 
long period of time, and the user wants to monitor the input to 
catch ingress. 


HUM MEASUREMENTS 


Hum is undesirable modulation of the television video carrier by power line 
frequencies and harmonics (50, 60, 100, 120 Hz), or other low frequency 
disturbances (FCC limit: < 1kHz). When you’re using Hum measurement 
mode, the icons at the left of the display screen show the hum test 
frequencies (see Fig. 6-8). When you press the related hum frequency soft 
key, the left side of the icon darkens. The dB/% icon toggles the displayed 
value between dB and percentage. 

When there is an undetectable level of hum the following message appears 
on the screen: 


ERROR 

INSUFFICIENT SIGNAL LEVEL TO 
PERFORM THE MEASUREMENT 

To measure hum, simply press the HUM measurement mode key when 
you’re tuned to any non-scrambled channel. 

Soft keys allow you to select 50, 60,100,120 Hz, or <1,000 Hz filters for this 
measurement. A 60 Hz modulation component suggests a possible 
corroded connector, a 120 Hz component tends to indicate a possible failure 
related to the DC supply in the amplifier—possibly a capacitor failing and 
thus causing ripple to increase. 





Measuring System Performance: Hum Measurements 



Fig. 6-8 The HUM Measurement Screen 

A proprietary DSP technique enables hum measurements, in-service, on 
modulated carriers (non-scrambled channels). 

The SDA-5000 can measure the 1 Hz hum component. To activate this 
feature, set the fundamental hum frequency in the MEASUREMENT screen 
to 1 Hz. The filter options on the Hum display will then become 1 Hz, <50 Hz, 
and <1 kHz. 

See Also 

> "Measurements Configuration" in Chapter 2 exptains how to 
set the fundamentai hum frequency (page 25). 


NOTE: The <1 kHz setting does not include the 1 Hz 
component, it only includes 50 to 1,000 Hz. 


CAUTION ! Hum measurements taken while the desktop 
charger is in use will affect the Hum reading. For the most 
accurate reading disconnect the charger prior to taking 
Hum measurements. 




Measuring System Performance: Modulation Measurements 


MODULATION MEASUREMENTS 


The MODULATION screen allows you to monitor the video depth of 
modulation In graphical and precise numerical format. The software shows a 
marker at the optimal modulation level (NTSC 87.5%, PAL 90%) to assist 
you In making adjustments. You can also listen to the audio modulation of 
the tuned channel or frequency. 

Fig. 6-8 shows the screen for Video Depth of Modulation, which is the ratio 
of peak downward change in modulation to carrier amplitude, expressed as 
a percentage. 

To measure modulation, use the Navigator menu or press the MOD 
measurement mode key. 

r=^|| Fig. 6-9 shows the Video screen. Notice the index arrow on the 
l^iiJ left side of the vertical bar graph—(87.5%)—indicates the Video 
icon is active. 



Fig. 6-9 The MODULATION Video Screen 


In the event of weak or bad signal, the screen displays: 


ERROR 

INSUFFICIENT SIGNAL LEVEL TO 
PERFORM THE MEASUREMENT 
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Pressing the Audio soft key activates the screen shown in Fig. 
6-10. A built-in 13 dB amplifier and/or 50 MFIz low-pass filter 
can also be activated. 























Measuring System Performance: Modulation Measurements 
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Fig. 6-10 The MODULATION Audio Menu 


Use icons from the Audio screen as foiiows: 



Enter the Ampiifier/Low-Pass submenu and return to the main 
Audio sub-menu when appropriate. 



Enabie or disabie 13 dB ampiifier 


J Enabie or disabie 50 MHz iow-pass fiiter (icon shows 
disabied) 



Increase speaker voiume 



Decrease speaker voiume 


[ rma' I Switch between FM (audio of video channeis and some reverse 
1£MI ingress) and AM (most reverse ingress such as CB and Ham) 
demoduiation 



Enabie Audio Demoduiation (shown disabied) 



Enabie Video Moduiation (shown enabied). Notice the AM/FM 
indicator in the center of the screen (enabied seiection is 
darkened). 
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Measuring System Performance: CSO/CBT Measurements 


CSO/CBT MEASUREMENTS 


CSO (Composite Second Order) is a clustering of second order beats at 
certain frequencies in the spectrum. These beats cause interference te 
picture quality when they fall within the video bandwidth. CTB (Composite 
Tripie Beat) is a clustering of third order distortion products usually around 
the video carrier frequency. 

The capability to make these measurements enables you to troubleshoot 
and correct the cause of this unwanted distortion. 


NOTE: Acterna recommends that a < 12 MHz band pass 
filter be used to limit the amount of intermodulation 
distortion caused by overload of the RF input of the SDA- 
5000. If used, a preamplifier should be placed between the 
band pass filter and the receiver. 


In Spect mode, press the CSO/CTB soft key to initiate CSO/CTB 
measurements. The SDA-5000 first switches to a 30 kHz resolution 
bandwidth (see Fig. 6-11), measures the carrier, and then prompts you to 
turn the carrier eff. The signal must be unmodulated. 
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IjRBH: 30KHZ 

^ "7 > 


(ZSa/CZTB 


CM 002 



iiiiiiiii 


Turn the carrier off NOW. 
I Press OK when ready. 


s 


] 


Fig. 6-11 CSO/CTB, Carrier ON 


Press OK"when the carrier has been turned off. 
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Measuring System Performance: CSO/CBT Measurements 


After a brief interval, the screen shown in Fig. 6-12 appears, showing the 
measurement traces. 


IjRBH: 30KHZ 
<<<■< = 


CSD/CTB 


CM 002 



Fig. 6-12 CSO/CTB, Carrier OFF 


The light trace represents the carrier prior to its being turned off. The dark 
trace represents the distortion products. The measurement value is 
computed by the ratio of the peak level of the video carrier to the peak of the 
distortion products of the second and third order beats. The worst case CSO 
value is highlighted. This is the overall CSO value. 

Notice that CSO and CTB ratios are about equal, and well above any 
reasonable minimum. 

Press the CSO/CTB Setup soft key to adjust the offset values 
for the CSO measurement. 
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Measuring System Performance: CSO/CBT Measurements 



Fig. 6-13 CSO/CTB Offsets 


Using the up and down diamond keys, seiect the CSO Offset number to 
change. Use the numeric entry keys or the up and down diamond keys to 
enter a new CSO Offset vaiue. 

Upon exiting the CSO/CTB measurement, the SDA-5000 prompts you to 
turn the carrier back on. 
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Chapter 7 

Spectrum Analyzer Mode 


INTRODUCTION 


In the Spectrum Analyzer mode, the instrument displays all or part of the 
CATV system spectrum, with variable spans from 3 to 50 MHz. A dynamic 
range better than 60 dB over the six vertical subdivisions of the display 
graph allows for comprehensive troubleshooting utility. Spectrum 
measurement mode reveals ingress spikes as brief as 5 ps. 

The Zero-Span mode of the spectrum analyzer displays a single frequency 
over time. You can examine individual TDMA (modems, most return path 
signals) and continuous carriers (digital video, most forward path signals). 


SPECTRUM MODE OPERATION 


Pressing the Spect measurement mode key activates the spectrum 
analyzer, or you can get to the SPECTRUM screen through the Navigator 
menu (see Fig. 7-1). 









Fig. 7-1 The SPECTRUM Mode Main Screen 
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Below are the primary functions of the soft keys in the SPECTRUM screen 
Notice that the Ref Level\n dBmV and Scale Factor\n dB/div are always 
displayed at the top of the graph. The center frequency is displayed below 
the title bar in the top right corner. The span is displayed in the status bar 
above the graph. 

a Press the Amplifier/Low Pass Filter son key to enter the 
AMPLIFIER/LOW PASS FILTER screen. 

n Press the Frequency son key to get to the FREQUENCY 


The Level soft key takes you to the LEVEL screen. 


Use this soft key to change between markers A and 6. These 
bI are two vertical markers on the display. The dotted line is the 
active marker; the solid line does not move. You can move the 
active marker with the left and right diamond keys The A and B 
marker lines below the graph show the difference in level 
between the two selected frequencies. 



This soft key will reset the Maximum Hold algorithm in the 
instrument. When grayed, the Maximum Hold is disabled. 


iiM > This mode displays an amplitude versus time screen. 

SPAN. 
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Spectrum Analyzer Mode: Spectrum Mode Operation 


This mode guides the user through the measurement of 
CTB Composite Second Order and Composite Tripie Beat products. 

Fig. 7-2 shows the instrument's capabiiity as spectrum anaiyzer. The fuii 
range is 5 MHz to 1,000 MHz, with a span of + 1.5, 2.5, 5, 10, or 25 MHz 
around the specified center frequency. For use aiong the return path, with 
iow pass fiiters engaged, the spectrum is reduced to 5 MHz to 50 MHz. 

Notice that the reference ievei (represented by the top graticuie iine) vaiue is 
in dSmi/and scaie factor is in dB/div (typicaiiy 10dB/div for spectrum 
viewing), and are dispiayed at the top of the graph. 



Fig. 7-2 Spectrum Mode Full Sweep 

There are five submenus available from the SPECTRUM screen: LEVEL, 
FREQUENCY, AMPLIFIER/LOW-PASS FILTER, ZERO SPAN, and CSO/ 
CTB. 

See Also 

> Zero Span mode is also covered in Chapter 5, "Reverse 
Path Troubleshooting" (page 104). 

> CSO/CTB mode operation is covered in Chapter 6, in the 
section "CSO/CTB Measurements" (page 128). 

The following sections describe the soft key functions and operation of the 
these submenus. 
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Spectrum Analyzer Mode: Spectrum Mode Operation 


LEVEL Submenu 



Press this to enter the LEVEL submenu, then to return to the 
main menu. Lise the Level soH key to adjust the verticai 
parameters of the graph. These parameters inciude the 
foiiowing: 



The reference ievei is iocated at the top of the screen. You can 
adjust it using the up and down diamond keys, or by entering a 
numeric vaiue with the keypad and then pressing the Enter key. 


The scaie parameter (1,2, 5, and 10 dB/div) can be adjusted 
Jl oniy with up and down diamond keys. For exampie, if the 
reference ievei is set to 0 dB and the scaie is set at 10 dB/div, 
the first horizontai grid iine above the center equais -30 dB. 
After setting the scaie, press the Level soft key to return to the 
main spectrum anaiyzer dispiay. 



The Maximum Hoid function ensures that the highest ampiitude 
at each frequency over muitipie sweeps is dispiayed. if 
Maximum Hoid is on, the smaii icon at the upper right corner of 
the dispiay wiii be darkened. As muitipie sweeps occur, the 
maximum ievei trace wiii change oniy if new sweep ieveis 
exceed the ieveis of the current trace. A haif-tone trace wiii 
show you the current data when Maximum Hoid is enabied. 


'R * These are two verticai markers on the dispiay. The dotted iine is 
B the active marker; the soiid iine does not move. This icon 

toggies between the two. You can move the active marker with 
the diamond keys. The A and B iines beiow the graph show the 
difference in ievei between the two seiected frequencies. 


FREQUENCY Submenu 



Press this soft key to enter the FREQUENCY submenu, and 
again to return to the SPECTRUM main menu. The 
FREQUENCY submenu enabies you to seiect and adjust 
center frequency, set the span, and move the A and B cursors 
as required to evaiuate any part of the dispiay. 



Press this soft key to seiect and adjust the center frequency. 
Use the numeric keypad, then press the Enfer soft key to piace 
the frequency you want into the Edit Box. 
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Use this soft key to seiect the span of coverage, if any 
frequency becomes iower than 5 MHz or higher than 1,000 
MHz, then the iowest or highest center frequency wiii be used. 





Spectrum Analyzer Mode: Spectrum Mode Operation 


f- ^ || Selects trace Dwell-Time (the time that the instrument looks for 
signal on each frequency). Longer dwell-time enables you to 
check for transient ingress. Use either the numeric keypad, the 
Enter key, or the up and down diamond keys to adjust this 
value from 64 pSec to 25 mSec. Scan time will increase to a 
maximum of approximately seven seconds when dwell-time is 
set to 25 mSec. 

'R * Press to select the A and B markers, and to move them as 

? B required with the left and right diamond keys. 


AMPLIFIER Submenu 



Press to enable or disable the 13 dB amplifier as necessary to 
better examine the signal “in the noise”. (The right side darkens 
when this is enabled.) 



Press this to enter the AMPLIFIER/LOW-PASS FILTER 
submenu, then to return to the main SPECTRUM submenu. 


D Press to enable or disable the 50 MHz low-pass filter, which, 
when enabled, filters out all frequencies above 50 MHz. This is 
useful for return path examination. 


Press to change the center frequency to the value of the active 
J marker. 



Press to place the active marker at the frequency with the 
greatest amplitude. 


i=l $1 Press to select the A and B markers, and move them as 
B| required with the left and right diamond keys. 
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Spectrum Analyzer Mode: Spectrum Mode Operation 



Fig. 7-3 The Spectrum Analyzer ZERO SPAN Screen 


ZERO SPAN Submenu 

iiM Press this to enter the ZERO SPAN submenu. 

ZERO 

sprnJ 


In Zero Span mode, the instrument displays the trace of one 
discrete frequency over time. Sweep time is on the x-axis, and 
amplitude (dBmV) is on the y-axis. You can change the sweep 
time for either a closer or a wider look, as necessary. 

Zero Span incorporates a large menu of useful features. As with 
other modes, you can use the 13 dB amplifier and the 50 MHz 
low-pass filter. You can also use the active and inactive (A/B) 
markers. In addition, there are elements unique to this 
operation available to you. You can trigger the sweep either 
manually or automatically to examine the signal. You can also 
average successive traces for accurate level measurements. 

Notice that the markers change to ‘D’ and ‘U’ (Desired and 
Undesired). The marker values are corrected for white noise 
and detector crest factor. This will improve the marker accuracy 
when you're measuring digital modulated signals and noise 
floor. 

Press this to enter AMPLIFIER/LOW-PASS FILTER submenu, 

• then again to return to the ZERO SPAN main menu. 
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Spectrum Analyzer Mode: Spectrum Mode Operation 




Press to enter the TIMEBASE submenu, then to return to ZERO 
SPAN main menu. Use the up and down diamond keys to scroll 
through sweep times offered in the Edit Box, and to turn the 
auto sweep trigger on or off. 

Press to enter the LEVEL submenu, then again to return to the 
ZERO SPAN screen. 


BII Press to change the active marker between Desired (Signal) 

^ LI and Undesired (Noise). Typically, these markers are used In 

Zero Span to clearly identify TDMA digital carriers and transient 
signals. 



Press this to enter the BANDWIDTH submenu. The 
BANDWIDTH menu allows you to set the resolution bandwidth, 
video bandwidth, and carrier measurement bandwidth. 



This soft key will reset the trace averaging algorithm. 



Press to turn sweep trigger on or off using the up and down 
diamond keys. With the trigger off, the instrument displays 
continuous update. When It’s on, the display does not update 
until the incoming signal is above the center line of the graph. 



Press this soft key to return to previous mode. 


AMPLIFIER/LOW-PASS FILTER Submenu 



Press this to enter the AMPLIFIER/LOW-PASS FILTER 
submenu. This submenu allows you to enable and disable the 
Internal low pass filter and amplifier, as well as peak search on 
the markers. 



Press to enable or disable the 13 dB amplifier when working 
with low level signals. The right side darkens when It's enabled. 


D Press to enable or disable the 50 MHz low-pass filter. When 
enabled, the filter attenuates frequencies above 50 MHz for 
better evaluation of the return path. This filter eliminates 
downstream carriers from the input, which improves dynamic 
range. 



Press to place the active marker at the time with the greatest 
amplitude. 


on Press to toggle the D and U markers between active and 
3 O Inactive, as appropriate. 
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Spectrum Analyzer Mode: Spectrum Mode Operation 


TIMEBASE Submenu 


Press the Timebase soft key to enter the TIMEBASE submenu. 


^ Press this soft key to set sweep time. Increments are entered 
~ J using the up and down diamond keys. Options inciude 

• 20, 10, 05, 02, 01 seconds 

• 500, 200, 100, 50, 20, 05, 20, 10, 02, 01 miliiseconds 

• 500, 200, 100 microseconds 

8 Press to turn sweep trigger on or off using the up and down 
diamond keys. With the trigger off you get a continuous update. 
With the trigger on you get updates when the carrier ievei has a 
rising edge that crosses the horizontai center grid-iine. if the 
signai ievei never reaches trigger point, the Manual Trigger 
soft key (just above this on the right side of the screen) can be 
used. 



This soft key adjusts the amount of ievei the signai must 
change for a rising edge to cause a trigger event. 



Edit the Desired and Undesired ieveis with the right and ieft 
diamond keys. 


LEVEL Submenu 



Use the Level son key to enter the LEVEL submenu, and to 
return to the previous mode. 



The reference ievei is on the top of the graph. You adjust the 
reference ievei using the up and down diamond keys, or by 
entering a numeric vaiue foliowed by the Enter key. 


The scaie parameter (1,2, 5, and 10 dB/div) can be adjusted 
Jl on/y with the up and down diamond keys. If the reference level 
is set to 0 dB and the scale is set at 10 dB/div, the horizontal 
grid line at the center equals -30 dB 



This soft key enables and disables Trace Averaging. Use it 
when you're measuring the power levels of TDMA (bursty) 
transmitters such as cable modems. It's also useful when you're 
measuring D/U (Desired to Undesired) signal quality. 


Sj Press to change active marker between Desired (Signal) and 
^ LJ Undesired (Noise). Typically, these markers are used in Zero- 
Span to clearly identify digital carriers and TDMA signals. 
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Spectrum Analyzer Mode: Spectrum Mode Operation 


BANDWIDTH Submenu 


Press to set Resolution Bandwidth at values of 30 kHz, 280 
kHz, or 2 MHz. A value of 280 kHz Is used as the nominal 
value. When carrier spacing Is very narrow or very wide, 30 kHz 
or 2 MHz, respectively, may be used. 

Press to set the Video Bandwidth at values of Auto, 100 kHz, 10 
kHz, or too Hz. Auto should be used to prevent aliasing. You 
might want to change to a low value when looking at carrier 
power. 


f 

MBH 

s_ 


Press to adjust the Measurement Bandwidth. Any value from 
0.01 to 99.999 MHz may be entered. This value Is used to 
correct the power level for losses caused by a narrower 
resolution bandwidth compared to actual signal bandwidth. 


Correction = 10log(MBW/RBW) 

BII Press to toggle the active marker between Desired (Signal) and 
LJ UndesIred (Noise). Typically, these markers are used In Zero 
Span to clearly Identify digital carriers and TDMA signals (see 
Fig. 7-5). 


iRBNrSSOkHz 
flUTO 





Fig. 7-5 Example D/U Display 
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Spectrum Analyzer Mode: Spectrum Mode Operation 
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Chapter 8 

PathTrak Field View (OPTS) 


INTRODUCTION 


PathTrak mode operation is available only If your unit has OPTS, Field View. 
The PathTrak mode provides increased troubleshooting accuracy by 
allowing the technician to compare spectrum measurements at the node 
with the current conditions at the headend. In the PathTrak mode, the SDA- 
5000 field receiver displays all or part of the return path spectrum In the 
5MHz to 65MHZ range. 

Press the PathTrak key or choose the PathTrak icon from the Navigator to 
activate the PathTrak mode. 


PATHTRAK CONFIGURATION 


The PATHTRAK configuration menu items shown in Fig. 8-1 must be set 
to aiiow communication between the PathTrak system and the SDA fieid 
unit. 







PathTrak Field View (OPTS): PalhTrak Mode Operation 



Fig. 8-1 The PATHTRAK Configuration Screen 

To get to the PATHTRAK configuration screen, select the PATHTRAK option 
from the main CONFIGURE menu. 

• Telemetry Frequency: Select this option from the PATHTRAK 
configuration screen. A telemetry carrier Is used to transmit data from the 
PathTrak Headend Stealth Modem to the field unit. Set the telemetry 
frequency between 5 MHz and 1000 MHz by using the numeric keypad 
and then press the Enter key. 


NOTE: The telemetry frequency must be set to match the 
frequency at which the PathTrak Headend Stealth Modem 
Is broadcasting data. 

• Node List: There are no Initial configuration procedures for the Node 
/./sf option. For Information on how to use the node list, see "Node List 
Mode" later In this chapter (page 145). 


PATHTRAK MODE OPERATION 


The PathTrak mode has two measurement traces. Local and Remote, that 
are displayed together on a spectrum analyzer graph. The Local trace 
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PathTrak Field View (OPTS): PathTrak Mode Operation 


displays the spectrum in the field, and the Remote trace displays the 
spectrum taken at the PathTrak System (See Figures 8-2 and 8-3). The 
SDA-5000 field receiver displays the spectrum of any node that is currently 
monitored by the PathTrak System and that is selected for broadcast. 




Local Trace - Field Measurement 



Remote Trace - PathTrak Measurement 


Press the Trace soft key to toggle between the Local and Remote trace. The 
name and icon of the selected trace will appear in the upper right corner of 
the display screen. The measurements for the selected trace will appear on 
the bottom center of the screen. 


IRPM 1 Port 1_PM 


L0CRL| 



B 4S.000 MHz — 


I ^ (3.(D(3(3 MHz +(Z).QdB 




Fig. 8-2 PathTrak Mode - Local Trace 
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PathTrak Field View (OPTS): PathTrak Mode Operation 



Fig. 8-3 PathTrak Mode - Remote Trace 

The following sections describe the functions of the soft keys available in the 
PathTrak mode. 

AMPLIFIER/LOW-PASS FILTER Submenu 


measurement only. Press again to return to the PATHTRAK 
main menu. 


Press this soft key to access the Built-in Amplifier and Low-pass 
Filter submenu. This option is available in Local trace 


NOTE: The amplifier and low-pass filters will retain their 
settings while disabled in the Remote trace measurement. 


8 



Press to enable/disable the 13 dB amplifier as necessary to 
more accurately examine the signal “in the noise”. Right side 
darkens when enabled. 


D Press to enable or disable the 50 MHz low-pass filter. When 
enabled, it filters out all frequencies above 50 MHz. (The right 
side darkens when it's enabled.) 



Press to select the Marker mode. You have the choice of either 
Single Marker mode or Dual Marker mode using the up and 
down diamond keys. Select the Single Marker mode when you 
want to compare the difference in amplitude between the Local 
and Remote trace at a specific frequency. 
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PathTrak Field View (OPTS): PathTrak Mode Operation 




LEVEL 

in 



When you’re in the Dual Marker mode, this key toggles the 
cursor between A and B. Select this when you want to compare 
the amplitude at two different frequencies for either the Local or 
the Remote trace. 

This soft key selects the Peak Search function. When selected, 
the active marker is automatically positioned at the frequency of 
the highest amplitude in the spectrum graph of the current 
active trace. This option is available in both Single and Dual 
Marker modes. 

Submenu 

Selects the LEVEL submenu. Use the Level soH key to adjust 
the vertical parameters of the graph. These parameters include 
reference level, scale, and maximum hold. 

The reference level is located on the top line graph. You adjust 
it using the up and down diamond keys, or by entering a 
numeric value using the keypad and pressing the Enter key. 

The scale parameter (1,2, 5, 10, and 20 dB/div) can be 
adjusted only with the up and down diamond keys. After you've 
set the scale, press the Level soft key to return to the 
PATHTRAK screen. 

The Maximum Hold function ensures that the highest amplitude 
at each frequency over multiple sweeps is displayed. If 
Maximum Hold is on, you will see that the small icon at the 
upper right corner of the display is darkened. As multiple 
sweeps occur, the maximum level trace will change only if new 
sweep levels exceed the levels of the current trace. A half-tone 
trace will show you the saved data when Maximum Hold is 
enabled. 


Node List Mode 

The Node List contains the current list of nodes available from the PathTrak 
system. The Node List can be viewed at any time; however, the SDA-5000 
field receiver must be connected to the amplifier/node test point in order to 
update the list. After it’s updated, the list is stored in memory. 


either all nodes in the system or only the broadcast nodes. If the 
node you want to view is not being broadcast, contact the 
PathTrak system administrator to request activation. You must 




Use this soft key to view the Node List. This screen displays a 
list of nodes available from the PathTrak system. You can view 
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PathTrak Field View (OPTS): PathTrak Mode Operation 
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Fig. 8-5 All Nodes View 









































PathTrak Field View (OPTS): PathTrak Mode Operation 


Node Selection 


NOTE: Only Broadcast nodes can be selected for viewing. 
Broadcast nodes are Indicated by a dot to the left of the 
node. 



Highlight the node you want to view and press this soft key. A 
check mark will appear next to the selected node. Once the 
desired node is selected for viewing, press the Enter key to go 
directly to the PathTrak mode. 


Node Information 


parameters are established by the PathTrak system 
administrator and cannot be changed locally. 




Select the Information soft key to view measurement 
parameters associated with the selected node. These 


Measurement Hold 

You can freeze the current measurement at any time by pressing the 
Function and 5 mno keys. The measurement is retained even if the jumper 
cable is disconnected from the amplifier/node test point. The mode icon in 
the upper left-hand portion of the screen flashes when the measurement is 
on hold. 
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PathTrak Field View (OPTS): PathTrak Mode Operation 
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Chapter 9 

Digital Analysis (QAM View 0PT4) 


INTRODUCTION 


This chapter reviews the features and operation of the SDA digitai anaiysis 
option (QAM View OPT4). in addition to a Quick-Start overview, four primary 
operationai modes are discussed, inciuding Digitai Summary, QAM Ingress, 
Constellation, and Equalizer. 

Digital Analysis operation is available only if your SDA is equipped with QAM 
(Quadrature Amplitude Modulation) View (SDA Qption 4). 

Before attempting any digital measurements 

• connect the cable to the digital port on the SDA 

• assign digital channels in the channel plan 

• review the default digital values in the channel plan and edit these 
values, if necessary, to meet your system requirements. 

See Also 

> Chapter 3, “Channel Plans, ” contains more Information 
about channel plan configuration and editing default limits. 






Digital Analysis (QAM View OPT4): Quick Start 


QUICK START 


For experienced users of the Stealth Digital Analyzer, or for users familiar 
with ether types of digital analysis equipment, this section provides a brief 
everview of the functionality of the SDA's feur digital modes. Use this section 
to quickly begin analyzing aspects of the digital signal and refer to the 
sectiens that fellow for a more detailed review of each digital mode. 

Selecting a Digital Analysis Mode 

Select a Digital Analysis mode using the Navigater Menu or the 
Measurement Mode keys. 

Using the Navigator Menu 



Fig. 9-1 Navigator Interface 

To select one ef the four Digital Analysis modes using the Navigator Menu, 
press the Nav Suppert key, press the Digital Analysis softkey, use the 
diamend keys to highlight the desired icon on the Navigator menu (see Fig. 
9-1), and press the Enter key on the keypad. 

Using the Measurement Mode Keys 

The Measurement Mode keys (See Fig. 9-2) also provide convenient access 
to the four Digital Analysis modes. 































































































































Digital Analysis (QAM View 0PT4): Quick Start 
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Fig. 9-2 Digital Measurement Mode Keys 


To activate DIGITAL Summary Mode, press the green Function key and 
then press the C/N Measurement Mode key. 

To activate EQUALIZER Mode, press the green Function key and then 
press the Flum Measurement Mode key. 

To activate CONSTELLATION Mode, press the green Function key and 
then press the Med Measurement Mode key. 

To activate QAM INGRESS Mode, press the green Function key and then 
press the Spect Measurement Mode key. 

Correcting Signal Lock Errors 

The SDA wili automaticaiiy attempt to iock-on to the QAM signai of the 
designated channei (or frequency). Lock errors may resuit from a variety of 
conditions, inciuding improper unit configuration or cabie connection. 
Connect the cabie to the digitai pert on the unit before using any of the feur 
digitai modes. 

If initiaiiy unsuccessfui, the foiiewing error message wiii appear: 

“ERROR ... Signai Uniocked! Confirm Connection to Dig Port. Retry.” 

^ Press this softkey to retry to iock onto the QAM signai. This key 

_J wiil appear in the iower right corner of the screen when iock 

errors occur, otherwise the key wili remain biank. 


Digital Summary Mode (Quick Start) 

This mode measures and summarizes the most criticai quaiity 
characteristics of a digitai signai. The moduiatien fermat used to iock onto 
the digitai signai and symboi rate may be edited within this mode. QAM 
Levei and digitai DETAIL also are available in this mode. The digital DETAIL 
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Digital Analysis (QAM View OPT4): Quick Start 


display shows the channel, modulation format, the symbol rate, the carrier 
offset (in KHz), the equalizer stress. 



Press this key to view the digital DETAIL display. 


niw“ 


Press this key to view the QAM Level display. 


QAM Ingress Mode (Quick Start) 


QAM INGRESS Mode provides a spectrum view of ingress noise, 
CSQ/CTB, and other coherent (in-band) noise occurring at levels beneath 
the digital signal. 


Measurement data is shown on two lines, A and B, below the graph. These 
two lines show the readings of the vertical markers on the graph. 


|=j ^1 Press this key to select the active vertical marker. The dotted 
B| line is the active marker. The solid line (other marker) does not 
move. The active marker moves with the left and right diamond 
keys. 



Press this key to automatically place the active marker at the 
frequency with the greatest amplitude. 


Constellation Mode (Quick Start) 


CQNSTELLATIQN Mode shows a picture of the quality of the demodulated 
digital signal. Identifying a specific constellation pattern and associating this 
pattern with a specific type of impairment quickly leads to troubleshooting 
options that minimize or eliminate the impairment. (A good QAM signal will 
show a tight grouping of dots in the center of each square on the grid.) 


Use the Zoom feature to examine the constellation in more detail. In 64 
QAM, three grids are available for viewing - 8x8, 4x4, and 2x2. In 256 QAM, 
four grids are available for viewing - 16x16, 8x8, 4x4, and 2x2. 



IIM 

jiiy_ 
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Press this key to view the QAM Level display. 


Press this key to enter the Zoom Submenu. 


The top left quadrant of the constellation grid will be framed by a dark 
outline. Use the diamond keys to move this frame to the desired quadrant. 
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Press this key to Zoom-In one level on the framed quadrant. 


Equalizer Mode (Quick Start) 


The Adaptive Equalizer corrects the effects of reflections in the transmission 
path. The Equalizer Mode indicates the strength of specific reflections, their 
location in relation to the test point location, and how hard the equalizer is 
working to correct them. 


A primary function of this mode is to help the user maintain low levels of 
equalizer stress by locating excessive equalization at specific QAM 
demodulator digital filter coefficients that require correction. 


The In-Channel Frequency Response Screen is used to see magnitude 
impairments in the channel by displaying the amplitude response. The 
In-Channel Group Delay Screen is used to identify phase impairments. 


ii« 

FREQ 


GRP 

□LY 


Press this key to select the In-Channel Frequency Response 
Screen. 

Press this key to select the In-Channel Group Delay Screen. 


DIGITAL SUMMARY MODE 


This mode measures and summarizes the most critical quality 
characteristics of a digital signal. The modulation format and symbol rate 
may be edited within this mode. 


When channel tuning, the Digital Summary mode will tune only to channels 
assigned as QAM channels in the channel plan. When frequency tuning, the 
Digital Summary mode will assume that all channels are digital signals. 

The digital DETAIL display (see Fig. 9-4), accessible from the DIGITAL Main 
Screen, offers additional data and pass/fail values regarding equalizer 
stress, the carrier offset, and the symbol rate. 


The QAM Level display (see Fig. 9-5), also accessible from the DIGITAL 
Main Screen, shows the QAM signal level in units of dBmV, dBm, or dBuV. 
Total forward testpoint compensation is displayed on the bottom information 
bar between the date and battery meter. 
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Features and Definitions 

DIGITAL Main Screen Features 

The DIGITAL Main Screen (see Fig. 9-3) dispiays the: 

• channei number and moduiation format 

• Moduiation Error Ratio (MER) / Error Vector Magnitude (EVM) 

• Bit Error Rate (BER) before Forward Error Correction (FEC) 

• Bit Error Rate after Forward Error Correction. 

This screen aiso assigns a Pass or Faii vaiue to these measurements in 
reiation to user-defined error iimits. 

See Also 

> Chapter 3, “Channel Plans, ” contains more information 
about channel plan configuration and editing default limits. 

Modulation Error Ratio (MER) 

The Moduiation Error Ratio measurement is anaiogous to signai-to-noise 
(S/N) or carrier-to-noise (C/N) measurements made in anaiog systems. It is 
the ratio of equalized signai power to totai signai degradation. Non-transient 
impairments (system noise, CTB, CSO, ingress) are detected eariy by MER 
measurements. 

Expressed in dB, a high MER reading means a smailer ievei of impairment 
and a better signai; a iow MER reading means a higher degree of 
impairment. Because 64 QAM wili stop working around 22 dB MER and 256 
QAM wiii stop working around 28 dB MER, the SDA has defauit threshoids 
of 28 dB MER and 32 dB MER respectiveiy to aiiow a 4-6 dB margin of 
safety in the Pass/Faii vaiue (see Fig. 9-3). 

Error Vector Magnitude (EVM) 

Some system designers prefer to view system performance in terms of Error 
Vector Magnitude, which is essentiaiiy MER data provided in a percentage 
format. The MER format may be changed to the EVM format on the 
CQNFIGURE MEASUREMENT screen (see Chapter 2). 

Bit Error Rate (BER) 

With each digitai data transmission, some bits wili not be received correctiy. 
The Bit Error Rate is the number of bits in error divided by the totai number 



Digital Analysis (QAM View 0PT4): Digital Summary Mode 


of bits in the data transmission. This ratio is expressed in scientific notation, 
where 1e-3 equais one error in every 1000 bits transmitted. One error in 
every 1,000,000 bits transmitted is expressed as 1e-6. A more negative 
exponent vaiue indicates a iower error rate. 

BER is another good indicator of overaii system performance. The SDA has 
Pass/Faii BER defauit threshoids of 1e-8 before Forward Error Correction 
and 1e-9 after Forward Error Correction. 

Forward Error Correction (FEC) 

Forward Error Correction adds redundant information to the data stream to 
decrease the number of bit errors introduced by the transmission channei. 
The BER before FEC is the sum of ail bit errors (correctabie and 
uncorrectabie). The BER after FEC indicates the number of uncorrectable 
errors only -- that is, those errors that FEC was unabie to correct and that 
were passed on to the decoding circuitry. The difference between pre- and 
post-FEC, therefore, wiii indicate how hard the FEC function is working and 
how close the system is to faiiure. 

Modulation Format 

The SDA anaiyzes two Quadrature Ampiitude Moduiation formats, 64 QAM 
and 256 QAM. Changes to the moduiation format shouid be made oniy when 
it is certain that the moduiation of the digitai signai is not compatible with the 
current setting. Edits to the moduiation format may be saved to the Channel 
Plan (see Fig. 9-6). 

Symbol Rate 

The Symboi Rate corresponds to the size and shape (bandwidth) of the 
digitai signai. This rate is expressed in “miliions of symbois per second” 
(Msym/s) and may be edited in the Digitai Summary Mode. The defauit for 
64 QAM is 5.057. The defauit for 256 QAM is 5.360. Edits to the defauit 
symboi rate should be made only when more accurate data is obtained from 
equipment specifications or further analysis of the signal. Edits to the symbol 
rate may be saved to the Channel Plan (see Fig. 9-7). 

DETAIL Display 

For additional information, the digital DETAIL display (see Fig. 9-4) shows 
the channel and modulation format, the symbol rate, the carrier offset (in 
KHz), the equalizer stress, and a Pass/Fail value for each of these 
measurements based on default settings or user-defined limits. 
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Equalizer Stress 

Equalizer stress is ranked as Low, Medium, or High on the DETAIL Display. 
The Equalizer Mode provides more specific information about equalizer 
stress. 

Carrier Offset 

The Carrier Offset value shown in the digital DETAIL Display indicates how 
far off center (in kHz) the digital signal is from the tuned frequency of the 
SDA. 


Basic Operation 
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To activate DIGITAL Summary Mode, press the green Function key and 
then press the C/N Measurement Mode key. 
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Fig. 9-3 DIGITAL Main Screen 


The SDA will automatically attempt to lock-on to the QAM signal of the 
designated channel (or frequency). Lock errors may result from a variety of 
conditions, including improper unit configuration or cable connection. 
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Connect the cable to the digital port on the unit before using any of the four 
digital modes. 

If initially unsuccessful, the following error message will appear: 

“ERROR ... Signal Unlocked! Confirm Connection to Dig Port. Retry.” 

Press this soft key to retry to lock onto the QAM signal. This key 

_J will appear in the lower right corner of the screen when lock 

errors occur, otherwise the key will remain blank. 


Viewing the DETAiL Dispiay 



Press this key to view digital DETAIL display (see Fig. 9-4). 
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Fig. 9-4 Digital DETAIL Display 

Press this key to return to Digital Summary Mode. 


Viewing the QAM 

Press this 
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Levei 

key to 


Dispiay 

view the QAM Level display. 
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Fig. 9-5 QAM Level Display 

Press this key te return to Digital Summary Mode. 


Editing the Modulation Format 

Press this key te edit the modulatien format. 


E 


Changes to the modulation format should be made only when it is 
certain that the modulation of the digital signal is not compatible with 
the current setting. 

Use the up er dewn diamend keys te select the alternate modulatien format. 
Edits to the modulation format may be saved te the Channel Plan. 
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Fig. 9-6 Editing the Modulation Format 


■ Press this key to return to the main Digital Summary Mode 
display. 


la 


Press this key to save the new modulation format to the 
channel plan. 


Editing the Symbol Rate 



Press this key to edit the Symbol Rate. 


Edits to the default rate should be made only when more accurate data is 
obtained from equipment specifications or further analysis of the signal. 

Use the alphanumeric keypad to define the new symbol rate, and then press 
the Enter key. Edits to the symbol rate may be saved to the Channel Plan. 
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Fig. 9-7 Editing the Symbol Rate 



Press this key to save the symbol rate to the channel plan. 

Press this key tc return to the main Digital Summary Mode 
display. 


QAM INGRESS MODE 


QAM INGRESS Mode provides a spectrum view of ingress noise, 
CSO/CTB, and ether coherent noise occurring at levels beneath the digital 
signal. It allews a view “under the signal” by removing the QAM signal and 
displaying the remaining spectrum. By Isolating specific noise Impairments 
at particular channels and frequencies, this mcde displays the size and 
lecatlon of Ingress In relation to the digital carrier without taking the carrier 
out of service. 
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Features and Definitions 

QAM INGRESS Main Screen Features 

The QAM INGRESS Main Screen (see Fig. 9-8) displays the: 
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• channel number and modulation format 

• graph reference and scale values 

• left, center, and right frequencies on the graph 

• two cursor frequency and level (In relation to the carrier) values 

• Delta of the two cursor values. 

This screen also shows the Interference level In dBc values for each cursor. 
This value, called “decibels with respect to the carrier,” indicates the noise 
power with respect to the signal power. The dBc value must be Interpreted in 
relation to the Reference Level value (In dBc) located In the upper left corner 
of the screen. Editing the Reference Level Is discussed below In this section. 


NOTE: Resolution and video bandwidths are fixed by the 
algorithm and graph size. Frequency span is fixed by the 
symbol rate of the channel. 


Basic Operation 


h SPECT ] 

; I 

To activate QAM INGRESS Mode, press the green Function key and then 
press the Spect Measurement Mode key. 
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Fig. 9-8 QAM INGRESS Main Screen 

The SDA will automatically attempt to lock-on to the QAM signal of the 
designated channel (or frequency). Lock errors may result from a variety of 
conditions, including improper unit configuration or cable connection. 
Connect the cable to the digital port on the unit before using any of the four 
digital modes. 

If initially unsuccessful, the following error message will appear: 

“ERROR ... Signal Unlocked! Confirm Connection to Dig Port. Retry.” 


errors occur, otherwise the key will remain blank. 

Measuring QAM INGRESS 

QAM INGRESS Mode operates much like SPECTRUM Mode. From the 
Main Screen you can 

• select the active marker 

• move the marker to a desired measurement point 

• select the Peak Search function 

H • edit the modulation format and symbol rates 

R] • move to the LEVEL submenu to edit the Reference Level, Scale 

Ei parameter, or select the Maximum Hold graph/plot. 


0 '\ Press this soft key to retry to lock onto the QAM signal. This key 
_J will appear in the lower right corner of the screen when lock 


162 



























Digital Analysis (QAM View 0PT4): QAM Ingress Mode 


Measurement data is shown on two lines, A and B, below the graph. These 
two lines show the readings of the vertical markers on the graph. 


|=j ^1 Press this key to select the active vertical marker. The dotted 
B| line is the active marker. The solid line (other marker) does not 
move. The active marker moves with the left and right diamond 
keys. 



Press this key to automatically place the active marker at the 
frequency with the greatest amplitude. 


Editing the Moduiation Format or Symboi Rate 



Press this key to edit the modulation format. 


The SDA analyzes two quadrature amplitude modulation formats, 64 QAM 
and 256 QAM. Changes to the modulation format should be made only 
when it is certain that the modulation of the digital signal is not 
compatible with the current setting. 


Use the up or down diamond keys to select the alternate modulation format, 
and then press the Enter key. Edits to the modulation format may be saved 
to the Channel Plan. 



Press this key to edit the Symbol Rate. 


The Symbol Rate corresponds to the size and shape (bandwidth) of the 
digital signal. This rate is expressed in “millions of symbols per second” 
(Msym/s) and may be edited in the Digital Summary Mode. The default for 
64 QAM is 5.057. The default for 256 QAM is 5.360. 

Edits to the default rate should be made only when more accurate data is 
obtained from equipment specifications or further analysis of the signal. 

Use the alphanumeric keypad to define the new symbol rate, and then press 
the Enter key. Edits to the symbol rate may be saved to the Channel Plan. 


• Reference Level 

• Scale Parameter 

• Maximum Hold Function. 


E 


Press this key to select the LEVEL submenu, where the 
following items may be edited: 
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These three parameters may be edited to allow different views 
of the QAM ingress signal on the graph. 

Editing the Reference Levei 

By adjusting the reference level, the signal plot can be vertically centered on 
the graph to show both the noise floor and the peak of the highest amplitude. 

^ Press this key to select the Reference Level edit option (see 
JU Fig. 9-9). 

Use the alphanumeric keypad to define the desired level and press the 
Enter key. Levels may be selected in 1 dB increments. 
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Fig. 9-9 Editing the QAM Ingress Reference Level 


Press this key to return to the QAM INGRESS Main Screen. 


Editing the Scaie Parameter 

By adjusting the scale value, the signal plot can be viewed in more detail 
(appearing closer) or less detail (appearing further away) on the graph. 

Press this key to select the Scale Parameter edit option (see 
Fig. 9-10), and then use the up or down diamond keys to adjust 
the level. The dB/div scale options are 0.5, 1, 2, 5, and 10. The 
graph will display the new values automatically as selected by 
the diamond key. 
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Fig. 9-10 Editing the QAM Ingress Scale Parameter 



Press this key to return to the QAM INGRESS Main Screen. 


Selecting the Maximum Hold Function 

When this option is seiected, the graph compiies successive signai piots to 
show variances in the signai over time. Press the reset key (shown below) to 
clear the graph of collected data and restart the Maximum Hold function. 

Press this key to select the Maximum Hold edit screen (see Fig. 

^ J 9-11), and then use the up or down diamond keys to select or 
deselect the function. 
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Press this key to reset the Maximum Hold trace on the graph. 





















Fig. 9-11 Maximum Hoid Function Selected 


Press this key to return to the QAM INGRESS Main Screen. 



CONSTELLATION MODE 


CONSTELLATiON Mode shows a picture of the quaiity of the demoduiated 
digitai signai prior to error correction. Identifying a specific consteiiation 
pattern on the grid and associating this pattern with a specific type of 
impairment quickly leads to troubleshooting options that minimize or 
eliminate the impairment. (A good QAM signai wiii show a tight grouping of 
dots in the center of each square on the grid.) 


Constellation Basics 


Decision Boundaries 

The dots representing QAM symbois on the consteiiation dispiay shouid be 
weli within the grid iines (decision boundaries). When the dots approach or 
exceed these boundaries, significant errors are occurring in the transmission 
of the signai. 


166 






























Digital Analysis (QAM View 0PT4): Constellation Mode 


Common Impairment Types 

Figures 9-12 through 9-14 show constellation displays depicting three 
common impairments - thermal (system) noise, phase noise, and coherent 
interference. Gain compression and l/Q imbalance (not shown here) are 
examples of two other impairment types with specific graphic signatures. 

Thermal noise impairments cause the dots on the graph to spread out 
toward the grid lines (decision boundaries), indioating significant errors (see 
Fig. 9-12). The zoom feature would show more detail about the position of 
these dots in relation to the grid lines. 
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Fig. 9-12 Thermal Noise Impairment 

Phase noise impairments cause the dots on the graph to form a circular 
pattern (see Fig. 9-13). Phase noise is best seen on the grid without the use 
of the zoom feature. 
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QAM Modulation and Symbol Rates 

The SDA analyzes two Quadrature Amplitude Modulation formats, 64 QAM 
and 256 QAM. 

The Symbol Rate corresponds to the size and shape (bandwidth) of the 
digital signal. This rate is expressed in “millions of symbols per second” 
(Msym/s) and may be edited in the Digital Summary Mode. The default for 
64 QAM is 5.057. The default for 256 QAM is 5.360. 

Modulation Error Ratio (MER) 

A Modulation Error Ratio measurement is analogous to signal-to-noise (S/N) 
or carrier-to-noise (C/N) measurements made in analog systems. It is the 
ratio of equalized signal power to total signal degradation. Non-transient 
impairments (system noise, CTB, CSQ, ingress) are detected early by MER 
measurements. 

Expressed in dB, a high MER reading means a smaller level of impairment 
and a better signal; a low MER reading means a higher degree of 
impairment. Because 64 QAM will stop working around 22 dB MER and 256 
QAM will stop working around 28 dB MER, the SDA has default thresholds 
of 28 dB MER and 32 dB MER respectively to allow a 4-6 dB margin of 
safety. 

Bit Error Rate (BER) 

With each digital data transmission, some bits will not be received correctly. 
The Bit Error Rate is the number of bits in error divided by the total number 
of bits in the data transmission. This ratio is expressed in scientific notation, 
where 1e-3 equals one error in every 1000 bits transmitted. Qne error in 
every 1,000,000 bits transmitted is expressed as 1e-6. A more negative 
exponent value indicates a lower error rate. 

BER is another good indicator of overall system performance. The SDA has 
Pass/Fail BER default thresholds of 1e-8 before Forward Error Correction 
and 1e-9 after Forward Error Correction. 

Basic Operation 
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To activate CQNSTELLATIQN Mode, press the green Function key and 
then press the Modulation Measurement Mode key. 
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CONSTELLATION Main Screen Features 

From the CONSTELLATION Main Screen (Fig. 9-15) you can 

• view a graphic depiction of the signal 

• examine MER and BER data 

• select closer views of the Impairment 

• edit the modulation format and symbol rates 

• access the QAM Level display. 
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Fig. 9-15 CONSTELLATION Main Screen 

The SDA will automatically attempt to lock-on to the QAM signal of the 
designated channel (or frequency). Lock errors may result from a variety ef 
conditlens, Including Improper unit cenfiguratlen or cable connection. 
Connect the cable to the digital port on the unit before using any of the four 
digital modes. 

If Initially unsuccessful, the following error message will appear: 

“ERROR ... Signal Unlocked! Confirm Connection to Dig Port. Retry.” 

Press this soft key te retry to lock onto the QAM signal. This key 
will appear In the lower right cerner ef the screen when leek 
errors occur, otherwise the key will remain blank. 
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Viewing the QAM Levei Dispiay 
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Press this key to view the QAM Level display. 
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Fig. 9-16 QAM Level Display 

Press this key to return to Digital Summary Mode. 


Editing the Moduiation Format or Symboi Rate 

* • • • " Press this key to edit the modulation format. 


H 


Changes to the modulation format should be made only when It Is certain 
that the modulation of the digital signal is not compatible with the current 
setting. 

Use the up or down diamond keys to select the alternate modulation format, 
and then press the Enter key. Edits to the modulation format may be saved 
to the Channel Plan. 



Press this key to edit the Symbol Rate. 


Edits to the default rate should be made only when more accurate data Is 
obtained from equipment specifications or further analysis of the signal. 
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Use the alphanumeric keypad to define the new symbol rate, and then press 
the Enter key. Edits to the symbol rate may be saved to the Channel Plan. 


Using the Zoom Feature 

Use the Zoom feature to examine the constellation in more detail. In 64 
QAM, three grids are available for viewing - 8x8, 4x4, and 2x2 (see Figures 
9-17 through 9-19). In 256 QAM, four grids are available for viewing - 
16x16, 8x8, 4x4, and 2x2. 



Press this key to enter the Zoom Submenu. 


The top left quadrant of the constellation grid will be framed by a dark outline 
(see Fig. 9-17). Use the diamond keys to move this frame to the desired 
quadrant. 



Press this key to Zoom-In one level on the framed quadrant. 


In 64 QAM, a 4x4 grid will replace the original 8x8 grid, and a dark outline 
will frame four of the blocks (see Fig. 9-18). Press this key again to see a 
2x2 grid with only one block framed (see Fig. 9-19). This is the highest level 
zoom in either modulation mode. 



Press this key to Zoom-Qut one level from the current view. 

Press this key to Zoom-Qut to the largest view possible on the 
current channel. 



Press this key to return to CQNSTELLATIQN Main Screen. 
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Fig. 9-19 64 QAM 2x2 Zoom Screen 


EQUALIZER MODE 


The Adaptive Equalizer corrects the effects of reflections and “frequency tilt” 
In the transmission path. The Equalizer Mode Indicates the strength of 
specific reflections, their location In relation to the test point location, and 
how hard the equalizer Is working to correct them. Two additional displays In 
this mode, In-channel frequency response and group delay, provide 
Information about the characteristics of frequency and phase response. 


Equalizer Main Screen Features 
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The EQUALIZER Main Screen (see Fig. 9-20) displays the: 

• channel number and modulation format 

• velocity of propagation (VOP) value 

• graphical display of the filter coefficients and the “high” mask line 

• coefficient, distance, and dBc values 

• equalizer stress level (low, medium, or high). 
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A primary function of this mode is to heip the user maintain iow ieveis of 
equaiizer stress by iocating excessive equaiization at specific QAM 
demoduiator digitai fiiter coefficients that require correction. 

Each verticai bar on the graph represents an equalizer filter coefficient. The 
highest bar represents the test point location, and the descending line to the 
right of this bar is the “high” mask. Vertical bars approaching or exceeding 
this line will register a “high” stress reading on the display. The “medium” and 
“low” masks are not shown on the graph, but each filter coefficient registers 
readings with these masks in the same manner. 

Basic Operation 

(fe^HUM ) 


To activate EQUALIZER Mode, press the green Function key and then 
press the Hum Measurement Mode key. 

EQUALIZER Main Screen 

From the EQUALIZER Main Screen (Fig. 9-20) you can 

• use the right or left diamond keys to place the marker over the desired 
measurement coefficient 

• move to the LEVEL Submenu to edit the Reference Level or Scale 
Parameter of the graph 

• select the In-Channel Frequency Response Screen 

• select the In-Channel Group Delay Screen. 

Use the left and right diamond keys to place the vertical marker over the filter 
coefficient to be measured. 
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Fig. 9-20 EQUALIZER Main Screen 

The SDA will automatically attempt to lock-on to the QAM signal of the 
designated channel (or frequency). Lock errors may result from a variety of 
conditions, including improper unit configuration or cable connection. 
Connect the cable to the digital port on the unit before using any of the four 
digital modes. 

If initially unsuccessful, the following error message will appear: 

“ERROR ... Signal Unlocked! Confirm Connection to Dig Port. Retry.” 

Press this soft key to retry to lock onto the QAM signal. This key 

_J will appear in the lower right corner of the screen when lock 

errors occur, otherwise the key will remain blank. 



Press this key to move to the LEVEL Submenu to edit the 
Reference Level or Scale Parameter of the graph. 


: ^ Press this key to select the Reference Level edit option. Use 
iLJ the alphanumeric keypad to define the desired level and press 
the Enter key. Levels may be selected in IdB increments. 
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dB/div scale options are 0.5, 1,2, 5, and 10. The graph will 
display the new values automatically as selected by the 
diamond key. 


Press this key to select the Scale Parameter edit option, and 
then use the up or down diamond keys to adjust the level. The 



Press this key to return to the EQUALIZER Main Screen. 
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Digital Analysis (QAM View 0PT4): Equalizer Mode 


In-Channel Frequency Response Screen 

This screen is used to observe the signai ampiitude in reiation to the 
frequency. Use the arrow soft keys to adjust the position of the verticai 
markers. 


Press this key to move to the LEVEL Submenu to edit the 
I ll Reference Levei or Scaie Parameter of the graph. 


Press this key to seiect the in-Channei Frequency Response 
Screen (Fig. 9-21). 



Fig. 9-21 In-Channel Frequency Response Screen 



Press this key to return to the EQUALIZER Main Screen. 


In-Channel Group Delay Screen 


This screen is used to identify phase impairments. Use the arrow soft keys to 
adjust the position of the vertical markers. 


iiw ^ Press this key to select the In-Channel Group Delay Screen 
□lU (Fig. 9-22). 


Press this key to move to the LEVEL Submenu to edit the 
I ll Reference Level or Scale Parameter of the graph. 


9 


177 
































Digital Analysis (QAM View 0PT4): Equalizer Mode 



Fig. 9-22 In-Channel Group Delay Screen 


Press this key to return to the EQUALIZER Main Screen. 
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Chapter 10 

Automatic Test 


INTRODUCTION 


Automated tests are easy and provide a convenient way of acquiring proof- 
of-performance compiiance data. Tests can be executed immediateiy cr 
scheduied ever a time period (to conserve battery iife, the unit shuts itseif off 
between scheduied intervais). When you’re ccnfiguring an Auto Test, you 
can record information about the iocation at which the test is being 
performed. Fiies can be created for commoniy tested iocations so you need 
enter the information only once. 

Autc Test mode's results are time, date, and temperature stamped and can 
be viewed on the LCD screen. Limits are applied to the measurement data 
with out-of-tolerance conditions concisely indicated. You can print a test 
repcrt for each interval or a comprehensive 24-hour report that summarizes 
data collected from up to four intervals. Auto Test result files can be 
uplcaded to StealthWare. 

Auto Test performs video and audio carrier level measurements for each 
enabled channel. Optionally, you can select C/N, hum, or mod tests for each 
channel. The unit will run these tests in accordance with the setup yeu 
specify during configuratien. 

The basic prccedure fcr initiating an Auto Test is as follews: 

1. Record information about the test location (optional). 

2. Log voltage measurements (optional). 
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3. Enter a compensation value for local measurements. 

4. Enter a name for the results file. 

5. Select the type of test, either Immediate or Scheduled. 

6. If a Scheduled test, set the schedule. 

7. Enter the ambient temperature. 

While the Auto Test is in progress, the display indicates the measurement 
currently being performed (level, hum, modulation, etc.). Progress is 
displayed during the test. A bar graph on the display shows the percentage 
of completion. 

To operate in Auto Test, press the Test key. This activates the AUTOTEST 
screen (see Fig. 10-1). The AUTOTEST menu consists of three submenus: 
TEST LOCATIONS, PERFORM AUTO TEST, and AUTO TEST RESULTS. 






Fig. 10-1 The AUTOTEST Main Menu 


TEST LOCATIONS 


Test locations allows you to record location parameter specific data to the 
test location. You can create a new location, or select one from the list. 
There are five location types: Headend, Trunk Amp, Line Extender, Fiber 
Node, and Field Test. You can create test locations directly on the instrument 
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or use the SteathWare Data Analysis software and download information to 
the unit. In either case the Auto Test Reports include test location data. 

Parameters and Test Location Types 

Tables 10-1 and 10-2 provide information about the five types of test 
locations (Headend, Trunk Amp, Line Extender, Fiber Node, and Fieid Test), 
and the parameters that apply to each type. Table 10-1 lists the ten Units and 
Limits of Changes for each type. Table 10-2 shows which parameters apply 
for each type. 
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NOTE: The Headendtype has no parameters; a Fieid Test 
Location has only the Area Field. 


Table 10-1 Parameters 


Parameter 

Minimum 

Maximum 

Default 

Units 

Area 

15 character alpha-numeric field 

Amp ID 

15 character alpha-numeric field 

Power Configuration 

IN/OUT/THROUGH 

Feeder Maker Config 

1 

9 

1 


Trunk Termination 

NO 

YES 

NO 


Voltage Setting 

LOW/MID/HIGH 

Reverse Pad 

-100.0 

+100.0 

0.0 

dB 

Reverse Equalizer 

-100.0 

+100.0 

0.0 

dB 

Forward Pad 

-100.0 

+100.0 

0.0 

dB 

Forward Equalizer 

-100.0 

+100.0 

0.0 

dB 
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Table 10-2 Parameters and Test Location Types 


Parameter 

Trunk Head 

Extender 

Fiber 

Field 

Area 

✓ 

✓ 

✓ 

✓ 

Amp ID 

✓ 

✓ 

✓ 


Power Configuration 

✓ 

✓ 

✓ 


Feeder Maker Config 

✓ 

✓ 

✓ 


Trunk Termination 

✓ 

✓ 

✓ 


Voltage Setting 

✓ 

✓ 

✓ 


Reverse Pad 

✓ 

✓ 

✓ 


Reverse Equalizer 

✓ 

✓ 

✓ 


Forward Pad 

✓ 

✓ 



Forward Equalizer 

✓ 

✓ 




Creating and Editing Test Locations 

Use the up and down diamond keys to select Test Locations from the main 
AUTOTEST menu, then press any soft key and the TEST LOCATIONS 
screen appears (see Fig. 10-2). 
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Type Modified 






Fig. 10-2 The TEST LOCATIONS Screen 


Press the Step Back soft key at the upper left to return to 
the main AUTOTEST menu. 

Use the up and down diamond keys to scroll through the list and select an 
existing location. 


Entering a New Location 

To establish a new test location, perform the following steps: 



Press the Add Location soft key. The Edit Box appears and the 
program prompts you to name the location. 


Enter the name and press the Enter soft key. The TEST 
LOCATIONS screen appears (see Fig. 10-3). 


Scroll through the list of characteristics, make the necessary 
adjustments, and press the OK soft key 


Deleting an Existing Location 



Press the Delete Location soft key to delete the highlighted 
location from the file. 


Editing an Existing Location 

Press the Edit Location soft key to edit the characteristics of a 
selected test location. This calls up the TEST LOCATIONS 
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screen shown in Fig. 10-3. If you are about to overwrite an 
existing iocation, the foiiowing warning appears: 

WARNING: A location with this name already exists. 
Overwrite? 



Characteristics 



Location Types 

TRUNK 

Hreas 


Pmp IDs 


Power Configs 

In 

Feeder Maker Configs 

1 

Trunk Terminations 

No 

Uoltage Settings 

Low 

Reu Pads 

+0.0 dB 

Reu Equalizers 

+0.0 dB 

Fwd Pads 

+0.0 dB 

Fwd Equalizers 

+0.0 dB 



Fig. 10-3 Editing Test Location Characteristics 


Scroll through the list of characteristics and make any 
necessary adjustments. 

When you are satisfied with the adjustments, press the OK soft 
key and the display returns to the main TEST LOCATIONS 
screen shown in Fig. 10-2. 


PERFORMING AN AUTO TEST 


Use the NAVIGATOR menu or press the Test support mode key, then use 
the up and down diamond keys to select Perform Auto Test, and press any 
soft key. You are now ready to configure the Auto Test. 

Choose Location 

Fig. 10-4 shows the CFIOOSE LOCATION screen. At this screen you can log 
information about the location at which you are performing the test. The 
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information is stored in the Auto Test fiie aiong with the measurement data, 
and wiii be avaiiabie during viewing and when you’re printing Auto Test 
resuits. This first screen presents you with a list of avaiiabie iocations. 
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NOTE: If you are not interested in iogging the information, 
seiect NONE from the list. The instrument wili present you 
with oniy the steps required to configure the test. 




Select, an RUTO TEST locations 



1 Location Type Modified | 



-X-/- 

NONE 






OK 





Fig. 10-4 The CHOOSE LOCATION Screen 

• To seiect an existing iocation, scroii with the up and down diamond keys 
to the desired test iocation and press OK. 

• To configure a new iocation, press the Add Location (+Fiag) soft key and 
foiiow the directions in “Creating and Editing Test Locations” for entering 
a new iocation. 

Edit Location 

At the NEW LOCATiON screen shown in Fig. 10-5, enter the information for 
a new or existing iocation. Use the up and down diamond keys to seiect the 
item to be edited. The items that appear in the iist depend on the type of 
iocation you have seiected. 

If you regularly perform tests at this location, you can save it for future use so 
that you oniy need to enter the information once. To do this, press the Save 
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Location soft key (with the picture of a document going into a foider, near 
the top right of the screen) and enter a name for the iocation. 

When you are done editing, press OK to continue configuring the Auto Test. 
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NOTE: The instrument reminds you when you have not 
stored the iocation. You need to store it oniy if you think you 
wiil return for another test. 



Fig. 10-5 The NEW LOCATION Screen 


Select Probe Point 

Some iocation types have muitipie points at which you can make test 
measurements. If you have seiected such a type, the PROBE POiNT screen 
shown in Fig. 10-6 wili appear. Use the up and down diamond keys to 
choose the appropriate probe point from the iist, then press the OK soft key. 


186 

































Automatic Test: Performing an Auto Test 



Fig. 10-6 Select Probe Points from this Screen 

You can log voltage measurements in the field using the MEASURE 
VOLTAGE screen shown in Fig. 10-7. These will appear when you’re viewing 
or printing the results of the Auto Test. When you have finished entering the 
measurements, press the OK soft key. 


1 ./ IJJ _RUTOTEST 1 

▼ ■ 




l/OI TRC5E 



Fig. 10-7 The MEASURE VOLTAGE Screen 
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Compensation 

Compensation is added directiy to the signai ievei measurements. You can 
use this te compensate fer losses associated with probe points found on 
certain amplifiers. The default is the value specified in the TESTPOINT 
screen. Enter a different value in the COMPENSATION screen shown in Fig. 
10-8 if necessary, and press the OK soft key to continue. 








Enter the compensation i/olues 





1 Compensation: | 

OK 


D/9S Q F fTTTTTTTm F 53 I ' 

44:531 


Fig. 10-8 The COMPENSATION Screen 

Results File Name 

Enter the name yeu want te use for the results file at the RESULTS FILE 
NAME screen (see Fig. 10-9). The Auto Test software will let you know if you 
already have used the name. Yeu can overwrite an existing file of the same 
name. When you are ready for the next step, press the OK seft key 
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15 


Enter a name for the RUTO TEST 
results files 



10 




Fig. 10-9 The RESULTS FILE NAME Screen 


Type of Test 

Tests can be executed immediately or scheduled over a time period. You can 
select either by the Immediate or the Scheduled son key. 

Set Schedule 

The screen shown in Fig. 10-10 will appear only if you have selected a 
scheduled test. The default schedule will perform tests at four intervals over 
a twenty-four hour period beginning with the present time and date. If you 
require a different schedule, use the up and down diamond keys to edit the 
schedule and then press the OK soft key. 
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1 STEF* 

7 



Select. t.he t-vpe of RUTO TEST 


required • 




Fig. 10-10 The SET SCHEDULE Screen 


Temperature 

The ambient temperature at which the test is performed is recorded. The 
instrument contains an internai temperature sensor for this purpose. If you 
prefer, you can use your own thermometer and manuaiiy enter the 
temperature in the TEMPERATURE screen shown in Fig. 10-11. 


NOTE: For scheduied tests, the manuai temperature entry 
is used for the first intervai oniy. Subsequent intervais wili 
record the temperature as measured by the internai 
sensor. For accurate measurements, the instrument reads 
the internai temperature sensor immediateiy upon power- 
up. 
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iiiiiiii 


Enter the ambient temperatures 


10 





Fig. 10-11 The TEMPERATURE Screen 

When you are ready to begin the test, press the OK soft key. 

Canceling an Auto Test 

While performing an Auto Test, you will not be able to select other 
measurement modes without first canceling the test in progress. Doing this 
will result in an incomplete Auto Test. You will not be able to resume the 
previously configured test. 

Press the Cancel soft key to cancel the Auto Test. The instrument will 
display a warning message and ask you to confirm your request. 


AUTO TEST RESULTS 


Upon completion of the Auto Test, the display shows the AUTOTEST 
RESULTS screen. From there you can view or print Auto Test results. 

• Use the up and down diamond keys to select a file, then press the View 
soft key. 

• The Print All son key is available to print all intervals from all files in 
the directory. 
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• The Info soft key displays the test location characteristics for the 
selected file. This is the information that was logged when you 
configured the test. The items presented depend on the location type 
that you selected. 

• When you have selected an Auto Test file, you are presented with a list 
of intervals that are contained within the file. The list includes the interval 
number, date, time, and temperature when the interval was recorded, 
and the Pass/Fail results. 

• An "X" in the Pass/Fail column indicates an overall failure of the 
measurements taken during that interval. A check mark indicates that 
all measurements were within the specified limits. 


NOTE: Immediate Auto Test sequence runs consist of one 
interval only. 


• A 24-hour report is available to assist you in documenting proof-of- 
performance compliance measurements. Pressing the 24hr Report soH 
key causes the instrument to automatically format and print the 
highlighted interval plus the next three intervals. The following is an 
example of a 24-Flour Test Report: 


Acterna 24 HOUR TEST 

Model: SDA-5000 

REPORT 

Serial No 

: 1234567 

Cal Date: 01/07/00 

Operator: JOHN 

File 

: T1 


Location Name: 

1028 

ELM ST 


Location Type: 

Trunk 




Test Point Type: Forward Trunk In 

Test Point Compensation: +0.0 dB 


Area: 

Amp ID: 

Power Config: 

Feeder Maker Config: 
Trunk Termination: 
Voltage Setting: 
Reverse Pad: +0.0 dB 
Forward Pad: +0.0 dB 


0 0A7 
12-275Z 
In 
1 

No 

Low 

Reverse Equalizer: +0.0 dB 
Forward Equalizer: +0.0 dB 


AC Voltage: 110 V DC Voltage (reg): 14.8 V (unreg): 20.9 V 
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#1 

#2 


#3 


#4 





Date : 

07/04/99 

07/04/99 

07/05/99 

07/05/99 





Time : 

17:00:00 

23 : 00 

: 00 

05:00:00 

11:00:00 





Temp: 

+ 75 F 

+ 61 F 


+ 59 F 


+ 83 F 







Video 

Video 


Video 


Video 

24 Hr 


Chan Carrier 

Level 

Level 


Level 


Level 

Deviation 


Type 

(dBmV) 

(dBmV) 

(dBmV) 


(dBmV) 

(dB) 



2 

* TV 

+ 9 6 

+ 8.8 


-17.7 

LO 

+ 10.7 


28 


4 HI 

3 

* TV 

+ 9 9 

+ 8.6 


-5.8 LO 

+ 8.9 


15 


7 HI 

4 

TV 

+ 9.2 

+ 8.3 


-2.9 LO 

+ 10.1 


13 


0 HI 

5 

TV 

+ 9.3 

+ 8.2 


+ 9.3 


+ 11.5 


3 . 

3 


6 

TV 

+ 8 1 

+ 9.1 


+ 8.6 


+ 11.0 


2 . 

9 


14 

TV 

+ 9.7 

+ 8.7 


+ 9.0 


+ 11.0 


2 . 

3 


15 

TV 

+ 9.3 

+ 7.6 


+ 9.6 


+ 10.6 


3 . 

0 


16 

DIGI 

+ 10.2 

+ 8.0 


+ 10.7 


+ 10.5 


2 . 

7 


17 

DIGI 

+ 9 6 

+ 7.4 


+ 9.4 


+ 10.8 


3 . 

4 


18 

DIGI 

+ 9.2 

+ 8.0 


+ 10.0 


+ 10.2 


2 . 

2 


LIMIT CHECK 



Limit 

1 

2 

3 



4 

Max 

Video Carrier Level: 


+ 15 

.0 dBvM 

X 

Fail 





Min 

Video Carrier Level: 


+ 0 . 

0 dBmV 

X 

Fail 





Max 

Delta Video 

Levels: 


10 . 

0 dB 

X 

Fail 





Min 

Delta V/A: 



6.5 

dB 

X 

X 

Fail 



Max 

Delta V/A: 



17 . 

0 dB 

X 

X 

X 



Fail 

Max 

Delta Adjacent Channels: 

3.0 

dB 

X 

X 

X 



Fail 

Max 

Digital Carrier Level 


+ 15 

.0 dBvM 






Pass 

Min 

Digital Carrier Level 


+ 0 . 

0 dBvM 

X 





Fail 

24 Hour Video Deviation: 


8.0 

dB 


Fail 





Conclusion: 










FAIL 


Reviewed: 


Date 


• The channels with asterisks exceeded the Max Delta Adjacent Channels 
limit. The limits that the readings were compared to are printed at the 
bottom of the report. To the right of the limits, the report displays each 
interval that failed the specific limit. If a particular measurement was not 
within the specified limit, a HI/LO marker is printed next to the reading 
indicating the direction that the measurement was out of specification. 
Digital limit information for the digital channels in your plan is also 
included in the report. 
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NOTE: Channel 5 will always pass the adjacent channels 
test because it is not recognized as an adjacent channel 
with channel 4. 


Viewing Intervais 


To view the measurement data from an interval, use the up and down 
diamond keys to highlight the interval then press the Load File soft key. 

The first screen displayed is a tabular list that includes the video and audio 
carrier levels along with the Delta V/A for each channel. Use the up and 
down diamond keys to scroll through the list. Indicators appear within the list 
to flag out-of-limit conditions. The following table explains each indicator. 

* adjacent channel limit violation 

T over limit violation 

i under limit violation 

> over range measurement error 

< under range measurement error 
E unlocked measurement error 

• Use the More soft key to toggle between level, C/N, hum, and 
modulation measurements. 

• If an error occurred, the following symbols replace the measurement 
values when you're viewing the list of level, C/N, hum, and modulatien 
measurements: 

< UNDER - under range 

> OVER - over range 

E ERROR - synthesizer unlocked 

• Use the Print soft key to print out the following report: 


Acterna Autotest 

REPORT 



Model: SDA-5510 

Serial No: 

1234567 

Cal Date: 01/20/00 

Operator: JOHN 

File: 

PROOFl 

Interval: 1 

Date: 07/20/99 

Time : 

15:18:09 

Temp: 75 F 
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Location Name: 


1028 

ELM ST 





Location Type: 


Trunk 





Test Point Type: 


Forward Trunk 

In 




Test Point Compensation: +0.0 

dB 





Area: 


0 0A7 






Amp ID: 


12-275Z 






Power Config: 


In 






Feeder Maker Config: 

1 






Trunk Termination: 

No 






Voltage Setting: 


Low 






Reverse Pad: +0. 

. 0 dB 

Reverse Equalizer: 

+ 0.0 

dB 



Forward Pad: +0. 

. 0 dB 

Forward Equalizer: 

+ 0.0 

dB 



AC Voltage: 110 

V DC Voltage 

(reg): 14.8 V 


(unreg): 

20.9V 

Chan Label 

Video 

Audio 

Delta V/AC/N 


Hum 

Mod 


(dBmV) 

(dBmV) 

(dB) (dB) 

(%) 

(%) 

2 * QVC 

-17.7 

LO -18.4 

0.7 LO 

43.9 


1.4 

86.3 

3 * TNN 

-5.8 

LO -13.9 

8.1 

— 


— 

— 

4 USA 

-2.9 

LO -15.6 

12.7 

— 


0.9 

— 

5 * ESPN 

+ 0.1 

-16.1 

16.2 

48.2 


— 

— 

6 * MTV 

+ 7.9 

-20.3 

28.2 HI 

— 


— 

88.2 

7 FMLY 

+ 9.9 

-10.6 

20.5 HI 

--- 


--- 

--- 

8 CMDY 

+ 6.9 

-11.5 

18.4 HI 

___ 


12.7 

___ 

9 LIFE 

+ 9.1 

-11.1 

20.2 HI 

— 


— 

— 

10 * VHl 

+ 8.5 

-13.3 

21.8 HI 

57.9 


— 

— 

11 * CNN 

+ 4.1 

-12.0 

16.1 

— 


— 

— 

12 A&E 

+ 4.3 

-3.4 

7.7 

— 


— 

87.5 

13 CINE 

+ 7.1 

-4.2 

11.3 

— 


2.1 

— 

14 * SHOW 

+ 6.3 

-7.5 

3.8 

— 


— 

— 

15 * NICK 

+ 10.2 

HI -8.2 

18.4 HI 

55.1 


— 

86.9 

LIMIT CHECK 


Limit 




Actual 


Min Video Carrier Level: +0.0 

dBmV 

CH 2 

- 

17. VdBmV Fail 

Max Delta Video 

Levels 

: 10.0 


CH 2 

& 

15 27.9 

dBFail 

Min Delta V/A: 


6.5 dB 

CH 2 


0.7 dB 

Fail 

Max Delta V/A: 


17.0 

dB 

CH 6 


28.2 dB Fail 

Max Delta Adjacent Channels:3.0 





Fail 

Conclusion: 







FAIL 


Reviewed: _ Date: 
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Chapter 11 

Files 


INTRODUCTION 


The SDA-5000 is equipped with non-voiatiie memory that is used to store 
data from fieid measurements for viewing at a iater time. You can retain 
these fiies in the unit for iater review, or, with Acterna's SteaithWare PC 
software, you can upioad them to a PC. Fiies ioaded on a PC can be viewed, 
printed, and archived with the computer. Additionaiiy, these fiies can be 
downioaded to another SDA-5000 for viewing in the fieid. Viewing fiies in the 
fieid is usefui when you're comparing the past and current measurements of 
a given CATV system test point. 

In addition to viewing fiies, they can be printed, either directiy from the 
instrument, or, as mentioned, from a PC using SteaithWare. These printouts 
are usefui for proof-of-performance reports, troubieshooting and anaiysis, 
and for other documentation purposes. 

The foiiowing types of measurements can be stored as fiies: 

• Auto Tests 

• Scans 

• Sweeps—inciuding forward sweep, reverse sweep, reverse ampiifier 
alignment, Sweepiess sweep. Loopback sweep, and aii sweep 
references. 
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• Spectrum scans—including regular, zero-span, and CSO/CTB 
measurements. Regular measurements can also include peak-hold 
values. 

• Tilt measurements 

• PathTrak measurements—including Local and Remote traces. 

Channel plans and Spectrum mode settings can be stored as files, too. 

All the files stored in your unit exist in a common pool of non-volatile 
memory. When a file is stored, the instrument uses only the memory actually 
required for the data. Different file types, or different settings within the same 
type, can use different amounts of memory. To see a display of how much 
memory is still available, press the Function key, followed by the Chan key. 
The bar graph next to the File soft icon shows what percentage of memory is 
currently used. 

You can use the Navigator menu to gain access the VIEW screen. 

To work with the VIEW menu, press the green Function key, then the 2 def 
key. Alternatively, you can enter the VIEW menu through the Navigator. You 
can store, view, and print sweep, spectrum, and PathTrak files. 

1. There are three basic displays in View mode: 

• File: store measurement files 

• View: view measurement files 

• The display for the Measured File being viewed 

2. If you press the Function and 2 def keys during a measurement, the 
measurement can be stored as a file. The instrument enters File mode 
to store the current measurement. If you press these keys while you 
are in a mode that does not produce files (such as Level mode), the 
instrument enters View mode to allow you to review existing files. 


STORING FILES 


The SDA-5000 enables you to store measurements made with the Scan, 
Spect (Spectrum Analyzer Mode), Tilt, Sweep, PathTrak, and the shifted 
QAM measurement mode keys. 
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To Store any one of these types of files, switch to File mode directly from the 
SCAN, SPECTRUM, TILT, SWEEP, or PATHTRAK measurement menu. Fig. 
11-1 shows the FILE screen displayed from any of these modes. 


1 . 


2 . 

3. 


Press the Function and 2 def keys while taking the measurement. 
The screen displays the FILE menu for that test type (see Fig. 11-1). 
The instrument displays a list of all files that are of the same type as 
the current measurement. 

Press the Store File soft key. The screen prompts you for a file name 
and warns if the name already is in use. 

Press the Enter key. Use the keypad to enter a name, then press 
Enter again. The MEASUREMENT FILES screen is displayed (see 
Fig. 11-2). 
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File Name 

Type 

Stored II 

N0DE17T2 

N0DE17T3 

N0DE17B3 

N0DE17B2 

N0DE17B1 

N0DE17T1R 

N0DE17T2R 

N0DE17T3R 

FDSUIP 

FDSUP 

FDSUIP 

FDSUIP 

FDSUP 

RUSUP 

RUSUP 

RUSUP 

07/06/98 

07/06/98 

07/06/98 

07/06/98 

07/06/98 

07/06/98 

07/06/98 

07/06/98 


FiELD T3 

SWPLSi 

07/06/9b 1 

1^^ 


m 





Fig. 11-1 The FILE Screen (for Sweep) 


• All stored files except Sweep Reference and Modem C/N files can be 
uploaded to Acterna's StealthWare PC software. 

• Each Sweep Reference file is unique in terms of the meter used, 
location, and system conditions at the time of the Sweep. 

• Test point compensation values are saved with Sweep files. 

• The uploaded files are extremely useful for documenting and proofing a 
system, as well as for system alignment and maintenance. 
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Files: Viewing and Printing Files 


VIEWING AND PRINTING FILES 


To view stored measurement files, press the Function and 2 def keys. The 
MEASUREMENT FILES screen displays a list of all currently stored 
measurement files (see Fig. 11-2). Use the up and down diamond keys to 
select a file. 

E Use the Load soft key to view the file. When you’re finished, 
press the Function and 2 def keys to return to the 
MEASUREMENT FILES screen. 

Use this soft key to print the highlighted/marked file. The screen 
j) displays a graph of printing progress. 



This soft key prints all marked files. You can print all 
measurement files except Scan Files. 


Use this soft key to delete marked files. Press the Cancel soft 
-tSJJJ key to stop. 



Use this to mark files for printing or deletion. 



MERSUF?I=MEI\IT 1= I l l=S 


N0DE17B1 

N0DE17T1R 

N0DE17T2R 

N0DE17T3R 

FIELD_T3 

NODE17 

MODE17 

N0DE17 

N0DE17 

NODE17 


FDSUIP 

07X06X98 

RUSUP 

07/06/98 

RUSUP 

07/06/98 

RUSUIP 

07/06/98 

SUPLS 

07/06/98 

SCfiN 

07/06/98 

TILT 

07/06/98 

SPECT 

07X06X98 

ZSPfiN 

07/06/98 

cso 

07/06/98 




Fig. 11-2 The MEASUREMENT FILES Screen 


The following are the file types that can be viewed: 
• FDSWP Forward Sweep 

Reverse Sweep 
Scan mode 


RVSWP 

SCAN 




















Files: Sweep References 


• TILT 

Tilt mode 

• SPECT 

Normal Spectrum Mode 

• ZSPAN 

Zero Span Mode 

• CSO 

CSO/CTB 

• F_CFG 

Spectrum Configuration (this stores settings for 
display purposes) 

• PTRAK 

PathTrak mode 

• SWPLS 

Sweepless sweep 

• LOOP 

Loopback sweep 

• QAM 

QAM Constellation files 

• Q_ING 

QAM Ingress measurements 

• DIGI 

Digital summary files 

• MODCN 

Modem Carrier-to-Noise files 


NOTE: QAM constellation files can take a long time to 
save and to view. While saving, the SDA-5000 displays a 
message dialog informing you to wait until the process 
finishes. The unit employs a streaming file load and 
display. 


SWEEP REFERENCES 


Sweep Referenees enables you to select, store, er delete sweep reference 
files. There are four categories of sweep reference files: 

• FWDSWP (Ferward Sweep) In Forward Sweep the instrument 
communicates with the headend, but does nof transmit. A headend 
transmitter provides the sweep signal downstream. 

• REVSWP (Reverse Sweep) (OPT2): In Reverse Sweep, the SDA-5000 
does transmit a signal upstream to the headend, and communicates with 
the headend. 
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• SWPLS (Sweepless Sweep): In Sweepless Sweep, the Instrument Is 
completely passive, sweeping Its receiver across the allotted spectrum. 
Only active carriers In the CATV system will register In the sweep. 

• LOOP (Loopback Sweep) (OPT2): In Loopback Sweep, the unit 
transmits a signal that It analyzes when it returns. 

You can store a sweep reference after making a sweep measurement. When 
you do this, several sweep traces are averaged, so the Instrument must be 
In Sweep mode until the wait Indicator above the sweep graph disappears. If 
you do not wait for enough traces before entering the SWEEP 
REFERENCES menu, the following error message will appear: 

SORRY. . .not enough sweeps have occurred to store an accurate 
reference. Please allow more time to sweep 

To work with sweep references, press the Function and 6 pqr keys to go to 
the SWEEP REFERENCES menu shown In Fig. 11-3. Use the up and down 
diamond keys to select a reference. 

To use the currently highlighted file as a reference, press Enter. 



To mark several reference files, use the Mark soft key. 



To delete all the files marked, or the currently selected file If 
none are marked, press the Delete soft key. 


liOlf 

I REFERENCE I 


il 


I SWEEP REEERErxiEES I 



(® 


Location_T^pe Stored 




NODE 

OFFICE 

N0DE17R 

N0DE17F 

FDSUIP 

SWPLS 

RUSWP 

FDSWP 

07/04/98 

07/04/98 

07/06/98 

07/06/98 




Fig. 11-3 The SWEEP REFERENCES Screen 
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Files: Overlay Mode 


Different types of sweeps can be stored as references. The SDA instruments 
mark them differentiy, and dispiay FDSWP for forward references, RVSWP 
for reverse references, LOOP for Loopback references, and SWPLS for 
Sweepiess references. The fiie name and date stored are aiso shown for 
each fiie. 

If the channei pian has changed since a reference was stored, the reference 
is obsoiete and can no ionger be used. If you select an obsolete reference, a 
warning message appears when the program enters Sweep mode, and the 
default reference will be used. Acterna recommends that obsolete 
references be deleted to free memory for additional references and files. 
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OVERLAY MODE 


With Overlay mode selected, you can compare a stored sweep file with the 
current system sweep response. This allows you to compare two locations in 
the cable system, or to compare two sweeps from the same point, but from 
different times. By overlaying the files on each other, you can quickly see 
any differences. 

Activate Overlay mode in the main SWEEP configuration menu by turning 
on Sweep File Overlay. 

See Also 

> The Sweep File Overlay option is covered in Chapter 4, in 
"Sweep Configuration" (page 64). 

With Overlay mode on, a sweep file selected for viewing modifies the current 
display (see Fig. 11 -4). The sweep file is displayed as a gray area (instead of 
the usual black), and the current sweep response is displayed as a black line 
in front of the file. 
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Files: Overlay Mode 



Fig. 11-4 A Sweep Reference with a Live Sweep 


In the file shown above, a ‘trap’ was added after the file was stored. It is very 
easy to see the change caused by the trap. You can also see the location of 
the trap in the sweep response. During a file overlay view, you can use the 
same controls normally available for sweep. Marker values are calculated 
from the current sweep response. The file name (FILE in this case) and 
reference (TEST_REF) are displayed near the bottom of the screen next to 
the folder icon. 


Selecting a Sweep File to Overlay 

If you enabled the Sweep File Overlay feature in the SWEEP configuration 
menu, you can select a sweep measurement file to be viewed 
simultaneously with the "live" sweep. 

The sweep file is selected from the VIEW menu's MEASUREMENT FILES 
screen just as if it were to be viewed. To view the Sweep screens, press the 
Load soft key. When the Sweep File Overiay option has been enabled, the 
live response will overlay the stored response, //the following conditions are 
met: 

• The current sweep mode matches the mode under which the sweep file 
was stored. 

• The channel plans for the stored and live sweep match. If sweep overlay 
is not possible, a message appears, explaining the situation. 

Additional considerations during Sweep File Overlay operation include the 
following: 
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• The names of the file being viewed and the currently selected reference 
appear beneath the marker information. 


• The Level and Frequency adjustments affect both the stored and live 
sweeps. 


• Reference Limits Checking and Test Point Compensation affect the live 
sweep only. 

• The marker values indicate the levels of the live sweep. 

• Auto Scale affects the live sweep data. 

• The stored sweep response display is a gray-filled area. The live 
response appears as a solid line superimposed, or overlaid, on top of the 
stored sweep response. 
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• The live response is updated continuously. 


• Test point compensation values are saved and can be uploaded to 
StealthWare 
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Chapter 12 

Maintenance 



This chapter covers routine tasks that a Service Technician can perform on 
the SDA instruments. 


Visual, Physical, and Mechanical Inspection 

Make sure all hardware is properly installed and tightened. 

RF Connector Replacement 

The RF connector attaches the unit to the cable system, and over time this 
frequent usage causes wear on the connectors and they should be replaced. 

To replace the connector: 

1. Carefully unscrew the connector from the unit using a 7/16-inch 

wrench. 

2. Screw the short end of the new connector into the unit. A ionger 

connector couid cause internai damage to the unit. Remember to 
use a iockwasher. 

3. Torque the connector to not more than 5.0 - 6.0 IN.-LBS. 






Maintenance: Maintaining Your SDA Equipment 


Battery Terminal Cleaning 

Clean the battery terminal regularly. You should examine it weekly for signs 
of corrosion or contamination. One acceptable method of cleaning it is to use 
a hard type eraser, such as one for erasing ink; do not use the soft 
"moldable" types. 


Charging the Battery 
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SDA field units come with an extended-life battery that you can charge with 
the supplied charger via the charger port on the battery housing (see Figure 
12.1). With the battery inserted in the unit, the port is visible at the bottom of 
the SDA, on the opposite end from the cable connection ports shown In 
Figure 2.5 on page 17. 


Battery Charger Port 



Fig. 12.1 The Battery Charger Port on the Bottom of the 
Extended Life Battery 


On these units, the charger port visible on the unit chassis when the battery 
is removed is not functional (see Figure 12.2). 



Fig. 12.2 The Charger Port on the Unit Housing (Battery 
Removed) 
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Maintenance: Worldwide Support, Sales, and Service 


Cleaning the Instrument 

Do not apply water directly to the instrument. Moisten a soft cloth with water 
and a gentle detergent, then wring any excess water out of it by hand until it 
is much too dry to drip. Wipe the instrument gently; dry the display screen to 
prevent spots. Do not use any type of cleanser or polish on the displayl 


Annual Calibration 


This instrument should be calibrated annually to ensure accurate 
performance. If it’s subjected to harsh conditions (temperature, humidity, 
physical stress, or damage), more frequent calibration and service is 
appropriate. 
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WORLDWIDE SUPPORT, SALES, AND SERVICE 


Getting Technical Assistance 

If you need assistance or have questions related to the use of this product, 
call or email Acterna's Technical Assistance Center for customer support 


Technical assistance centers 

Region 

Phone Number 

Hours of Operation 

Americas 

1-800-346-6332 

M-F, 8:00 a.m. - 5:00 p.m. EST 


1-941-752-9222 

M-F, 8:00 a.m. - 6:00 p.m. EST 
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Technical assistance centers (Continued) 


Region 

Phone Number 

Hours of Operation 

Europe, Africa, 
and Mid-East 

00800 882 85822 
(European Freephone) 

M-F, 8:30 a.m. - 5:00 p.m. 

GMT 


+800 882 85822 
(Acterna UK) 



+49 (0) 7121 86 1262 
(Acterna Germany) 



+33 (0) 1 39 30 24 24 
(Acterna France) 


Asia and the 
Pacific 

+852 2892 0990 
(Hong Kong) 

M-F, 9:00 a.m. - 5:30 p.m. 


+86 10 6833 7477 
(China) 

M-F, 9:00 a.m.- 5:30 p.m. 


+61 3 9690 6700 
(Austraiia) 

M-F, 8:30 a.m. - 5:30 p.m. 


During off-hours you can request assistance by doing one of the foilowing: 
ieave a voice maii message at the Technicai Assistance number in your 
region; emaii North American Technicai Assistance Center, 
tac@acterna.com, or European Technicai Assistance Center, 
eurotac@acterna. com; or submit your question using our oniine 
Technicai Assistance Request form atwww.acterna.com. 


ABOUT OUR SERVICE 


Acterna offers unmatched services to support purchased equipment, 
inciuding a wide range of customer care, technicai support, instrument 
maintenance, and training services. Acterna customer service speciaiists 
are fuily trained to heip customers find the answers they are iooking for. Caii 
Customer Services for the foiiowing: 
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• Information on products and services, inciuding upgrades, caiibration, 
training, software enhancement agreements (SEAs), and product 
maintenance agreements. Our representatives can aiso provide 
assistance with product returns and repairs. 


• Expert technicai support, inciuding heip with product configuration, 
circuit qualification, and compiete network troubie sectionalization. 
Acterna is aiso avaiiabie on a contractuai basis to provide customized 
appiication deveiopment, network consuiting and management services, 
software customization, and test procedure deveiopment. 

Customer service locations 

For questions regarding Acterna products and services, inciuding return 
authorizations and repairs, technicai support, training, and aii other avaiiabie 
services, contact your iocai distributor or Acterna Customer Service. 
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Instrument services 


To maintain your organization’s iong-term investment, Acterna wili structure 
a service pian to fit your network performance goais and budget. Acterna 
understands the impact of equipment down time on operations and is staffed 
to ensure a quick turnaround. Avaiiabie services inciude the foliowing: 

Product Repair — Aii equipment returned for service is tested to the same 
rigorous standards as newiy manufactured equipment. This ensures products 
meet aii pubiished specifications, inciuding any appiicabie product updates. 

Calibration — Acterna's caiibration methods are ISO 9001 approved and 
based on NIST standards. Each calibration comes with abated certificate, 
instrument stickers, and a data sheet. 

Factory Upgrades — Any unit returned for a hardware feature enhancement 
will also receive applicable product updates and will be thoroughly tested, 
ensuring peak performance of the complete feature set. 

Software Enhancement Agreements — These agreements assist in 
keeping equipment up to date with the latest software features, by providing 
automatic notification of any new software enhancements and changes for 
Acterna products. 

Product Maintenance Agreements — Yearly service and calibration 
maintenance agreements simplify billing and help ensure the equipment is 
always operating at optimum levels. Product maintenance agreements can 
be used to extend a current warranty or provide protection for out-of-warranty 
units. 

Other Pricing Options — For out-of-warranty repairs, Acterna offers two 
additional pricing options: time and material pricing and flat rate pricing. 
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Undertime and material pricing, customers are billed for the actual cost of the 
repair, making this a cost-effective method for minor repairs. Under flat rate 
pricing, customers pay a fixed service charge to repair unit failures (excluding 
damage or abuse), resulting in simplified paperwork and easier budgeting. 

Consulting Services 

Our Consulting Services offer one of the broadest and most experienced 
resource portfolios in the communications testing industry. This team of 
professionals offers expertise in software development, test procedure 
development, and network consulting, as well as years of expert test 
knowledge. Support is available for all core Acterna product lines: 

Network Consulting and Management — Provides services such as 
productivity analysis, test strategy assessment, on-site applications 
assistance, and specialized training. 

Software Customization — Develops scripts for remote and automated 
testing, statistics, and emulation. 

Test Procedure Development — Creates procedures for automated testing, 
network testing, and compliance testing. 

Test systems field engineering and installation 

Acterna offers a range of support services for our centralized test systems, 
designed around the needs of the customer’s network. These services help 
preserve the investment over the life of the equipment. Available services 
include the following: 

Critical Services Program — Provides technical support at any time, 7 days 
a week, 24 hours a day. Replacement parts are guaranteed to arrive within 48 
hours of contacting Acterna. 

Maintenance Contracts — Cost-effective management for networks with 
multiple test systems. 

Out-of-Warranty Service Agreement — Covers the test system for failures 
after the warranty expires, including all time and material costs and return 
shipping costs to the customer site. 

Field Engineering and Installation Service — Provides a variety of options 
for implementing the test system into the network, including installation, 
configuration, upgrades, and on-site technical support. 
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Technical training 

By providing both experienced instructors and a hands-on atmosphere, 
Acterna training is designed te optimize test strategies and empioyee 
deveiopment requirements. Avaiiabie services inciude the foliowing: 

Customized Technical Training — Designed to incorporate real-life 
challenges technicians face daily, while addressing the customer’s training 
requirements, Acterna provides training at the customer’s designated site, so 
the whole staff is trained at one time. Step-by-step reviews of current 
technologies and products enable new or experienced technicians to 
translate theory into practical, hands-on expertise. 

Public Courses — Regularly scheduled, in-depth, hands-on product and 
technology courses are offered worldwide. Public courses previde a learning 
envirenment that allows individuals from different cempanies to share their 
knowledge and experience with their peers. 

Computer-Based Training (CBT) — Acterna’s CBT complements our 
hands-on technical training. With CBT, customers can learn about emerging 
communications technologies at their own convenience — at work, at home, 
or while traveling. Acterna’s CBT courses cover technolegy tepics such as 
ATM, frame relay, ISDN, LAN basics, and more. 

Customized Multimedia Course Development — Multimedia courseware 
can be created to customer specifications, making it easier to learn new test 
instruments or applications. These custom packages provide consistent 
educational content and training for the entire staff. Students learn at their 
own pace on their own PC. 

Consulting and Needs Analysis Services — Acterna can help identify 
training needs and develop customized training curricula to maximize 
learning oppertunities, all while providing a measurable return en investment. 

Warranty information 

The warranties described herein shall apply to all commercially available 
Acterna preducts. Any additional or different warranties shall apply only if 
agreed to by Acterna in writing. These warranties are not transferable 
without the express written consent of Acterna. 

Hardware Warranty — Acterna warrants that Hardware Product sold to 
customer shall, under normal use and service, be free frem defects in 
materials and werkmanship. Infermatien regarding the specific warranty 
period for this product can be obtained by contacting your local Acterna 
Customer Service Representative, or at our web site www.acterna.cem. If 
installation services have been ordered, the warranty period shall begin on 
the earlier of (1) completion of installation, or (2) thirty (30) days after 
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shipment to Customer. If Installatien Services have not been erdered, the 
warranty period shali begin upon shipment to Customer. Hereafter these 
periods of time shaii be collectiveiy referred te as the “Initiai Warranty Period.” 

Acterna's obligation and customer’s soie remedy under this Hardware 
Warranty is limited to the repair or repiacement, at Acterna's optien, of the 
defective product. Acterna shaii have no obligation to remedy any such defect 
if it can be shown: (a) that the Preduct was altered, repaired, er rewerked by 
any party other than Acterna without Acterna’s written consent; (b) that such 
defects were the result of customer’s impreper storage, mishandling, abuse, 
er misuse of Product; (c) that such defects were the result of customer's use 
of Product in conjunction with equipment electronically or mechanically 
incompatible or of an inferior quality; or (d) that the defect was the result of 
damage by fire, explesion, power failure, or any act of nature. 

Acterna warrants that Products returned to Acterna for repair shall be 
warranted from defective materials and workmanship for one (1) year for the 
same repair issue, and ninety (90) days for a different repair issue frem date 
of shipment from Acterna te custemer, er until the end ef the Initial Warranty 
Period, whichever is longer. Risk of loss or damage to Product returned te 
Acterna for repair or replacement shall be borne by customer until delivery to 
Acterna. Upon delivery of such product, Acterna shall assume the risk of loss 
or damage until that time that the preduct being repaired or replaced is 
returned and delivered to customer. Customer shall pay all transportation 
costs for equipment or software shipped to Acterna for repair er replacement. 
Acterna shall pay all transpertation costs associated with returning repaired 
er replaced product to customer. 

Software Warranty — Acterna warrants that Software Preducts licensed te 
Custemer shall, under normal use and service, and for a period of ninety (90) 
days from the date of shipment of the Software to Licensee (the ‘‘Warranty 
Period”), perform in all material respects in accordance with the published 
specifications for such Software as established by Acterna. However, Acterna 
does not warrant that the Software will operate uninterrupted or error free, 
eperate in the cembination with other seftware, meet Custemer’s 
requirements, or that its use will be uninterrupted. 

Acterna’s obligation and Customer's sole and exclusive remedy under this 
Seftware Warranty is limited te, at Acterna’s eption, either (i) correcting the 
material errers reported to Acterna in writing by Customer during the 
Warranty Period and which Acterna is able to reproduce, (ii) replacing such 
defective Software, provided that Acterna received written notice of such 
defect within the Warranty Period, or (iii) provided that Acterna received 
written notice of such defect within the Warranty Period, terminating the 
License and, upon return to Acterna of the Software, Documentation and all 
other materials previded by Acterna under the applicable License, providing 
Customer with a refund ef all charges paid with respect theretc. Acterna shall 
have no warranty obligations hereunder if (a) the Seftware is altered er 
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modified or is merged with other software by Customer or any third party or 
(b) aii or any part of the Software is instalied on any oomputer equipment 
other than the Designated Server or used with any operating system for 
which the Software is not designed. 

Services Warranty — Acterna warrants that the Services provided by 
Acterna, if any, shali be performed promptly, diligently and in a professional 
manner in accordance with the commercial standards of the industry. Acterna 
shall not, however, be responsible for any delays that are not due to Acterna's 
fault or negligence or that could not have reasonably been foreseen or 
provided against. 

WARRANTY DISCLAIMER — FOR HARDWARE, SOFTWARE, AND/OR 
SERVICES FURNISHED BY ACTERNA, THE FOREGOING WARRANTIES 
ARE IN LIEU OF ALL OTHER WARRANTIES AND CONDITIONS, 
EXPRESS OR IMPLIED. ACTERNA SPECIFICALLY DISCLAIMS ALL 
OTHER WARRANTIES, EITHER EXPRESS OR IMPLIED, ON ANY 
HARDWARE, SOFTWARE, DOCUMENTATION OR SERVICES INCLUDING 
BUT NOT LIMITED TO WARRANTIES RELATING TO QUALITY, 
PERFORMANCE, NONINFRINGEMENT, MERCHANTABILITY OR 
FITNESS FOR A PARTICULAR PURPOSE, AS WELL AS THOSE ARISING 
FROM ANY COURSE OF DEALING, USAGE OR TRADE PRACTICE. 
UNDER NO CIRCUMSTANCES WILL ACTERNA BE LIABLE FOR ANY 
INDIRECT OR CONSEQUENTIAL DAMAGES RELATED TO BREACH OF 
THIS WARRANTY. 

Equipment return instructions 

For each piece of equipment returned for repair, attach a tag that includes 
the following information: 

• Owner’s name, address, and telephone number. 

• The serial number, product type, and model. 

• A detailed description of the problem or service requested. 

• The name and telephone number of the person to contact regarding 
questions about the repair. 

• The return authorization (RA) number or reference number. 

If possible, return the equipment using the original shipping container and 
material. If the original container is not available, the unit should be carefully 
packed so that it will not be damaged in transit; when needed, appropriate 
packing materials can be obtained by contacting Acterna Customer 
Services. Acterna is not liable for any damage that may occur during 
shipping. The customer should clearly mark the Acterna-issued RA or 
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reference number on the outside of the package and ship it prepaid and 
insured to Acterna. 
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Chapter 13 

Description and Basic Operation 
of the SDA-5500 and 5510 


INTRODUCTION 


This chapter explains the user interface, basic operational modes, 
configuration, and printing capabilities of the SDA-5500 and SDA-5510. Not 
all the options covered are available on both headend units. In those cases 
where an option is only available on a particular unit, it will be noted. 


USER INTERFACE ELEMENTS 


The SDA headend units have two primary user interface elements: the 
Navigator menu (a graphical user interface), and a 40-key keypad. The 
keypad consists of 

• eight soft keys 

• eight measurement mode selection keys 

• four support mode selection keys 
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• four diamond keys 

• sixteen numeric entry keys 

Soft Keys 

There are a total of eight soft keys, four on either side of the display (see Fig. 
13-1). The function of each soft key changes depending on the particular 
operation being performed. The function is indicated by an icon that appears 
on the display next to the associated soft key. Soft keys are not always 
active. When a soft key is inactive, it's indicator icon is either dimmed 
(grayed) or does not appear at all. 

Navigator 

The Navigator allows you to directly access the unit's top-level menus (see 
Fig. 13-1). You can call up the Navigator at any time by pressing the Nav 
support key. Use the diamond keys on the face of the unit to highlight the 
menu you want and then press the Enter key to activate it. 



Fig. 13-1 The Navigator (and Soft Key Locations) 


Measurement Mode Selection Keys 


Measurement modes are chosen by pressing the appropriate measurement 
mode key (see Fig. 13-2). There is a key for each of the eight major 
measurement functions. These keys are located directly below the display. 
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([ LEVEL 1 ) TILT ^ ( f SCAN ((' SWEEP 

C ^ C hum '"3) (C^ MOD ''j) ( C SPEC^^ 


Fig. 13-2 The Eight Measurement Mode Keys 


• LEVEL: Signal level measurements on individual channels are made by 
entering a specific channel number and pressing the channel key. 
Measurements can also be made by selecting the carrier with a marker 
in the Scan mode and pressing the Level key. 

• TILT: The Tilt mode simplifies the balancing of pilot levels by displaying 
a bar graph with a representation of up to nine different user selected 
video carrier levels. 

• SCAN: Use the Scan mode to get a good Icok at absolute carrier levels. 
This mode displays a bar graph showing all carrier levels. 
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• SWEEP (SDA-5500): Sweep mode injects a lew level signal in vacant 
spectrum areas, and transmits telemetry to any SDA-5000 field units that 
are connected to the system. Cable system carrier levels in occupied 
spectrum areas are monitored and displayed in bar graph format. 


• SWEEP {SDA-5510): Sweep mode monitors the signals injected into 
vacant spectrum areas by the field units. Also, through telemetry, this 
mode transmits to connected receivers in the field the current condition 
of noise and ingress. 


NOTE: Telemetry occurs only while the unit is in Sweep 
mode. Selecting another mode will result in a loss of 
telemetry to any Receivers connected to the system. 


• C/N: Measures and displays the C/N (carrier to noise) ratio of the tuned 
channel or frequency. 

• HUM: Measures the hum modulation of the tuned channel. It displays 
the results in either % or dB as selected by the operator. 

• MOD: Allows the user to listen to the modulation of the tuned channel or 
frequency and measure a video carrier's depth of modulation. 
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• SPECT: Provides a Spectrum Analyzer display, and CSO/CTB 
measurements. 

Support Mode Selection Keys 

Support modes are accessed using the support mode selection keys. There 
is a key for each of the four support functions. These keys are located to the 
right of the display and to the left of the diamond keys. 

• Nav: Press this key to access the Navigator interface. 

• Test: This key provides access to the main AUTOTEST menu. 

• PathTrak: This key enables PathTrak functions (on units with the 
PathTrak option). 

• Print: Allows the user to print the current measurement screen. 

Diamond Keys 

The four diamond keys are used for various purposes, including scrolling 
through menu options and incrementing input options in the Edit Box. Their 
specific functions are described in the individual sections for each operating 
mode. These keys are located to the right of the support mode selection 
keys. 

Alphanumeric Entry Keys 

The alphanumeric keys are used to enter data as needed during the 
operation of the unit (see Fig. 13-3). There are three indicators associated 
with keypad entry. These indicators appear in the title bar to the left of the 
time. The three are as follows: 

• *Bq - alpha entry mode 

• ^23 - numeric entry mode 


multiple choice mode 
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Fig. 13-3 The Alphanumeric Keys 


Alpha Entry Mode 

Most numeric keys have alphabetic characters printed on them. These 
characters can be accessed when the alpha entry indicator appears in the 
title bar. In the alpha entry mode, a cursor appears below the active position. 
Repeated pressing of an alphanumeric key sequences through the values 
printed on the key. After the desired character is selected, the cursor is 
moved to the next position using the left or right diamond keys. Special 
characters are available using the up and down diamond keys. 
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Numeric Entry Mode 

In the numeric entry mode, only the numerals 0 through 9 and the decimal 
point can be entered. When negative values are allowed, pressing the FCN 
and +/- keys toggles between positive and negative values. The numeric 
value may also be increment and decremented using the up and down 
diamond keys. 

Always finish numeric entries by pressing the Enter key. 

Multiple Choice Mode 

This mode allows you to use the diamond keys to sequence through a series 
of choices that appear in the Edit Box. 


Printing 

Any measurement mode screen can be printed directly. When you press the 
Print key, the current measurement screen is printed. To print a 
measurement file, simply view the file and print it as you would a current 
measurement screen. 
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GLOBAL CONFIGURATION 


This section describes the six setup modes for the SDA-5500 and SDA-5510 
accessible from the main CONFIGURE menu shown in Fig. 13-4: Global, 
Measurements, Channel Plan, Sweep Receiver, PathTrak, and Diagnostics. 


13 



Fig. 13-4 The Main CONFIGURE Menu (SDA-5500) 

Global setup allows you to configure aspects of the unit not specifically 
related to measurements. Measurements setup permits the operator to 
setup parameters specific to measurements. Channel Plan setup allows you 
to configure channel tuning for a particular cable system. Sweep Transceiver 
setup lets the operator setup sweep transmission parameters. PathTrak 
accesses the PathTrak parameters, and Diagnostics allows you to test the 
unit’s operation. 

Global Setup 

To enter the GLOBAL setup screen (Fig. 13-5), select GLOBAL from the 
main CONFIGURE menu. There are eleven options available from the 
GENERAL setup screen. Use the up and down soft keys to scroll to 
additional setup items. When lists are being displayed, the up arrow dims 
when the first item in the list is reached, and the down arrow soft key dims 
upon reaching the last item. 
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Fig. 13-5 The GLOBAL Configuration Menu 


Operator Name: The Operator Name option allows the user to enter the 
operator’s name. This name will appear in the header sectien of the Auto 
Test report. 

Contrast Level: Use the Contrast Level option to adjust the contrast level 
of the LCD for optimum viewing. The level is adjustable on a scale from 1 to 
15. Use the up and down diamond keys to adjust the contrast. 

Backlight Time-out Period: The Automatic Backlight Time-Out Period 
option adjusts the length of time the LCD backlight will stay on. The time-eut 
period is programmable to Aiways Off, 5 sec, 10 sec, or Always On. Use the 
up and down diamond keys te set the time-out period. You can turned on 
and off the backlight manually at any time by pressing the FCN (light) twice. 

Time: Use the Time optien the enter the current time. The numeric entry 
keys are used to enter the time in the HH:MM:SS format (24 hour). 

Date Format: Use the up and down diamond keys to select the desired 
date format. When the date format is changed, the new format will appear 
everywhere the date is displayed or printed. The following date formats are 
available: 

• MM/DD/YY 

• DD.MM.YY 

• YY.MM.DD 


13 


223 


































Description and Basic Operation of the SDA-5500 and 5510: Global Configuration 


13 


Date: Select this eption to enter the date using the numeric entry keys. The 
date will be displayed in the format you select in the DATE FORMAT setup 
menu. 

Printer: The Printer opbon sets the printer interface to the specific type cf 
printer used. Use the up and down diamond keys tc select the desired 
printer. The required serial printer configuration is as follows: 

• baud rate ccnsistent with SDA-5500 and SDA-5510 (recommend 9600 
er 19.2K) 

• 8 data bits 

• 1 step bit 

• no parity 

• flow control - hardware handshaking 

A serial to parallel ccnverter (such as the one manufactured by Black Box 
Corp.) is required for printing to a parallel printer. The setup is the same as 
for the serial printer configuration. 

Lines/Page: The number of lines per page (min 30, max 255) can be 
specified for text printcuts. This determines the number of lines printed 
befcre a term feed command is sent. If ne ferm feeds are desired, enter 
zerc. 

Baud Rate: The baud rate is used when establishing cemmunications 
between the SDA-5500 or SDA-5510 and another device. The baud rates 
available are 1200, 2400, 4800, 9600, and 19.2k. Use the up and down 
diamond keys to set the baud rate. 

Beeps: The SDA headend units produce beeps to alert you of certain 
eperating cenditions. Use the diamond keys tc turn beeps cn or off as 
desired. 

Diagnostics: Select Diagnostics and press the Enter key to enter the 
diagnostic mode. If this opticn dees not appear on the SETUP screen, press 
the down arrow until it scrolls onto the list. 

Frcm the Diagncstics mode you can perform the fcllowing functicns: 

Default to Factory Settings: When this item is selected and yeu press the 
Enter key, the unit will automatically reset all parameters to the factcry 
default values. 
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CAUTION ! Executing this function wiil cause aii saved 
fiies, functions, and memory to be iost. 


Display Test: This option aiiows you to test the operation of the dispiay. 
With this option highiighted, press the Enter key and foliow the instructions 
dispiayed. 

Transmitter Diagnostics: With Trans/n/ffer D/agnosf/cs highiighted, press 
the Enter key to access the foliowing features: 

• Transmitter On/Off: When the transmitter is turned on, this option 
provides a CW RF signal that can be used as a troubleshooting or 
installation aid. 

• Transmitter Attenuator: Use the up and down diamond keys to enter 
the amount of attenuation for the CW attenuated signal. 

• Transmitter Frequency: Enter the frequency for the transmitted signal. 


CAUTION ! Subscriber interference could result if the 
frequency is set to a local carrier frequency. 


• Sweep Telemetry On/Off : When this is turned on, the unit will modulate 
the CW signal similar to the telemetry signal. 

PathTrak Demo On/Off: This setting allows you to activate or deactivate a 
demo of the PathTrak feature. 

Measurements Setup 

To enter the MEASUREMENTS setup menu (Fig. 13-6), select 
MEASUREMENTSitom the main SETUP menu. You will see options for 
adjusting eight variables. 
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Fig. 13-6 The MEASUREMENTS Setup Screen 


Temperature Units: Use the up and down diamond keys to select the 
desired temperature units in degrees Celsius or degrees Fahrenheit. 

Signai Levei Units: Select the units to be used for checking signal power 
levels (dBmV, dBuV, and dBm). 

Frequency Tuning Step Size: Adjust the Tuning Step Size using the up 
and down diamond keys or the numeric entry keys (0.01 to 100.00 MHz in 
10 kHz steps). 

Fundamental Hum Frequency: Select the fundamental hum frequency to 
be measured (60 Hz, 50 Hz, 1 Hz, or. Auto). With Auto selected, the unit will 
automatically switch to 50 Hz on PAL type plans and 60 Hz for NTSC plans. 
1 Hz is used in the case of a 1 Hz power supply. 

Scan Rate: Two scan rates are available in the Scan mode. Normal and 
Fast. The Fast scan feature allows for rapid scan displays, but sacrifices 
accuracy. The Normal scan rate is slower but more accurate. 

Scan Audio Carriers: Audio carriers can be omitted during the scan to 
produce a faster scan. This feature is toggled between Yes and No using the 
up and down diamond keys. 

C/N Calibration: To perform the calibration, select C/N calibration and 
press the ENTER key. To get a valid measurement, be sure that no cable is 
connected to the RF IN connector. After the measurement is verified, press 
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the OK soft key. The screen displays the noise floor, expressed in the 
currently selected units (e.g. dBmV). 

Channel Plan Setup 

Selecting the CHANNEL PLAN option from the CONFIGURE menu takes 
you to a screen where you can set nine (SDA-5510) or ten (SDA-5500) 
channel plan configuration options. These options allow you to 

• Select a channel plan 

• Set the video signal type 

• Set the channel tuning sequence 

• Build a channel plan 

• Edit channel plan parameters 

• Delete unused channels 

• Build sweep points (SDA-5500) 

• Specify Auto Test measurements 

• Edit Auto Test limits 

• Copy a remote plan from another instrument 

See Also 

> Chapter 14, "SDA-5500/SDA-5510 Sweep Configuration," 
covers these options in detaii. 

Sweep Transceiver (SDA-5500) 

Selecting the SWEEP TRANSCEiVER option from the main 
CONFIGURATION menu takes you to a screen where you can select and 
adjust the following seven options: 

• Scan mode 

• Forward Telemetry Frequency 

• Forward Telemetry Level 

• Forward Sweep Insertion Level 

• Include Audio Carriers 

• Enable Reverse Sweep 
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• Enable live headend ingress 

• Reverse Telemetry Frequency 

• Reverse Sweep Plans 


See Also 

> Chapter 14, "SDA-5500/SDA-5510 Sweep Configuration," 
covers these options in detaii. 


Reverse Sweep (SDA-5510) 
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Selecting the REVERSE SM/EEP option from the main CONFIGURE menu 
takes you to a screen where you can select and adjust the following options: 

• Sweep Mode 

• Forward Telemetry Frequency 

• Forward Telemetry Level 

• Reverse Telemetry Frequency 

• Reverse Sweep Plans 

• Enable live headend ingress 


See Also 

> Chapter 14, "SDA-5500/SDA-5510 Sweep Configuration," 
covers these options in detaii. 


BASIC MODES OF OPERATION 


This section describes the modes of operation for the SDA-5500 and SDA- 
5510 headend units. 

Level Mode 

Signal levels are measured in both the Level and Scan modes. The Level 
display provides both a numeric indication of signal level and an analog 
meter. The audio and video carrier levels of a channel are displayed 
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simultaneously. Alternatively, an individual carrier can be measured (as in 
the case for a data or pilot carrier), or the unit can be tuned to a specific 
frequency. 

Information displayed In the Level mode is as follows (numbers correspond 
to Fig. 13-7 callouts): 

1. Channel number or frequency 

2. Channel label (appears where Indicated) 

3. Video carrier frequency and level (numerical) 

4. Audio carrier frequency and level (numerical) 

5. Analog meter of carrier levels 

6. Delta between audio and video levels 

7. Type (TV, Single, Digital, or Dual) 

8. Test point compensation, which appears only If a nonzero value Is 
programmed during setup, is used to eliminate the test point loss or 
probe loss from the measurement result to show the signal level on 
the system. 
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Fig. 13-7 The LEVEL Measurement Screen 
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Tuning by Channel or Frequency 

When the level mode is selected, you can tune the unit by channel or by 
frequency. In the channel mode, the channel and channel label will appear at 
the top of the display. The left and right diamond keys can be used to 
decrement and Increment the channels. Channels can also be entered using 
the numeric keys followed by the CHAN key. 

To tune by frequency, use the numeric keys to enter a frequency followed by 
the FREQ key. The frequency can then be decremented by using the left 
diamond key or Incremented using the right arrow keys. The step size when 
tuning by frequency is programmed during setup. 

Scale Adjustment 

The up and down arrow keys can be used to adjust the reference level on 
the analog meter. This Is helpful when the audio and video levels differ by 
large amounts. 

To automatically scale the analog meter, press the FCN key followed by the 
Enter (Scale) second function key. 

In channel mode, the level is represented using dual analog meters: one for 
the video carrier and one for the audio carrier (two in the video + dual audio 
channels mode). 

In the frequency or single channel mode, the level Is Indicated by a single 
meter. 

Tilt Mode 

A cable system Is designed for unity gain, and the output of each like type of 
amplifier (trunk, bridger/line extender) should be as close to Identical as 
physically possible. The amplifiers are set up with specified levels for signals 
at the high and low end of the spectrum. These are used for Automatic Gain 
Control (AGC) or Automatic Slope Control (ASC). In the amplifier balancing 
process, these signals are measured and adjusted to specification. Before 
making an adjustment, you must ensure that there are no problems in the 
system that should be repaired rather than compensated for with an 
adjustment. 

Information displayed In the Tilt mode is as follows (see Fig. 13-8): 

• High and low carrier frequencies 

• High and low carrier levels 

• Tilt measurement 
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• Reference level and scale 

• Test point compensation (appears only If a nonzero value Is programmed 
during setup) 
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Fig. 13-8 The TILT Measurement Screen 
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When the TILT key Is pressed the screen will automatically display up to 
nine video carrier levels that were defined in the EDIT CHANNEL 
PARAMETERS screen of the CHANNEL PLAN setup menu. 

The up and down diamond keys can be used to adjust the graph's reference 
level. 


Level Adjustments 

Press the LVL soft key to edit the scale and reference level of the Tilt display. 
To adjust the scale, use the up and down arrow keys to select a scale that 
will provide the best viewing of the Tilt levels. 

To adjust the reference level, press the Ref Level son key. The reference 
level can be changed by using the up and down arrow keys or by entering a 
numeric value followed by the Enter key. The reference level is at the top of 
the graph. 


NOTE: The reference value is limited by unit and the scale 
setting. 
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Pressing the Auto Scale soft key will automatically set the reference level 
for an optimum Tilt display. The FCN and Scale key can also be used to 
automatically set the reference level. 

Scan Mode 

Use the Scan mode to get a good look at the whole spectrum of absolute 
carrier levels. In this mode, a bar graph showing all carrier levels is 
displayed (see Fig 13-9). A marker selects which carrier level is displayed on 
the bottom of the screen. 

Information displayed in the Scan mode is as follows: 

• Channel number 

• Channel label 

• Video carrier frequency and level (numerical) 

• Audio carrier frequency and level (numerical) 

• Histogram graph of carrier levels 

• Delta between audio and video levels 

• Test point compensation (appears only if a nonzero value is programmed 
during setup) 

• Limits annunciators 



Fig. 13-9 The SCAN Screen 
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When the SCAN key is pressed, a graph showing aii carrier ieveis is 
dispiayed. Use the right and ieft diamond keys to position the marker to the 
desired channei. The channei numbers can aiso be entered directiy using 
the numeric entry keys. 

The up and down diamond keys can be used to adjust the reference ievei of 
the graph. 

Level Adjustments 

Press the LVL soft key to edit the scaie and reference ievei of the Scan 
dispiay. To adjust the scaie, use the up and down diamond keys to seiect a 
scaie that wiii provide the best viewing of the carrier ieveis. To adjust the 
reference ievei, press the Ref Level soU key. Now the reference ievei can be 
changed by using the up and down diamond keys or by entering a numeric 
vaiue foiiowed by the Enter key. The reference ievei is on the top iine of the 
graph. 

Pressing the Auto Scale soft key wiil automaticaiiy set the reference ievei 
for an optimum Scan dispiay. The FCN + Scale key can aiso be used to 
automaticaiiy set the reference ievei. 

Frequency Adjustments 

Press the FRO soft key to edit frequency range parameters of the Scan 
dispiay. Press the start soft key and then use the up and down diamond keys 
or the numeric entry keypad to set the start frequency. Press the Stop soft 
key to adjust the stop frequency. The Full Span soft key can be used to set 
the start and stop frequency to the fuii range of the unit. 

Press the T/7f soft key to turn tiit compensation on or off. Tiit channeis must 
be programmed from the EDIT PARAMETERS screen of the CHANNEL 
PLAN menu before this function can be used. The tiit is based on the ieveis 
of the highest and iowest channeis configured for tiit. 

When turned on, the compensation vaiue can be adjusted using the up and 
down diamond keys or by entering a numeric vaiue foiiowed by the Enter 
key. When tiit compensation is in effect, a TILT ON indicator appears in the 
upper ieft portion of the scan screen. 

Scan Rate 

Two scan rates are avaiiabie in the Scan mode, normai and fast. The scan 
rate is seiected in the MEASUREMENT setup menu. The fast scan feature 
aiiows for rapid scan dispiays, whiie sacrificing accuracy (as much as 2 dB 
on scrambied channeis). Normai scan rate is siower, but much more 
accurate. An indicator appears in the upper ieft hand corner of the Scan 
screen when the Fast Scan mode is seiected. 
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Audio Carriers 

If desired, the audio carriers can be omitted resulting in a faster scan. This 
feature is seiected in the MEASUREMENT setup menu. An indicator 
appears in the upper ieft hand corner of the Scan screen when audio carriers 
are omitted. 


Limits 

The Limits feature (Fig. 13-10) aiiows for comparison of the current scan 
measurement with the iimits that are defined in setup. There are two parts to 
this feature: 
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• When an out of toierance condition exists a set of annunciators wiil appear 
beiow the scan graph. The annunciators indicate the foliowing out of 
toierance conditions: 

• Adjacent Channei Error 

• Video Levei Too High/Low 

• AVA Too High/Low 

The iimit annunciators are updated with each scan update. 
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Fig. 13-10 The Limit Check Screen 


An aggregate resuit summary can be accessed by pressing the L/Msoft key. 
This performs a iimit check of ail channels contained within the scan and 
reports an overall pass/fail conclusion. The aggregate limit check is not 
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performed with each scan update. However, a Checfcsoft key is provided to 
repeat the iimit check whenever desired. 

The Limits On/Off soft key toggies the iimit check feature on and off. When 
turned off, the limit annunciators do not appear. 

Measuring the Carrier to Noise Ratio 

It is a good engineering practice to use a bandpass filter on the input of the 
receiver when making C/N measurements to ensure accuracy and extend 
measurement range. If a preamplifier is used to boost test point levels prior 
to measurement, it should be placed between the bandpass filter and the 
receiver. This measurement is simply a comparison in amplitude between 
the video carrier reference signal and the noise (FCC limit: > 43 dB). The 
noise measurement should be made at least 2 to 2.5 MHz from any other 
carrier on the system. 

In C/N mode, the carrier to noise ratio of the tuned channel or frequency is 
displayed (see Fig 13-11). The C/N measurement bandwidth and the 
frequency offset for the noise measurement may be controlled from the 
screen. A proprietary DSP technique allows C/N measurements on 
modulated carriers (non-scrambled channels). The measurement is made 
by measuring the video carrier level and then tuning to the offset frequency. 
Once a line is found, the unit will then measure four consecutive frames and 
average the values together. The value is then corrected for the selected 
bandwidth, and the C/N ratio is computed. If the mode is selected before a 
carrier is available on the input, it will cause the readings to be wrong. If this 
occurs, change to another mode or channel and then return to the desired 
channel. 

Information displayed in the C/N mode is as follows: 

• Channel number 

• Channel label 

• Carrier frequency 

• Noise offset frequency 

• Noise frequency 

• Bandwidth 

• C/N ratio 

• Channel plan 
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Fig. 13-11 The C/N Screen 


13 


To make a carrier to noise measurement, press the C/N measurement mode 
key. The C/N ratio of the tuned channei or frequency wiil be dispiayed. 

Bandwidth Adjustments 

To edit the bandwidth, press the BW soft key. The bandwidth can be 
adjusted by using the up and down diamond keys or by entering a vaiue 
using the numeric keypad and then pressing the Enter key. The FCC 
specification for C/N measurements is a bandwidth of 4.2 MHz. CATV 
organizations outside of the United States may have different requirements. 

Noise Offset Frequency Adjustments 

The frequency at which the noise ievei is measured is the carrier frequency 
pius the noise offset. To adjust the noise offset, press the OFFSET soft key. 
The offset can be adjusted by using the up and down diamond keys or by 
entering a vaiue using the numeric keypad and then pressing the Enter key. 


NOTE: BW and Noise Offset vaiues can be defined 
individuaiiy for each channei. When tuning by channei 
number, the BW and Noise Offset vaiues can be adjusted 
using the Offset and BW soft keys. However, these 
adjustments wili affect the C/N screen oniy and wiii not 
change the setup vaiue in the channei pian. 


236 




Description and Basic Operation of the SDA-5500 and 5510: Basic Modes of Operation 


Measuring Hum 

Hum is undesirable modulation of the television video carrier by power line 
frequencies and harmonics (e.g., 60 or 120 Hz), or other low frequency 
disturbances (FCC limit: < 3%). To measure hum, simply press the Hum key 
when tuned to any non-scrambled channel (see Fig. 13-12). In the Hum 
mode the hum modulation of the tuned channel or frequency will be 
displayed in either % or dB as selected by the operator. Soft keys allow the 
operator to select 60, 120 (50, 100 Hz), or <1,000 Hz filters for this 
measurement to help in troubleshooting. A 60 Hz modulation component 
suggests a possible corroded connector, a 120 Hz component tends to 
indicate a possible failure related to the DC supply in the amplifier—possibly 
a capacitor going bad and aggravating the ripple. A proprietary DSP 
technique enables hum measurements on modulated carriers (non- 
scrambled channels). 
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Fig. 13-12 The HUM Measurement Screen 

Stealth has the capability of measuring the 1 Hz hum component. To activate 
this feature, set the fundamental hum frequency in the MEASUREMENTS 
setup screen to 1 Hz. The filter options on the hum screen will then become; 
1Hz, <50Hz, and, <1kHz. 
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NOTE: The <1 kHz setting does not include the 1 Hz 
component, it only includes 50 to 1000Hz. 


CAUTION ! Hum measurements taken while the desktop 
charger is in use will affect the hum reading. For the most 
accurate reading, disconnect the charger prior to taking 
hum measurements. 


Monitoring the Depth of Moduiation 
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This function allows you to monitor the video depth of modulation in 
graphical and precise numerical format (see Fig. 13-13). A marker is placed 
at the optimal modulation level (NTSC 87.5%, PAL 90%) to assist 
technicians while making adjustments. 

An Audio and Depth soft key is used to select the type of modulation to be 
displayed. 
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Fig. 13-13 The MODULATION Measurement Screen 


An additional feature is the ability to listen to the audio modulation of the 
tuned channel or frequency (Fig 13-14). Use the Audio soft key to listen to 
the audio modulation. 
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Fig. 13-14 The Audio MODULATION Screen 

Use the up and down diamond soft keys to adjust the volume. 


Spectrum Analyzer Mode 

The spectrum analyzer display provides a view of the system spectrum with 
variable spans from 50 MHz to 3 MHz and a dynamic range of better than 60 
dB. When the Spect key is pressed, the screen shown in Fig. 13-15 is 
displayed. 
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Fig. 13-15 The SPECTRUM Screen 
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Level Adjustments 

A LVL (level) soft key Is used to adjust the vertical parameters of the graph. 
These parameters include Max Hold, Ref Level and Scale. 


The Max Hold function ensures that the highest signal over multiple sweeps 
Is displayed. When the Max Hold soft key Is pressed, as Indicated in the left 
hand corner of the display, the highest signal level Is displayed. The M1/M2 
readings correspond to the max hold levels. As multiple sweeps are 
performed, the maximum level trace will only change if new sweep levels 
exceed the existing levels. 

The reference level Is located at the top line of the graph. The Ref Level can 
be adjusted using the cursor keys or by entering a numeric value followed by 
the enter key. 


13 


The scale parameter (1,2,5, & 10 dB/dIv) can only be adjusted with the 
cursor keys. For example. If the reference level was set at 0 dB and the 
scale was set at 10 dB/dIv the first horizontal grid line above the center 
would be equal to -30 dB. Press the LVL soft key to return to the main 
spectrum analyzer display. 

Frequency Adjustments 


Press the FRQ soft key to edit frequency range parameters of the Spectrum 
Analyzer display. Use the up and down arrow keys or the numeric entry 
keypad to set the center frequency. Press the Span soft key to adjust the 
span frequency. The Full Span soft key can be used to set the start and stop 
frequency to the full range of the unit. Press the FRQ soft key to return to the 
main spectrum analyzer display. 


How To Make FCC In-Channel Response Measurements 

(FCCIImlt:±2dB) 

The frequency response of any channel can be measured using the 
Spectrum Analyzer mode. A flat signal source must be Inserted at the input 
of the modulator or processor. In testing a modulator, this source may be a 
full field multiburst signal, or a sweeping function generator. For a processor, 
a bench sweep generator or a broadband noise source may be used. The 
response is monitored with the receiver in the Spectrum Analyzer mode. A 5 
or 10 MHz span may be used. The “Max Hold” function Is used to ensure 
that the peak levels are measured at all frequencies. The scale can be set as 
low as 0.5 dB/dIv, but you will use the appropriate scale setting to enable 
display of the full response on screen. Then position the markers at the 
maximum and minimum points of the display and read the delta indicated at 
the bottom of the screen. The FCC requirement is a window of ±2.0 dB, 
which means the delta should be < 4 dB. 
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How To Make CSO/CTB Measurements 

CSO (Composite Second Order) is a clustering of second order beats at any 
frequency in the spectrum, which causes interference to picture quality when 
they fall within the video bandwidth. CTB (Composite Triple Beat) is a 
clustering of third order distortion products usually around the video carrier 
frequency. 

By making these measurements, you can troubleshoot and correct the 
cause of this unwanted distortion. 


NOTE: A < 12 MHz band pass filter is recommended to 
limit the amount of intermodulation distortion caused by 
overload of the RF input on the receiver. If you use a 
preamplifier, it should be placed between the bandpass 
filter and the receiver. 


Press the CSO/CTB soft key to initiate CSO/CTB measurements. The unit 
will first switch to a 30 kHz resolution bandwidth, measure the carrier, and 
then prompt you to turn the carrier off (Fig.13-16). 
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Turn the carrier off NOW. 
Press OK when ready. 




■i=i«=gMta 


Fig. 13-16 The Carrier Measurement Screen 


Press the OK soft key after the carrier has been turned off. The CSO/CTB 
measurement will be displayed (Fig.13-17). 
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Fig. 13-17 The CSO/CTB Measurement Screen 


The light trace represents the carrier prior to it being turned off. The dark 
trace represents the distortion products. The measurement value is 
computed as a ratio of the peak level of the video carrier to the peak of the 
distortion products of the second and third order beats. The "worst case" 
CSO value is highlighted and is the overall CSO value. Press the CSO 
Setup soft key to adjust the offset values for the CSO measurement (Fig IS¬ 
IS). 

Using the up and down arrow keys, select the CSO Offset number you want 
to change. Use the numeric entry keys or the up and down arrow keys to 
enter a new CSO Offset value. 
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Fig. 13-18 The CSO SETUP Screen 


When exiting out of the CSO/CTB measurement, the unit wili prompt you to 
turn the carrier back on. 


Sweep Mode (SDA-5500) 

The Transmitter Sweep mode operates the same as the Scan mode with the 
foiiowing exceptions: 

• Sweep teiemetry is transmitted 

• Sweep points are injected 

• Sweep point ieveis are dispiayed in the graph 
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IggEltBia 

Fig. 13-19 The SWEEP Mode Screen (SDA-5500) 



NOTE: Sweep telemetry will cease when another mode Is 
selected. 


Sweep Mode (SDA-5510) 

The Sweep mode displays Information about the current condition of noise 
and ingress in the headend and provides feedback to the field (see Fig. 13- 
19 and 13-20). Even if the noise or ingress is swamping the telemetry, a 
picture of the headend noise/ingress is sent out to the receiver via a special 
forward telemetry for display. 
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SWEEP 
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Fig. 13-20 The SWEEP Mode Screen (SDA-5510) 


The number of active users accessing return sweep information is indicated 
by the number of icons dispiayed beiow the ievei information. The SDA-5510 
can handie up to 10 different technicians on the same headend unit. 
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NOTE: Sweep teiemetry wili cease when another mode is 
seiected. 


SDA-5510 operator information can be accessed by pressing the /A/FOsoft 
key (Fig. 13-21). The information screen dispiays the active user names, 
instrument seriai numbers, and the reverse teiemetry ievei reaching the 
SDA-5510. 
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Fig. 13-21 The Operator Information Screen 
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Frequency Adjustments 

The FRO soft key is used to set the start and stop frequency (for display 
purposes only). A Sfarf and Stop soft key is displayed to select the 
parameter to be changed. You can be increment or decrement the frequency 
with the diamond keys, or enter a specific value using the numeric keys 
followed by the Enter key. 

From the FREQUENCY submenu, you can use the Marker Zoom function to 
change the start and stop frequencies so that they coincide with the marker 
value. Use the Undo soft key to return to the original start and stop values. 
Press the FRO soft key again to return to the main sweep display. 

Level Adjustments 

The LVL soft key is used to adjust the vertical parameters of the graph. 
These parameters include the reference level and the scale. The reference 
level is the midpoint level displayed on the graph. It can be adjusted using 
the diamond keys or by entering a numeric value followed by the Enter key. 

The scale parameter (1,2,5, & 10 dB/div) can be adjusted only with the 
cursor keys. For example, if the reference level was set at 2 dB and the 
scale was set at 5 dB/div, the first horizontal grid line above the center would 
be equal to 7 dB. Use the Auto Scale soft key to set the reference level 
automatically for an optimum sweep display. Pressing the FCN and Scale 
keys will also automatically scale the sweep display. Press the LVL soft key 
to return to the main sweep display. 
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WORKING WITH FILES 


The SDA headend units are equipped with non-volatile memory that Is used 
to store data from field measurements for viewing at a later time. You can 
retain these files In the unit for later review, or, with Acterna’s StealthWare 
PC software, you can upload them to a PC. Files loaded on a PC can be 
viewed, printed, and archived with the computer. The main FILE menu is 
shown in Fig. 13-22. 


When a file Is stored, the Instrument uses only the memory actually required 
for the data. Different file types, or different settings within the same type, 
can use different amounts of memory. To see a display of how much memory 
Is still available, press the Function key, followed by the Chan key. The bar 
graph next to the File soft Icon shows what percentage of memory Is 
currently used. 




laimhdz 


lllllllll 


There are no files in memory at 
this time. 
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Fig. 13-22 The Main FILE Menu (SDA-5500) 

How to Store, View, and Delete Measurement Files 

To store files, switch to File mode directly from the SCAN, SPECTRUM, 
TILT, SWEEP, or PATFITRAK measurement menu. 

1. Press the Function and 2 def keys while taking the measurement. 
The screen displays the FILE menu for that test type. The Instrument 
displays a list of all files that are of the same type as the current 
measurement. 
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2. Press the Store File soft key. The screen prompts you for a file name 
and warns if the name already is in use. 

3. Press the Enter key. Use the keypad to enter a name, then press 
Enter again. The MEASUREMENT FILES screen is displayed (see 
Fig. 11-2). 

All stored files, except Sweep Reference files, can be uploaded to Acterna’s 
StealthWare PC software. Each Sweep Reference file is unique in terms of 
the meter used, location, and system conditions at the time of the Sweep. 
The uploaded files are extremely useful for documenting and proofing a 
system, as well as for system alignment and maintenance. 

To view stored measurement files, press the Function and 2 def keys. The 
MEASUREMENT FILES screen displays a list of all currently stored 
measurement files (see Fig. 11-2). Use the up and down diamond keys to 
select a file. 

Use the Load soft key to view the file. When you're finished, 
press the Function and 2 def keys to return to the 
MEASUREMENT FILES screen. 

Use this soft key to print the highlighted/marked file. The screen 
displays a graph of printing progress. 

This soft key prints all marked files. You can print all 
measurement files except Scan Files. 

Use this soft key to delete marked files. Press the Cancel soft 
key to stop. 

Use this to mark files for printing or deletion. 



USING AUTO TEST 


The Auto menu (Fig. 13-23) consists of three submenus: TEST 
LOCATIONS, PERFORM AUTO TEST, and AUTO TEST RESULTS. 







Fig. 13-23 The Main AUTO Menu 


How To Create, Edit, and Delete Test Locations 

Test locations allow you to create specific test point location parameters for 
the Auto Test report (see Fig. 13-24). Test locations can be created directly 
on the SDA unit, or by using the StealthWare Data Analysis software and 
then downloaded to the SDA unit. The test location is used to identify where 
the data is collected. You then simply select the corresponding location, and 
the location data is automatically included in the Auto Test report. 



Fig. 13-24 The TEST LOCATIONS Menu 
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Press the New soU key to create a new test location file (Fig. 13-25). The 
unit will then prompt you for a file name. After a name Is entered, press the 
OK soft key. 
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RUTOTEST 


TEST 








ct> 




lllllllll 


Please enter a name for the 
neui location. 






Fig. 13-25 Naming a Test Location 


Each location in the list has an associated type along with values for the 
descriptive parameters. The parameters are shown In Table 13-1. 
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Table 13-1 Test Location Parameters and Values 


Parameter 

Minimum 

Maximum 

Default 

Units 

Area 

15 character alpha-numeric field 

Amp ID 

15 character alpha-numeric field 

Power Configuration 

IN/OUT/THROUGH 

Feeder Maker Config 

1 

9 

1 


Trunk Termination 

NO 

YES 

NO 


Voltage Setting 

LOW/MID/HIGH 

Reverse Pad 

-100.0 

+100.0 

0.0 

dB 

Reverse Equalizer 

-100.0 

+100.0 

0.0 

dB 

Forward Pad 

-100.0 

+100.0 

0.0 

dB 

Forward Equalizer 

-100.0 

+100.0 

0.0 

dB 





/. 

\ . 


Characteristics 







Rrea! 




Pmp ID: 





Power Confie: 

In 





Feeder Maker Confie: 

1 


OK 

. 


Trunk Termination s 

No 




Uoltaee Settinss 

Low 



Rev Pad: 

+0.0 dB 




Rev E^iualizer: 

+0.0 dB 





Fwd Pad: 

+0.0 dB 



\ . 


Fwd E<iualizer: 

+0.0 dB 



. 







; Trunk Rmp 


ENTER 




Fig. 13-26 Test Location Parameters 


There are five types of locations associated with a cable system: Trunk Amp, 
Headend, Line Extender, Fiber Node, and Field Test. Some of the 
parameters do not apply to certain types of locations. The following table 
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shows which of the parameters in the tabie above appiy to each of the 
iocation types. 
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Table 10-2 Parameters and Test Location Types 


Parameter 

Trunk Head 

Extender 

Fiber 

Field 

Area 

✓ 

✓ 

✓ 

✓ 

Amp ID 

✓ 

✓ 

✓ 


Power Configuration 

✓ 

✓ 

✓ 


Feeder Maker Config 

✓ 

✓ 

✓ 


Trunk Termination 

✓ 

✓ 

✓ 


Voltage Setting 

✓ 

✓ 

✓ 


Reverse Pad 

✓ 

✓ 

✓ 


Reverse Equalizer 

✓ 

✓ 

✓ 


Forward Pad 

✓ 

✓ 



Forward Equalizer 

✓ 

✓ 




Editing of iocation fiies is done by pressing the £of/fsoft key (Fig.13-26). The 
optional fields will be enabled or disabled according to the location type 
selected (see table above). 

Use the up and down arrow keys to scroll to the desired parameter. Use the 
up and down diamond keys or the numeric entry keypad to enter the desired 
value. Once all the desired parameters have been edited, press the OK soft 
key. 

The Delete soft key is used to delete a specific location file. 

How To Perform An Auto Test 

The Auto Test mode provides automated FCC 24 hour testing capabilities. 
Video and audio carrier levels will be measured for each enabled channel. 
Additionally, the following can be selectively measured for each channel: C/ 
N, hum, and modulation. 
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See Also 

> "Creating Channel Plans" (page 274) and "Reverse Sweep 
Channel Plans" (page 290) in Chapter 14 cover enabling 
these measurements. 

Tests can be made immediately or they can be made at timed intervals with 
the Instrument sleeping between tests to conserve battery life. Upon test 
completion, the results can be viewed on the LCD display before printing or 
downloading to a PC. 

Select Perform Auto Test to enter the Auto Test mode. The Instrument 
provides step-by-step Instructions on how to perform an Auto Test. 

Auto Test Location 

Using the up and down arrow keys, select an Auto Test location (see Fig. 13- 
27). 
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Fig. 13-27 Selecting an Auto Test Location 


Select NONE If location Information Is not desired. Press the OK soft key 
when you're finished. To create a new Auto Test location, press the A/ewsoft 
key. 

Auto Test Characteristics 

Use up and down arrow keys to scroll through the location characteristics for 
the test being performed (Fig. 13-28). 
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■lllllll 

l/erify the RUTO TEST location: 


Characteristics 


Location Typ©: 


Prea: 

Pmp ID: 

Power Confi©: 

Feeder Maker Confie: 
Trunk Termination: 
Uoltase Setting: 

Reu Pad: 

Reu Equalizer: 


Hi 


Trunk Pmp 


In 

1 

No 
Low 
+0.0 dB 
+0.0 dB 


jrr'i 


OK 


Fig. 13-28 Configuring Auto Test Location Parameters 

Press the Enter key after each parameter is entered to update the display. If 
changes are made and you want them updated in the location file, press the 
Save soft key. If changes are made and the Save soft key is not pressed, the 
changes will only affect the Auto Test that is about to be performed. Press 
the OK soft key when completed. 


Test Point Type 

Use the up and down arrow keys to select the Test Point type (Fig.13-29). 
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Sel ect. t.he PROBE PO I NT s 




Probe Point 


Forward Trunk In 


Forward Trunk Out 

Brideer 

Reverse Trunk In 
Reverse Trunk Out 





Fig. 13-29 Selecting the Test Point Type 


When the desired Test Point type is seiected, press the OK soft key. The 
foiiowing is a list of Test Point types available: 

Trunk Amp: Forward Trunk In 

Forward Trunk Out 

Bridger 

Reverse Trunk In 
Reverse Trunk Out 
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Line Extended: Line Extended In 

Line Extended Out 

Voltage Measurements 

Use the numeric entry keys to enter the following system voltage 
measurements (Fig. 13-30): 

• AC Voltage 

• DC Voltage (regulated) 

• DC Voltage (unregulated) 
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RUTQTEST 


MERSURE L/ai—TRQIH 




Enner t.he i^oltase measurementis 


AC 0oit-a9es 


I C'L l.'olta-ii'i' vre9>S 
DC Uoltase <unreg)s 



Fig. 13-30 Entering System Voltage Measurements 


The voltage measurements are printed in the Auto Test report. Press the OK 
soft key when you're done. 


Test Point Compensation 

Test Point Compensation is used to account for loses associated with certain 
amplifiers. Use the up and down arrow keys or the numeric entry keys to 
enter the Test Point Compensation (Fig. 13-31). (-100.0 to -rIOO.O dB in 0.1 
dB steps). 



Fig. 13-31 Entering the Test Point Compensation 
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Press the OK soft key when the desired value has been entered. 


Results File 

Enter a name for the Auto Test results file (Fig 13-32). 



iK<a 




RESUL-TS f=IL-(= f\)RMl= 





■lllllll 


Enter a name for the RUTO TEST 
results file: 
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Fig. 13-32 Naming the Results File 


If you enter an existing file name, a warning message will appear prompting 
you to overwrite the existing file or create a new one. When the desired file 
name has been entered, press the OK soft key to proceed with the Auto 
Test. 

Type Of Test 

Press the Immediate soft key to commence the Auto Test. Press the 
Scheduled soft key to perform the Auto Test repeatedly at scheduled 
intervals. 

Immediate 

If the Immediate mode is selected, the unit will commence the Auto Test 
sequence. Prior to starting the test, the unit will prompt you to enter the 
ambient temperature. The temperature displayed is the temperature sensed 
by the unit. Use the numeric entry keys to enter the ambient temperature. 
Press the OK soft key when the desired temperature has been entered. 
While the Auto Test is in progress, the screen shown in Fig. 13-33 is 
displayed. 


257 





























Description and Basic Operation of the SDA-5500 and 5510: Using Auto Test 



Fig. 13-33 The AUTO TEST IN PROGRESS Screen 
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While the Auto Test is in progress, the measurement currently being 
performed (i.e. Level, C/N, Hum, or Modulation) is indicated on the screen 
Fig. 13-33). A bar graph showing the percentage of completion is displayed. 

Scheduled 

If the Scheduled mode is selected, the start, stop, and interval information 
must be entered prior to commencing the Auto Test (Fig 13-34). 



Fig. 13-34 Running a Scheduied Auto Test 
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Using the numeric entry keys, enter the start and stop information for the 
date and time as weii as the intervai amount. Press the Enter key after each 
parameter is entered to update the dispiay. Use the up and down arrow keys 
to seiect the parameter to be entered. Press the OK soft key to commence 
the Schedule Auto Test. If the first interval is to commence immediately, the 
unit will prompt you to enter the ambient temperature. The temperature 
displayed is the temperature sensed by the unit. Use the numeric entry keys 
to enter the ambient temperature. Press the OK soft key when the desired 
temperature has been entered. If the first interval is to commence 
immediately, the AUTO TEST IN PROGRESS screen is displayed. When the 
unit is between testing intervals, the screen shown in Fig. 13-35 is displayed. 


HUTO 


01 : 49 : 43 ^ 



[W 

PLl=lh ! NCTi=l_PLnN 
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Fig. 13-35 A Scheduled Test Interval 

When the unit is between testing intervals it will enter a sleep mode in order 
to conserve battery life. All other unit functions are disabled during the 
performance of the Auto Test. 

Viewing and Printing Auto Test Fiies 

Upon completion of the Auto Test, the unit will enter the Auto Test Results 
mode to display the Auto Test files (Fog. 13-36). This enables you to view or 
print the Auto Test results. Use the up and down arrow keys to select a file, 
then press the Weivscft key. A Print All soft key is available to print all 
intervals from all files in the directory to the printer. The Info soft key displays 
the Test Location Characteristics for the selected file. 
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Fig. 13-36 The Auto Test Results Mode 


A table with all testing intervals and test site information is now displayed. If 
the Auto Test was performed immediately, then only one interval is 
displayed. If the Auto Test was performed using scheduled intervals, then all 
the interval numbers are displayed (Fig. 13-37). The Print All soU key is 
used to send all intervals in the directory to the printer. 

Information provided on each interval includes: 

• Interval number 

• Date measurement was made 

• Time measurement was made 

• Temperature 

• Pass/Fail test results 
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[ RUXD 

ei:40:B3^1 

1 RUTO TE 



liNT DATE TIME TEMP F-XR \ 


■sEHsHUslifl 







24hr 1 
Report] 


^rTnO 

Rll J 


PLAN: NCTft_PU=iW 


Fig. 13-37 Interval Auto Test Results 

An X 'm the Pass/Fail column indicates an overall failure of the 
measurements taken during that interval. A check mark indicates that all 
measurements were within the specified limits. 

The 24hr Report soft key is provided to comply with FCC 24 hour testing 
requirements. When the 24hr Report soU key is pressed, the unit 
automatically formats and prints the highlighted interval plus the next three 
intervals. The following is an example of a 24 Flour Test Report: 


Acterna 24 HOUR TEST 

Model: SDA-5000 

REPORT 

Serial No 

: 1234567 

Cal Date: 01/07/00 

Operator: JOHN 

File 

: T1 


Location Name: 

1028 

ELM ST 


Location Type: 

Trunk 




Test Point Type: Forward Trunk In 

Test Point Compensation: -fO.O dB 


Area: 

Amp ID: 

Power Config: 

Feeder Maker Config: 
Trunk Termination: 
Voltage Setting: 
Reverse Pad: +0.0 dB 
Forward Pad: +0.0 dB 


0 0A7 
12-275Z 
In 
1 

No 

Low 

Reverse Equalizer: +0.0 dB 
Forward Equalizer: +0.0 dB 
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AC Voltage: 110 V DC Voltage (reg): 14.8 V (unreg): 20.9 V 




#1 

#2 

#3 

#4 


Date : 


07/04/99 

07/04/99 

07/05/99 

07/05/99 


Time: 


17:00:00 

23:00:00 

05:00:00 

11:00:00 


Temp: 


+ 75 F 

+ 61 F 

+ 59 F 

+ 83 F 




Video 

Video 

Video 

Video 

24 Hr 

Chan 

Carrier 

Level 

Level 

Level 

Level 

Deviation 


Type 

(dBmV) 

(dBmV) 

(dBmV) 

(dBmV) 

(dB) 

2 * 

TV 

+ 9 6 

+ 8.8 

-17.7 LO 

+ 10.7 

28.4 HI 

3 * 

TV 

+ 9 9 

+ 8.6 

-5.8 LO 

+ 8.9 

15.7 HI 

4 

TV 

+ 9.2 

+ 8.3 

-2.9 LO 

+ 10.1 

13.0 HI 

5 

TV 

+ 9.3 

+ 8.2 

+ 9.3 

+ 11.5 

3.3 

6 

TV 

+ 8 1 

+ 9.1 

+ 8.6 

+ 11.0 

2.9 

14 

TV 

+ 9.7 

+ 8.7 

+ 9.0 

+ 11.0 

2.3 

15 

TV 

+ 9.3 

+ 7.6 

+ 9.6 

+ 10.6 

3.0 

16 

DIGI 

+ 10.2 

+ 8.0 

+ 10.7 

+ 10.5 

2.7 

17 

DIGI 

+ 9 6 

+ 7.4 

+ 9.4 

+ 10.8 

3.4 

18 

DIGI 

+ 9.2 

+ 8.0 

+ 10.0 

+ 10.2 

2.2 


LIMIT CHECK 

Limit 

1 

2 

3 

4 

Max 

Video Carrier Level: 

+15.0 dBvM 

X 

Fail 



Min 

Video Carrier Level: 

+0.0 dBmV 

X 

Fail 



Max 

Delta Video Levels: 

10.0 dB 

X 

Fail 



Min 

Delta V/A: 

6.5 dB 

X 

X 

Fail 


Max 

Delta V/A: 

17.0 dB 

X 

X 

X 

Fail 

Max 

Delta Adjacent Channels: 

3.0 dB 

X 

X 

X 

Fail 

Max 

Digital Carrier Level: 

+15.0 dBvM 




Pass 

Min 

Digital Carrier Level: 

+0.0 dBvM 

X 



Fail 

24 Hour Video Deviation: 

Conclusion: 

8.0 dB 


Fail 


F A 


Reviewed: 


Date 


The channels with the asterisks indicate those channels that exceeded the 
Max Delta Adjacent Channels limit. The limits that the readings were 
compared to are printed at the bottom of the report. To the right of the limits, 
the report displays each interval that failed the specific limit. If a particular 
measurement was not within the specified limit, a HI/LO marker is printed 
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next to the reading indicating the direction that the measurement was out of 
specification. 

Each intervai can be seiected and viewed as desired. Use the up and down 
arrow keys foilowed by the Weivsoft key to view specific intervai test resuits 
(Fig.13-38). 


[ HUTD 

01:4a:3S^l 

1 FILITD 

"re^T RESULTS 


EXIT 




01:57:07 ♦fe&'C 


CHM LABL 

UIDEO 

AUDIO 

JlUXA 



3*i 

- 2.911 

-15.4 

12.5 


4* : 

+9.8 ; 

-5.2 

15.0 


5 i 

-0.5+i 

-15.3 

14.8 


6 i 

+ 1.4 1 

-15.8 

17.2t 

95 i 

i +10.2t; 

-4.8 

15.0 

j 

MIN VID LUL ! 

-■ 47,5 

dBmV 

X 

■inX DELTA 

LIID LMLS: 

E8 3 

dB 

X 

-11N DELTA 

VXA : 

, 0 

dB 

X 

■IRX DELTA 

VXH : 

4S . 3 

□B 

X 

MAX DELTA 

ADJ CHME: 



X 


COhCLUSION: FAIL 


More 


] 


Pri nt 


PLAN!NCTA-PLRN 
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Fig. 13-38 Viewing Intervai Test Results 


The test results along with the limits comparison is displayed. The asterisks 
and up and down arrows have the same meaning as on the single interval 
report printout. The limit that was exceeded along with the measurement 
reading is displayed on the lower portion of the screen. 

When you’re viewing the list of Level measurements, the following symbols 
will appear to the right of the measurement if an error occurred: 

• < under range 

• > over range 

• E synthesizer unlocked 

Use the More soft key to toggle between Level measurements, C/N, Hum, 
and Modulation measurements (Fig. 13-39). 
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RUTO 



I FILJTO 




TEST RESULTS 


1 CHM 

LFiBL 

C/N< dB> 

mod<x> 




3 


ERROR 

ERROR! 77.9 

4 


+46.7 

0.3! ERROR 

5 


ERROR 

ERROR! 92.0 

6 


ERROR 

0.8! 89.3 



+46.2 

l.i: 38.3 

96 


+46.1 

0.81 75.1 

97 


ERROR 

ERROR! ERROR 



PUftN-HCTR_PLflN 


Fig. 13-39 Viewing Measurements Results 


When viewing the iist of C/N, Hum, and Moduiation measurements, the 
foiiowing symbois wili repiace the measurement vaiue if an error occurred: 

• UNDER - under range 

• OVER - over range 

• ERROR - synthesizer uniocked 

The Print soft key can be used to print out the foiiowing report: 


Acterna Autotest 

REPORT 




Model: SDA-5510 

Serial No: 

1234567 

Cal Date: 

01/20/00 

Operator: JOHN 

File: 

PROOFl 

Interval: 1 

Date: 07/20/99 

Time: 

15:18:09 

Temp: 

: 75 F 

Location Name: 

1028 

ELM ST 




Location Type: 

Test Point Type: 

Test Point Compensation: 


Trunk 

Forward Trunk In 
+0.0 dB 


Area: 

Amp ID: 

Power Config: 

Feeder Maker Config: 
Trunk Termination: 
Voltage Setting: 
Reverse Pad: +0.0 dB 


0 0A7 
12-275Z 
In 
1 

No 

Low 

Reverse Equalizer: +0.0 dB 
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Forward 

Pad: +0, 

. 0 dB 

Forward Equalizer: 

o 

o 

+ 

dB 



AC Voltage: 110 

V DC Voltage 

(reg) 

: 14.8 V 


(unreg): 

20.9V 

Chan 

Label 

Video 

Audio 

Delta V/AC/N 


Hum 

Mod 




(dBmV) 

(dBmV) 


(dB) (dB) 

(%) 

(%) 

2 

★ 

QVC 

-17.7 

LO -18.4 

0.7: 

LiO 

43.9 


1.4 

86.3 

3 

★ 

TNN 

-5.8 

LO -13.9 

8.1 


— 


— 

— 

4 


USA 

-2.9 

LO -15.6 

12.7 


— 


0.9 

— 

5 

★ 

ESPN 

+ 0.1 

-16.1 

16.2 


48.2 


— 

— 

6 

★ 

MTV 

+ 7.9 

-20.3 

28.2 

HI 

— 


— 

88.2 

7 


FMLY 

+ 9.9 

-10.6 

20.5 

HI 

--- 


--- 

--- 

8 


CMDY 

+ 6.9 

-11.5 

18.4 

HI 

___ 


12.7 

___ 

9 


LIFE 

+ 9.1 

-11.1 

20.2 

HI 

— 


— 

— 

10 

★ 

VHl 

+ 8.5 

-13.3 

21.8 

HI 

57.9 


— 

— 

11 

★ 

CNN 

+ 4.1 

-12.0 

16.1 


— 


— 

— 

12 


A&E 

+ 4.3 

-3.4 

7.7 


— 


— 

87.5 

13 


CINE 

+ 7.1 

-4.2 

11.3 


___ 


2.1 

___ 

14 

★ 

SHOW 

+ 6.3 

-7.5 

3.8 


— 


— 

— 

15 

★ 

NICK 

+ 10.2 

HI -8.2 

18.4 

HI 

55.1 


— 

86.9 

LIMIT CHECK 


Limit 





Actual 


Min 

Video Carrier Level: +0.0 

dBmV 


CH 2 

- 

17. VdBmV Fail 

Max 

Delta Video 

Levels 

: 10.0 



CH 2 

& 

15 27.9 

dBFail 

Min 

Delta V/A: 


6.5 dB 


CH 2 


0.7 dB 

Fail 

Max 

Delta V/A: 


17.0 

dB 


CH 6 


28.2 dB Fail 

Max 

Delta Adjacent Channels:3.0 






Fail 

Conclusion: 








FAIL 


Reviewed: 


Date : 


This report is simiiar to the 24 hour report with oniy one intervai reported, 
and the 24 hour video deviation information is not present. 
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Description and Basic Operation of the SDA-5500 and 5510: Status 


STATUS 


To view the Status screen, press the FCN and Status keys. The Status 
screen provides unit information (Fig.13-40). 



INRO 


13 



Models 

SDR-5500 

/. 

'Serial Numbers 

0303898 


iKersions 

1.0k 

\. 

.....JCqI ibrot-ion Dat.es 

01/10/00 


Channel Plans 

NCTR_PLRN 



Fig. 13-40 The SDA-5500 Status Screen 

An important feature is the amount of memory currentiy being used. This 
aliows the user to decide if unwanted fiies should to be deleted to make 
more memory available for newer files. 
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Chapter 14 

SDA-5500/SDA-5510 Sweep 
Configuration 


INTRODUCTION 


This chapter tells how to connect to a headend for sweeping and details all 
procedures involved in setup and use, for system commissioning and for 
maintenance. It concludes with coverage of the history and theory of 
sweeping. 


FORWARD SWEEP CONFIGURATION (SDA-5500) 


The following sections show you how to connect the SDA-5500 to the 
headend, how to set the proper levels and telemetry for forward sweep, how 
to create a channel plan, and how to conduct the sweep. 

Wiring Connections 

Either of the configurations shown in Figures 14-1 and 14-2 will work for 
SDA-5500 forward-only sweep. 








SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 



Fig. 14-1 Wiring for SDA-5500 Forward-oniy Sweep 


14 



Fig. 14-2 Wiring for SDA-5500 Forward-oniy Sweep 

The SDA-5500 is quite flexibie with regard to sweep insertion, in that the 
sweep ievei reiative to the other carriers is not extremeiy criticai. A key 
principie to keep in mind is that the transmitter measures the ieveis of the 
video and audio carriers simuitaneousiy to the receiver. It aiso measures its 
own injected sweep carrier, in order to do this, the sweep must be injected 
prior to the tap which sampies the system signai for the transmitter’s 
measurements. 
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SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 


The SDA-5500’s output can be injected using a directionai coupier at the 
output of the combining network, or it can be injected at an input to the 
combining network. With an output ievei set such that the sweep is 14 to 16 
dB beiow video carrier ievei, good response measurements can be made 
without interference to subscriber TV pictures. 


CAUTION ! It is important that the iN connection be 
downstream from the OUT connection for proper operation 
in aii modes. 

It is aiso very important to use correct signai ieveis when 
connecting a sweep transmitter. Worksheets 1 and 2 beiow 
provide guideiines for caicuiating the vaiue of coupiers and 
pads when you're instaiiing an SDA-5500 for proper 
forward sweep. 


Properiy connecting the SDA-5500 and estabiishing the right sweep and 
teiemetry ieveis are probabiy the two most criticai steps in instaiiing the 
Stealth sweep system. Mistakes in SDA-5500 connections or wrong levels 
on either input or output can cause the SDA unit to produce erroneous or 
inconsistent results. A simple and common method of connecting the SDA- 
5500 in the system at the headend works for both forward and reverse 
sweeping. 

Setting Levels 


14 


In Sweep mode, the SDA-5500 input should never see video or carrier levels 
above -i-12 dBmV. The forward sweep points being inserted into the system 
by the SDA-5500 should be 14 to 16 dB below Vne video carrier levels at the 
SDA-5500 input. The forward telemetry signal generated by the SDA-5500 
should be 4 dB higherihan the sweep insertion points, or 10 dB be/owthe 
video carrier levels. Figure 14-3 shows a graphical display of the relationship 
of the system’s video carriers, the sweep insertion points, and the forward 
telemetry signal. When you are sweeping, you can see this relationship on 
the SDA-5500 display, except for telemetry. 
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SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 


video carriers 
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Fig. 14-3 Relationship of Video Carriers, Sweep Insertion 
Point, and Forward Telemetry Signals 

The following worksheets will help you calculate the required levels for SDA- 
5500 forward sweep. 

Worksheet 1 Input Level Calculation 

1. Enter the system level at the tap-off point - 

(video carrier level) 

2. Subtract the directional coupler (DC) value - 

3. Subtract the pad value - 

4. Subtract the diplex filter loss (when used - 

it’s usually 1dB) 

Input Level (best - 

between -i-4dBmV 
and -i-10dBmV; 

12dBmV max) 
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SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 


Worksheet 2 Output Level Calculation 

1. Enter the system level at the sweep _ 

Injection point (video carrier level) 

2. Subtract the relative level of sweep _ 

points (-15dB recommended) 

3. Add the directional coupler (DC) value 

4. Add the pad value - 

Sweep output level _ 

(must be between 
+20dBmV and +50dBmV 
for high output level 
SDA-5500 units) 

Worksheet 3 Sweep Level Calculation 

1. Enter the system level at the sweep Injection 
point (video carrier level) 

2. Subtract the relative level of sweep points 
(-10dB recommended) 

3. Add the directional coupler (DC) value 

4. Add the pad value 

Sweep output level 
(must be between 
-i-20dBmV and -i-50dBmV 
for high output level 
SDA-5500 units) 

Setting Forward Telemetry Levels and Frequencies 

The SDA-5500's forward telemetry signal can be set to any frequency in the 
band that Is to be swept, providing It Is at least 500kHz from any CATV 
carrier. Common places for forward telemetry are 52-54MHz, 72-76MHz, In 
the FM band, or above the last used channel. The level must be set such 
that It Is 10 dB below the video carrier level at the SDA-5500 Input, and 
reads between +^2 dBmV and -12 dBmV on the SDA field unit while 
sweeping. 

Figure 14-4 shows the options provided by the main SWEEP 
TRANSCEIVER menu. 
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±CONFIGURE 


Forojard Telemet.rv Frequency 
Foruiard Telemet.ry Lei/el 
Forujard Sweep Insertion Lei/el 
Include Rudio Carriers 
Enable Reverse Sweep 
Enable lii/e headend insress 
Reverse Telemetry Fre^quency 
Rei/erse Sweep Plans, , . 



TRFNSa= I l/l=R 




Fig. 14-4 The SWEEP TRANSCEIVER Main Menu 
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Use the up and down arrow keys or the numeric keypad to enter the 
telemetry frequency. 

Do not place the telemetry signal too close to the diplex filter cut-off 
frequency in that roll-off may attenuate the telemetry signal to the degree 
that communication fails. This same caution applies to placing the signal in 
the high end roll-off region. Take care not to place the telemetry too far into 
the edges of the forward path band. Inconsistent operation may result if the 
telemetry channel is too close to the band edge. In order to sweep with an 
SDA-5500, an SDA field unit must have matching telemetry frequency 
values. 


Forward Telemetry Level 

This is the level of the carrier that the SDA-5500 uses to transmit telemetry 
data. Use the Edit Box to set the telemetry level to an appropriate value. 
When adjusting the telemetry level, take into consideration the following 
losses: system, summing network, test point, and amplifier desired input. 

Use the up and down arrow keys or the numeric keypad to enter the 
telemetry level (20-50 dBmV). 

Forward Sweep Insertion Level 

This is the level at which the SDA-5500 inserts (transmits) sweep points. All 
sweep points are inserted at the same level. Use the Edit Box to set the 
sweep insertion level to an appropriate value (This will typically be at 
maximum (-i-50 dBmV) to over come test point loss.). 
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SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 


Use the up and down arrow keys or the numeric keypad to enter the sweep 
insertion ievei (20-50 dBmV). 

Include Audio Carriers 

This seiection aiiows the audio carriers to be exciuded resuiting in a faster 
sweep. Use the up and down arrow keys to inciude (Yes) or exciude (No) 
audio carriers. 

Enable or Disable Reverse Sweep 

When Reverse Sweep is enabied, both Forward and Reverse sweeping can 
be performed. Oniy Forward sweeping is possibie when Reverse Sweep is 
disabied. 


NOTE: Reverse sweep shouid be disabied when there are 
no fieid units being used with OPT1 (Reverse Sweep). This 
wiil optimize the update rate of the forward sweep. It shouid 
aiso be disabied if you are using an SDA-5510 for reverse 
sweeping. 


Select the Frequency of the Reverse Telemetry Carrier 

This is the frequency at which SDA-5000 units with the Reverse Sweep 
option wili transmit teiemetry data. Optimaliy this wiii be in a portion of the 
reverse frequency band with at ieast 1 MHz free, and at best case, in the 
high end of the return band to avoid potentiai interference from ingress. 
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NOTE: The frequency of the reverse teiemetry carrier 
shouid be carefuily seiected such that it wili not interfere 
with any existing carriers on the reverse piant or be in the 
roil-off. 


Access Reverse Sweep Plans 

Reverse sweep pians are used to define the frequencies at which sweep 
points wili be inserted by SDA-5000 units with the Reverse Sweep option. To 
access reverse sweep pians, seiect the Reverse Sweep Plans option and 
then press the Enter key. 
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SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 


See Also 

> For more information about reverse sweep plans, see 
"Reverse Sweep Channel Plans" (page 290). 

Creating Channel Plans 

After the transmitter is properly connected, the next step is to build a channel 
plan. This channel plan will designate which channels are active In the 
system, which channels are scrambled, and which channels are Inactive and 
therefore can be converted to sweep Injection points. The channel plan can 
be edited to Indicate which channels are to be tested In the Tilt mode, and to 
label the channels with the programming content or call letters of the 
broadcaster. 

To get accurate sweep results without creating any interference to cable 
network users, you must have a well-designed channel plan. This Is one of 
the most critical areas of sweep system setup. Time spent carefully 
considering channel plan setup will be well rewarded with accurate, quick, 
and non-InterferIng tests. The remainder of this section shows you how to 
set up a forward channel plan quickly, and then make sure that the system 
Installation Is complete and all hardware Is working. 


NOTE: Acterna strongly encourages the headend 
technician or system engineer to study Chapter 3, 
"Channel Plans," and edit the channel plan created during 
setup to optimize It for your particular application. 


CAUTION ! Scrambled channels will not be read as stable 
points In this Initial channel plan. See "Editable 
Parameters" In Chapter 3 for more Information, (page 46) 


Quick Build Channel Plan Procedure 


1. Press the Function and 3 ghi keys to enter the CONFIGURE menu. 
You can also use the Navigator to call up the CONFIGURE menu. 

2. Use up and down diamond keys to select CHANNEL PLAN. 


NOTE: You also use the up and down diamond keys to 
scroll through CHANNEL PLAN menu, and through 
choices In the Edit Box. 



SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 


The soft key next to the chevron icon in the upper ieft takes 
you back to the main CHANNEL PLAN menu. 


3. From the CHANNEL PLAN menu, highiight Select Channel Plan, and 
press the Enter key. 

4. Press the designated soft key, then choose NCTA plan. At this point 
ignore the Fiie Icon and the information icon, and return to the 
CHANNEL PLAN menu. 


NOTE: If this is the first time you’ve used the unit, the 
standard NCTA pian wili be the oniy one avaiiabie. In that 
case, perform the steps in "First Channei Pian Procedure" 
and "Editing a Channei Pian" that foiiow this iist. 


5. Seiect Video Signal Type, and choose NTSC 

6. Seiect Channel Tuning Sequence, and choose FREQUENCY Order 
Tuning 


7. Seiect Build Channel Plan, press the icon to buiid a new pian. 

8. Step 1 Press OK for Defauit Name 

9. Step 2 Press OK (even if your are overwriting another pian) 

10. Step 3 (Stop Frequency) Use the keypad to enter 1000.00 MHz, then 
press Enter and the OK soft key. 
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First Channel Plan Procedure 

1. Cali up the CONFIGURE menu from the Navigator and seiect the 
CHANNEL PLAN option. 

2. Press the Channel Plan soft key and seiect Build Channel Plan from 
the iist (see Figure 14-5). 
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V lU^ 


CONFIGURE 


CHFNrsJEl— FLRIX) 




Select. Channel Plan. . . 
Kideo Sienal Type 
Channel Tunins Sequence 

Delete Unused Channels 
Guild Sweep Points. . . 
Specify Ruto Measurements. 
Edit Limits. . . 

Copy Remote Plan... 


. 


-- 

1 i[ Press IIM to edit the plan. 

I 

mm 


II II 


Fig. 14-5 The Channel Plan Main Menu 
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Options available in this list include: 

• Select Channel Plan: Press the Enter key to call up a list of existing 
channel plans. If the unit is being used for the first time, the only channel 
plan available will be the standard NCTA plan. Use the up and down 
arrow keys to scroll through the list. When the desired channel plan is 
highlighted, press the £x/f soft key to activate the selected channel plan. 
Channel plans can also be deleted from the list using the Delete so^ key. 
An OK and Stop soft key are then displayed to confirm or stop the 
deletion of the channel plan. 

The currently active channel plan (as indicated in the lower right hand 
corner of the screen) cannot be deleted. To delete this plan, first select a 
different plan by using the arrow keys to highlight another plan and then 
press the Load soft key. The previously active channel plan can now be 
deleted. 

Press the Info soft key to view the following channel plan information: 

• Plan name 

• The Channel Plan that the plan was based on 

• The number of enabled channels 

• Date the plan was last modified 

• Video Signal Type: The type of video signal to be measured can be 
selected using the up and down arrow keys (NTSC, PAL, or SECAM). 
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• Channel Tuning Sequence: Use the up and down arrow keys to select 
either numeric order or frequency order for the channel tuning sequence. 

• Build Channel Plan: Press the Enter key to begin the Build Channel 
Plan sequence. This sequence allows the user to create a channel plan 
by "learning" the channels on a cable system. Ensure that the SDA-5500 
is connected to the cable system. 


• Step 1: Enter a name for the new channel plan that will be built. Use 
the alphanumeric keypad to enter a channel plan name. Press the OK 
soft key when completed. 

• Step 2: Select a fixed channel plan to use for building the new plan. 
Use the up and down arrow keys to select a fixed channel plan to build 
the new plan from. Press the OK soft key when completed. 

• Step 3: Enter the frequency at which to stop searching for channels. 
Press the Enter key followed by the OK soft key to set the stop 
frequency. 


• The SDA-5500 will sequence through all channels in the selected fixed 
plan until the stop frequency is reached. This operation can be 
terminated by pressing the Stop soft key. When completed, individual 
channels contained in the newly built plan can be edited. 

3. Press the ENTER key, and you will be prompted at the first step to 
name the channel plan to be built. The name should be a logical one 
that will be easy to remember. The location of the headend is usually a 
good name for the channel plan. When the name is typed in, press the 
ENTER key. 
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4. The next step is to choose a channel plan from the built-in list that 
most closely resembles the plan of your system. Typically your system 
channel plan will be a subset of the built-in plan. Cursor down to the 
appropriate channel plan and press the ENTER key or the OK soft 
key. 


5. You then will be prompted to enter the highest frequency that you 
would like to scan. Type in the frequency and press the ENTER key 
followed by the OK soft key. The unit will scan for the presence of 
channels. After the scan is finished, this phase of the channel plan 
building process is complete. Press the Exit soft key to return to the 
main CHANNEL PLAN menu. 


Editing A Channei Pian 


The next step is to edit the channel plan to characterize it for your particular 
system. Fig. 14-6 shows the EDIT PARAMETERS screen. 
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1. From the main CHANNEL PLAN menu, scroll to Edit Channel Plan 
and press ENTER. A listing of all the channels within the frequency 
range designated in the Build Channel Plan phase will appear on the 
screen. Notice that there are columns for enabled, channel type, 
channel number, label, frequency (video carrier), sweep, tilt, and 
scrambled. 

2. Check the listed channels to ensure that channels that you know are 
not video are not listed as video channels. If, during the Build Channel 
Plan phase, the receiver detects a signal at a video carrier frequency, 
it assumes it is a video channel. Some FM carriers might fall at video 
carrier frequencies for channels 95-97. Be sure these channels are 
properly designated as video or single carriers. FM signals may be 
entered as channels, but they must be designated as Single Carriers. 
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Fig. 14-6 The EDIT PARAMETERS Menu 


3. Edit each parameter as necessary by scrolling to the channel to be 
edited and pressing the £cf/f soft key. 

• Enabled: If the channel is not enabled it will not be included in any 
measurement modes. At least one channel must be enabled. If a 
channel is not enabled, it will be converted to sweep points in the "Build 
Sweep Points" process. 

• Channel Type: 

TV - Includes standard video carrier with audio carrier offset. 

DUAL - European system which incorporates video plus two 
independent audio carriers. 
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Single Carrier - Can be used for an FM or data carrier or CW. 

Sweep Insertion Point - Used to insert sweep points into vacant 
spectrum areas. 

Digital Carrier - Can be used for digital carrier power 
measurement. Only supported in the Level, Sweep, and 
Spectrum measurement modes. An RMS detection mode is 
used when measuring the level of a digital channel. 

• Frequency: The frequency of the carrier (for TV and DUAL types, this is 
the frequency of the video carrier, for Digital it's center) Enter frequency 
by using the numeric entry keys or the arrow keys. 

• Channel Number: The channel number of the carrier. Enter channel 
number by using the numeric entry keys or the arrow keys. 

• Label: The label is provided to associate a channel's number with it's 
programming. Using the alpha keys, label the channel with a desired 
name (up to four characters). "Special" characters can be selected using 
the up/down arrow keys. The label will appear to the left of the channel 
number on most screens. 

• Sweep Channel: Y/N - Designates that the channel will be used for 
Sweep measurements. 
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NOTE: Adding sweep points at increments other than 250 
kHz will increase the dwell time by 15 msecs per non-250 
kHz increment. 


• Measurement Bandwidth Adjustments: To edit the bandwidth, cursor 
to the Measurement Sl/Vselection. The bandwidth can be adjusted by 
using the up and down arrow keys or by entering a value using the 
numeric keypad and then pressing the Enter key. The FCC specification 
for C/N measurements is a bandwidth of 4.200 MHz. CATV 
organizations outside of the United States may have different 
requirements. 

• Noise Offset Frequency Adjustments: The frequency at which the 
noise level is measured is the Carrier frequency plus the noise offset. To 
adjust the noise offset, cursor to the Noise Offset selection. The offset 
can be adjusted by using the up and down arrow keys or by entering a 
value using the numeric keypad and then pressing the Enter key. 

• Tiit Channel: Designates which channels are used for the Tilt mode. Up 
to nine channels can be designated as Tilt channels. 
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• Scrambled: Select Yes if the channel is scrambled. When a channel is 
designated as scrambled, the sweep will only look at the video carrier as 
a sweep reference, instead of both the video and audio carrier. Note: a 
diamond will appear to the left of the channel type indicator on most 
screens. 

• Audio Offset: Specifies the audio offset of the channel. 

• Audio Offset 2: Specifies the offset for the second audio carrier of a 
Dual type channel. 

• An Add and Delete soft key allows for adding new channels to the plan 
or deleting existing channels from the plan. 

• Press the £x/f soft key to return to the Edit Channel Parameters display. 

• Delete Unused Channels: After the channel plan has been built, 
unused channels can be deleted if desired. Doing this frees memory for 
other uses and "unclutters" the channel plan. Select the Delete Unused 
Channels in the CHANNEL PLAN menu and press ENTER. 


CAUTION ! Don't delete unused channels until sweep 
points are built. 
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• Build Sweep Points: After the channel plan has been built, the build 
sweep points function will convert all disabled channels to sweep 
insertion points. Select Build Sweep Points from the menu and press the 
ENTER key. 

• The display will prompt you to enter the number of sweep points that 
each disabled channel will be converted to. (Acterna recommends you 
convert each disabled channel into 1,2, or 3 sweep points.) 

• If sweep points are entered in the following frequency ranges, they will 
be automatically shifted to avoid measurement inaccuracies (all 
frequencies in MHz): 


197.88 to 198.12 

lower to 197.87 

385.63 to 385.87 

lower to 385.62 

441.13 to 441.37 

lower to 441.12 

496.13 to 496.37 

lower to 496.12 

524.38 to 525.62 

raise to 525.63 

620.13 to 620.37 

lower to 620.12 

703.63 to 703.87 

lower to 703.62 


280 



SDA-5500/SDA-5510 Sweep Configuration: Forward Sweep Configuration (SDA-5500) 


827.63 to 827.87 lower to 827.62 

882.63 to 882.87 lower to 882.62 

938.13 to 938.37 lower to 938.12 

• Specify Auto Measurements: Press the Enter key to specify the 
measurements to be taken during the performance of an Auto Test (see 
Fig. 14-7). This feature allows the user to specify which channels C/N, 
Hum, and Modulation measurements are made on. 
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Fig. 14-7 The AUTO MEASUREMENTS Screen 
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• Use the up and down arrow keys to scroll to a channel. Use the C/A/, 
HUM, and /WOD soft keys to select the desired Auto Test measurements. 


NOTE: C/N, Hum, and Modulation cannot be measured on 
a scrambled channel or a sweep point. Hum and 
Modulation cannot be measured on a Digital type carrier. 


Use the All/None soft key to quickly select or deselect Auto Test 
measurements. If a test Is selected, the None soft key Is displayed. If no 
tests are selected for a particular channel, then the All soft key Is 
displayed. 

• Edit Limits: The Edit Limits function works In conjunction with the 
performance of an Auto Test. As the Auto Test measurements are made, 
the values are compared to the above limits (Fig. 14-8). 
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EO IT l I M I TS 


(ZONRIGURE 





Limits 


Min Uideo Le»jel (dBmU) 


Max Uideo Le'^el CdBmU>! +15.0 
Max Delta Uideo Le^;els (dB>: 10.0 
Min Delta U/fl <dB): +10.0 
Max Delta U/fl <dB): +17.0 
Max Delta fldJ Chans (dB>: 3.0 
24 Hour Uideo Deviation <dB>! 8.0 






+0.0 dBmU 



Fig. 14-8 The EDIT LIMITS Screen 


• Use the up and down arrew keys to select the limit to be edited. Use the 
numeric entry keys or the up and down arrow keys to enter a value. 
Once the value has been entered, press the Enter key to update the 
display. 

• Copy Remote Plan: This selection allows you to copy a channel plan 
from one unit to another (Fig. 14-9). 


I (ZC3PV REMOTE F»I_FIN 


[exit 





COPV 


COMPENSATION: •|■S3.4aB 


PLAN:CUST0M_2 


Fig. 14-9 The COPY REMOTE PLAN Screen 
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Connect a special Acterna cable between the serial ports of two units. 
Ensure that the baud rate Is set the same for each unit. A baud rate of 
19.2K Is recommended for uploading plans. 

Select Copy Remote P/an from the menu and press the Enter key. A list 
of plans located In the remote units memory will appear. Select the plan 
that you want to copy and press the Copy soft key. The selected plan will 
be transferred from the remote unit and stored in the unit that you are 
operating. It will also become the active plan. 


4. At this time, be sure to edit each scrambled channel to ensure that It Is 
designated appropriately. 

5. You can also designate tilt channels and label the channels with call 
letters, but this is not essential to begin the sweep process. 


6 . 


7. 


You might have noticed that the channel plan list Included some 
channels that were not marked "Enabled". These channels can be 
converted automatically to sweep points using the Build Sweep Points 
selection from the main CHANNEL PLAN menu. Before doing this, 
make sure that these "disabled" channels do not encompass an area 
of digital or other signals that you want to avoid sweeping. If they do, 
simply edit these particular channels and toggle the Sweep Channel 
selection to NO. When this Is completed, select Build Sweep Points 
from the CHANNEL PLAN menu. Build Sweep Points can convert 
each disabled channel into 1,2, or 3 sweep points. 

After building the channel plan, you’ll see a display that tells you how 
many enabled channels there are, what type of plan It Is, and other 
Information. You can now make measurements, sweep, and perform 
other functions that Stealth enables. 
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Testing the Transmitter Setup 

It Is best to test the transmitter setup and connection at the headend before 
proceeding Into the field. The following tips should help In the debugging 
process. 

• Perform a Scan on the SDA-5500 to verify that signal input levels are 
close to what was calculated In Worksheet 1 (above) and that all 
channels are present in this Scan. If they're not, use Spectrum mode to 
check that they are present, then edit the channel plan to add any stable 
and unscrambled channels that are missing. 

• Select a test point at a location after all forward path signals are 
combined. Connect this to the IN port of an SDA-5000. If the channel 
levels are above -r20dBmV, pad them down to 0 to +1 OdBmV. 
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• Using the TX diagnostics menu of the SDA-5500, generate a CW signai 
at the same ievei and frequency that wiii be used for forward teiemetry. 
Use the Frequency mode of the SDA-5000 to measure this teiemetry 
ievei. It shouid be lOdB beiow video signai ieveis. Verify that when the 
CW transmission stops, the ievei drops by at ieast 20dB. 

• The next step is to test the sweep by connecting an SDA-5000 receiver 
to a test point and pressing the SWEEP key (Be sure that the SDA-5500 
transmitter is aiso in the Sweep mode). After teiemetry is found, the 
receiver wiii begin sweeping, if teiemetry is not found, make sure the 
SDA-5500 and the SDA-5000 are configured for the same teiemetry 
frequency. Check to ensure the ievei of the sweep, seen in empty 
spectrum areas, is 15 dB beiow video carrier Ievei. At first there wiii be 
no references for the normaiized comparison. 
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CONFIGURING REVERSE SWEEP 


This section covers the operation of the SDA-5500 and SDA-5510 reverse 
sweep option. Inciuded are detaiied descriptions of how to connect to the 
headend, set ieveis and teiemetry, create a reverse sweep channei pian, 
and perform a reverse sweep. 

See Also 


> If you are using both the SDA-5500 and SDA-5510, see 
"Using Both Headend Units," for important information 
about how to use the two units together (page 297). 


Stealth Reverse Sweep Concept 

With the reverse sweep option, a transmitter is buiit into the hand-heid 
sweep receiver. The headend sweep transmitter (SDA-5500) or reverse 
sweep receiver (SDA-5510) is set up to receive the reverse sweep sent from 
the fieid. When a reverse sweep is activated from a fieid test point, the 
headend unit receives the teiemetry signai that indicates which receiver is 
sending the sweep. The headend unit measures the sweep, and, via its 
teiemetry signai, sends the resuits to the fieid aiong with the seriai number of 
the sending receiver. Only one receiver at a time can perform reverse 
sweeping with a SDA-5500. Up to ten receivers can perform reverse 
sweeping with a SDA-5510. if additionai receivers attempt to sweep, a 
message is dispiayed. During reverse sweep with the SDA-5500, receivers 
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sweeping in the forward direction wiil experience a slightiy siower sweep 
time. 

Basic Reverse Sweep Procedure 

Sweeping the reverse path is a iittie different from sweeping the forward 
path. Because the system is designed with appropriate spacing for the 
forward high frequency range, the reverse path may not require ampiification 
at each station. The iower frequencies aren’t attenuated in cabie as much at 
the higher frequencies. In sweeping the forward path the amplifier is aiigned 
such that its output is within certain iimits (the ampiifier compensates for the 
cabie behind it). However in sweeping the reverse path the ampiifier is 
aligned such that the response at the headend is within certain limits from 
this amplifier alignment point. So, in the reverse path the ampiifier 
compensates for ioss characteristics in the cabie after it. 

This is why it is best to transmit the sweep from the ampiifier test point and 
measure it in the headend. This ensures that the system is properiy aiigned 
to carry signais in the reverse path. 

Wiring Connections 

Single Cable - Split Band Network 

The SDA-5500 or SDA-5510 is connected in the headend as shown in 
Figure 14-10. The output is connected to the combining network. At the 
input, the system signais, aiong with the transmitted signais, are tapped off 
and coupied together with the reverse signais using a splitter. This enabies 
the SDA-5500 to receive both forward and reverse teiemetry and sweep 
signais (the SDA-5510 can receive the reverse teiemetry and sweep 
signais). 
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SDA-5500 or 
SDA-5510 


Store a 

reference here 
before aligning 
field amplifiers 


Check here to 
make sure 
cable is good 
before aligning 
amplifier 

SDA-5000 


Align forward and 
reverse at this test 
point 



Fig. 14-10 Single Cable - Split Band Network Reverse 
Sweep Configuration With Bi-Directional Test Points. 

In the field on systems with bi-directionai test points (forward and reverse 
signais both present on the same test point), a summing network (provided 
with each reverse sweep option) is used to enabie reception of forward 
teiemetry and sweep, as weli as inject reverse teiemetry and sweep. This 
summing network simplifies the connection of the field receiver to the test 
point (Fig. 14-11). 
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Combining 

Network 






SDA-5500 or 
SDA-5510 


Distribution Amplifiers 



SDA-5000 



Fig. 14-11 Single Cable - Split Band Network Reverse 
Sweep Configuration With Bi-Directional Test Points. 

Systems with directional test points are set up as shown in Figure 14-11. The 
directional coupler on the input side should be designed for at least the 
frequency range of the forward bandwidth of the network under test. (This 
coupler network should never be connected to the system without the SDA- 
5000 attached, or the resulting lack of isolation might cause signals from the 
forward path to bleed over to the reverse path.) 

Dual Cable Network 

Another possible, though rare, network configuration is the dual cable 
network, in which a full bandwidth is used for both forward and reverse path 
signals (see Fig. 14-12). In other words, it consists of essentially two cable 
systems overlaying each other with signals carried in opposite directions. 

Two cables can be used to sweep this type of system in both directions with 
the same setup. A sample setup is shown in Figure 14-12. 
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Reverse path ALC must be turned off. 


Fig. 14-12 Dual Cable Network Test Setup 

The same information about ieveis and directionai test points appiy to a duai 
cabie network as to a spiit band network. 

Reverse Sweep Setup 

To setup reverse sweep on the SDA-5500 or the SDA-5510, caii up the 
CONFIGURE menu from the Navigator (or press the Function and 3ghi 
keys). With the SDA-5500, seiect the Sweep Transceiver option. With the 
SDA-5510, seiect the Reverse option. In the menu that appears, you can set 
the following parameters. (The unit to which the parameter applies appears 
in parentheses.) 

Enabling Reverse Sweep (SDA-5500) 

Scroll to the Enable Reverse Sweep option and press Enter. When reverse 
sweep is enabled, both forward and reverse sweeping can be performed. 
Only forward sweeping is possible when reverse sweep is disabled. 
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NOTE: Reverse sweep sheuld be disabled when no SDA- 
5000 OPT1 units are being used. This will optimize the 
update rate of the forward sweep. It can also be disabled if 
you are using the SDA-5510 for reverse sweeping. 


Setting the Forward Telemetry Frequency (SDA-5510) 

Use the up and down keys to enter the forward telemetry frequency. Be sure 
that the telemetry frequency entered here matches the forward telemetry 
frequency entered on the SDA field unit. 


CAUTION ! Do not place the telemetry signal too close to 
the diplex filter cut-off frequency because roll-off can 
attenuate the telemetry signal to the degree that 
communication fails. This also applies to placing the signal 
in the high end roll-off region. 


Setting the Forward Telemetry Level (SDA-5510) 

This is the level of the carrier that the SDA-5510 uses to transmit telemetry 
data. Use the Edit Box to set the telemetry level to an appropriate value. 
When adjusting the telemetry level, take into consideration the following 
losses: system, summing network, test point, and amplifier desired input. 
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Setting the Reverse Telemetry Frequency 
(SDA-5500 and SDA-5510) 

This is the frequency at which SDA-5500 and SDA-5510 units transmit 
telemetry data. Although the reverse telemetry channel can be placed 
anywhere in the reverse path band, it’s best if placed in a portion of the 
reverse frequency band with at least 1 MHz free. To avoid potential 
interference from ingress, place it in the high end of the return band. 


CAUTION ! The reverse telemetry carrier frequency 
should be carefully selected so that it will not interfere with 
any existing carriers on the reverse plant. 


NOTE: The Stealth sweep system requires 500kHz of free 
spectrum on either side of the telemetry frequency. 
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During reverse sweeping using oniy the SDA-5500 in the headend, the ievei 
of the teiemetry (the teiemetry coming back upstream from the SDA-5000) 
needs to hit the input of the SDA-5500 at 0 dBmV - 1 -/-IO dB. You can verify 
this easiiy by checking the teiemetry ievei in the iower right corner of the 
dispiay. Again, if additionai attenuation is required, you can use an in-iine 
pad on the iow side of the dipiex fiiter. If muitipie nodes are being combined, 
a pre-amplifier may be required. 

Take care not to piace the teiemetry too far into the edges of the reverse 
path band. The reverse teiemetry signai needs to have a S/N > 20 dB 
(300kHz measurement bandwidth), which effectiveiy iimits the number of 
return nodes that can be combined on the input of the SDA-5500. A dipiex 
fiiter is used instead of a spiitter because of better isoiation and impedance 
matching. 

Steaith headend transmitters controi reverse teiemetry frequency. During 
reverse sweep, the headend transmitter sends the reverse teiemetry 
frequency and channei pian to the fieid unit via the forward teiemetry 
channei. This means that on/y the forward teiemetry frequency must be set 
before reverse sweeping starts. 
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Reverse Sweep Channel Plans 

Reverse sweep pians are used to define the frequencies at which sweep 
points wiii be inserted by SDA-5500 units with the Reverse Sweep option. 
The foiiowing points wili heip you prepare to create a reverse channei pian: 

• If the frequency bands of the active return services are known, the 
reverse channei pian can achieve a 250 kHz resoiution. Then the active 
service frequencies can be quickiy edited out. However, if you're 
uncertain about the frequency bands occupied by the active services, 
you can use the SDA-5500 or SDA-5510 to coiiect this information in 
Spectrum Anaiyzer mode, with a 50 MHz span and a center frequency of 
30 MHz. A “max-hoid” spectrum over an extended period can be 
anaiyzed to determine which frequencies in the reverse path contain 
active services so you can avoid interference. 


• The “max hoid” spectrum scan shown in Figure 14-13 is an exampie of a 
fuiiy-ioaded reverse band. Services carried inciude teiephony, data 
(cabie modem), and PCS. You can aiso see a few CW signais at the high 
and iow ends of the band, providing a consistent signai for the reverse 
iaser. The spectrum scan is 45 MHz wide (5 to 50 MHz) or 4.5 MHz per 
division. A iook at the spectrum indicates that these frequencies and 
bands shouid be omitted: 6, 15-16.5, 18.5-20, 22.5-27.5, 29-30.5, 31- 
32.5, 33-36, 36.5-38, 40 and 41-42.5. 
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• The best way to set up the reverse sweep channel plan is to build a plan 
with 250 kHz sweep Insertion points from 5 to 45 MHz and then delete 
points that fall within the service frequencies. A close look at the peak 
held scan, using a marker, may Indicate frequencies within the bands 
specified above for Insertion points (34.5 MHz, for example). 



START 5.00 MHz STOP 50.00 MHz 

#RES BM 300 kHz VBH 100 kHz SMP 20.0 nsec 


Fig. 14-13 Max-Held Spectrum Display 
Creating a New Reverse Sweep Channel Plan 


14 


1. To access your reverse sweep plans, select the Reverse Sweep Plans 
option and press the ENTER key. At the REVERSE SWEEP PLANS 
menu, press the Weivsoft key. The CREATE A NEW PLAN menu will 
appear (see Figure 14-14). Enter a name for the plan using the 
alphanumeric keys and press the Enter key. Then press the OK soft 
key to continue. 


NOTE: A warning message will appear If a reverse sweep 
plan currently exists with the same name as the plan you 
are creating. 
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CRen'TE R NEW RLRN 


I- STER 1 

Enter a name for the new rewrse 
sweep Plan that will be created. 


I Plan Hame; 


CQMPENSPTION: + SS. • 


PLAN : CUSTOM.a 


Fig. 14-14 Creating a New Reverse Sweep Plan, Step 1 

2. Enter the start frequency (see Figure 14-15). This wiil be the 

frequency of the first sweep point in the pian. Use the numeric keys 
foiiowed by the ENTER key. Then press the OK soft key to continue. 


14 



Fig. 14-15 Creating a New Reverse Sweep Plan, Step 2 

3. Enter the intervai (see Figure 14-16). This intervai determines the 
spacing between sweep points. Use the numeric keys foiiowed by the 
ENTER key. Then press the OK soft key to continue. 
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Fig. 14-16 Creating a New Reverse Sweep Plan, Step 3 

Finally, enter the stop frequency (see Figure 14-17). There wiii be no 
sweep points generated beyond the stop frequency. Use the numeric 
keys foliowed by the ENTER key. Then press the OK soft key to 
continue. 


CREFITe R NEW R(_RM 


Enter' the fr^equency at which to 
stop creatine reoerse sweep 
pointSp 


I Stop Frequences 

COMPENSATION: -fSS.4dB 


Fig. 14-17 Creating a New Reverse Sweep Plan, Step 4 
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Sweep points are generated beginning at the start frequency and continuing 
untii the stop frequency is reached. The frequency of each point is caicuiated 
by adding the step intervai to the frequency of the previous point. 

After it has been created, the new pian wiii appear in the REVERSE SWEEP 
PLAN iist. 

Selecting an Existing Reverse Sweep Plan 

The REVERSE SWEEP PLAN screen presents a iist of aii reverse sweep 
pians stored in memory. The currently active reverse sweep plan is 
displayed beneath the list of plans. Use the up and down keys to select the 
plan you want, then press the Load soft key to load the selected plan into 
memory for use. Press the EXIT soft key to return to the previous screen or 
the SWEEP key to begin sweeping. 

Editing a Reverse Sweep Plan 

As necessary, you can view and modify a selected Reverse Sweep Plan. 
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CAUTION ! You should verify that none of the sweep 
points in the reverse sweep plan will interfere with existing 
carriers on the reverse plant. 


1. Press the Edit soft key to display the EDIT REVERSE PLAN screen 
shown in Fig. 14-18. 

2. This screen shows a list of sweep points contained in the selected 
reverse sweep plan. The list consists of the sweep point number 
followed by the frequency of the sweep point. Use the up and down 
keys to scroll through the list. 
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Fig. 14-18 The EDIT REVERSE PLAN Screen 

3. Notice that the frequency of the selected sweep point also appears in 
the Edit Box below the list. You can change the frequency by using the 
numeric keys followed by the Enter key. The list will be updated when 
the Enter key is pressed. 

4. To remove a sweep point, use the up or down keys to select the 
point, then press the Delete soft key. 

5. Press the Add soft key to insert a new sweep point into the plan. The 
new point will be at the same frequency as the point that was selected 
when the Add soft key was pressed. You must set the new point to the 
correct frequency using the Edit Box. 

6. When you are finished editing the reverse sweep plan, press the EXIT 
soft key to return to the previous screen. 

Testing the Transmitter Setup for Reverse Sweep 

It is best to test the transmitter setup and connection within the headend 
before proceeding into the field. The following tips should help in the 
debugging process: 

1. Find an available input on the return path combining network. Connect 
this point to the OPT port of the SDA-5000 you’re using for reverse 
sweep. Leave in place the forward path connection described in 
"Testing the Transmitter Setup for Forward Sweep" (page 283). 
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2. Set the reverse telemetry and sweep levels of the SDA-5000 so that, 
In the combining network, they will be about 10dB below the reverse 
path signal levels. Make sure that test point compensation Is set to 0 
for this test. 

3. Using the TX diagnostics menu In the SDA-5000, generate a CW 
signal at the same level and frequency as the telemetry. Verify that the 
expected level reaches the SDA-5500 or SDA-5510 used for reverse 
sweep. Remove the CW signal and verify that the level drops by at 
least 20dB at the SDA-5500. 

4. Enter Sweep mode with both the SDA-5500 and the SDA-5000. Verify 
that reverse sweep works. 


FORWARD AND REVERSE SWEEP (SDA-5500) 


Figures 14-19 and 14-20 show the wiring connection to use if you’re using 
the SDA-5500 for both forward and reverse sweep. 
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Fig. 14-19 Connecting the SDA-5500 for Forward and 
Reverse Sweep 
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Fig. 14-20 A Second Method of Connecting the SDA-5500 
for Forward and Reverse Sweep 


USING BOTH HEADEND UNITS I 


The addition of the SDA-5510 to the Steaith sweep system takes the 
responsibiiity for reverse sweep away from the SDA-5500, and serves to 
speed both forward and reverse sweep rates. In addition, the SDA-5510 
sends reverse ingress and noise information with every update of its forward 
teiemetry, so reverse telemetry need not be received to check the reverse 
ingress condition. 

To take fuli advantage the sweep speed increases in a system using both 
units, be sure to disabie the SDA-5500’s reverse sweep. Multi-user 
contention can be eiiminated by offsetting reverse channel plans, and by 
using different teiemetry frequencies. 

The wiring configuration for a system using both units is shown in Figure 14- 
21. Refer to Figure 14-12 for an exampie of a connection in a duai cable 
network. 
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SDA-5510 


Fig. 14-21 Connecting an SDA-5510 in a System with an 
SDA-5500 


■ SWEEP HISTORY AND THEORY 


What is sweep testing, and why do it? The most accurate way to align a 
cable network for either forward or reverse services is to ‘sweep’ the system. 

Sweeping consists of measuring the frequency response over the bands that 
the system is designed to carry, plotting level versus frequency. The goal of 
a cable distribution network is to provide unity gain (or some other fixed 
value) from all inputs to all outputs at all frequencies. 

By testing throughout the band, instead of at a limited number of pilot 
frequencies, ‘sweeping’ detects many problems. Used efficiently, a sweep 
system can detect "suckouts" and other narrow frequency irregularities. 

Forward Sweep Theory 

The primary goal of a sweep system is to accurately measure a cable 
system's frequency response. Sweeping accomplishes this by injecting a 
‘sweep’ of frequencies at the input to the system, and then measures the 
level of each frequency at the output of the system. 
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A sweep transmitter injects a signal of a known level and frequency at the 
Input of the network. At the output of the network, a receiver measures the 
level at the transmitter’s frequency and saves It In a table. Plotting the level 
at each frequency makes It possible to calculate the frequency response of 
the network. This is the most basic definition of sweep. However, in practice 
this testing becomes more complex, as the following sections explain. 

Remote Operation and Channel Plans 

The first condition that must be satisfied to perform a forward sweep Is that 
the transmitter and receiver must be in different, or remote, locations. Prior 
to the sweep, you must create a channel plan to coordinate the operation of 
the transmitter and receiver. This channel plan must define exactly how the 
network will be measured by establishing the frequencies to be measured, 
how they will be measured, and for how long. A channel plan common to 
both receiver and transmitter allows for the exact timing and frequency of 
each pulse at both places. The receiver and transmitter move through each 
frequency In unison, measuring the frequency response one point at a time. 

See Also 

> "Creating Channel Plans" covers channel plans in more 
detail (page 274). 
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> Chapter 3, "Channel Plans," covers channel plan 
configuration and creation with the SDA field units. 

Telemetry Channel 

Because It Is Important to minimize manpower requirements, the Stealth 
sweep system allows the transmitter to work automatically and continuously 
at the headend without an attending operator. This is possible because of a 
telemetry channel that Is set up to synchronize the transmitter and receiver. 
Before beginning to sweep, the transmitter sends a synchronizing pulse, 
which Initiates a single sweep of the network. After this synchronizing pulse, 
the transmitter and receiver both step, one frequency at a time, through the 
channel plan. At each frequency the transmitter generates a pulse of a 
known level, and the receiver measures the received level. Because the 
channel plans are identical In receiver and transmitter, no human 
Intervention Is required to keep the units synchronized, and the 
measurements can be made far more quickly than If they were performed 
manually. 

Additionally, to be certain that the channel plan used by the receiver and 
transmitter match, channel plan data are also sent over the telemetry 
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channel. The only element that must be configured to match receiver and 
transmitter prior to starting a sweep is the telemetry frequency. 

Stealth Sweep 

Early cable sweep systems worked by Injecting sweep pulses at the points 
to be measured. Unfortunately, the pulses generated by sweep transmitters 
Interfered with the video channels that customers were paying to watch. 

The design of Acterna's Stealth sweep system enables you to sweep 
through most continuous carrier channels without Injecting any signal. This 
means there Is absolutely no chance of Interference. To accomplish this, 
Stealth sweeping uses the channel carrier as the pulse that Is measured. At 
the designated time (when the channel plan dictates), the transmitter and 
receiver both measure the appropriate carrier. In the telemetry channel, the 
measured headend level Is transmitted to the receiver. The difference 
between the two simultaneous measurements Is calculated, and thus the 
frequency response of the system Is measured without injecting sweep 
pulses. It Is Important to note that this system can work only when a carrier 
has a fairly stable power level. If the level changes too quickly and randomly, 
the measurements In the headend might not match those in the field, and 
sweep Instability will result. 

Reverse Sweep Theory 

Sweeping the reverse path Is different from sweeping the forward path. In 
sweeping the forward path, the amplifier is aligned such that its output is 
within set limits (the amplifier compensates for the cable closer to the 
headend, before It In the distribution path). In sweeping the reverse path, the 
amplifier still compensates for the cable closer to the headend, but this cable 
Is now after [he amplifier In the distribution path. Thus, in sweeping the 
reverse path, the amplifier is aligned such that the response at the headend 
is within set limits from this amplifier alignment point. This is why it is 
necessary to transmit the sweep from the amplifier test point an6 measure it 
in the headend. This ensures that the system is correctly aligned to transmit 
signals In the reverse path. 

You align a return path system In much the same way as you do a forward 
path system. The first point to be aligned is the optical node, or first 
distribution amplifier. Sweep pulses are Injected from the input to this amp, 
then measured at the headend. The system is aligned so that the received 
sweep pulses arrive with correct level and tilt. This first test point Is now the 
reference. Then each amplifier one level further away from the headend Is 
aligned in order, using the reference from the first test point. At each amp, 
the system is aligned to match the response from the first test point as 
closely as possible. 
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Another difference between forward and reverse sweep alignment is that 
signals in a reverse path plant are TDMA digital channels: multiple 
transmitters are sending to one receiver at the headend. For these systems 
to work, the reverse carriers must be turned off when not in use. Accordingly, 
the sweep methodology that allows accurate forward path sweep without 
injecting any signal cannot be used here. Sweep pulses must be injected. 

To prevent any chance of system interference, Acterna recommends that 
you not put any sweep pulses within active return path channels. However, 
due to the narrow frequency pulse used by the Stealth system, the edges of 
channels can almost always be used without creating any interference 
problem. For example, if two return path telephony carriers are located at 
21.0 to 21.6MHz, and 21.6 to 22.2l\/IHz, sweep points can be injected 
between and around the two channels at 21 MHz, 21.6MHz, and 22.2MHz. 

Because cable systems are designed with appropriate spacing for the 
forward high frequency range, the reverse path may not require amplification 
at each station. In the cable, lower frequencies are attenuated less than 
higher frequencies. 

Productivity Toois 

Stealth sweep incorporates several productivity tools, described below, that 
help you work more effectively. 

Markers and Limits 

• Stealth sweep systems incorporate several Marker an6 /.//n/f functions. 

• Vertical markers: Two vertical markers enable you to check frequency 
and level at specified points on the sweep. The display also shows the 
difference values. These vertical markers define the minimum and 
maximum frequency range to measure. 

• Horizontal markers: Two horizontal markers can be turned on or off. 
When they are enabled, the horizontal markers show the maximum and 
minimum response values on the sweep curve between the vertical 
markers. Use these to automate maximum/minimum testing to find a 
system’s flatness. 

• Sweep limits: You can set a limit value for the largest deviation from 
flat, and the meter will automatically display whether the current test 
point passes or fails. Activate this by selecting the Limit Check mode 
within sweep, and then setting the Limit Value (in dB). 

• Sweep Limit Variable: A common formula for system flatness is “N/ 
10+X.” This means that the response at the Nth amplifier in the system 
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should be within N/10+X dB of flat at its output. Stealth sweep can 
automatically calculate whether an amplifier passes this test. Xis set in 
the SWEEP configuration menu as the Sweep Limit Variable. Within the 
sweep display, entering the Limit Check mode allows the amplifier 
number (N) to be set. A limits check box appears with a check mark for a 
good amp, and an X for a bad one. 


Sweep References 

The accuracy of a cable system sweep can be improved using references. 
Since the goal of the cable network is usually to have unity gain throughout, 
a sweep reference can be used to remove both measurement error and 
response problems in parts of the network that are not currently being 
adjusted. 


14 


To understand how this works, consider Figure 14-22. The goal of the 
network is to provide the same signal as A at B, C, and D. However, during 
adjustment of the system amplifiers (downstream from the optical node), the 
frequency response of headend and optical node cannot be adjusted. Use of 
references can eliminate their contribution to frequency response problems. 
When you have no control over the parts of the network "upstream" from B, 
think of B as having a perfect, or flat, response. The goal is to make C and D 
match B as closely as possible. 



Fig. 14-22 A Small Cable Cascade 

To take a reference, perform a system sweep at point B and store this in the 
sweep receiver's memory. After sweeping at points C and D, compare their 
response to the memorized trace from B (the reference sweep), rather than 
using an unreferenced trace from the headend. Using an unreferenced 
trace, you would be trying to cancel out problems in the headend, fiber, or 
node with the downstream amplifiers, instead of just trying to minimize the 
impairments from system amplifiers themselves. 

When they're used correctly, references can also reduce measurement 
error. Because the relative measurement accuracy of sweep equipment is 
much better than its absolute accuracy, a more accurate sweep is possible 
using references. Taking the reference trace with the same transmitter and 
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receiver used for later alignments alse enables cancellation of absolute 
value meter errors. The absolute error at C will be almost the same as the 
error at B. If B is used as a perfect reference, then any abselute level errcr 
will be adjusted out. In order tc maximize this effect, Acterna recommends 
that you frequently refresh the reference to be used in sweep testing [at 
least once a shift). 

Test Point Compensation 

In aligning a cable network, the impcrtant levels, the ones ycu should care 
about, are the system levels within the coax and amplifiers. However, in 
erder te perform tests without cutting off service, it is necessary to use test 
points. Test pcints are ports that tap off enough signal for monitoring, but 
leave most of the signal in the system where it is needed. Typical test points 
have 20-30dB of loss between the signal being measured and the port 
output. 

Additionally, it is sometimes necessary tc inject cr read signals in lecatiens 
ether than the exact pcint of interest. If a signal is to be injected intc a 
reverse amplifier, there are usually some 

internal amplifier losses between the test pcint and the actual amp input. It is 
also sometimes necessary tc use external pieces of hardware tc ccmbine or 
split signals from the field meter befcre you connect tc the system being 
tested. 

Test pcint compensation accounts for all of these factors and allows the 
meter to display true system levels, even though hardware between the 
system and the meter may affect what the meter really sees. For example, if 
a fcrward test point were 30dB Icwer than the coax line it tapped into, normal 
meter readings would be 30dB below real system levels. Using test point 
compensation, you can cancel out this effect. Though this simple example 
would be easy to work out in your head, mere ccmplex configuraticns can be 
far more challenging. Meter test point compensation can help insure that you 
interpret meter results correctly, with accurate results. 

See Also 

> Chapter 4, "Field Sweeping with the SDA-5000," covers test 
point compensation procedures for the SDA field units. 

Reverse Amplifier Alignment 

The first alignments required when cemmissioning a reverse path system 
are tilt and gain for the system amplifiers. 

Though a sweep system can be used for these adjustments, it is not 
optimized fcr the process. A sweep system is generally cptimized tc take 
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relative readings among several system test points and to allow referencing 
to cancel some errors. For this reason, sweep systems usually do not 
display absolute levels. 

Acterna's Stealth sweep, however, has adapted the reverse sweep system 
to provide the right information for quick alignment of reverse gain and tilt. 
The screen displays absolute values for injection levels and headend 
receiver levels at high and low frequency tilt markers. A chart below the 
sweep response curve displays absolute levels, system gain (delta) and tilt 
between the tilt markers. 


Reverse Noise Broadcast 
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When you are troubleshooting reverse path problems in the field (including a 
sweep system that is not working), it can be very helpful to see a spectrum 
display from the headend. You can set up the SDA-5510 and SDA-5500 to 
record a spectrum display of their reverse path input. The spectrum data can 
then be sent out into the field over the Stealth telemetry channel for viewing 
by field units. The SDA-5510 automatically performs this task; the SDA-5500 
allows it as an option. 


NOTE: Activating the feature in an SDA-5500 slows down 
forward sweep response by roughly 0.5 seconds per 
refresh. 


Because this display is sent in the forward telemetry channel, it is available 
even if reverse sweep is not working from the current location. The most 
important use for this information is reverse path ingress troubleshooting. 
You can compare the reverse path spectrum at the current location with what 
the headend sees. If the noise causing reverse path problems at the 
headend matches what is seen locally, then the noise source is probably 
downstream from the current test point. This can be confirmed by reducing 
the gain on the leg in question, or by momentarily disconnecting it. 


CAUTION ! Disconnecting the leg will cause an 
interruption in service. 


See Also 

> For more information about reverse path troubleshooting, 
see Chapter 5. 
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Another use for this information is to see whether noise is biocking the 
reverse teiemetry. By checking the reverse teiemetry frequency of the 
spectrum data, you can find out if a rogue signai has ieaked into the network 
and disabied reverse sweep. 

You can aiso use the reverse spectrum dispiay to be certain that the reverse 
connection is stiii intact. A CW signai can be injected at an unused 
frequency. Then yeu can check that the signai is being received at the 
headend via the reverse neise dispiay. 

File Overlay 

When you’re troubieshoeting a sweep probiem, it is sometimes heipfui to 
compare two sweep response curves whiie you are stiii in the fieid. Steaith 
sweep offers the abiiity to do just this with Fiie Overiay mode. When you 
view a sweep fiie with Fiie Overiay mode active, a current sweep trace is 
superimposed over the viewed fiie. You can then quickiy cempare the exact 
frequencies, as weii as the ampiitudes, of any impairments. 


Choosing Receiver Modes (SDA-5500 and SDA-5510) 

Before you connect your Steaith sweep system, yeu need to decide which 
sweep modes you want to use for each transmitter. 

The SDA-5500 can be used for forward sweep, reverse sweep, or both. The 
SDA-5510 can be used for muiti-user reverse sweep. 

When you’re deciding which modes to use, consider the foiiowing: 
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• If you want to use sweep to heip maintain the ferward path piant, you wiii 
want to set up the SDA-5500 fer forward sweep. This is the most 
common configuration. The oniy benefit in net setting up an SDA-5500 
for forward sweep is that you'ii have siightiy fewer connections in 
headend wiring. 

• If you do not use the SDA-5510 and yeu want to use reverse sweep, set 
up the SDA-5500 fer reverse sweep. 


• If you use an SDA-5510 fer reverse sweep, you might want to enabie 
reverse sweep and noise for the SDA-5500. Enabiing SDA-5000 reverse 
sweep and noise wili give you the foiiewing benefits: 


• With beth headend transmitters active, different nedes or combinations 
of nodes can be directed te each. For exampie, if the noise in one node 
is particuiariy bad, that node ceuid be sent to the SDA-5500, and 
Reverse Neise Broadcast mode couid be used to heip troubieshoot the 
node. 
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See Also 

> For more information about reverse path troubleshooting, 
see Chapter 5. 

• With both transmitters active, a different reverse sweep pian can be used 
with each. If different types of information are required, try the foiiowing 
procedure. The SDA-5510 can be set up for a sweep point every 1 mHz 
of reverse bandwidth to get fast sweep updates. The SDA-5500 can be 
set up with a very dense sweep every 50kHz through a modem channei 
that is being commissioned for service. 


NOTE: Whiie Acterna does not recommend a dense 
sweep of an active reverse channei, during commissioning 
more information may be heipfui. 
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• The drawbacks to using both transmitters for reverse sweep are: 

• A more compiex set of connections in the headend. 

• Siower forward sweep update rates when the SDA-5500 is used for 
reverse sweep or noise broadcast. 


NOTE: In a SDA-5500/SDA-5510 system, it is easiest to 
set the SDA-5500 for forward only sweep, and the SDA- 
5510 for reverse only sweep. 


When you have seiected active modes for your sweep transmitters, you can 
proceed to wiring the transmitters accordingiy. 
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Appendix A 

Application Notes 


FORWARD SWEEP AND BALANCE 


Step-by-Step Headend Setup for Forward Sweep 

Forward Sweep Setup 

A diplex filter is used to combine reverse signals into the rack mount unit 
instead of a splitter or DC-12 because of isolation issues, and the return fiber 
receiver is more than likely 5-200 MHz. This could cause jitter on the forward 
sweep if not properly set up. Because the Stealth transmitter must see itself, 
be careful with what is in this "loop", such as launch amps, filters, etc; it 
could cause problems. 


NOTE: Be sure input levels are between 4 and 12 dBmV. 
The reoommended is 6 dBmV ± 2. If levels are too high, 
channels may be enabled that aren't even there. Levels too 
low will leave channels disabled that otherwise should be 
there. The Stealth Headend Transmitter (Tx) and Multiple 
User Reverse Receiver (Rx) recommended input for 
reverse RF is 0 dBmV ± 2. It may work between ± 10 
dBmV, but it depends on the aggregate noise floor. 
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Tx=Stealth Headend Transmitter 
Rx=Multiple User Reverse Receiver 



Transmitter (Tx) 


Build Channel Plan (Configure; Channel Plan) 

If a channei pian has aiready been made, choose it from the iist under 
"Seiect Channei Pian". 


NOTE: The newest Steaith fieid meter repiaced many of 
the menus with icons. The "Setup" button has been 
repiaced with a "Configure" mode, which can be accessed 
through the "Navigator" mode, or by pressing "func" (green 
key) and the number 3 key. Channei pians and fiies names 
are iimited to 15 characters. 


TIP: It’s faster to build a channel plan using StealthWare. 
Version 6.0 is the latest. 


1. Video Signal Type 

NTSC for North America, PAL for Europe, SECAM for France, the 
Middle East, and most of Eastern Europe. 

2. Build Channel Plan 

The forward channel plan should be set up on the Tx or StealthWare. 

a. Enter Plan Name 

b. Type of Plan (NCTA is common in North America, but could be HRC 
or IRC) 

c. Stop Frequency (be sure to press "enter" then "ok") 
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d. Enter Tilt Channels (yes) 

3. Edit Channel Parameters 

Enable or disable channels appropriately 

Enter tilt channels, sweep channels and/or scrambled channels 

Enter the type of channel 

(CW = Single, TV, Dual, Digital, Sweep Insertion Point) 

TIP; When making labels, the up and down diamond keys 
can be used to access special symbols. 

To get to a certain channel quicker than scrolling, go to the 
"Level" mode, type in the channel number, than go back to 
"Edit Channel Plan." 


NOTE: Do not delete unused channels until sweep points 
are made. If all disabled channels are deleted, there will be 
no sweep points made. 


Build Sweep Points (Configure; Channel Plan; Build Sweep Points) 

This is an option on the Tx only. Sweep insertion points are for vacant 
bandwidth and channels which are disabled to allow sweeping of the entire 
spectrum. The default is ch. 2 to 1 GHz for the sweep, but sweep points can 
be inserted anywhere between 5 MHz and 1 GHz. Sweep insertion points 
are not automatically inserted in the FM band. You must do this manually if 
required. 

Build insertion points for disabled channels; 2 is the default, 1 is sufficient in 
most cases. Sweep points are approximately 2.8 ms in duration and 
approximately 100 kHz wide. 


NOTE: Ensure that no sweep insertion points are built 
within 6 MHz of either side of the ALC frequency. This 
could cause problems with the ALC circuitry in certain 
amplifiers. 


Sweep Transceiver (Configure; Sweep Transceiver) 

Forward Telemetry Frequency must be in the vacant spectrum and at least 
500 kHz from any other carrier; must also be within the bandwidth of the 
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downstream spectrum. The factory default is 51 MHz on the Tx and 52 MHz 
on the Rx. 


NOTE: If diplex filters in the actives have a sharp roll-off, it 
may be wise to move the telemetry to a frequency that is 
more reliable. 


Forward Telemetry Level determines the level of the telemetry signal (FSK). 
This should be set 10 dB below the video reference level. The telemetry 
level is adjustable from 20-50 dBmV in 2 dB increments. The max is 50 
dBmV, however some older units may have a max of 40 dBmV. 

Forward Sweep Insertion Level is the level at which sweep insertion points 
will be inserted; 40 or 50 dBmV is the max. Sweep points should be 14-16 
dB below the video reference level. Sweep points fall on the video and/or 
audio frequency of unused channels by default, but can be moved. 


NOTE: Initially, set the Telemetry and Sweep Insertion 
levels to the minimum of 20 dBmV each. Change the 
sweep insertion level until the sweep insertion points are 4- 
16 dB below the closest visual carrier. Once the sweep is 
set correctly, change the Telemetry level to 4 dB above the 
Sweep Insertion level. 


Include Audio Carriers means that the references will include all audio 
carriers; if you chose no, the sweep will be faster but will display less 
resolution. 

Enable Reverse Sweep allows reverse sweep to operate. If disabled, the 
forward sweep will be faster. 

Enable Live Headend Ingress V/ew allows reverse noise to be transmitted 
on the forward telemetry. If disabled, the forward sweep will be faster. 

Reverse Telemetry Frequency \s not applicable for forward sweeping. 

Reverse Sweep Plans is not applicable for forward sweeping. 

Copying Channel Plans 

Ensure the sweep receiver is connected to the Tx by means of the 9 pin, RS- 
232 connector on the back of the receiver and the front of the Tx. This cable 
is supplied by Acterna and has a specific pin configure (refer to manual for 
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cable pin configure). Also be sure that the Baud rate is identical on both 
pieces of equipment. 


NOTE: The headend unit’s channel plan does not have to 
be downloaded to the Stealth field unit to achieve sweep. 
Only the telemetry has to be the same. The channel plan 
affects the other measurement modes. 


NOTE: If a channel plan is made on the SDA field meter 
and copied to the Tx, the Tx will freeze up and must be 
shut off to reset. Only copy channel plans from field unit to 
field unit or Tx to field unit. 


On the receiver, select (Configure; Channel Plan; Copy Remote Plan) and 
enter the forward plan for the system you are working on. The Tx then 
downloads the plan you have built, but "sweep points" don't show up in the 
hand-held channel plan. 

On the receiver, select (Configure; Sweep Receiver) and set the forward 
sweep telemetry frequency to be the same as the Tx. Set for "Stealth" sweep 
mode instead of "Sweepless". 

Field Unit Settings 

Select (Configure; Measurement) and insert all the required information 
(Temperature Units, Signal Level Units, Fundamental Hum Frequency, Scan 
Rate, etc.). 


NOTE: Select "func” and "7” to enter the Test Point 
compensation. There is a toggle button to select forward or 
reverse Test Point compensation. 


Before You Leave the Headend 

Be sure the Tx is in the sweep mode. 

When at the headend, ensure that your forward tilt channels are working 
correctly by pressing the "Tilt” key. Then check the sweep. The sweep 
direction can be changed on the receiver by using the left and right diamond 
keys or selecting the following sequence: (Configure; Sweep Receiver; 
Sweep Direction). 
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A forward sweep reference can also be taken at this time. Press “func” and 
“6” and enter a name for your reference. Some systems may want to use this 
reference fcr tap output responses. 


NOTE: Be careful with fcrward fiber cptic transmitters in 
the headend. The test point may be aligned for the input te 
the "box" or the actual input to the laser diode. This cculd 
give a faulty reference. 


TIP: The Tilt mcde is simple and makes selecting EQ very 
easy. 


Forward Balancing and Sweeping 

First, balance the signal levels at the ncde using your Tilt and Level mcdes 
at the band edge frequencies. Press "Sweep" and verify all is well. Press the 
right diamond key for forward sweeping. 

Build your reference using the same procedures ycu used to build the 
reference at the headend. Stere a reference for each leg of the node that has 
actives attached. 


NOTE: It’s gccd to compare "apples" tc "apples". Dcn’t 
change things like in-line pads and test leads cnce a 
reference has been stored. Store a new reference 
ctherwise. 


Proceed to the next active in line. Use a directicnal test pcint on the active 
for forward balancing and sweeping. Most forward balancing is based cn 
unity gain at the output. If the design slepe is different than the node design 
slepe, use tilt compensaticn (Sweep; Tilt; Tilt On/Off). 


TIP: The "Tilt Ccmpensation" mode of the field unit makes 
it easy tc get a true peak-to-valley no matter what the tilt of 
the reference. The highest tilt channel prcgrammed in yeur 
channel plan is the most affected point, and the lower tilt 
channel would be the pivct point. If no tilt channels have 
been enabled, tilt ccmpensation won’t work. 
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NOTE: The "max/min" displays the peak-to-valley 
between the markers. The delta displays the difference in 
level and frequency at the markers. 

In forward sweep, the field unit has a max input of approxi¬ 
mately 20 dBmV/ch for a fully loaded system. This is usu¬ 
ally not a problem on the high loss test points, but could be 
an issue when connecting directly to a seizure screw. 

256-QAM is a more complex modulation scheme and 
requires a higher C/N than 64-QAM. It also doesn't have as 
much guardband. The default option is to dwell on the 
carrier (Stealth unit must have digital option installed), 
which could slow down the sweep update time depending 
on the total number of carriers. 


Common Forward Sweep Problems 

Standing Waves 

• Use a directional test point if available. Standing waves could still occur if 
a mismatch is severe and close enough. 

• Read from a tap. Some lower value taps may still give reflections 
depending on port-to-port isolation and port-to-output isolation. 

• Use a plug-in test point not a probe. Probes will always be bi-directional 
unless they are in series with the circuit and a directional coupler is used. 

• Install a terminating tap (4 port 8 or 8 port 11) if you have the luxury. It’s 
an easy way to isolate the system. 

• Verify test leads, connectors, F-81 barrels, etc. Use an in-line pad to see 
if the standing wave goes away. If so, there is a reflection being created 
between the field unit and test point. 


Spikes 


• Keep the resolution to approximately 6 MHz for forward sweep. This 
lowers the probability of inadvertent, over-lapping sweep points and 
transients. A sweep point every 6 MHz is sufficient in most situations for 
forward sweeping. It also creates a faster sweep update. 

• Verify proper setup, levels, channel types, no overlapping sweep and 
actual channels, etc. 

• Avoid common problem areas such as strong off-air broadcasts and 
certain FM channels. 


313 



Application Notes: Forward Sweep and Balance 


No Communication 

• Verify the appropriate teiemetry; keep it high and iocated in the 
passband. Watch out for sharp dipiex fiiter roil-off and oid 550 MHz 
passives in a 750 MHz system. The minimum ievei for teiemetry is 
approximateiy 15 dBmV and the max is approximateiy +12 dBmV. We 
sometimes iose communication on input test points because of the iack 
of gain from the active and the test point ioss. Use the spectrum mode 
with "max hoid" on to verify the existence of the teiemetry and the ievei. 
Make sure test point compensation is 0. 

• Verify test equipment connections, ampiifier continuity, active gain, and 
that no terminators are instalied. Just use the "Ievei" mode to see if 
actuai channeis are present. If so, then there must be continuity. 

• Verify the instrument is sweeping in the correct direction. Press the right 
diamond key and iook in the upper right corner of the fieid unit dispiay. 

• Press "Sweep" on the Tx. (Sometimes it’s the littie things that kili.) 

• Firmware versions must be the same on the transmitters and receivers. 

Bad Response 

• Verify accessories are operating correctiy such as cabie, push-ons, 
DDC-20, pads, etc. 

• Low sweep points may get confused with the noise fioor, especiaiiy after 
going through more actives with their associated noise figures. This 
couid cause the "grassy" effect on the sweep dispiay. Increase the 
sweep insertion ievei on the Tx to verify. 

• Use "Steaith" sweep instead of "Sweepiess" sweep. The wrong mode 
couid iead to probiems. 

• If input ieveis are too high, this couid cause extreme intermoduiation 
distortions, which couid affect the associated sweep points. 

Faster Forward Sweep 


CAUTION ! These are only suggestions and discretion 
must be used. 


• Disabie the Reverse Sweep and Ingress Broadcast if present 
{CONFIGURE; SWEEP TRANSCEIVER.) 

• Don’t sweep the video frequency of a scrambied channei. Leave it 
enabied, but don't use it as a sweep point. Insert another channel at the 
audio frequency, change the type to "singie channel" instead of 
"scrambie", and use it as a sweep point. This assumes the audio is 
stabie. 
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• Disable all audio readings; only use single insertion points 
{CONFIGURE; SWEEP TRANSCEIVER.) 

• Place sweep points in the lower sideband of analog channels, especially 
sync suppressed scrambled channels, and in the guardband of digital 
channels. 1.1 MHz below the analog channels seems to be the "sweet 
spot”. Dwell times are set at 4 ms for a standard channel, 2.8 ms for a 
sweep point, and 158 ms for a scrambled or digital channel. 

• This new plan doesn’t have to be loaded or enabled in the field unit for 
sweep to be achieved. 

Frequency Response Identification 

• Low End Roll-Off 

• Usually caused by loose seizure screws, bad EQs/CSs, or diplex filters. 

• Standing Waves 

• Created from reflections from impedance mismatches. This is seen 
when viewing a sweep display from a resistive/bi-directional test point. 
Directional test points have enough isolation to block the reflected wave 
(depending on the severity) from adding in and out of phase with the 
main wave, which creates the standing wave appearance. They can 
even be created between the test point and test equipment. If you use 
the formula 492*Vp/f, it will tell you the "ballpark" distance in feet to the 
fault. Vp is the velocity of propagation of the cable and is typically .87 for 
most foam dielectric, hardline cable. Using this formula, "f" is the 
distance in MHz between twe peaks on the sweep display; 492 is derived 
by the speed of light, which is 984 Mft/s and the fact that the reflection is 
180 degrees out of phase for 984/2 = 492. 

• Suck-Outs 

• Caused by grounding issues or multiple impedance mismatches at 
perfect intervals. Sometime this also manifests itself as spikes because 
of signals adding in-phase. Spikes are also caused by oscillations. 

• High End Roll-Off 

• Associated with bad accessories, water, or amplifier band edge roll-off. 

Other Applications 

Using the Portable Receiver Transmitter for Forward Activation. 

Acterna's portable transmitter and receiver can be utilized te perform the 
following: 

• Segmented sweeping; Moving the transmitter out in the field to sweep 
certain spans er legs of a cable plant. 
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• Balancing inactive plant; One could insert the receiver transmitter into 
the node where the optical receiver usually inserts. Store a reference at 
the Node output. Proceed to the next active in cascade and balance 
back to the same reference line and telemetry level, which was achieved 
at the node. This is assuming that the next amplifier will be running the 
same tilt and output levels as the node. Otherwise, offset accordingly. 

• Single amp bench alignment; When in the transmitter mode, the portable 
sweep transmitter/receiver reads its own signals just like the headend 
transmitter when sweeping. One could use it to see the frequency 
response and gain of a single amplifier. Set up a channel plan with 
sweep points every 250 kHz for better resolution. 

Tips & Hints 

1. Because the Stealth default setup uses the actual channels for sweep, 
and inserts sweep points where there are no active carriers, there is 
no interference to the TV picture. 

2. The field unit is capable of a frequency agile, CW carrier at 50 dBmV 
(40 dBmV for the older version). Select (Configure; Diagnestics; 
Transmitter Diagnostics) and set the Tx frequency, attenuation, and 
turn the Tx on. 


NOTE: You must leave the field unit in this mode for the Tx 
to stay active. The cable must be attached to the "OPT" 
port on the field unit. 


3. If headend channel levels change, a new reference will NOT be 
required because the Tx will automatically compensate. It can't 
compensate for continuously fluctuating levels though. 

4. The sweep file overlay is a nice feature to view an existing stored file 
and see the actual sweep trace overlaid. Select (Configure; Sweep 
Receiver, Sweep File Overlay) and turn it on. 

5. Select "Func" & "I" for instrument information such as calibration date, 
serial number, options installed, etc. 

6. The field unit is dc blocking to 200V peak-to-peak. This equates to 
approximately 100 Vac. 

7. Once a trace is stored, you can alter the dB/div, start & stop freq., tilt 
compensation, etc. To print this altered trace, hit "Func" & "Print". (Use 
the printer serial cable supplied by Acterna.) 


316 



Application Notes: Forward Sweep and Balance 


8. The defacto standard is 2 dB/div for sweeping and 10 dB/div for 
spectrum anaiyzer viewing. 

9. Version 9.3 firmware has added a few features worth mentioning. 
There is a hard key for Test Point Compensation (func. 7) a hard key 
to Seiect Previous Screen (func. 1) and Password Protection. Aiso, 
the spectrum anaiyzer is faster and has variabie dweil times (oniy in 
the iatest generation of Steaith and 4040D meters). 

10. You can change the start and stop frequencies in the sweep mode of 
the fieid unit, which makes it easier to move your markers around. 

11. Type in the frequency and hit “enter” to make a marker jump to that 
frequency. 

12. Use "Zoom" to zoom in between the markers. 

13. If you don’t know the frequency of a certain channei, use the ievei 
mode. Type in the channei number, hit the "Channel" key, then hit the 
"Freq" key. 

14. The Tx wiii transmit/broadcast the ingress from aii the return ampiifiers 
connected to it back to the fieid unit. This wiii be transmitted on the 
forward teiemetry with 280 kHz of resoiution. Return continuity is not 
needed for this reception. The noise mode on the Rx transmits the 
totai noise in the headend aiso, but with a resoiution based off the 
return channei pian resoiution. 

15. You can sweep without downioading the channei pian, but other 
measurement modes won’t operate correctiy, such as the "Tiit" mode. 
You must assure the same teiemetry frequency. 

16. The unit sweeps 4 times before a reference can be taken. 

17. The number of sweep points is limited to 500, but inserting too many 
wiii make the refresh of the sweep dispiay siower. The sweep update 
time is dependent on the setup. 

18. Show Horizontai Markers (Configure, Sweep Receiver) is a nice 
feature to view the max peak and vaiiey between the verticai markers. 
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REVERSE SWEEP AND BALANCE 


Step-by-Step Headend Set Up 

Reverse Sweep Setup 

A diplex filter is used to combine the reverse signals into the rack mount unit, 
instead of a splitter or DC-12, because of isolation issues and the return fiber 
receiver is more than likely 5-200 MHz. This could cause jitter on the forward 
sweep if not set up properly. Because the Stealth Transmitter (Tx) must see 
itself, be careful with what is in this "loop", such as launch amps, filters, etc. 
It could cause problems. 


NOTE: Be sure input levels are between 4 and 12 dBmV. 
The reoommended is 6 dBmV ± 2. If levels are too high, 
distortions will be created in the Tx, which appear as 
common path distortions (CPD) when viewing the "Noise" 
mode. The recommended input for reverse RF is 0 dBmV ± 
2. It may work between ± 10 dBmV, but it depends on the 
aggregate noise floor. 
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Transmitter (Tx) 



Receiver (Rx) 


TIP: When making labels, the up and down diamond keys 
can be used to access special symbols. 


Build Channel Plan (Configure; Channel Plan) 


NOTE: The newest Stealth field meter replaced many of 
the menus with icons. The "Setup" button has been 
replaced with a "Configuration" mode, which can be 
accessed through the "Navigator" mode or by pressing 
"func" (green key) and the number 3 key. Channel plan and 
file names are limited to 15 characters. 
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Sweep Transceiver (Configure; Sweep Transceiver). 

Forward Telemetry Frequency must be in the vacant spectrum and at least 
500 kHz from any other carrier; must also be within the bandwidth of the 
downstream spectrum. The factory default is 51 MHz on the Tx and 52 MHz 
on the Rx. 


NOTE: If diplex filters in the actives have a sharp roll-off, it 
may be wise to move the telemetry to a frequency that is 
more reliable. Make sure that the Tx and Rx have different 
telemetry frequencies. 


Forward Telemetry Level determines the level of the telemetry signal (FSK). 
This should be set 10 dB below the video reference level. The telemetry 
level is adjustable from 20-50 dBmV in 2 dB increments. The max is 50 
dBmV (40 dBmV max on some older units). 

Forward Sweep Insertion Level is not applicable for reverse sweeping. 

Include Audio Carriers is not applicable for reverse sweeping. 

Enable Reverse Sweep allows reverse sweep to operate in the Tx. If 
disabled, the forward sweep will be faster but reverse sweep will be 
inoperable. 

Enable Live Headend Ingress l//ew allows reverse noise to be transmitted 
on the forward telemetry. If disabled, the forward sweep will be faster. 

Reverse Telemetry Frequency \s set up on the Tx or Rx and not on the field 
unit. Be sure to select a reliable frequency void of interference in the most 
stable part of the passband. 

Reverse Sweep Plans are built and/or edited for the upstream direction. The 
reverse channel plan must be set up on the Tx. It will automatically be 
communicated to the field unit via the forward telemetry. Notice this menu is 
found under CONFIGURE; SWEEP TRANSCEIVER; REVERSE CHANNEL 
PLANS. 

Field Unit Settings 

On the field unit select (CONFIGURE; MEASUREMENTS) and insert all the 
required information (Temperature Units, Signal Level Units, Fundamental 
Hum Frequency, Scan Rate, etc.). 
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NOTE: Select “tunc” and “7” te enter the Test Point 
compensation. There is a toggle butten te select forward or 
reverse Test Peint compensation. 


Before You Leave the Headend 

On the receiver select (CONFIGURE; SWEEP RECEIVER) and set the 
forward sweep telemetry frequency to be the same as the Tx and/or Rx. Also 
set the reverse sweep insertion and telemetry levels as close to the system 
specifications as possible, taking into consideration insertion losses. 


NOTE: Sweep and telemetry levels >15 dB abeve the 
recemmended input could cause return laser clipping and 
erroneous balancing and sweep traces. This depends 
upon the type of laser and return hybrids used. 


Put in "Single User" mede if using the Tx for reverse sweeping, or in 
"Multiple User" mode if using the Rx. Be sure the Tx is in the sweep mode 
and the reverse is enabled. 

Reverse Balancing and Sweeping 


TIP: The quickest way to determine if your field unit has 
reverse capability is te verify that there are twe cennectiens 
en the tep of the field unit. 


First, balance the ferward path and press "Sweep" to verify all is well, then 
preceed with reverse. 

Check the sweep in both directions. Change the sweep direction on the 
receiver te reverse by using the left diamond key or selecting the fellowing 
sequence: (Configure; Sweep Receiver; Sweep Direction). 


NOTE: The NS-6 or DDC-20 is necessary for firmware 
versien 8.5 or earlier. A summation network for return path 
sweeping is net necessary fer versions 9.x or later. There 
must be a place te inject the sweep, which will make its 
way to the Tx er Rx. Record the reverse telemetry level, 
recemmended reverse input, and test point loss. A reverse 
sweep reference can also be taken at this time by selecting 
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the sequence: (“func” and “6”). A name must be entered for 
your reference. 


Take a normalized reference at the node and at each leg if warranted. 


NOTE: It’s good to compare "apples" to "apples". Don’t 
change things like In-line pads and test leads once a 
reference has been stored. Store a new reference 
otherwise. 


If you use the Internal, directional test point, It must be an Injection test point. 
You may be able to sweep in reverse using the forward test point if it is on 
the outside of the diplex filter. Otherwise, bl-directional test points can be 
used, but may give misleading displays because of standing waves. Use a 
tap If possible. You must use the DDC-20, splitter, or diplex filter for Version 
9.x when using the same TP for Injection and reading. 


NOTE: Be sure to turn off the ALC In the reverse rack 
mount receiver If present. Also turn off the ALC In any LAN 
return amplifiers. Each ALC sensitivity will have to be 
adjusted after balancing Is completed. 


NOTE: The "max/mln" displays the peak-to-valley 
between the markers. The delta displays the difference in 
level and frequency at the markers. 


Proceed to the first amplifier from the node and reverse sweep and balance 
to a flat line using an EQ. Use the corresponding node reference for the leg 
being balanced. 

Use a pad to achieve a telemetry level X dB higher than what was 
documented when the reference was stored. X = (A-B) where A = the 
recommended reverse Input of the active where the reference was taken + 
test point loss + accessory losses -i- Summation Network loss. B = the 
recommended reverse Input of the amplifier being balanced -i- test point loss 
+ accessory losses -i- Summation Network loss. Only losses In the reverse 
Injection path are considered. 


NOTE: The recommended injection level Is dependent 
upon If you are balancing constant inputs to the port or 
hybrid, and where the actual Injection point Is located. 
Many systems balance constant Inputs to the port and take 
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into account extra accessory losses such as internal 
"feedermakers" and input pads if warranted. The reasoning 
behind constant inputs to the port vs. hybrid is beyond the 
scope of this application note. 


The reference line on the display should also be X dB. Look at Ml and M2 
on the Stealth field unit display to verify. The "Ref" on the sweep display is 
the middle graticule line, not the actual sweep level. 


NOTE: The sweep trace displayed on the field unit will 
change if someone in the headend changes the test point 
compensation on the Tx. This also affects the Reverse 
Alignment mode on the field unit. 


Others may use test point compensation and change the injected telemetry 
level to account for different test points, different recommended injection 
levels, and extra accessories. They then balance to a 0 dB reference line 
and the same telemetry reading as was achieved at the reference. 


NOTE: The SDA unit works a little differently. The reverse 
test probe value adds to the telemetry and sweep values to 
give the actual output of the field unit. It also has a Reverse 
Alignment mode, which can only be accessed through the 
Navigator mode. The markers give actual received levels in 
the Headend as if using 2 CW carriers with a "Raw" sweep 
behind it. 


Another Way 

Suppose you have a node with 20 dB test points and a recommended in of 
15 dBmV, and a trunk amp with 25 dB TPs and recommended in of 17 
dBmV. The Bridger amp with 25 dB TPs has a recommended in of 15 
because you are balancing constant inputs of 10 dBmV to the hybrid, and 
the internal loss from the test point to the hybrid is 5 dB vs. 7 dB for the trunk 
amp. There is also an LE with a 26 dB tap for injection and a recommended 
in of 12 dBmV. 

After adding all the numbers and the extra loss of 3.5 dB from the 
summation network (splitter) used in reverse balancing, the total generator 
output would be: 


Node = 20+15+3.5=38.5, Trunk = 25+17+3.5=45.5, 
Bridger = 25+15+3.5=43.5, LE = 26+12+3.5=41.5 
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Find the highest number and set the Sweep and Teiemetry ciose to this. For 
instance, the highest number is 45.5 so they are set for 46 dBmV. 

Store a reference at the node with a 7 dB in-iine pad instalied. This wiii 
automaticaiiy knock down the sweep and teiemetry ievei without having to 
change the generator output and the associated probiems with doing that 
(expiained iater). Store a reference and record the teiemetry. 

Go to the trunk amp, disconnect the in-iine pad, and reverse baiance to the 
same reference and teiemetry. Go to the bridger amp and instaii an in-iine 2 
pad. Baiance to the same teiemetry and reference. Go to the LE and instaii a 
4 dB in-iine pad. Baiance back to the same reference of 0 and teiemetry that 
was recorded when the reference was stored. 

The one caveat to this is the inconsistency with in-iine pads. One more 
variabie is added to the equation! 

Considerations 

There are some things to consider when changing the sweep and teiemetry 
ieveis on the fieid unit for different baiancing scenarios. This may infiuence 
your baiancing method. 

1. Changing the sweep insertion ievei on the fieid unit does not change 
where the sweep is dispiayed. The dispiay is gain or ioss, not the 
headend unit received. 

2. Changing TP compensation changes where the sweep is dispiayed 
on the screen. 

3. Changing the teiemetry insertion may not have a 1 for 1 effect, and it’s 
oniy in 2 dB increments. 


NOTE: Because this is a sweep, ingress can affect the 
outcome. It may be advantageous to terminate ai! reverse 
port pads or keep ai! ampiifiers terminated unti! activation. 


Common Return Sweep Problems 

Standing Waves 

• Use a directional, injection test point if avaiiabie. Standing waves couid 
stii! occur if a mismatch is ciose and severe enough. 

• Inject into a tap. Some iower vaiue taps may stii! give reflections 
depending on port-to-port isoiation and port-to-output isoiation. 
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• Use a plug-in test point, not a probe. Probes will always be bi-directional 
unless they are in series with the circuit and a directional coupler is used. 

• Keep all proceeding actives terminated for return sweeping. Don’t pre¬ 
stuff the reverse pad and EQ. The noise tunneling may hamper your 
ability to sweep properly. A high value pad or terminator is 
recommended. 

• Terminate all low value tap ports. Even an unterminated splitter in a 
subscriber's house a few thousand feet away can cause standing waves. 
Coax attenuation at the lower frequencies is slight, which allows the 
reflected wave to make it back without much loss. 

• Install a terminating tap (4 port 8 or 8 port 11) if you have the luxury. It’s 
an easy way to isolate the system. 

• Verify that test leads, connectors, F-81 barrels, etc. are good. Use an in¬ 
line pad to see if the standing wave goes away. If so, there is a reflection 
being created between the field unit and test point. 


Spikes 


• Keep the resolution to -1 MHz for reverse sweep. This lowers the 
probability of inadvertent, overlapping sweep points and transients. A 
sweep point every 1 MHz is sufficient in most situations for reverse 
sweeping. It also creates a faster sweep update. 

• Verify proper setup, levels, no overlapping sweep and actual channels, 
etc. 

• Avoid common problem areas (strong off-air shortwave, ham, and CB) 

No Communication 

• Check forward sweep to confirm communication path between the 
transmitters and field unit. 

• Set to "Single User" for Tx return sweeping and "Multiple User" for Rx. 

• It could be collisions with other people reverse sweeping on the same 
Tx. Use a Rx if warranted. 

• Verify the appropriate telemetry, keep it high & located in the passband. 
Watch out for sharp diplex filter roll-off and old 550 MHz passives in a 
750 MHz system. The minimum level for forward telemetry is 
approximately 15 dBmV, but can also overload with greater than 
approximately +^2 dBmV. We sometimes lose communication on input 
test points because of the lack of gain from the active and the test point 
loss. Use the spectrum mode with "max hold" on to verify the existence 
of the telemetry and the level. Make sure test point compensation is 0. 

• Check return path continuity. Verify test equipment connections, amplifier 
continuity, active gain, and that no terminators are installed. Look at the 
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noise floor level on the reverse input and compare with the reverse 
output. It should be higher by the amount of gain of the amplifier, but not 
necessarily. The noise reading could be affected by the test equipment 
noise floor. It may be warranted to inject a carrier and read the output to 
verify continuity. Use "Diagnostics" to send a CW carrier to the headend. 
Have someone in the headend use the Tx “Level” mode to read the 
reverse carrier level. Be sure to put it back in “Sweep” mode when 
finished! 

• Reverse telemetry must have >20 dB S/N. To calculate the S/N for the 
reverse, find the telemetry level at the headend read on the field unit 
while sweeping, activate the "Noise" mode and move the marker to the 
same frequency. Record the difference. 


NOTE: The number of node returns is limited for the 
Stealth reverse setup because the reverse telemetry signal 
needs to have > 20 dB S/N. Probably less than 40 nodes 
should be combined into the headend unit. This may also 
influence where you place the telemetry. Stay away from 5- 
15 MHz because of the inherent noisy nature of this 
passband. Stay away from 27 MHz because of CB ingress 
and any multiple of 6 MHz because of common path 
distortions (CPD). 


• Verify the instrument is sweeping in the correct direction. Press the left 
diamond key and look in the upper right corner of the field unit display. 

• Press "Sweep" on the Tx and make sure reverse is enabled. (Sometimes 
it’s the little things that kill.) 

• Firmware versions must be the same on the transmitters and receivers. 

Bad Response 

• Verify accessories are operating correctly such as cable, push-ons, 
DDC-20, pads, etc. 

• Low sweep points may get confused with the noise floor, especially from 
the total noise tunneling. This could cause the "grassy" effect on the 
sweep display. Increase the sweep insertion level on the field unit to 
verify. 

• Use "Stealth" sweep instead of "Sweepless" sweep. The wrong mode 
could lead to problems. 

• High forward levels into the meter can cause severe intermodulation that 
can affect the reverse sweep. 
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Faster Reverse Sweep 

• Make a bogus forward sweep plan on the Tx with only 1 sweep point. By 
sweeping the forward faster, the reverse will also be faster, but forward 
sweep will not be usable. 

• Use a Rx for up to 10 concurrent sweepers. This will decrease the 
probability of collisions with other sweepers off the same device. It also 
eliminates the chance of forward level overload. 

Frequency Response Identification 

• Refer to “Frequency Response Identification” on page 315 

Other Applications 

Stealth Receiver with Transmitter Option 

• Segmented sweeping; Moving the transmitter out in the field to sweep 
and balance certain spans or legs of a cable plant. 

• Active gain and frequency verification; Since the portable receiver / 
transmitter in the transmitter mode reads its own signals, just like the Tx 
when sweeping, one could use it to see the frequency response and gain 
of a single amplifier. Set up a channel plan for the reverse frequencies. 

• Segmented "Noise" mode for troubleshooting; Instead of getting the 
aggregate noise from many receivers being combined in the headend, 
one could use the portable transmitter in the field for better segmentation 
of the aggregate noise. You could also get a PathTrak system for remote 
analyzing and performance archiving. Contact Acterna for more 
information. 

The "Noise" Mode 

• See page 331, “The Noise Mode.” 

Tips & Hints 

1. The field unit is capable of a frequency agile, CW carrier at 40 dBmV 
(50 dBmV for the newer version). Select (Configure; Diagnostics; 
Transmitter Diagnostics) and set the transmitter frequency, 
attenuation, and turn the Tx on. 
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NOTE: You must leave the field unit in this mode for the Tx 
to stay active. The cable must be attached to the "OPT" 
port on the field unit. 


2. The field unit is do blocking to 200V peak-to-peak. This equates to 
approximately 100 Vac. 

3. Once a trace is stored, you can alter the dB/div, start & stop freq., etc. 
To print this altered trace, hit "Func" & "Print". (Use the printer serial 
cable supported by Acterna.) 

4. The sweep file overlay is a nice feature to view an existing stored file 
and see the actual sweep trace overlaid. (Configure; Sweep File 
Overlay). 

5. The defacto standard is 2 dB/div for sweeping and 10 dB/div for 
spectrum analyzer viewing. 

6. Select "Func" & "i" for information about the instrument such as 
calibration date, serial number, options installed. 

7. Version 9.3 firmware has added a few features worth mentioning. 
There is a hard key for Test Point Compensation (func. 7). A hard key 
to Select Previous Screen (func. 1) and Password Protection. There is 
no need for a summation network now, and the spectrum mode is 
faster and has variable dwell times (only in the latest generation of 
Stealth and 4040D meters). 

8. The Tx will transmit/broadcast the ingress from all the return amplifiers 
connected to it back to the field unit. This will be transmitted on the 
forward telemetry with 280 kHz of resolution. Return continuity is not 
needed for this reception. The noise mode on the Rx transmits the 
total noise in the headend also, but with a resolution based off the 
return channel plan resolution. 

9. You can change the start and stop frequencies in the sweep mode of 
the field unit, which makes it easier to move your markers around. 

10. Type in the frequency and press “enter” to make a marker jump to that 
frequency. 

11. Use "Zoom" to zoom in between the markers. 

12. Ten people can reverse sweep at the same time with the Rx. The 
Stealth receiver unit must be set for the correct telemetry and for 
"Multiple Users". 

13. The Rx not only displays the noise received, but can also be used to 
determine who is reverse sweeping. 
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14. The number of sweep points is limited to 500, but inserting too many 
points will make the refresh of the sweep display slower. The sweep 
update time is dependent on the setup. 


RETURN PATH TROUBLESHOOTING 


History of CPD 

CPD is created by non-linear mixing from a diode junction created by 
corrosion and dissimilar metal contacts. It's caused not by just dissimilar 
metals, but also by dissimilar metal groups. 

There are 4 main groups of metals: 

• Magnesium and its alloys 

• Cadmium, Zinc, Aluminum and its alloys 

• Iron, Lead, Tin, & alloys (except stainless steel) 

• Copper, Chromium, Nickel, Silver, Gold, Platinum, Titanium, Cobalt, 
Stainless Steel, and Graphite 

CPD occurs when second and third order intermods from the forward 
channels intermix and create distortions which fall everywhere. CPD will 
make CSO/CTB worse for forward performance. 

Separation depends on the forward channel plan. NCTA, HRC, and IRC 
plans that use NTSC 6 MHz spacing will have beats every 6 MHz. PAL could 
have beats every 7 or 8 MHz. 

The original culprit was the old feed-through connectors, which used 
dissimilar metals: the copper clad, aluminum center conductor and the 
stainless steel seizure screw. 

Housing terminators are notorious because of higher levels to mix and 
intermodulate, not to mention that a few bad varieties were manufactured. 

Colder weather makes CPD worse because the diode works better. Electron 
tunneling is better with heat so there isn’t as much non-linear mixing. 
Because of contraction and expansion, CPD could become worse with heat. 

Another impairment that manifests itself like CPD, but with separation that is 
a little different is called transient hum modulation. An RF choke can 
saturate with too much current draw and cause the ferrite material to break 
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down. The same thing can happen in customer instalied passives uniess 
they have voitage biocking capacitors instailed. 

Troubleshooting CPD 

• Puii a forward pad to see if the return "cieans-up". This is definitely CPD, 
but very intrusive when doing this and may disrupt CPD temporarily. 

• Try not to disturb anything in this tracking process. Vibrations and 
movement can temporarily "break away" the diode/corrosion causing this 
CPD. 

• Voltage surges can also destroy the diode. At least long enough to 
warrant a return visit! 

• The test point locations will determine the outcome. If CPD is on any of 
the downstream output TPs, it may be the output seizure screw or 
connector. Otherwise, continue down that leg. Look for housing 
terminators. 

• If CPD is on the Fwd input TP and not on the output TP, the problem 
could be the input seizure screw or connector. It could also be 
downstream, though. 

• The levels on the reverse input test point may be too low to see, which 
might warrant a pre-amp. Otherwise, attach to the reverse output and 
terminate reverse input pads one at a time to determine the offending 
reverse input leg. 

• If you view the reverse spectrum from a bi-directional test point with an 
analyzer, you could overdrive the frontend of the analyzer with too much 
forward path signal and cause intermodulation within the test equipment. 
In order to see the reverse ingress, the instrument is in its most sensitive 
mode. Both forward and reverse signals are going directly into the mixer 
input. The high level forward channels will cause intermodulation 
products in the frontend of the meter. This will happen on any type of 
analyzer. 

• Use a low pass filter to block all the forward channels. You can use a 
diplex filter, but it's cumbersome. The insertion loss may not be 
calibrated, and it may not be DC blocked. This is why Acterna built the 
SDA units with a built-in, switchable, low-pass filter to block the forward 
channels. 

Test Location Considerations 

Because the return path signals are low in level, it may be warranted to use 
a preamp. 


330 



Application Notes: Return Path Troubleshooting 


The preamp is used to raise the signai above the noise fioor of the test 
equipment. This is especiaiiy a probiem on the return signais that are read 
from high ioss test points. 

The SDA-5000 has a preamp buiit-in and compensates aii measurements 
accordingiy. 

If the probiem is at the output of a tap when testing at the seizure screw, 
continue on. 

Some new probes from SignaiVision and Giibert create a good ground and 
quick connect. 


NOTE: One caveat to this is a probe wiii aiways be bi- 
directionai and wiil cause an impedance mismatch itseif. 
This is something to keep in mind when troubieshooting. 
Sometimes an in-iine pad can be attached to decrease the 
amount of energy be tested, which is turn, may create a 
better match. Be carefui when probing seizure screws, 
though. The AC present wiil harm in-line pads and certain 
test equipment. The Acterna equipment is AC biocked for ~ 
100 Vac. 


If the problem of a tap is at the input and not the output, then the problem is 
from one of the drops. 

Disconnect one drop at a time to determine the point of entry. 

The Noise Mode 

The ability to switch between a headend mode and a remote analyzer mode 
has many advantages. You can successfully use the “divide and conquer” 
technique to quickly find the source of the problem so that you will not have 
to rely on another person’s interpretation. This also eliminates inefficient use 
of resources and employee time. 


NOTE: Be careful with spectrum analyzer, noise level 
readings. 2 dB/div is a good scale for sweeping and 10 dB/ 
div is good for the spectrum mode. The level displayed is 
based on the RBW setting and will be very different from 
one setting to another. A -20 dBmV noise floor with 30 kHz 
RBW is really 1.2 dBmV in a 4 MHz bandwidth and there's 
usually a correction factor associated with it. That's why 
measurements with no point of reference are very 
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misleading. If there’s a reference carrier present, you can 
make a relative measurement, such as desired-to- 
undesired ratio (D/U). 


The field unit has a "noise/ingress" feature, which can be used for 
troubleshooting. This displays the noise seen in the headend with optimum 
resolution of 280 kHz. This simplifies reverse troubleshooting and testing of 
headend reverse noise or ingress. The headend unit will transmit/broadcast 
the ingress from all the return amplifiers connected to it back to the field unit. 
This transmits the ingress seen in the headend on the forward telemetry 
frequenoy. So if no reverse communication is achieved, you will still get a 
display of the noise/ingress floor. The noise mode on the multiple user 
reverse receiver (Rx) transmits the total noise in the headend also, but with a 
resolution based on the return channel plan resolution. 


NOTE: The Noise mode can take up to a minute to track if 
the reverse is not connected. 


NOTE: The Spectrum mode is not the same as a true 
spectrum analyzer. The RBW is set at 280 kHz and a VBW 
> 1 MHz. This is optimized for analog carriers and burst 
noise measurements. It has a peak noise detector so the 
noise reading may be significantly higher than a normal 
spectrum analyzer with the same RBW setting. 


Be sure forward input levels to the headend transmitter (Tx) are between 4 
and 12 dBmV. If levels are too high, distortions will be created in the Tx, 
which appear as common path distortions (CPD) when you're viewing the 
Noise mode. 

Listening to Ingress for Identification of the Source 

• Use FM demod for the audio of forward channels and certain shortwave 
radio. 

• Use AM demod for reverse interference and ingress, such as CB, Ham, 
and shortwave radio. 

This may give you some insight into the location of the source or at least the 
nature of the source. You may be able to get the call signs of a ham radio 
operator or a mile marker from a truck driver using his CB. This could aid in 
pinpointing the ingress location. 
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Return Path Egress/Ingress Testing 

The FCC states that the maximum allowable limit for egress from do up to 54 
MHz is 15 pV/m at 30 meters. 

By utilizing forward path egress techniques, it may be possible to 
characterize the return path ingress points to some extent. Testing 
stringently at 5-10 uV/m everywhere, including the drops, is probably a 
better indication of return path integrity. 

Forward path leakage does not necessarily equal ingress, however. Some 
sources of leakage and ingress are frequency selective. This would lead us 
to believe that a reverse frequency would be better to monitor. 

The problem with this is that signals on the return path are only present 
when communication is taking place. They are usually very low in level and 
bursty in nature. 

We can't insert a reverse frequency carrier at the headend because the 
diplex filters would block the carrier. 

We can’t insert a carrier at the EOL and look for egress, because sources of 
ingress inhibit accurate measurements, but most importantly, the antenna 
would be huge; -23.4’ for 20 MHz! 

Using a Variable Dweii Time to Catch Impuise Noise 

One problem with a longer dwell time on a spectrum analyzer is that it takes 
longer to scan. 

If the scan time is too fast, it may skip over fast impulse noise. 

The nice thing about a longer dwell time is that it’s easier to catch 
intermittent signals because it displays the carrier peak. This is similar to a 
peak hold every scan, which makes it great for troubleshooting impulse 
noise. 
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Fig. Reverse ingress spectrum trace after 30 sec. with 
traditional settings. 



Fig. Reverse ingress spectrum trace after 6 sec. with dweil 
time = 20 ms. 


The "Zero Span" Mode 

In this mode, you can view desired-to-undesired ratios and see peak bursts 
of TDMA data. You can aiso measure peak digitai ieveis, observe high traffic 
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periods & collisions, and see ingress in the data packet without taking the 
service off-line. 

Refer to the Feb. ’99 issue of Acterna's bi-annual newsletter, Wavelengths. 


PROOFING AND TESTING 


FCC Title 47 Code of Federal Regulations, Subpart K, 
Section 76.605(a) 

Records must be kept on file for 5 years and they must be open to the FCC 
or the local franchiser upon request. Rule 76.614 states that leakage logs 
must be kept on file for 2 years for a typical CATV system, but 5 years for 
systems that don't fall under normal FCC regulations. This would include a 
system with less than 1000 subscribers. This system would not be 
considered a typical CATV system. 

You must select 6 widely separated test points for the first 12,500 
subscribers and 1 extra test point for each increment of 12,500 subscribers. 

At least one third of the test points shall represent subscribers most distant 
from the headend. 

Subsections 76.605 (a) 3, 4, and 5 require tests to be done on all NTSC 
channels. 

All other subsections require 7 channels for 400 MHz systems and 1 extra 
channel for every increment of 100 MHz. 

Audio/Video Tests [76.605(a)(2)] 

The audio carrier will be 4.5 MHz above the video ±5 kHz. 

24-hour Variation Test [76.605(a)(3,4,5)] 

Measurements shall be made every 6 hours (intervals > 5 and < 7 hours) in 
January or February and July or August. This represents the coldest and 
hottest months. So we have a 2 hour window every 6 hours, and a 2 month 
window every 6 months to complete these tests. 
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The video level for each channel at the end of a 100 foot drop will have: 

• > 3 dBmV [76.605(a)(3)]. 

• < 8 dB variation over 24 hours & 6 months [76.605(a)(4)]. 

• < 3 dB of variation between adjacent channels [76.605(a)(4)]. 

• < 12 dB of difference between any 2 channels in a 500 MHz system and 
1 dB allotted for each 100 MHz above 500 MHz. This is tilt and peak-to- 
valley [76.605(a)(4)]. 

• A maximum level is stated that doesn’t overload the subscriber’s 
receiver [76.605(a)(4)]. 

• The audio will always be lower than the associated video. The audio to 
video delta shall be between 10 and 17 dB. One exception to this rule is 
if a baseband converter is used, then the delta is specified for 6.5 to 17 
dB [76.605(a)(5)]. 

In-Channel Sweeping [76.605(a)(6)] 

If you want to perform an In-Channel Response (ICR) test, there are two 
scenarios to choose from: 

1. Use your existing sweep transmitter or 

2. Obtain a function generator that will sweep, at a line rate (approx. 

20ms to 50ms), from 250 kHz to 6 MHz. 

Adjust the output level to meet the requirements of the modulator's video 
input (~ 1 Vp-p). 


NOTE: As of 12-30-99, In-Channel Response testing must 
be done after the customer premise equipment, which 
means after the setup box. The FCC rule is ± 2 dB of 
flatness. 


You must create a new channel plan for each channel that you will be doing 
the test on. This is done on the Transmitter (Tx) or on the field unit if using a 
function generator. 

When building this channel plan, create ten (10) scrambled channels, 500 
kHz apart, starting approximately .75 MHz above the lower boundary of the 
cable channel continuing 5 MHz above. 

After you have created the channel plan, select the appropriate mode from 
the SWEEP RECEIVER menu. Select the Stealth mode if using the Tx or the 
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Sweepless mode if using a function generator. Connect the Tx or function 
generator to the Video In port on the moduiator that you are going to test. 

Next, connect your fieid unit to the modulator output and press the SWEEP 
button. Once you have adjusted your Start and Stop frequencies to match 
the particular channel plan, you will see the response of the channel under 
test. 

Press the “func” and “6” key to store this trace as a Sweep Reference. 
Proceed out into the system, connect your field unit to the appropriate 
location and press the SWEEP button. You will again see the response of 
the channel under test. 

The MAX/MIN reading on your unit is the In-Channel Response of that 
channel and dependent upon the marker locations. Below is an example of a 
channel plan to do the ICR test on channel 2. 


Chan 

Ch. 

Type 

Freq. 

(MHz) 

Audio 

(MHz) 

Meas 

BW 

Noise 

Offset 

Ena 

Tiit 

Swp 

Scr 

201 

TV 

54.7 

4.50 

4.0 

2.50 

4 

4 

4 

202 

TV 

55.2 

4.50 

4.0 

2.50 

4 

4 

4 

203 

TV 

55.7 

4.50 

4.0 

2.50 

4 

4 

4 

204 

TV 

56.2 

4.50 

4.0 

2.50 

4 

4 

4 

205 

TV 

56.7 

4.50 

4.0 

2.50 

4 

4 

4 

206 

TV 

57.2 

4.50 

4.0 

2.50 

4 

4 

4 

207 

TV 

57.7 

4.50 

4.0 

2.50 

4 

4 

4 

208 

TV 

58.2 

4.50 

4.0 

2.50 

4 

4 

4 

209 

TV 

58.7 

4.50 

4.0 

2.50 

4 

4 

4 

210 

TV 

59.2 

4.50 

4.0 

2.50 

4 

4 

4 


CNR & Distortions [76.605(a)(7,8)] 

To get the best carrier-to-noise ratio (CNR) readings for a 79 channel loaded 
system, the RF level should be between 10 and 14 dBmV. The dynamic 
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range of the field unit is 52 dB. The FCC specification is for CNR > 43 dB. 
Most systems design for ~ 48 dB CNR at the end-of-line to account for 
house amps, bigger TV screens, and to allow some headroom for digital 
loading affects. 

Use a bandpass filter and lab amp otherwise, or when doing CSO and CTB. 
The FCC specifies that these coherent distortions should be > 51 dBc 
(below the reference carrier) for NCTA and > 47 for HRC systems. 


NOTE: Stealth firmware versions before 9.3 measured 
CTB related to peak distortions when it should be RMS. 
This may give a worse reading than anticipated. 


CNR can be measured on a modulated carrier, but not scrambled. This is a 
gated measurement for in-service tests. If noise is already present on the 
signal, or there are no quiet lines, it may be warranted to insert a real “quiet” 
line or use another channel. 


TIP: Line 25 is recommended for a quiet line insertion 
when testing after a setup box. 

For more detailed information, log-on to www.tvms.net. 


Signal-to-Noise for the Return Path 

To calculate the S/N for reverse, find the telemetry level at the headend read 
on the field unit, activate the Noise mode and move the marker to the same 
frequency. Record the difference. 


NOTE: The Spectrum mode RBW is set at 280 kHz and a 
VBW > 1 MHz. This is optimized for analog carriers and 
burst noise measurements. It has a peak noise detector so 
the noise reading may be significantly higher than a normal 
spectrum analyzer with the same RBW setting. Don’t do 
manual C/N measurements with the SDA unit. 


Digital S/N 

Set up a "Digital" channel for 280 kHz of measurement bandwidth (MBW). 
Set up another "Digital" channel with 280 kHz of MBW at a frequency that is 
just noise. Label it "NOIS". 
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NOTE: Measuring digital "haystacks" with a spectrum 
analyzer is very misleading. The level reading is based on 
the RBW of the analyzer and there are correction factors 
associated with this. A simple calculation is not adequate 
because of the shape of the "haystack." Refer to the 
"Digital vs. High Speed Data" article that was published in 
Communications Technology’s Dec. ’98 issue. 


Measure levels of both channels and calculate the difference. This is the S/ 
N. Because the test equipment noise floor may give faulty readings, a pre¬ 
amp may be warranted. 

Perform a "Noise Near Noise Test". Remove the input cable from the field 
unit and record the level from the NOIS channel again. Subtract this from the 
original NOIS measurement. 

Locate the difference between the two readings on the "X" axis of the graph 
below and find the corresponding correction factor on the "Y" axis. Add this 
correction factor to the S/N value. 


orrection (m) 



0123456789 10 

measured_above^ 


Fig. Noise Near Noise Correction Chart 

Any correction factor > 6 dB will be less reliable since a very small change in 
amplitude causes a large change in correction. 
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Terminal Isolation [76.605(a)(9)] 

Terminal isolation shall be at least 18 dB. In reality, it’s usually much better 
than this. Depending on the source of the purchase! 

Ground Loops & Voltage Potential Differences 

Use a device called a 188A to test for dangerous voltage potentials before 
touching anything. 

You could also use a voltmeter in the ammeter mode. Connect one lead to 
the cable sheath/connector and another lead to a known good ground. If 
current is flowing, there is an obvious voltage potential difference. You may 
want to establish a ground before disconnecting the only ground you have 
going. Call the electric company if the ground is in question. 

Common bonding is required for the elimination of ground loops, but if the 
power ground becomes dislodged a more serious problem could occur. If the 
power company entrance into the house becomes disconnected from 
corrosion or whatever, the house powering will use the cable grounding as 
its neutral. Eventually the dielectric will melt. 

Assure the house is grounded and bonded correctly for safety and 
elimination of ground loops, which can cause hum related problems and 
impulse burst noise. 

To eliminate hum bars, try common mode coiling, ghost busters, or drop 
isolators. Drop isolators have capacitors installed to block the voltage from 
traveling on the sheath or center conductor while still allowing RF to pass. 
We could also use common mode coiling, which is used to eliminate 
common mode currents from entering through a breach in the cable sheath. 
Take 10 feet of cable and coil into 7 turns approximately 5-6 inches in 
diameter. If impulse noise or hum gets in at the TV tuner or from the power 
ground, it will travel on the cable braiding until it dissipates or is induced onto 
the center conductor. Coiling the drop cable prior to insertion into the house 
appliance will "choke" out this reverse ingress before it finds that breach. 
SigVision also makes a snap-on ferrite bead to attach to the coax, which will 
impede common mode currents. One way to make a drop isolator would be 
to connect two 75/300 ohm transformers back-to-back. This may be good for 
troubleshooting, but may not conform to bonding ordinances and will cause 
signal loss and leakage. 

Hum [76.605(a)(10)] 

Acterna equipment can measure hum on an unscrambled, active channel. 
This is a peak-to-peak measurement. The definition of FCC hum is any low 
frequency disturbance (< 1 kFIz) and must be < 3%. This is usually caused 
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by power pack filter failure, bad solder connections, corroded connectors. 
Impulse noise, etc. 

Diagnosis for 1 or 2 bars slowly scrolling up on the TV Is as follows: If it’s one 
hum bar (50/60 Hz), check for bad connections where voltage Is ac. If It’s 2 
hum bars (100/120 Hz), check the dc power pack for proper ac Input, check 
for power-pack ripple (possible filter cap or diode failure). This is achieved by 
using an ac-coupled voltmeter and measuring ac voltage on the dc test 
point. It should be < 15 mVac. Two hum bars can be produced by any power 
supply that rectifies ac into dc and could Include battery chargers. 

If hum Is only on 1 channel, suspect the headend. If It's only on a few lower 
channels. It could be a bad power transformer humming along outside. If It's 
on one house and not the neighbors, or on a digital channel, suspect the 
house grounding. 

Headend Tests [76.605(a)(11)] 

Headend proofing consists of chrominance-luminance delay (<170 ns), 
differential gain (< ±20 %), and differential phase (< ±10 degrees). This Is a 
triennial test requirement. 

Leakage - Rule [76.609(h) & 76.605(a)(12)] 

This measurement can be taken directly from an aircraft above the system 
and reported directly. 90% of leakage points shall not exceed 10 uV/m at an 
altitude of 450 meters. 

Measurements may be taken on the ground and entered into a formula that 
simulates the Interference It would cause at aircraft altitudes. The former 
method is called the fly-over and the latter Is called cumulative leakage Index 
(CLI). 

If you opt to perform CLI Instead of the fly-over, you must Include at least 75 
percent of the strand mileage of the cable, including all the cable that can be 
expected to have the least leakage integrity. You must substantially cover 
the plant In three months for a quarterly test. 

A dipole antenna must be used 3 meters from the leak and 3 meters above 
the ground. The dipole should be rotated about a vertical axis and the 
maximum reading recorded. 

Other conductors must be 10 or more feet away from the measuring 
antenna. See 76.609 through 76.616 for the complete regulation series. 

A single source of radio-frequency leakage must not exceed a certain field 
strength, measured In microvolts per meter at a given distance with a "cut 
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dipole". Leaks in excess of these strengths at respective distance and 
frequency must be repaired in a timely manner. 


The formula to determine the full size of the dipole antenna in inches is: 
5616/f 

(“f” is the frequency in MHz) 


Frequency 

Field Strength 

Distance 

Up to 54 MHz 

15=V/m 

30 meters 

54 to 216 MHz 

20 =V/m 

3 meters 

216 MHz and up 

15 =V/m 

30 meters 
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Appendix B 

Specifications 


Frequency 


Range: 

Accuracy: 

Resolution bandwidths: 

Tuning resolutions: 
Sweep resolution: 


5 to 1,000 MHz 

±10 ppm at 25°C; ± 10 ppm drift over temp.; 
± 3 ppm/year aging 

30, 280 kHz and 2MHz (30 kHz for CTB/CSO 
only) 

10 kHz 

250 kHz maximum 


Level Measurement 

Range: 

Resolution: 

Accuracy: 

Log linearity: 
Flatness: 

Signal types: 


-40 to -r60 dBmV 
0.1 dB 

±1.0 dB from -20 to +50°C 
±0.5 dB 
±0.5 dB 

CW, single carrier, video (single or dual 
audio/NICAM), audio, digital 



Specifications 


Uncertainty for 

digital carrier: Additional ±0.5 dB (digital types 16/32/64/256 

QAM, QPR, QPSK, VSB, CAP-16, DVB/ 
ACTS and TDMA using zero-span spectrum 
mode) @ 280 kHz RBW 

Carrier-to-Noise 

In-service measurement. Non-scrambled channels only. No preselection 
required for 78 channels or less. Best dynamic range at -i-IOdBmV or 
higher input. 

Range: > 52 dB 

Resolution: < 0.5 dB 

Hum Measurement 

In-service measurement 
only. 

Range: 

Resolution: 

Accuracy: 

Depth of Modulation 

Assumes presence of white reference on any VITS line. Non-scrambled 
channels only. Audio demodulation of AM and FM carriers. 

Range: 80 to 100% 

Resolution: <0.5% at 85% 

Audio demodulation: AM and FM Carriers 

Tilt Measurement 

Up to 9 pilot carriers or video channels with tilt and level measurements 
on the highest and lowest. The SDA-5000 allows measurement on any 2 
of the 9. (Tilt mode is not available on the SDA-5510). 

Scan Mode 

All video, audio, pilot carrier, and digital channel levels displayed. 


. Carrier > 0 dBmV. Non-scrambled channels 

Oto 10% 

< 0 . 2 % 

+!- 0.7% 
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Sweep Mode 

(Forward sweep not available on SDA-5510) 


Frequency range: 

5-1000 MHz 


Display span: 

user definable 


Display scale/range: 

6 vertical divisions 1,2, 5, or 10dB/ division 


Sweep pulse 

occupied bandwidth: 

30 kHz 


Stability: 

+!- 0.5 dB, normalized (dependent on stability 
of referenced carriers) 


Sweep Rate: 

Channel Plan 

~1 second (78 Channels, including 
scrambled and digital signal types) 


Templates (editable): 

NCTA; NTSC-Broadcast; OIRT-D/K; HDTP- 
NL; NCTA-IRC; NCTA-IRL; NCTA-SUB; 

Jerold; Jerold-HRC; Jerold-IRC PL-B/G; PAL- 
UK; Ireland; Japan; China-1; China-2; 

SECAM 


Spectrum Mode 

Spans: 

3, 5, 10, 20, and 50 MHz 
(0.3, 0.5, 1,2, and 5 MHz/div.) 


Sweep rates: 

~1 second updates with spans of 

50, 20, 10, and 5 MHz 

~1.7 second updates with 3 MHz 

span 


Display scaling 



and range: 

0.5,1,2, 5, and 10 dB/div.; 6 vertical divisions 

B 

Dwell: 

programmable 0-25 ms N/A 

Spurious free 



dynamic range: 

60 dB @ 25° C and +20dBmV 


Sensitivity w/o preamp: 

-40 dBmV 5 - 550 MHz 
-35dBmV 550- 1000 MHz 


Sensitivity with preamp: 

-50 dBmV 5 - 550 MHz 
-45dBmV 550- 1000 MHz 


Max. level with preamp: 

-r50 dBmV 
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Zero-Span Mode 

Video BW: 

Resolution BW: 

Measurement BW 
compensation: 

Pulse measurement 
accuracy: 


Sweep times: 


>1MHz, too kHz, 10 kHz, 100 Hz 
2 MHz, 280 kHz, 30 kHz 

programmable 1 kHz - 99 MHz 

nominal level in 10 ps 

+/- 2 dB from nominal in 5 ps (>1 MHz VBW, 
280 kHz RBW) 

100 ps to 20 s (1,2, 5 settings) 


Intermodulation Distortion (CSO/CTB) 

Range: > 60 dB 

Resolution: 0.1 dB 


Reverse Transmitter 

(Available only on SDA-5000 with OPT2) 


Frequency range: 
Output level: 


Spectral purity: 


B 


Teiemetry 

Frequency range: 
Modulation: 
Spectrum required: 
Spectral purity: 


5 to 1,000 MHz 

+20 to +50 dBmV, adjustable in 2dB 
increments 

Hars -30 dBc; Spurs -35 dBc 


5 to 1,000 MHz 

FSK, 100 kHz deviation 

1.0 MHz vacant bandwidth recommended 

Hars -30 dBc; Spurs -35 dBc 
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Data Storage 

Files stored: 


Storage capability: 


Typical mix of files 
for 78-channel plan: 


Autotests, tilt, channel plans, scan, and 
forward sweep. Also reverse sweep and 
reverse amp alignment. Spectrum mode 
(regular with max hold and CSO/CTB). 
Zero-span. Allocated on demand. 

Simultaneous- more of one file Reference 
Storage type can be "traded" for less of 
another. All files stored as database, not as 
screen picture. 

8 channel plans, 16 sweep references, 80 
sweep traces; 40 scan files, 20 spectrum 
displays; 20 autotests. 


Serial Interface 


RS232; Epson, IBM, and Diconix Printers 

Input Configuration 

Connector type: 

Maximum sustained 
voltage: 

General 

Display: 

Operating temperature 
SDA-5000 
SDA-5500 and 5510 

Power Sources 

Battery: Extended-life replaceable nickel metal 

hydride, 12V / 3.5A-hr, 4 hours continuous 
use on single charge 


320x240 dot matrix LCD, selectable back 
light 


-20 to -r47'C (-4 to 117°F) 
Oto -r50'C(32 to 120'’F) 



75flType F Female 
(Optional 75t2Type BNC Female) 

AC: 100 V; DC: 140 V 
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AC line (SDA 5000) 

Charger input: 100-250 VAC 50 - 60 Hz, 0.5A 

Charger output: Aux out: 16V @ 750 mA 

Charge: 15V @ 750 mA 

AC line (SDA 5500) 

Charger input: 100 to 265 to 63 Hz ~ 100 VAC 

47 to 63 Hz ~ 100 VA 


Forward Transmitter (OPT 2) 

(Available only on SDA-5500 and SDA-5000 with OPT2) 

Frequency range: 5 to 1,000 MHz 

Output level: +20 to +50 dBmV, adjustable in 2 dB 

Spectral purity: Hars -30 dBc; Spurs -35 dBc 

PathTrak Field View (Option 3) 

(Not available on SDA-5510) 

Update rate: 2x/second (remote trace); ~1x/second (local 

trace) 


QAM View Option (Option 4) 


B 


Modulation Type: 

64/256 QAM, DVB-C, ITU-T J.83 Annex A (Option 4A) 
64/256 QAM, DVS-031, ITU-T J.83 Annex B (Option 4B) 

Measurable Input Range (Lock Range): 

64 QAM: -20 to+50 dBmV 

256 QAM: -15 to+50 dBmV 


Frequency Tuning: 

(Digital QAM mode): 50 to 860 MHz 

Resolution: 50 kHz 
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MER (Modulation Error Ratio): 

64 QAM / Option 4A: 
Accuracy: 

64 QAM / Option 4B: 
Accuracy: 

256 QAM / Option 4A: 
Accuracy: 

256 QAM / Option 4B: 
Accuracy: 


22-35 dB 

±2.0 dB (typicai, see chart beiow) 

21-35dB 

±1.5dB 

28-35 dB 

±2.0 dB (typicai, see chart beiow) 

28-35 dB 
±1.5 dB 


MER Accuracy 

Worse Case Condition, QAM 64, Annex A, 6.89 MBPS 



B 
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Specifications 


EVM (Error Vector Magnitude): 


64 QAM / Option 4A: 
Accuracy: 

1.2% - 5.2% 

± 0.5% (1.2% - 2.0%: 
±1.0% (2.1%- 4.0%: 
±1.4% (4.1%- 5.2%: 

64 QAM / Option 4B: 
Accuracy: 

1.2% - 5.8% 

±0.5% (1.2%-2.5%) 
±1.1% (2.6%-5.8%) 

256 QAM / Option 4A: 
Accuracy: 

1.1% - 2.5% 

± 0.6% 

256 QAM / Option 4B: 
Accuracy: 

1.1% - 2.5% 

± 0.5% 

BER (Bit Error Rate): 


64 QAM Pre-FEC 
Options 4A and 4B: 

10-4 - 10-9 

64 QAM Post-FEC 
Options 4A and 4B: 

10-4-10-9 

256 QAM Pre-FEC 
Option 4A: 

10-4 - 10-6 

256 QAM Post-FEC 
Option 4A: 

10-4 - 10-9 

256 QAM Pre-FEC 
Option 4B: 

10-4 - 10-6 

256 QAM Post-FEC 
Option 4B: 

10-4 - 10-9 

Measurabie QAM ingress: 


64 QAM 

-25 to -40 dBc 

256 QAM 

-30 to -40 dBc 

Accuracy: 

±3.0 dB 

Channei Bandwidth: 


Option 4A 

8 MHz 

Option 4B 

6 MHz 
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Power Source: 

Battery: 

Charge time: 


Universal AC 
Charger/Adapter: 

Input: 

Output: 


Extended life nickel metal hydride 
12V/3.5A-hr 

~4 hcurs 

Operating Time: 2.5 hours continuous use 
(typical) in OAM View mode 


100-250 VAC, 50-60 Hz, 0.5A 
15V@ 750 ma 


B 


351 



Specifications 


B 


352 



Appendix C 

Status Indicators and Icons 


Status Indicators 

The following status indicators are dispiayed in the titie bar 

t Uniocked 

□ Low Battery 

FCH Function Key Pressed 

Aipha Entry Mode 

^£3 Numeric Entry Mode 

A 

Arrow Key Seiection Mode 
^ Backiight On (Manuai Operation) 


Backiight On (Auto Operation) 




Status Indicators and Icons 


□ 

■i:) 


>|] >|£ 


uv 




Video Carrier 

Audio Carrier 
Singie Carrier 
DUAL Carrier 

Band Pass Fiiter (Hum screen) 
Low Pass Fiiter (Hum screen) 
Noise (C/N screen) 


Soft Key Icons 


m 


Ampiifier / Low Pass 
Fiiter Submenu 



Offset Submenu 


c 


BksJ 


Bandwidth Submenu 



Limit Check Submenu 


m 


Sweep Enabie 
Video Enabie 


E 


Levei Submenu 



Noise Scan Enabie 


Q 

Frequency Submenu 
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Status Indicators and Icons 



Enable / Disable 


(2 

Check Limits 


Maximum Hold 


m 

Reference Level 


m 

Tilt Compensation 
Submenu 

Hysteresis 

m\ 


Video Bandwidth 

pBwj 


IIM 

ZERO 

SPAN 


Start Zero Span 



A or B Marker Toggle 


Start CSO/CTB Test 



Select High Tilt Pilot Channel 






LO 


Select Low Tilt 
Pilot Channel 



Autoscale 


Scan Time 


Resolution Bandwidth 


Restart Maximum Hold 









Status Indicators and Icons 


MBW 



Measurement Bandwidth Demodulation Toggle 



Return to Last Mode Volume Down 



Audio Enable 


Cancel 



Restart 


Center Frequency 



60 Hz Filter 
Enable / Disable 



120 Hz Filter 
Enable / Disable 


Desired / Undesired 
Marker Toggle 



Low Pass Filter Enable 


fcJB 



li 



LI 


Log / Linear Toggle 


Pre-Amp Enable 



















Status Indicators and Icons 



<1 KHz Filter Enable 


Marker to Peak 



Dwell 


Span 



Save this Channel BW Stop Frequency 



Save BW to All Channels Start Frequency 


I 

Trigger On/Off 



Manual Trigger 


Additional Option-Specific Icons 


SDA Option 2 -- Portable Sweep Transmitter 

This option uses icons already listed above. 


SDA Option 3 -- PathTrak 

In addition to many of the icons listed above, Option 3 uses the following 
icons: 


Select Marker Mode Toggle Marker (Dual Marker Mode) 




c 


357 









Status Indicators and Icons 



View Node List Toggie Node 

SDA Option 4 -- QAM 

In addition to many of the icons listed above, Option 4 uses the foilowing 
icons: 



Edit Moduiation Format Edit Symboi Rate 



Dispiay Digitai Detaii Zoom Submenu 

Zoom-In One Level Zoom-Out One Level 



Zoom-Out to Largest View Frequency Response Screen 



Group Delay Screen QAM Level 


c 
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Appendix D 

User and Error Messages 


Introduction 

The SDA is equipped with heipfui messages that may appear to indicate 
improper operation or unit maifunction. This appendix provides an 
expianation of the condition causing a message to appear and the 
suggested response. 

ERROR... No STEALTH telemetry! 

Condition: No teiemetry estabiished between Transmitter and Receiver 

Response: Check connection and ensure teiemetry frequencies are 
matched. 

SORRY... The selected reference cannot be used! 

Condition: The channei pian has been changed or a different channei 
pian has been seiected since storing the reference. 

Response: Deiete the incompatibie reference and seiect another or store 
a new reference. 

ERROR... The synthesizer has become unlocked! 


Condition: The PLL synthesizer has become uniocked. 

Response: Indicates a probiem with the circuitry, service is required. 
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ERROR... The noise frequency is out of range! 

Condition: The noise offset frequeney pius the carrier frequency exceeds 
the range of the unit. 

Response: Choose a smalier noise offset frequency vaiue. 

ERROR... Insufficient signal level to perform the measurement! 

Condition: A minimum carrier ievei is required for C/N and HUM 
measurements. 

Response: Choose another channei or frequency with greater than the 
minimum ievei. 

SORRY... This is an illegal name and cannot be used. 

Condition: An iiiegal name has been entered. 

Response: Choose another name. 

WARNING..A reference with this name already exists. Overwrite? 

Condition: A reference with the same name currentiy exists. 

Response: Overwrite the existing reference or choose another name. 

SORRY... This is an invalid name. Please try again. 

Condition: An invaiid name has been entered. 

Response: The name must contain at least one character. 

SORRY... There is not enough memory to store a new reference! 

Condition: Memory is currently at maximum capacity. 

Response: Delete unwanted files to make more memory available. 

WARNING... The selected reference will be deleted! 

Condition: A reference file is about to be deleted. 

Response: Press OK to delete. 

ERROR... The selected reference has been corrupted! 

Condition: The reference cannot be used because of a non-volatile 
memory failure. 

Response: Delete the corrupted reference and select another. 
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SORRY... Not enough sweeps have occurred to store an accurate reference. Please 
allow more time in SWEEP. 

Condition: An attempt to store a reference without sufficient sweeps. 

Response: Aiiow more time in Sweep Mode. 

ERROR... A system error has occurred! 

Cendition: A system error has been detected. 

Response: Restart the unit and try again. 

ERROR... There is no Response: from the printer! 

Cendition: The printer is not responding to the unit. 

Response: Check printer cennectien and compatibiiity. 

SORRY... There is nothing to print! Please select a measurement mode before 
attempting to print. 

Cendition: An attempt to print was made without being in a measurement 
mede. 

Response: Cheese a measurement mode. 

WARNING... A sweep file with this name already exists. Overwrite? 

Cendition: A sweep file with the same name currently exists. 

Response: Overwrite er choose another name. 

SORRY... There is not enough memory to store a new file! 

Condition: Memory is currently at maximum capacity. 

Response: Delete unwanted files te make more memory available. 

WARNING... The selected sweep file will be deleted! 

Cendition: A sweep file is about to be deleted. 

Response: Press OK to delete. 

ERROR... The selected sweep file has been corrupted! 

Cendition: The file cannot be used because of a non-volatile memory 
failure. 

Response: Delete the corrupted file and select another sweep file. 
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ERROR... A system error has occurred! Please select another mode. 

Condition: A system error has been detected. 

Response: Seiect another measurement mode or restart the unit and try 
again. 

ERROR... At least two tilt channels must be programmed and enabled! Please 
select another mode. 

Condition: Tilt mode is selected with less than two tilt channels 
programmed. 

Response: Edit channel plan to program at least two tilt channels. 

WARNING... The selected plan will be deleted. 

Condition: A channel plan is about to be deleted. 

Response: Press OK to delete, STOP to cancel. 

SORRY... The active plan cannot be deleted! 

Condition: An attempt to delete the active channel plan. 

Response: Select a different plan as the active plan, then delete the 
desired plan. 

ERROR... This plan is corrupted and cannot be used! 

Condition: The plan cannot be used because of a non-volatile memory 
failure. 

Response: Delete the plan and then choose another. 

WARNING... A plan with this name already exists. Overwrite? 

Condition: A channel plan with the same name currently exists. 

Response: Overwrite or choose another name. 

SORRY...This is the name of a fixed plan and cannot be used. 

Condition: An attempt was made to name a channel plan with the name 
of a fixed plan. 

Response: Choose another name. 

ERROR... The stop frequency has been set too low. 

Condition: The stop frequency has been set below the lowest channel in 
the selected fixed plan. 

Response: Enter a higher stop frequency. 
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SORRY... This cannot be completed due to a system error. 

Condition: A system error was detected. 

Response: Restart the unit and try again. 

WARNING... This channel will be deleted! 

Condition: A channei is about to be deleted. 

Response: Press OK to delete, STOP to cancel. 

SORRY... The last channel cannot be deleted! 

Condition: An attempt was made to delete the last channel of a plan. 

Response: A channel plan must contain at least one channel. If desired, 
delete the entire plan. 

WARNING... This operation cannot be undone! 

Condition: An operation has been selected that will make permanent 
changes to a stored file. 

Response: Press OK to execute, STOP to cancel. 

SORRY... There is not enough memory to store the new plan! 

Condition: Memory is currently at maximum capacity. 

Response: Delete unwanted files to make more memory available. 

WARNING... There is not enough memory to save the changes! 

Condition: Memory is currently at maximum capacity. 

Response: Delete unwanted files to make more memory available. 

SORRY... Some channels may not have been converted due to a system error. 

Condition: A system error was detected. 

Response: Restart the unit and try again. 

WARNING... All files and stored settings will be lost! 

Condition: The unit is being reset to the factory default settings. 

Response: Press OK to reset settings, STOP to cancel. 

ERROR... C/N cannot be measured on a scrambled channel! 

Condition: A channel that has been programmed as scrambled in setup 
has been selected in C/N mode. 

Response: Select a channel that is not scrambled. C/N measurements 
are not possible on a scrambled channel. 



User and Error Messages 


ERROR... Hum cannot be measured on a scrambled channel! 

Condition: A channei that has been programmed as scrambled in setup 
has been selected in Hum mode. 

Response: Select a channel that is not scrambled. Hum measurements 
are not possible on a scrambled channel. 

SORRY... No more tilt channels can be programmed. 

Condition: The maximum number of tilt channels has been reached. 

Response: To program another tilt channel, an existing tilt channel must 
be reprogrammed as a non-tilt channel. 

ERROR... QAM board did not power up! 

Condition: The QAM digital board is not receiving power to operate. 

Response: Restart the unit and try again. 

ERROR... Incorrect QAM version. 

Condition: The firmware version of this unit is incompatible with QAM 
QPT4 software. 

Response: Upgrade the firmware. 

ERROR... Signal Unlocked. Confirm Connection to Dig Port. Retry. 

Condition: The unit is unable to lock onto a digital signal. 

Response: Confirm connection to digital port and accuracy of channel 
plan setup. (Also confirm sufficient signal strength using the analog port 
and level mode.) 
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Appendix E 

Glossary 


This glossary covers terminology used in the manual, as well as other terms, 
that will help to clarify discussion and procedures in the manual. Sources 
include Acterna proprietary documents; the Jones Dictionary for Cable 
Television and Information Infrastructure, 4th Edition; and the IEEE Standard 
Dictionary of Electrical and Electronic Terms, 4th Edition, and other 
electronics authorities. 

Analogue-VSB Vestigial Sideband Modulation: prescribed partial 
suppression of one of the sidebands. This technique uses less bandwidth 
than double sideband transmission, and preserves the signal’s waveform. 

Amplitude Modulation Amplitude of the high-frequency carrier varies 
according to the instantaneous value of the low-frequency modulating signal. 

Baseband The band of frequencies occupied by the signal in a carrier 
before the signal is modulated in the carrier to form the transmitted signal. 

BPF Band Pass Filter 

Bursty Data streams that are sporadic: bursts of data transmission 
interspersed with periods of little or no activity. 

BW Bandwidth: A measure of information-carrying capacity of a 
communications channel. BW is the difference between the highest and 
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lowest frequencies carried by a channel. Also the speed (bit-rate velocity at 
which data can be transferred and presented. 

C/N; also CNR Carrier-to-Noise ratio, normally expressed in dB: the ratio of 
peak carrier power to root mean square (RMS) noise power (noise floor at 
video bandwidth) adjacent to the carrier. 

> See Noise Offset. 


CATV Community Antenna Television, commonly used to refer to Cable 
Television. 

Channel In the US a 6 MHz-wide band of frequencies allocated for use in 
television broadcasting, designated by number. For example, Channel 7 
occupies the band from 174 to 180 MHz. 

In Europe the standard is 8 MHz 

Channel Plan Analysis and enumeration/identification of television channels 
present on a CATV system. 

CPD Common Path Distortion: a form of inter-modulation distortion caused 
by mixing when an RF spectrum passes through a non-linear junction. Also 
caused by material deterioration and irregularities in the transmission line. 

CSO Composite Second Order: clustering of second-order beats at any 
frequency of the spectrum. CSO in the video bandwidth can cause distortion 
of video in cable systems. Measured as the ratio, in dB, of the peak level of 
the visual carrier to the peak of the average level of CSO. 

CTB Composite Triple Beat: spurious frequencies generated by the sum and 
difference products of any three carriers passing through s non-linear circuit 
or device. Detected as a voltage. 

CW Continuous Wave. Under steady-state conditions, successive CW 
oscillations are identical. 

D/U Desired/Undesired, also called Carrier to Garbage 

DVA Ratio of video level to audio level, expressed in dB. 

Depth of Modulation Ratio of peak downward change in modulation to 
carrier amplitude, expressed as a percentage. (Roddy/Coolen) 

DSP Digital Signal Processor: converts digital input into analogue or pulse- 
rate outputs. 

DTV Digital TV 
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Edit Box On many LCD screens you are required to make changes, or have 
the option of making changes to system parameters. In these instances the 
Edit box appears as the iast iine of the LCD screen. It also carries 
instructions, when appropriate, such as “Press ENTER....” 

Equalization Reducing distortion of frequency and/or phase by 
compensating for attenuation and/or time-delay at frequencies within the 
transmission band. 

Frequency Modulation (FM) A modulating signal varies the frequency of 
the carrier wave. 

HDTV High Definition TV: can be either analogue or digital. 

Headend The control center of a cable television system. The headend 
receives incoming signals from satellites, broadcast antennae, etc., then 
amplifies, converts, processes and combines signals as required for 
transmission along cable lines to hubs or nodes for distribution to cable 
subscribers’ house drops. 

HFC Hybrid Fiber Coax 

HPF High Pass Filter 

HSM Headend Stealth Modem. Transmits spectrum data stored in the 
PathTrak System Headend Control Unit to the StealthTrak meter via the 
forward RF telemetry path. 

Hub A signal distribution point that receives signals directly from the 
headend; a sub-station comprising a collection of nodes. A hub facilitates 
trouble-shooting and changes within the overall system. Larger cable 
systems have multiple hub sites. 

Hum Low-Frequency Modulation of a carrier when it passes through an 
active or passive component. Shows on TV screen as bar(s) scrolling slowly 
up through the picture. Measured in Stealth as dBmV or as a percentage. 

Ingress RF “leaking in” to a reverse path, interfering with transmission. 
Interruption into the cable line by through breaks in the integrity of the cable 

Inter-modulation Modulation of a TV carrier frequency by power line 
frequencies and harmonics, or other low-frequency disturbances. 

Inter-modulation Distortion Nonlinear distortion produced by the presence 
of inter-modulation. Harmonics are not included in this category. 


IPPV Impulse Pay-Per-View 
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Level Level is a measurement of signal and reference voltages in the cable 
system, expressed in dBmV or as a ratio expressed in dB 

LPF Low Pass Filter 

Modem Modem” is a contraction of Modulator-Demodulator. A Modem 
converts computer digital signals to analogue for data transmission, or 
demodulates upon receipt, for use within a computer. 

Modulate To regulate, or adjust, and specifically in the case of 
communications, to regulate some parameter of a high-frequency carrier 
wave by means of a low-frequency information signal. (Roddy/Coolen) 

NCTA National Cable Television Association: the trade association for the U. 
S. cable television industry. Formerly called National Community Television 
Association. 

Node A point of connection and distribution downstream from the hub. A 
node supports an average of about 500 subscribers 

Noise Offset For a true indication of Mean Noise value in the system, 
measure C/N ratio at about 2.4/2.5 MHz above the lower band edge, 
between video and chrominance modulation. 

Overlapping Channel Many countries have similar but slightly different 
frequency allocation for channels.To accommodate all possible variations. 
Stealth base channel plans have some overlapping frequencies. Carrier 
frequencies are different, but there is some bandwidth overlap, if you use 
one of these channel plans, delete unused channels that overlap active 
channels. 

NTSC National Television System Committee: the organization that 
established a color television standard with the same name used by the US 
and several other countries. The standard uses a 525-line screen at a rate of 
sixty fields/thirty frames per second, with a broadcast bandwidth of 4 MHz. 
Horizontal resolution is approximately 768 pixels. 

PAL Phase Alternate Line: a European color television system, not 
compatible with the NTSC system used in the United States 

PAM Pulse Amplitude Modulation produces a sequence of possibly 
overlapped pulses with the amplitude ef each modulated by a symbol. QAM, 
PSK, BPSK, PRK, QPSK, DPSK, and AM-PM are all special cases of 
passband PAM 

Pass band The range of frequencies accommedated by a given filter, 
amplifier, or circuit. 
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Pilot Channel The Lowest and Highest of the channels (9 max total) 
selected as criteria for TILT. 

Pilot Level Level in dBmV of Pilot Channel used for TILT. 

Pixel A Pixel (Picture Element) is the smallest area of a television picture 
capable of being delineated by a signal passing through the system. 

PSK Phase-Shift Keying modulation: shifting the carrier frequency plus or 
minus 90- degrees in phase to represent “0” and “1 ”, respectively, for digital 
transmissions. 

QAM Quadrature Amplitude Modulation (QAM) changes both amplitude and 
phase simultaneously from symbol to symbol QAM is a special case of pass 
band pulse amplitude modulation (PAM), two carriers on the same 
frequency, but 90 degrees out of phase and modulated by the real and 
imaginary parts of a complex-valued baseband signal. A polar plot of 
amplitude and phase for each discrete modulation level produces a 
constellation of points representing the amplitude of the in-phase and 
quadrature components of the transmitted Cartesian coordinates. 

Reverse Sweeping Sweeping upstream toward the Headend of a CATV 
system. Usually limited to within 5-42 or 5-65 MHz. See Sweeping. 

Reference Level In Stealth SPECT Mode, the reference level is the top of 
the screen/graph. In SWEEP mode the reference level is the middle of the 
screen/graph. 

Roll Off A gradual or sharp attenuation of gain at either or both ends of a 
transmission pass band. 

SCAN In the Stealth system, SCAN Mode shows on one display the voltage 
levels of all carriers across a given spectrum. Video and Audio carrier levels 
are shown, separately, in dBmV. 

SECAM The television broadcast standard used in France, the Middle East, 
and most of Eastern Europe. SECAM broadcasts an analog signal at 625 
lines of resolution, 25 interlaced frames a second, and uses sequential 
encoding of primary colors in alternating scan lines. 

SLM Signal Level Meter 

Slope Difference in gain between the ends of a band of frequencies. 

Spectrum Inversion Spectrum Inversion designates whether or not the 
signal is inverted. 
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Suck-Out Excessive cable transmission loss that affects or several 
channels acutely as a function of frequency due to sharp kinks or bends, or 
to minor imperfections regularly spaced in the line. 

Sweeping Injecting into the cable and transmitting downstream in a CATV 
system at selected points in the spectrum a series of output signals that vary 
in frequency between preset or adjustable limits, at a rate that is also 
adjustable. Used in conjunction with suitable peripheral equipment, the 
swept signal can be used for comprehensive testing of a CATV plant. 

Sweepless Mode Passive examination of carrier frequencies. 

TASO Television Allocation Study Organization 

TDMA Time Division Multiple Access: an access methodology that assigns 
bandwidth only when/as required. 

Telemetry Frequency Frequency selected to transmit data downstream/ 
upstream in a CATV system. 

Tilt Transmission loss in a coaxial cable. Tilt increases in proportion to the 
square root of frequency. Tilt compensation adjusts amplifier frequency/gain 
response to offset tilt attenuation. As displayed in a Stealth System, TILT 
mode shows levels in dBmv across a band of channels; TILT shows up as 
the slope between lowest to highest channel. Levels for each Intermediate 
channel should reach the line from lowest to highest channel. 

Title Bar The top line or bar of all LCD screens: shows the name of the Test/ 
Measurement on the left; and the time on the right. When Alpha/Numeric or 
Multiple Choice adjustments are offered by the menu, the icon appears in 
the Title Bar to the left of the time. 
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Symbols and Numbers 


13 dB amplifier, enabling (Spectrum Analyzer 
mode) 135 

16 QAM modulation 104 
24-hour reports (Autotests) 192-193, 261-265 
reading 193 

24-hour tests, FCC regulations 335-336 
256 QAM, modulation 313 
50 MHz low-pass filter, enabling (Spectrum An¬ 
alyzer mode) 135 


A 


absolute carrier levels 15 
advanced services, reverse path 
troubleshooting 96-98 
AGC (Automatic Gain Control) 115 
alignment 

reverse amplifiers 303-304 
reverse sweep 7 
alignment mode 19 
alpha entry mode 221 
alphanumeric keys 16 
SDA-5500 220-221 
SDA-5510 220-221 
AM/FM audio carriers 20 
amplifiers 

balancing 114-115 

forward sweep 312 
inactive, balancing 316 
preamps, reverse path troubleshooting 99 
reverse alignment 303-304 
Reverse Amplifier Alignment screen 90 
single amp alignment 316 
test point loss 61 


amplitude modulation 365 
Analogue-VSB 365 
ASC (Automatic Slope Control) 115 
attenuation (CW signal), setting 225 
audio carriers 

including/excluding 70 
levels 117 

MEASUREMENT submenu 116-117 
omitting 234 
scanning 26 
tilt 118 

audio levels 15 

Level mode 18 
audio modulation 15 
Audio Offset 49 
Audio Offset 2 option 280 
Audio Offset option 280 
audio/video tests (FCC regulations) 335 
auto measurements 53-54 
auto referencing levels 87-89 
Auto support mode key 220 
auto tests 179 

24-hour reports 261-263 
Edit Limits 55-56 
errors 263 

files, viewing/printing 259-265 
headend units 248-265 
intervals 

printing 264 
viewing 263 

operator name, setting 223 
results files 257 
test locations 249 

characteristics 253 
creating 250 
deleting 252 
editing 252 
parameters 250 
selecting 253 
types 251 

test point compensation 256 
test point types, selecting 254 
test types 257-259 
voltage measurements 255 
Autotest mode 179 

basic procedure 179 
configuration 

cancelling tests 191 
editing locations 185 
location information 184-185 
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results file names 188 
saving locations 185 
selecting probe points 186 
temperature 190 
test point compensation 188 
test types 189 
voltage measurements 187 
headend units 252-259 
measurements, failure indicator 192 
performing tests 184-191 
results 

24-hour reports 192-193, 261-262 
displaying 191 

displaying intervals 194-195, 264- 
265 

interval information 192 
location information 192 
printing 191 
reading 193 
test locations 

creating/editing 182-184 
deleting locations 183 
location types 180-181 
new locations 183 


B 


backlight 24 

Backlight Timeout Period option 223 
balancing amplifiers 114-115, 312 
inactive 316 

Band Pass Filter (BPF) 365 
bandwidth (BW) 365 
editing 48 

bandwidth adjustments, C/N mode 236 

baseband 365 

battery 

charging 208 
terminal cleaning 208 
baud rate 25 
Baud Rate option 224 
Beeps option 224 
BER (Bit Error Rate) 154 
Constellation mode 169 


Build Channel Plan 40-43 
Build Channel Plan option 277, 308 
Build Sweep Points option 280, 309 
bursty 365 

BW (bandwidth) 365 


c 


C/N (carrier-to-noise) 366 
calibration 26 
measurement 119-121 
modems 121-124 
zero-span 121 
MERand 169 
ratio 15, 20 

FCC regulations 337-339 

C/N mode 

headend units 235-236 
SDA-5500 219 
SDA-5510 219 
cable connection ports 17 
calibration 209 

transmitter 31 
carrier offset 

digital analysis 156 
carrier types, parameters 47 
carrier-to-noise. See C/N 
CATV (Community Antenna Television) 366 
Center Frequency, C/N measurement 123 
channel 366 
Channel Number 48 
Channel Number option 279 
channel plan 
setup 

headend units 227 
Channel Plan configuration 27 
Channel Plan Info screen 39 
Channel Plan menu, options 308-309 
channel plans 35-57, 299, 366 
Build Channel Plan 40-43 
channel tuning sequence 40 
configuration 36 
QAM 51-52 
copying 310 

SDA-5500 282-283 
creating 320 

SDA-5500 274-283 
deleting 39 

Edit Channel Plan 43-50 
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editing 

SDA-5500 283 
editing, SDA-5500 277-283 
files, storing 198 
Inverted Spectrum 50 
Stealthware 53 
parameters 38-57 
editing 46-49 
reference files 203 
remote, copying 56 
reverse sweep 

creating 291-294 
editing 294-295 
headend units 290-295 
selecting 294 
setup, headend units 227 
softkey 

QAM channel 52-53 
tilt compensation 312 
video signal type 39 
Channel Tuning Sequence 40 
Channel Tuning Sequence option 277 
Channel Type option 278 
channels 

audio levels 15 
deleting, unused 53 
overlapping 368 
pilot channel 369 
tuning by 

headend Level mode 230 
Level mode 110 
video levels 15 
charging, battery 208 
cleaning, battery 208 
coaxial cable 
tilt 112 

transmission loss 112 

coherent interference impairments 167-168 
collision, modem signals 104 
Common Path Distortion. See CPD 
Composite Second Order. See CSO 
Composite Triple Beat. See CTB 
configuration 22-32 
Autotests 

cancelling tests 191 
editing locations 185 
location information 184-185 
results file names 188 
saving locations 185 
selecting probe points 186 


temperature 190 
test point compensation 188 
test types 189 
voltage measurements 187 
channel plans 27, 36 
CPD analysis setup 101, 102 
diagnostics 29 
digital carrier 49-50 
forward sweep 

SDA-5500 267-284 
general 

headend units 222 
general, headend units 222-228 
global 23-25 
Inverted Spectrum 50-53 
measurements 25-27 
PathTrak 28 
PathTrakmode 141-142 
printers 224 

QAM digital stream channel 51-52 
reverse sweep 75 

SDA-5500 284-290, 291 
SDA-5510 284-290, 291 
sweep 64 
test points 60-64 
Configure menu 22, 36 
Constellation Mode 27, 166-174 
digital analysis 151-152 
main screen 170 
Continuous Wave. See CW 
Contrast Level option 223 
contrast level, LCD 23 
Copy Remote Plan option 282-283 
CPD 

troubleshooting reverse path 
setup 102 

CPD (Common Path Distortion) 100, 329-330, 
366 

troubleshooting reverse path 100-101 
setup 101 

CSO (Composite Second Order) 128-130, 168, 
366 

measurements performing 241-243 
reverse path troubleshooting 98 
CTB (Composite Triple Beat) 128-130, 168, 
366 

measurements performing 241-243 
CW (Continuous Wave) 366 

signal attenuation, setting 225 
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DAJ (Desired/Undesired) 366 

date format 24 

Date Format option 223 

Date option 224 

dBc values 161 

DC-12 307,318 

decibels with respect to the carrier levels 161 
decision boundaries, constellation display 166 
Default to Factory Settings option 224 
Delete Unused Channels option 280 
deleting 

channels, unused 53 
sweep reference files 202 
depth of modulation 366 
Desired/Undesired (D/U) 366 
Detail display 155-157 
diagnostics 

configuration 29 
Diagnostics mode 25 
Diagnostics option 224 
diamond keys 220 
digital analysis 149 
BER 154 
Carrier Offset 156 
Digital display 155-157 
equalizer stress 156 
EVM 154 
EEC 155 
MER 154 

mode selection 150-151 
modulation format 158 
QAM 27 

reference level 164 
summary modes 153-171 
Symbol Rate 159 
Digital Carriers 46 
digital carriers 

configuration 49-50 
Digital Limits, editing 56 
Digital Main Screen 154 
Digital Signal Processor. See DSP 
digital signal quality 27 
DIGITAL Summary mode 156-171 
Digital Summary mode 
digital analysis 151 


Digital TV (DTV) 366 
diplex filters 307, 318 
display test 29 
Display Test option 225 
distance units, Equalizer Mode 27 
downloading, files 197 
DSP (Digital Signal Processor) 366 
Hum measurements 125 
DTV (Digital TV) 366 
Dual 46 

dual cable networks 
reverse sweep 73 
wiring connections 

SDA-5500 287-288 
SDA-5510 287-288 

DVA 366 

dwell time, reverse path troubleshooting 99 


E 


Edit Box 367 

Edit Channel Parameters option 309 
Edit Channel Plan 43-50 
Edit Digital Limits 56 
Edit Limits option 281 
egress, ECC limits 333 
Enable Live Headend Ingress View 68 
Enable Live Headend Ingress View option 310, 
320 

Enable or Disable Reverse Sweep option 273 
Enable Reverse Sweep 68 
Enable Reverse Sweep option 288, 310, 320 
Enabled option 278 
equalization 367 
Equalizer Mode 174-178 
distance units 27 

Equalizer Mode, digital analysis 151-153 
Equalizer screen 175-176 
equalizer stress 156 
error messages 

obsolete reference files 203 
sweep references 202 
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Error Vector Magnitude (EVM) 27, 154 
errors, Autotests 263 
external losses, test points 62 


F 


factory settings, defaulting to 29 
fast scan rate 116 

fast scanning, reverse path troubleshooting 99 
FCC 

24-hour tests 335-336 
audio/video tests 335 
carrier to noise ratio readings 337-339 
egress limits 333 
headend proofing 341 
hum measurements 340-341 
in-channel response measurements 240 
in-channel sweeping 336-337 
leakage measurements 341-342 
proofing and testing regulations 335-342 
record keeping regulations 335 
terminal isolation 340 
EEC (Forward Error Correction) 155 
field sweeping 59-94 
field units 

features 2-4, 5 
maximum input 313 
reverse sweep settings 320 
sweep and telemetry levels, changing 324 
File mode 199,247-248 
files 

Autotests 

interval information 192 
results file names 188 
viewing/printing 191, 259-265 
channel plans 198 
downloading 197 
measurement types 197 
measurements, storing 198, 248 
Overlay mode 203-204 
overlaying 305 
printing 33, 197, 200, 248 
results. Autotests 257 
selecting. Overlay mode 204-205 
Spectrum mode 198 
storing, memory 197-198, 247 
sweep reference 

categories 201-202 
deleting 202 


identification 203 
obsolete 203 
storing 202 
uploading 199, 248 
uploading 

PCs 197,247 
viewing 200, 248 
FM (Frequency Modulation) 367 
FM/AM audio carriers 20 
Forward Error Correction (FEC) 155 
forward path, noise accumulation 96 
forward sweep 18, 75-76, 296-300 
amplifiers, balancing 312 
channel plans 299 
common problems 313-315 
configuration, SDA-5500 267-284 
efficiency considerations 316-317 
field units 

maximum input 313 
settings 311 

forward sweep identification 315 
headend considerations 311 
increasing speed 314-315 
levels 71 
screens 77-81 

setting telemetry, SDA-5500 271-273 
setup, headend units 307-311 
signal levels, SDA-5500 269 
telemetry 299 
Tilt values 81 
wiring 71 

wiring connections, SDA-5500 267-271 
Forward Sweep Insertion Level 68 
Forward Sweep Insertion Level option 272,310, 
320 

forward telemetry frequency 74-75 
Sweep 67 

Forward Telemetry Frequency option 289, 309, 
320 

Forward Telemetry Level 68 
Forward Telemetry Level option 272, 289, 310, 
320 

forward test points 61 
External 61 
frequencies 15 

audio carriers 117 
forward telemetry 74-75 
sweep 67 

fundamental hum 26 
noise offset 48 
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parameters 47 
Sweep key 15 
telemetry frequency 370 
transmitter 31 
tuning step sizes 26 
frequency adjustments 
Scan mode 233 
Spectrum Analyzer mode 240 
Sweep mode 246 
Frequency Modulation (FM) 367 
Frequency option 279 
frequency response identification 315 
Frequency screen, forward SWEEP 77 
Frequency Submenu icon 88 
frequency tuning 
QAM 52 

QAM measurement mode 52 
Frequency Tuning Step Size option 226 
Function keys 
QAM 14 
screen contrast 11 
fundamental hum frequency 26 
Fundamental Hum Frequency option 226 
FWD Compensation screen 60 


G 


gain compression impairments 167 
General setup screen, accessing 222 
global configuration 23-25 
graphs, scaling 87-89 


H 


HDTV (High Definition TV) 367 
Headend 367 

headend proofing (FCC) regulations 341 
Headend Stealth Modem (HSM) 367 
headend units 

Autotest mode 252-259 
Autotests 248-265 
baud rate, setting 224 
beeps, turning on/off 224 
C/N mode 235-236 
channel plan setup 227 
configuration 

general 222 

configuration, general 222-228 


CW signal, setting attenuation 225 
date 

formatting 223 
setting 224 

defaulting to factory settings 224 
features 2, 5-6, 7 

forward and reverse sweep, setup 296 
forward sweep, setup 307-311 
Hum mode 237 
input levels 307 
LCD 

backlight timeout 223 
contrast level 223 
testing 225 
Level mode 228 
measurements setup 225-227 
Mod mode 238 
printers 

configuration 224 
lines/page setting 224 
reverse signals 

connections 307 
reverse sweep, setup 228, 318 
Scan mode 232-235 
Spectrum Analyzer mode 239-243 
Status screen 266 
Sweep mode 243-246 
sweep telemetry, turning on/off 225 
sweep transmitter setup 227, 228 
Tilt mode 230-231,232 
time, setting 223 
transmitter diagnostics 225 
using both units 297 
HFC (Hybrid Fiber Coax) 367 
High Definition TV (HDTV) 367 
High Pass Filter (HPF) 367 
horizontal markers 301 
HPF (High Pass Filter) 367 
HSM (Headend Stealth Modem) 367 
Hub 367 
hum 20, 367 

FCC regulations 340-341 
fundamental hum frequency 26 
Hum measurement 
DSP 125 

Hum measurements 124-125 
Hum mode 

headend units 237 
SDA-5500 219 
SDA-5510 219 
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hum modulation 15 IPPV (Impulse Pay-Per-View) 367 

Hybrid Fiber Coax. See HFC 367 


K 

I “ 


I/Q imbalance impairments 167 
icons 

Frequency Submenu 88 
Level Submenu 88 
measurement screens 109 
Navigator Interface 10, 11 
Start Frequency 86, 89 
Stop Frequency 78, 86, 89 
immediate Autotests 257-259 
impairments, constallation display 167 
impulse noise, troubleshooting 333 
Impulse Pay-Per-View (IPPV) 367 
In-Channel Frequency Response Screen, Equal¬ 
izer Mode 177 

In-Channel Group Delay Screen, Equalizer 
Mode 177 

In-channel sweeping (FCC regulations) 336- 
337 

Include Audio Carriers option 273, 310, 320 
ingress 367 

headend 7 

identifying source 332 
preventing, reverse sweep 324 
reverse path troubleshooting 97 
troubleshooting 331-332 
Ingress Mode, QAM 160-166 
input level calculation worksheet 270 
input levels 307 
intermodulation 367 
distortion 367 
troubleshooting 

CPD analysis 102 
troubleshooting, CPD analysis 101 
internal transmitter, self-calibration 22 
interval reports, displaying 194-195, 264-265 
intervals. Autotests 
printing 264 
viewing 263 
Inverted Spectrum 

channel plans 50 
configuration 50-53 
frequency tuning 52 
StealthWare 53 


Key controls 

Test key 14 
key controls 13-17 

alphanumeric keys 16 
measurement mode keys 13-14 
Nav key 14 
PathTrak 14 
soft keys 13-14 


Label option 279 
Label parameter 48 
LCD 

backlight timeout 

setting on headend units 223 
contrast level 23 

setting on headend units 223 
testing, headend units 225 
leakage measurements (FCC regulations) 341 
342 

level adjustments 

Scan mode 233 
Spectrum Analyzer mode 240 
Sweep mode 246 
Tilt mode 231 
level measurement 17-18 
Level mode 18 

headend units 228 
SDA-5500 219 
SDA-5510 219 
tuning 110 

Level screen, forward Sweep 79 
Level Submenu icon 88 
levels 368 

audio carriers 117 
auto referencing 87-89 
forward sweep 71 
measuring 110-112 
reverse sweep 72-74 
Limit screen, forward SWEEP 80 
limits 301 

audio carriers 118-119 
editing digital 56 
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Scan mode 234 
Lines/Page option 224 
Local measurement trace 142 
Loopback sweep 19, 93-94 
Low Pass Filter State, C/N measurement 123 
low pass filters, CPD analysis 101 


M 


maintenance 207-209 

Maximum Hold Function, QAM Ingress 165 
Measurement Bandwidth (MHz) 48 
Measurement Bandwidth Adjustments option 
279 

Measurement Bandwidth, C/N measurement 
123 

measurement files 

printing 200, 248 
viewing 200, 248 

measurement hold, PathTrak mode 147 
Measurement menu 116 
measurement mode keys 13-14 
Measurement mode, digital analysis 150 
measurement screens, icons 109 
measurement traces, PathTrak mode 142 
measurements 

auto measurements 53-54 
Autotests 

failure indicator 192 
voltage 187 
configuration 25-27 
CSO 241-243 
CTB 241-243 
files 197 

storing 198-248 
viewing 198 
Hum 124-125 
levels 110-112 
Modulation 126-127 
QAM Ingress 162 
Scan measurement mode 115 
screens, printing 221 
setup, headend units 225-227 
signal levels 110-119 
spectrum, PathTrak mode 141 
storing 198 
Tilt 112 

voltage, Autotests 255 


memory 

availability, checking 198, 247 
files, storing 197-199, 247 
menus 

Channel Plan, options 308-309 
Configure 36 
File 199, 247 
Sweep references 202 
MER (Modulation Error Ratio) 27, 154 
Constellation 169 
Mod mode 

headend units 238 
SDA-5500 219 
SDA-5510 219 
modems 368 

C/N measurement 121-124 
collision 104 
pulse modulation 104 
TDMA 102 

variable time slot TDMA 103 
Zero Span mode 131 
modulate 368 
modulation 

256 QAM 313 
QAM 49 

Modulation Error Ration (MER) 154 
modulation format 155, 158 
Constellation 171 
QAM Ingress 163-164 
Modulation measurements 126-127 
Modulation screen 126-127 
modulation techniques, TDMA 104 
multiple choice mode 221 


N 


Nav key 14 

Nav support key, tabs 10 
Navigation menu, digital analysis 150 
Navigator Interface 10-12 
icons 11 
tabs 11 

Navigator menu, measurement screens 109 
NCTA (National Cable Television Association) 
368 

Node List 

PathTrak mode 145-147 
node information 147 
updating 145 
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Node List option 142 

nodes 368 

noise 

accumulation, forward path 96 
headend 7 

impulse, troubleshooting 333 
reverse broadcast 304-305 
reverse noise 68 

reverse path troubleshooting 96-97 
segmented 327 

Spectrum Analyzer mode, cautions 331 
troubleshooting 331-332 
Noise Enable 88 
noise offset 368 
Noise Offset (MHz) 48 
noise offset frequency adjustments 
C/N mode 236 

Noise Offset Frequency Adjustments option 279 
noise trace 88 
normal scan rate 116 

NTSC (National Television System Committee) 
368 

numeric entry mode 221 


o 


Operator Name option 223 
options 

PathTrak Field View 141 
SDA-5000 7 

output level calculation worksheet 271 
overlapping channels 368 
Overlay mode 

sweep files 203-204 
selecting 204-205 


P 


PAL (Phase Alternate Line) 368 

PAM (Pulse Amplitude Modulation) 368 

parameters 

audio offset 49 
bandwidth 48 
carrier types 47 
Channel Number 48 
channel plans 38-57 
editing 46-49 
Digital Carriers 46 


Dual 46 

Frequency (MHz) 47 
Label 48 
modulation 49 
noise offset 48 
QAM 46 
Scrambled 48 
signal standard 49 
SNGL 46 
sweep 46 

Sweep Channel 48 
symbol rate 49 
tilt channels 48 
Video Channel 46 
Pass band 368 
PathTrak key 14 
PathTrak mode 21-22, 141 

Amplifier/Low-Pass Filter submenu 144- 
145 

configuration 141-142 
Level submenu 145 
measurement hold 147 
measurement traces 142 
Node List 145-147 

node information 147 
updating 145 

PathTrak, configuration 28 

PCs, files uploading 197, 247 

Peak Hold trace 21 

phase noise impairments 167 

physical plant, reverse path troubleshooting 97 

pilot channel 369 

Pilot Level 369 

pixels 369 

Pre-Amp state, C/N measurement 123 
preamps, reverse path troubleshooting 99 
preventative maintenance, see troubleshooting 
Print support mode key 220 
Printer option 224 
printers 24 

compatibility 224 
printing 

Autotest files 259-265 
Autotest results 191 
files 33, 197 

measurement files 200, 248 
measurement mode screens 221 
screens 33 

probe points (Autotests) 
selecting 186 
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probe points (Autotests), selecting 186 
proofing and testing, FCC regulations 335-342 
proof-of-performance tests 19-20 
proof-of-performance, automatic tests 179 
PSK (Phase-Shift Keying) modulation 369 
Pulse Amplitude Modulation (PAM) 368 
pulse modulation 104 


Q 


QAM (Quadrature Amplitude Modulation) 52, 
149, 155, 158, 369 
channel plans 

softkey 52-53 
digital stream 46 

channel, configuration 51-52 
Function keys 14 
Ingress Mode 160-166 
modulation 49 
modulation format 155 
signal lock errors 151 
symbol rates 169 
QAM Ingress 

digital analysis 151-152 
Maximum Hold Function 165 
scale parameter 164 
QPSK modulation 104 


R 


random noise, troubleshooting 97 
receiver modes, selecting 305-306 
record keeping regulations 335 
reference files, sweep 
categories 201-202 
deleting 202 
identification 203 
obsolete 203 
storing 202 
uploading 199, 248 
reference level 369 

digital analysis 164 
references 302-303 

reverse sweep 322 


remote channel plans, copying 56 
Remote measurement trace 143 
results files. Autotests 188, 257 
return path 

ingress/egress, testing 333 
PathTrakmode 141 
test location considerations 330, 331 
troubleshooting, CPD 329-330 
Zero Span mode 131 
REV Compensation screen 69 
reverse amplifier alignment 19, 303-304 
Reverse Amplifier Alignment screen 90-92 
Reverse Frequency screen 86 
reverse injection levels 83 
Reverse Level screen 86 
Reverse Levels 69 
reverse noise 68 
reverse noise broadcast 304-305 
Reverse Noise Frequency 89 
Reverse Noise Level screen 88 
Reverse Noise screen 87 
reverse path troubleshooting 
advanced services 96-97 
comparing headend to local noise spec¬ 
trum 99 
CPD 100-101 

setup 101, 102 
CSO 98 

ingress sources 97 
locating source 98 
methods 98-99 
noise 96-97 
physical plant 97 
SDA-5000 95 
spectrum analysis 98 
TDMA 102-106, 107 

intermittent ingress 106 
tools 99 

reverse sweep 19, 68, 82-92, 300-301, 369 
alignment 7 
channel plans 

creating 291-294, 320 
editing 294-295 
SDA-5500 290-295 
SDA-5510 290-295 
selecting 294 

common problems 324-326 
concept 284-285 
configuration 75 

SDA-5500 284-290, 291 
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SDA-5510 284-290, 291 
dual cable networks 73 
efficiency considerations 327-329 
field unit settings 320 
headend considerations 321 
increasing speed 327 
ingress, preventing 324 
insertion level 69 
levels 72-74 
procedure 321-324 

SDA-5500 285-288 
SDA-5510 285-288 
procedures 324 
references 322 
resistive test points 62 
setup 

headend units 318 
SDA-5500 288-290 
SDA-5510 288-290 
split band networks 72 
transmitter, testing 295-296 
wiring 72-74 
wiring connections 

SDA-5500 285,287 
SDA-5510 285, 287 
Reverse Sweep Operation 68 
Reverse Sweep plans 69 
Reverse Sweep Plans option 310, 320 
reverse sweep plans, accessing 273 
reverse sweep setup, headend units 228 
reverse telemetry carrier frequency, selecting 
273 

Reverse Telemetry Frequency option 289, 310, 
320 

Reverse Telemetry Level 68 
reverse test points 61 
loss 62 

RF connector replacement 207 
RF energy transmitters, troubleshooting ingress 
97 

roll off 369 


s 


S/N (signal-to-noise) measurements 
MER and 169 


scale parameter, QAM Ingress 164 

scale, adjusting (headend level mode) 230 

scaling graphs 87-89 

scan audio carriers 26 

Scan Audio Carriers option 116-117 

Scan measurement mode 115 

SCAN Mode 369 

Scan mode 

headend units 232-235 
SDA-5500 219 
SDA-5510 219 
scan rate 26 
Scan Rate option 226 
scan rates 116 
setting 233 

scans (audio carriers), omitting 234 
scheduled Autotests 257-259 
scheduled tests. Autotests 189 
temperature entry 190 
Scrambled option 280 
Scrambled parameter 48 
screen contrast 11 
screens 

Channel Plan Info 39 

Constellation Mode 170 

Digital Main Screen 154 

Edit Box 367 

Equalizer 175-176 

forward sweep 77-81 

EWD Compensation 60 

In-Channel Frequency Response 177 

In-Channel Group Delay 177 

measurement 109 

Modulation 126-127 

printing 33 

REV Compensation 69 

Reverse Amplifier Alignment 90-92 

Reverse Frequency 86 

Reverse Level 86 

Reverse Noise 87 

Reverse Noise Frequency 89 

Reverse Noise Level 88 

Testpoint Info 62 

Tilt 113 

View, accessing 198 

SDA 

sweep 65 
SDA Sweep 19 
SDA-5000 
options 7 


381 




Index 


PathTrak Field View 141 
signal level considerations 71 
test points, connecting to 70 
troubleshooting, reverse path 95 
SDA-5500 

alphanumeric keys 220-221 
C/N mode 219 
CDP analysis 101 
channel plan setup 227 
channel plans 

creating 274-283 
editing 277-283 
configuration 

forward sweep 267-284 
general 222-228 
reverse sweep 284-290, 291 
features 5-6 
Hum mode 219 
Level mode 219 

measurement mode keys 218-220 
measurements setup 225-227 
Mod mode 219 

modes, basic operation 228-246 
printing, measurement mode screens 221 
reverse sweep 

channel plans 290-295 
procedure 285-288 
setup 288-290 
reverse sweep setup 228 
Scan mode 219 
soft keys 218 

Spectrum Analyzer mode 220 
Support mode keys 220 
Sweep mode 219 
sweep transmitter setup 227, 228 
Tilt mode 219 
user interface 217-221 
SDA-5510 

alphanumeric keys 220-221 
C/N mode 219 
CDP analysis 102 
channel plan setup 227 
configuration 

reverse sweep 291 

configuration, reverse sweep 284-290 
features 6, 7 

headend ingress/noise detection 7 
Hum mode 219 
Level mode 219 
measurement mode keys 218 


measurements setup 225-227 

Mod mode 219 

modes 

basic operation 246 
modes, basic operation 228-246 
reverse sweep 

channel plans 290-295 
procedure 285-288 
setup 288-290 
Scan mode 219 
soft keys 218 

Spectrum Analyzer mode 220 
Support mode keys 220 
Sweep mode 219 
sweep transmitter setup 227-228 
Tilt mode 219 

troubleshooting, capabilities 7 
user interface 217-221 
SECAM 369 

segmented noise mode 327 

segmented sweep 327 

segmented sweeping 315 

Select Channel Plan 38-39 

Select Channel Plan option 276, 308 

self-calibrating internal transmitter 22 

setup, sweep 74-75 

Show Horizontal Markers, sweep 67 

shut-off time-our period 23 

Signal Level Meter (SLM) 369 

signal level units 26 

Signal Level Units option 226 

signal levels 

forward sweep, SDA-5500 269 
measuring 110-119 
SDA-5000 71 

signal lock errors, QAM 151 

signal quality, digital 27 

signal standard 49 

SLM (Signal Level Meter) 369 

slope 369 

SNGL 46 

soft keys 13-14 

Specify Auto Measurements option 281 
Spect mode, CSO/CTB soft key 128 
spectrum analysis 

TDMA signals. Zero Span mode 104 
troubleshooting reverse path 98 
spectrum analyzer 21 

C/N measurement 121 
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spectrum analyzer display 15 
Spectrum Analyzer mode 131 
Amplifier submenu 135 
Amplifier/Low-Pass Filter submenu 137 
Bandwidth submenu 137, 139 
files 198 

Frequency submenu 134-135 
headend units 239-243 
Level submenu 134, 138 
noise level readings, cautions 331 
SDA-5500 220 
SDA-5510 220 
setting dwell time 135 
spectrum range 133 
Timebase submenu 138 
Zero Span 131 
Zero Span submenu 136 
spectrum range 133 
Spectrum screen 131-133 
spikes 325 

troubleshooting 313 
split band networks 
reverse sweep 72 
wiring connections 285-287 
splitters 307, 318 
spurs 168 

standing waves 324, 325 
troubleshooting 313 
Start Frequency icon 86, 89 
Status screen 

headend units 266 
Status screen, headend units 266 
stealth sweep 300 

productivity tools 301-302 
Stealth Sweep System 1 
StealthWare 197, 247 

Inverted Spectrum 53 
Stop Frequency icon 78, 86, 89 
suck-out 370 
Support mode keys 
SDA-5500 220 
SDA-5510 220 
sweep 18-19, 46, 298,370 

active gain and frequency verification 327 
channel plans 

copying 310 
configuration 28, 64 
direction 84 
files 

Overlay mode 203, 204 


overlaying 305 

selecting in Overlay mode 204, 205 
forward 75-76 
functions 70 

headend considerations 311 
headend units 

forward and reverse setup 296 
horizontal markers 301 
limits 301 
Loopback 93-94 
menu options 67-70 
receiver modes 

selecting 305, 306 
reference files 

categories 201, 202 
deleting 202 
identification 203 
obsolete 203 
storing 202 
responses, stored 69 
reverse 68 

insertion level 69 
plans 69 

reverse alignment 7 
reverse amplifier alignment 303-304 
reverse noise broadcast 304-305 
SDA 65 

segmented 315, 327 
setup 74-75 
speeds 49 
stealth 300 

productivity tools 301-302 
sweep limit variable 301 
sweepless 92-93 

concept 284-285 
telemetry, turning on/off 225 
test point compensation 303 
vertical markers 301 
Sweep Channel 48 
Sweep Channel option 279 
Sweep Enable 88 
Sweep File Overlay 69 
Sweep Insertion Level 

Loop sweep points and 70 
Sweep key 15 

Sweep level calculation worksheet 271 
Sweep Limit Variable 67, 301 
Sweep mode 

headend units 243-246 
SDA-5500 219 
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SDA-5510 219 
Sweep References 302-303 
Sweep References menu 202 
sweep speeds 49 
Sweep telemetry 31 
Sweep Telemetry On/Off option 225 
Sweep Transceiver setup 
headend units 227 
Sweepless Mode 370 
Sweepless Sweep 19 
Sweepless sweeps 92-93 
Symbol Rate 49 
symbol rate 

Constellation 171 
QAM Ingress 163-164 
Symbol Rate, digital analysis 159 

digital analysis, symbol rate 155 
symbol rates, QAM 169 
system information 32 


T 


tabs 

Nav support key 10 
Navigator Interface 11 

TASO (Television Allocation Study Organiza¬ 
tion) 370 

TDMA (Time Division Multiple Access) 21, 
102,370 

analyzing, Zero Span mode 104-106 
modulation techniques 104 
troubleshooting 334 
troubleshooting reverse path 102-106 
intermittent ingress 106 
variable time slot 103 
Zero Span 131 
telemetry 

changing levels, considerations 324 
forward sweep 299 

reverse carrier frequency, selecting 273 
setting for forward sweep, SDA-5500 271- 
273 


telemetry frequency 370 
Telemetry Frequency option 142 
temperature units 26 
Temperature Units option 226 
temperature. Autotests 190 
terminal isolation (FCC regulations) 340 
Test key 14 
test locations 249 

characteristics 253 
creating 250 
creating/editing 182-184 
deleting 183, 252 
editing 252 
location types 180 
parameters 181 
new 183 
parameters 250 
selecting 253 
types 251 

test point compensation 59-64, 303 
amplifier test point loss 61 
Autotests 188, 256 
configuration 60-64 
external losses 62 
reverse sweep 62 
test point types, selecting 254 
test points, connecting to 70 
testing 

ingress/egress 333 
transmitter, forward sweep 283-284 
transmitter, reverse sweep 295-296 
Testpoint Info screen 62 
thermal noise impairments 167 
Tile Channel option 279 
Tilt 370 

amplifier balance 115 
audio carriers 118 
Scan Audio Carriers and 117 
tilt channels 18, 48 
tilt compensation 113-114, 312 
Tilt measurements 112 
Tilt mode 18 

headend units 230-231, 232 
SDA-5500 219 
SDA-5510 219 
Tilt screen 113 

forward SWEEP 81 
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time 24 

Time Division Multiple Access, see TDMA 
Time option 223 
time-out period 23 
title bar 370 

transmission loss, coaxial cable 112 
transmitter 

calibration 31 

forward sweep, testing 283-284 
frequency 31 

reverse sweep, testing 295-296 
Transmitter Attenuator option 225 
Transmitter Diagnostics option 225 
Transmitter Frequency option 225 
Transmitter On/Off option 225 
troubleshooting 

bad response 314, 326 
CPD 329-330 
forward sweep 314-315 
impulse noise 333 
ingress, identifying source 332 
ingress/egress, testing 333 
intermodulation, CPD analysis 101 
no communication 314, 325-326 
noise, forward path 96 
noise/ingress 331-332 
reverse path 

advanced services 96-97, 98 
CPD 100-101 
CS0 98 

ingress sources 97 
locating source 98 
methods 98-99 
noise 96-97 
physical plant 97 
SDA-5000 95 
spectrum analysis 98 
TDMA 102-106, 107 
tools 99 

SDA-5510, capabilities 7 
spikes 313, 325 
standing waves 313, 324, 325 
TDMA 334 

tuning. Level mode 110 


u 


sweep reference 199, 248 
user interface 

SDA-5500 217-221 

measurement mode keys 218-220 
soft keys 218 
SDA-5510 217-221 

measurement mode keys 218 
soft keys 218 


V 


variable time slot TDMA 103 
velocity of propagation 27 
vertical markers 301 
Video Channel 46 
Video Depth of Modulation 126 
video levels 15 

Level mode 18 
Video Signal Type 39 
Video Signal Type option 276, 308 
View screen 

accessing 198 
visual inspection 207 
voltage measurements (Autotests) 187 
VSB (Vestigial Sideband Modulation) 365 


w 


wiring 

forward sweep 71 
reverse sweep 72-74 
wiring connections 

forward sweep 267-271 
reverse sweep 285-287 
worksheets, sweep level calculations 270 


Z 


Zero Span mode 21, 131, 137 
TDMA 

ideal noise floor 105 
signals 104-106 
troubleshooting 334 
Zoom, Constellation 172 


uploading files 

PCs 197,247 
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